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1. Introduction 
We are developing clinical scale production of two gaseous hyperpolarized contrast agents and 

hyperpolarized MRI allowing for ultrafast (potentially sub-second) and high-throughput molecular imaging of 
lung function. The key additional focus of this project is on significantly lower cost of our imaging technology of 
low-field MRI compared to conventional high-field (1.5 T and beyond) MRI due to much higher patient 
throughput/much faster exams and the use of low field = low cost MRI. We focus our research effort on the 
high-risk and critical challenges that must be solved to enable clinical implementation of hyperpolarized gases 
for pulmonary imaging. 

Specifically, the research efforts during Year 1 have focused on three specific aims as described in 
Statement of Work (Appendix 1): 
 
Aim 1: Develop and construct a fully automated high-pressure low-cost stand-alone 129Xe 
hyperpolarizer 
Aim 2: Develop a large-scale hyperpolarization method for HP propane 
Aim 3: Develop and construct a 0.05 T MRI scanner 
 

It should also be noted that this report cites many recently published works, and the report is therefore 
significantly streamlined with references to relevant publications. All pertaining details can be found in the 
corresponding peer-reviewed publications and manuscripts, which are supplied in this progress report. We also 
note that 14 such publications, accepted manuscripts and 1 dissertation have been produced during Year 1 of 
the funding period, which represents our commitment to research and overall progress tempo with regards to 
this project, and also demonstrates the fact that the work conduced under this funding is novel. The copies of 
all publications, submitted manuscripts and conference abstract are provided in the Appendix 2. They contain a 
significant amount of technical and specialized information. 
 
2. Keywords 
 

Low-field MRI, lung imaging, molecular imaging, functional imaging; propane; xenon-129; NMR; MRI; 
hyperpolarization. 
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3. ACCOMPLISHMENTS 
Please, refer to Appendix 1 for the statement of work of the entire project. The following sections describe 

the specific areas/tasks of the project conducted during Year 1 of this project. 

Task 1.1. Design of automated 129Xe hyperpolarizer 
This project funded our activities for construction of the 3rd generation automated 129Xe clinical-scale 

hyperpolarizer. Naturally, this project builds on the success of two previous generations of the 129Xe clinical-
scale hyperpolarizers. We have completed the design of the hyperpolarizer device in a timely manner and 
developed a few key components’ prototypes. All key mechanical elements were designed in SolidWorks 3D 
CAD software. We have also decided on the vendors for all key components of this hyperpolarizer device. 
Despite the fact that most components were new, we ordered all parts during Year 1. This included a low-cost 
high-resolution IR-spectrometer, water chiller, and more critically, a new (more spectroscopically homogenous 
and more energy efficient) LDA laser. Moreover, we identified the vendor for custom-made software for 
automation and integration of the hyperpolarizer device and the low-field low-cost NMR spectrometer. We 
placed all orders for these custom components. Outsourcing these key components will significantly accelerate 
the overall tempo of this project Aim. 

Task 1.2. Prototyping of automated 129Xe hyperpolarizer 
We have prototyped several components of the hyperpolarizer. 
a) First, we explored the idea that full metal optical-pumping cell would allow for SEOP hyperpolarization 

of 129Xe if it is coated with protecting layer of siliconizing agent. The prototype was made by the VU 
team and tested by the SIU team. While the first results are encouraging, we realize that it will require 
developing specialized coating agent and procedure for this method to work as good as the glass 
optical-pumping cell design. So, we did NOT proceed with this design for the final hyperpolarizer 
construction under this project (but this approach will still be a subject of future study). 

b) In parallel, we have developed the prototype for the aluminum jacket for a glass optical-pumping cell to 
serve as a heating and cooling elements. After two rounds of manufacturing, we were able to 
successfully develop the prototypes, which passed our tests for cooling and heating the cell so far. This 
design was used in the final design of the hyperpolarizer; 

c) We have also experimented with addition of He gas to a Xe/N2 mix to increase gas thermal 
conductivity. The initial tests are very encouraging (and show no deterioration of the hyperpolarization 
SEOP process performance) and will likely be used in the final design. 

d) Finally, we re-designed the optical pumping cell with improved stopcock valve operation. 

Task 1.3. Prototype Construction and testing 
As described above we developed and tested a few prototypes related to the very core of the SEOP 

polarization procedure. We have performed addition design work related to the RF coil design for operation at 
40 kHz. After several prototypes, we developed an integrated RF coil solution that provides excellent RF 
shielding from the environment via 1-2 mm aluminum wall shielding. The integrated design also allowed us to 
incorporate a water phantom that will serve as an internal calibration standard for quality assurance of the 
produced 129Xe hyperpolarized gas as well as would allow for the static magnetic field calibration (note the 
direction of the Earth’s field may shift our resonance frequency by up to 2 kHz). 

We have also developed and prototyped an 8” diameter compensated electromagnet using a home-built 
magnet winding setup. The initial tests with low-field NMR were very encouraging, and the prototype magnet 
will be used in the final construction of the hyperpolarizer. Remarkably, this design allows decreased power 
consumption by approximately 2 fold (to ~100 W) at <10% of the previous generation magnet weight. This 
achievement is the result of two advances: use of a solenoid geometry/design and reduction of the 
electromagnet diameter from 24” to 8”. The latter improvement has also led to overall footprint reduction of the 
hyperpolarizer device. 

Task 1.4. Final Design 
Final Design of the 129Xe hyperpolarizer has been completed and we have placed all purchase orders for 

key components. Some of the components arrived and allowed us to begin the final construction of the 129Xe 
hyperpolarizer. 
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Task 1.5. Final Construction 
Final construction of the 129Xe hyperpolarizer has just begun. It will consume most of our activities during 

Year 2 of the project – in line with the proposed SOW. 

Task 2.1. Chemistry of Large Scale PHIP of propane 
The chemistry of the large-scale parahydrogen induced polarization (PHIP) of propane was investigated 

using two different approaches of homogeneous (in liquid medium) and heterogeneous (gas over solid-phase 
support) hydrogenation methods. 

With regards to heterogeneous hydrogenation, we have developed a prototype setup for hyperpolarization 
and used it for mapping key relaxation parameters in the gaseous phase in high and low magnetic field 
regimes as a function of partial pressures of gases (parahydrogen and propane). This systematic approach 
confirmed our initial observation that low fields enable longer relaxation times for hyperpolarized propane gas. 
Moreover, we identified that the relaxation constant can be extended up to 10 s (vs. 5 s shown previously) 
under conditions of higher gas pressures. We have also demonstrated that the relaxation constant can be as 
long as 1 minute in the liquid phase (so the intermediate gas condensation can be a very good strategy to 
increase the production quantity without increasing the production flow-rate: e.g. instead of producing gas for 3 
s, we can potentially produce for 30 s and store the polarization in the liquid state without significant 
polarization losses!). Overall, we strongly believe that the relaxation gains explored will make the low-field 
production and imaging a viable approach for 
production of clinical-scale quantities of 
hyperpolarized propane gas. 

We have additionally experimented with more 
advanced heterogeneous catalysts: with reduced 
particle size – now down to 7  Å vs. the previously 
used ~13 Å particle size (~4X smaller in surface 
area). So far we have finished the tests with the 
liquid phase (liquid over solid-phase catalysts), but 
we will extend it to propane in our hyperpolarizer 
device. Working with our collaborators from ITC, 
Novosibirsk, Russia, we secured sufficient 
quantities of 1% loaded nanoparticles on TiO2 
catalyst for construction of a clinical scale device 
(~2 g vs. 0.01-0.05 g previously used in the 
feasibility studies). Note that this is a state-of-the-
art nanomaterial not available commercially. 

In the context of homogenous hydrogenation of 
propene to produce hyperpolarized propane via 
PHIP hyperpolarization process, we have 
demonstrated that although the continuous-flow operation provides very low polarization yields (~0.1%), the 
batch-mode hydrogenation can provide up to 9% proton polarization. While the initial prototype will be 
constructed based on heterogeneous hydrogenation, we will likely attempt to test automated homogenous 
production in the context of an automated device. Both technologies of propane production are scalable. 

Despite the fact that the MRI scanner will be constructed later in the project, we utilized our recently 
installed MRI systems (operating at the same field, one of them is shown in Figure 1) for initial tests to study 
spin-lock induced crossing  (SLIC) transformation of the long-lived pseudo-singlet states into observable 
magnetization – the key aspect of imaging technology making propane production feasible and useful at low-
magnetic fields, because the use of low magnetic fields extends the lifetime of the hyperpolarized state. We 
studied this phenomenon in both the liquid state (using model systems and compounds) as well as in gaseous 
hyperpolarized propane. We found excellent quantitative agreement between theory and experiment. This is 
critical, because now when the theory is validated, it can serve as a detailed model for future simulations and 
optimizations. Practically speaking we demonstrated and studied a key parameter affecting the efficiency of 
SLIC transformation. Specifically, it was confirmed that the magnetic field (B0) homogeneity of the main 
magnet is critical. Indeed, B0 inhomogeneity must be smaller or on the order of the B1 power used to drive 
these SLIC transitions. We also confirmed that the magnet constructed under the synergistic DOD award will 
be of sufficiently good quality for the studies proposed. This determination eliminates a lot of risks for this 
naturally high-risk/high-reward project. 

 
Figure 1. Clinical 15-ton 80-cm gap 0.05 T magnet during 
installation in Vanderbilt University Hospital building. 
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Task 2.2. Initial PHIP Polarizer Design 
Based on the advances described above we completed the overall polarizer design and the prototyping 

efforts. The polarizer will include the driver module and an NMR spectrometer. These already have been 
ordered from the commercial vendor, who will also design custom software for running the automated 
operation of the propane hyperpolarizer. The additional components will include a gas manifold, and potentially 
in situ detection capability – subject to future testing. The prototype system will take advantage of the high-
resolution NMR spectrometer (purchased and already installed) providing 1.4 T field, sufficient for high-
resolution NMR studies to optimize the prototype that will be developed during Year 2 of the project. We have 
also completed the overall prototype design, which will be constructed during Year 2 of the project. 

Task 3.1. Design low-field MRI system with commercial vendors 
The overall system design was developed through multiple and thorough contacts with vendors. The 

design is finalized using (in part) the resources of the synergistic DOD award. Specifically, we will employ the 
same 0.05 T magnet (shown in Figure 1), TecMag dual-channel MRI console, and the set of gradients and 
amplifiers made by Techron and integrated by TecMag in their system. 

Task 3.2. Low-field MRI system construction by Vendors 
This has been delayed: see the explanation below. 

 
While RF coil design was not part of the proposed studies during Year 1 (instead it was designed for Year 

2), our team has designed an RF coil prototype of ~0.5 L size to test key parameters related to RF coil 
performance at 2 MHz. We find that the prototype performed well (it was already used to generate publishable 
data for hyperpolarized propane) in addition to the good performance of the developed RF shield (to eliminate 
the background noise). In the next few months (of Year 2) our team is focusing on scaling up this prototype to 
a human-scale RF coil and shield and developing two RF coils for 129Xe and 1H imaging as proposed under 
this project. 
 
Summary Statement: Overall, we believe the progress towards Aim 3 was slower than anticipated due to 
delays with equipment delivery for other projects that provide a significant degree of synergy: i.e. this 
synergistic project is paving the way to this project with respect to LF MRI system design, integration, etc. 
Since we experienced significant delays with equipment delivery for the other project, it impacted this project 
because we could not make a good judgment for making the purchasing decision. While we managed to come 
up with the overall design for the LF MRI system, and discussed the key components with the vendors, we did 
not place the orders yet. These orders  will be placed during Year 2 of the project. As a result of the above 
delays, our team has focused more effort on Aim #1: indeed, we significantly outpaced our progress and 
completed not only the activities planned for Year 1, but also completed some of the activities initially planned 
for Year 2. During the next years of project performance, we expect that the progress will achieve overall 
balance. The activities towards Aim 2 of the project were on time with the approved schedule on original SOW 
(see Appendix 1). 

What opportunities for training and professional development has the project provided? 
This project provided numerous opportunities and enabled a great deal of career development. 
1) Prof. Chekmenev received a very prestigious honor. He was named a Professor of the Russian Academy 

of Sciences for his efforts to develop imaging markers for cancer and lung disease using hyperpolarized 
magnetic resonance imaging (MRI) in February 2016. A copy of the Vanderbilt University press release is 
provided in Appendix 2. 

2) Prof. Chekmenev was promoted to Associate Professor with tenure at the Department of Radiology and 
Radiological Sciences at Vanderbilt University Medical Center (VUMC) in February 2016 with effective date 
of Oct. 2015. 

3) A participating post-doctoral fellow, Dr. Aaron Coffey, received a F32 career award from NIH NIBIB 
1F32EB021840. 

4) Dr. Roman V. Shchepin was promoted to a junior faculty position of Research Assistant Professor at the 
Department of Radiology and Radiological Sciences at Vanderbilt University Medical Center (VUMC). 

5) One of the PIs of this partnering PI award received an unrestricted funding in the form of a gift from 
ExxonMobil Research and Engineering Company: $25,000. 

6) This project enabled research activity for an 8-week rotation of PhD student Mr. Anthony Phipps. 
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7) SIUC undergraduate student Drake Anthony graduated and was admitted to the optics PhD program at the 
University of Rochester (the top program of its type in the US), where he now attends graduate school.   

8) SIUC physics graduate student Kaili Ranta earned her PhD and now attends medical school at Ohio State 
University. 

9) Trainees from each US site routinely visit the other site to perform experiments and work together in highly 
interdisciplinary environments; trainees also got the opportunity to work with (and learn from) visiting 
Russian collaborators. 

10) Most trainees working on this project had an opportunity to attend at least one National or International 
Conference to publicize the work performed and also for their exposure to biomedical science. 

How were the results disseminated to communities of interest? 
Nothing to Report 

 
4. IMPACT 

What was the impact on the development of the principal discipline(s) of the project? 
Nothing to Report. 

What was the impact on other disciplines? 
Nothing to Report. 

What was the impact on technology transfer? 
There were two key areas of impact on the technology transfer: 

1) The Vanderbilt team has filed a provisional application for detecting sulfur containing compounds using 
NMR hyperpolarization; this technology may take advantage of non-hydrogenative HET-PHIP catalysis 
in the future. 

2) More importantly, we provided the disclosure regarding the development of 129Xe hyperpolarizers (for 
all three generations including the one funded by this award) to both SIUC and Vanderbilt University. 
Based on our preliminary discussions with the tech transfer office at Vanderbilt, VU (and most likely 
SIUC) will not file for patent protection for this technology. Instead, we expect to have the ownership to 
go back to the inventors (subject to the DOD regulations and approval). This tech transfer arrangement 
will eventually allow a trainee of this project Dr. Nikolaou to lead the commercialization effort for this 
technology in XeUS Technologies LTD in Europe. The appeal of the low-cost and high-throughput was 
a key element proposed for this project, which we believe will be of significant benefit to the patients 
suffering from the lung disease once the technology is commercialized and once it is eventually 
available to the end users. 

What was the impact on society beyond science and technology? 
Nothing to Report. 
 
5. CHANGES / PROBLEMS 

1) As described above we did not use the first prototype of full metal optical pumping cell for 129Xe 
hyperpolarizer due to sub-par performance. Instead, we developed an alternative solution. 

2) We have also experienced the delays with the delivery of our first 0.05 T magnet funded by the DOD on 
other project. As a result of that, this has delayed the overall work on the third aim of this project. We hope to 
accelerate towards this Aim during Year 2 of this project as we learn a lot more about NMR imaging and 
spectroscopy at such low magnetic fields. 

 
6. PRODUCTS 

Oral Presentations 
1. Chekmenev EY. NMR Sensitivity Enhancement by Hyperpolarization and Molecular Imaging. 2015 

November 16; Eastern Analytical Symposium (EAS), Somerset, NJ. 
2. Chekmenev EY. Molecular Imaging and Hyperpolarized Contrast Agents. 2016 February 23; DOD CDMRP 

Leading Innovative Networking and Knowledge Sharing (LINKS) Meeting, Towson, MD. 
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3. Chekmenev EY. Molecular Imaging and Hyperpolarized Contrast Agents. 2016 February 24; DOD CDMRP 
Leading Innovative Networking and Knowledge Sharing (LINKS) Meeting, Towson, MD. 

4. Chekmenev EY. New and Old Molecular Targets for Parahydrogen Induced Polarization. 2016 February 
25; The Fourth International Workshop on Hyperpolarized Carbon-13 and Its Applications in Metabolic 
Imaging, University of Pennsylvania, Philadelphia, PA. 

5. Chekmenev EY. Hyperpolarized NMR Contrast Agents for Molecular Imaging. 2015 September 25; 
Southern Illinois University Carbondale (SIUC), Department of Chemistry Seminar, Carbondale, IL, USA. 

6. Chekmenev EY. New and Old Molecular Targets for Parahydrogen Induced Polarization & Beyond. 2015 
November 3, University of Florida (UF), Department of Chemistry Physical Chemistry Seminar, Gainesville, 
FL, USA. 

7. Chekmenev EY. NMR Hyperpolarized Contrast Agents for Molecular Imaging. 2015 December 10; 
University of Michigan, Center for Molecular Imaging Special Seminar, Ann Arbor, MI, USA. 

8. Chekmenev EY. NMR Hyperpolarized Contrast Agents for Molecular Imaging. 2016 February 17; 
Huntington Medical Research Institutes (HMRI), Site visit Seminar, Pasadena, CA, USA. 

9. Chekmenev, E. Y. In Hyperpolarization Of Nuclear Spins and Its Application in Biomedicine, Russian 
Acedemy of Sciences Lecture Series, March 22; RAS House of Scientists, Moscow, Russia, 2016. 

10. Goodson BM “Novel Approaches for Enhancing NMR and MRI via SABRE Involving Heterogeneous 
Conditions, Aqueous Solutions, and Heteronuclei.” Invited talk at: The Fourth International Workshop on 
Hyperpolarized Carbon-13 and Its Applications in Metabolic Imaging. University of Pennsylvania, February 
25, 2016. 

11. Ranta K, Murphy M, Porter J, Anthony D, Stephenson S, Rosen MS, Barlow MJ, & Goodson BM “Update 
on 131Xe Polarization via SEOP.” NOPTREX Collaboration Meeting, University of Kentucky, May 23, 2016; 
contributed talk. 

 

Conference Abstracts 
1. Barskiy, D. A.; Pravdivtsev, A. N.; Ivanov, K. L.; Salnikov, O. G.; Kovtunov, K. V.; Koptyug, I. V.; Shchepin, 

R. V.; Coffey, A. M.; Chekmenev, E. Y. Understanding the interplay between the chemical kinetics and the 
nuclear spin dynamics for the efficient hyperpolarization by PHIP and SABRE techniques. In 57th 
Experimental ENC Conference, Pittsburgh, PA, April 10-15, 2016. 

2. Gemeinhardt, M.; Alsuhaibani, B.; Anthony, D.; Heine, B.; Bales, L.; Gesiorski, J.; Totheroh, A.; Shi, F.; 
Coffey, A. M.; Shchepin, R. V.; Barskiy, D. A.; Chekmenev, E. Y.; Goodson, B. M. Exploring Rapid Bulk 
Heteronuclear Hyperpolarization “On the Cheap” Using PHIP/SABRE-Based Methods. In 57th 
Experimental ENC Conference, Pittsburgh, PA, April 10-15, 2016. 

3. Coffey, A. M.; Chekmenev, E. Y. In Open-Source Automation of PHIP and SEOP Hyperpolarizers, 
Vanderbilt University Institute of Imaging Science Annual Retreat, Nashville, TN, USA, June 22-25; 
Nashville, TN, USA, 2015. 

4. Chekmenev, E. Y. Molecular Imaging and Hyperpolarized Contrast agents. In DOD CDMRP Breast Cancer 
Program, LINKS Meeting, Poster presentation: Pittsburgh, PA, February 23, 2016. 

5. Ranta K, Murphy M, Porter J, Anthony D, Stephenson S, Rosen MS, and Goodson BM “In Situ NMR 
Investigation of Clinical-Scale Co-Production of Hyperpolarized 131Xe and 129Xe via Stopped-Flow Spin-
Exchange Optical Pumping.” 57th Experimental Nucl. Magn. Reson. Conference, Pittsburgh, PA, April 
2016; poster. 

6. Coffey AM, Nikolaou P, Ranta K, Muradyan I, Rosen MS, Patz S, Barlow MJ, Goodson BM, and 
Chekmenev EY. “Clinical-Scale, Stopped-flow 129Xe Hyperpolarizer Development.” 24th Annual Meeting 
of the International Society for Magnetic Resonance in Medicine (ISMRM), Singapore, May 7-13, 2016 
(poster). 

Peer-Reviewed Manuscripts, Dissertation & Book Chapters 
1. Goodson, B. M.; Whiting, N.; Coffey, A. M.; Nikolaou, P.; Shi, F.; Gust, B.; Gemeinhardt, M. E.; Shchepin, 

R. V.; Skinner, J. G.; Birchall, J. R., et al. Hyperpolarization Methods for MRS. In Emagres: Handbook of in 
Vivo Magnetic Resonance Spectroscopy, Griffiths, J.; Bottomley, P.; Wasylishen, R. E., Eds. John Wiley & 
Sons, Ltd: West Sussex, UK, 2015; Vol. 4, pp 797–810. 

2. Goodson, B. M.; Ranta, K.; Skinner, J.; Coffey, A. M.; Nikolaou, P.; Gemeinhardt, M. E.; Anthony, D.; 
Stephenson, S.; Hardy, S.; Owers-Bradley, J.; Barlow, M. J.; Chekmenev, E. Y. The Physics of 
Hyperpolarized Gas MRI (Invited Chapter). In Hyperpolarized and Inert Gas MRI in Research and 
Medicine; Albert, M., Hane, F., Eds.; Elsevier Inc.: San Diego, CA, United States, 2017, pp. 23-46. 
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3. Salnikov, O. G.; Barskiy, D. A.; Coffey, A. M.; Kovtunov, K. V.; Koptyug, I. V.; Chekmenev, E. Y. Efficient 
Batch-Mode Parahydrogen-Induced Polarization of Propane. ChemPhysChem 2016, DOI 
10.1002/cphc.201600564. 

4. Kovtunov, K. V.; Romanov, A. S.; Salnikov, O. G.; Barskiy, D. A.; Chekmenev, E. Y.; Koptyug, I. V. Gas 
Phase UTE MRI of Propane and Propene. Tomography 2016, 2, 49-55. 

5. Shchepin, R. V.; Barskiy, D. A.; Coffey, A. M.; Manzanera Esteve, I. V.; Chekmenev!, E. Y. Efficient 
Synthesis of Molecular Precursors for Para-Hydrogen-Induced Polarization of Ethyl Acetate-1-13C and 
Beyond. Angew. Chem. Int. Ed. 2016, 55, 6071-6074. 
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9. APPENDICES 

Appendix 1: Original Statement of work, Years 1-3 
STATEMENT OF WORK – 10/10/2014 

PROPOSED START DATE September 1, 2015 
 

Site 1: Vanderbilt 
University 

 Site 2: Southern Illinois 
University 

 1161 21st Ave South 
MCN AA-1105 
Nashville, TN 
37232-2310 

  900 SOUTH 
NORMAL 
AVENUE 
CARBONDALE, IL 
62901 

 PI: Chekmenev   Partnering PI: 
Goodson 

     
Specific Aim 1 Timeline Site 1 (Vanderbilt) Site 2 (SIU) 

Develop and construct 
a fully automated 
high-pressure low-cost 
stand-alone 129Xe 
hyperpolarizer 

Months   

1.1. Design 1-5 80% 20% 

1.2. Prototyping 6-10 75% 25% 

1.3. Prototype 
construction and 
testing 

11-15 90% 10% 

Milestone Achieved Prototype 129Xe 
polarizer constructed   

1.4. Final Design 16-20 80% 20% 

1.5. Final 
Construction 21-24 90% 10% 

1.6. Final Testing 25-30 75% 25% 

1.7. Polarizer 
Integration with MRI 
scanner 

31-34 90% 10% 

Milestone Achieved Final 129Xe polarizer 
constructed   

1.8. Replica Polarizer 
Construction and 
Testing 

31-36 50% 50% 

Milestone Achieved Replica 129Xe polarizer 
constructed   
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Specific Aim 2 Timeline Site 1 (Vanderbilt) Site 2 (SIU) 

Develop a large-scale 
hyperpolarization 
method for HP 
propane 

   

2.1. Chemistry of 
Large Scale PHIP of 
propane 

1-6 75% 25% 

Milestone Achieved:  Clinical Scale 
Production of HP 

Propane is developed 
 

 

2.2. Initial Polarizer 
Design 7-12 100% 0% 

2.3. Polarizer 
Prototyping 13-18 100% 0% 

Milestone Achieved:  Prototype Polarizer 
Constructed   

2.4. Prototype 
Optimization 19-24 100% 0% 

2.5. Final Polarizer 
Construction 25-30 100% 0% 

2.6. Final Polarizer 
Testing and 
Integration with low-
field MRI system 

31-36 75% 25% 

Milestone(s) 
Achieved:  

Final Propane Polarizer 
Constructed   

    

Specific Aim 3 Timeline Site 1 (Vanderbilt) Site 2 (SIU) 

Develop and construct 
a 0.05 T MRI scanner Months   

3.1. Design low-field 
MRI system with 
commercial vendors 

1-6 50% 50% 

3.2. Low-field MRI 
system construction 
by Vendors 

7-12 50% 50% 

3.3. Low-field MRI 
system installation 
and fine-tuning at site 
1 (Vanderbilt) 

13-18 100% 0% 

Milestone Achieved: Clinical low-field MRI   
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system for high-
throughout pulmonary 

imaging is installed 

3.4. RF coils (129Xe 
and 1H) construction 
for pulmonary 
imaging  

19-24 100% 0% 

3.5. Pulse-sequence 
development and 
installation 

25-30 50% 50% 

Milestone Achieved: Low-field MRI system 
is ready for use with 
contrast agents 

 
 

3.6. MRI system 
integration with 
Propane 
Hyperpolarizer 

31-36 100% 0% 

3.7. MRI system 
integration with 
Propane 
Hyperpolarizer 

31-34 90% 10% 

3.8. Demonstration of 
high-speed MRI and 
high-speed contrast 
agent production/ 
imaging scan 

35-36 90% 10% 

Milestones Achieved: Functional high-speed 
MRI of hyperpolarized 
propane and 129Xe; 
System ready for 
clinical trial.  
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Appendix 2: Abstracts Presented and Manuscripts Published and Accepted 
14 manuscripts are reported: all are peer-reviewed manuscripts or peer-reviewed book chapters. 
3 scientific conference/meeting presentations are reported. 
1 provisional patent application has been filed. Their non-confidential summaries are provided. 
PDF files of these materials are provided below in the Appendix 2. 
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This article covers the fundamental principles and practice of NMR hyperpolarization techniques, which are proving useful for in vivo magnetic
resonance spectroscopy (MRS) studies of metabolism in animal models, and clinical trials with hyper-enhanced sensitivity. Fundamentally,
hyperpolarization methods enhance nuclear spin polarization by orders-of-magnitude, resulting in concomitant improvement in NMR detection
sensitivity. The hyperpolarization methods described here – dynamic nuclear polarization (DNP), para-hydrogen induced polarization (PHIP),
signal amplification by reversible exchange (SABRE), and spin-exchange optical pumping (SEOP) – are capable of achieving nuclear spin
polarization approaching the theoretical maximum of unity on nuclear spin sites of molecular or atomic agents suitable for in vivo
administration. Importantly, hyperpolarization is inherently nonequilibrium in nature: the duration of the hyperpolarization is frequently short-
lived, often being limited by the in vivo spin–lattice relaxation times (T1) that are on the order of seconds to a minute. Nevertheless, sufficient
amounts of nuclear spin polarization can survive the process of preparation, administration, and in vivo circulation to provide extraordinary
enhancement of the hyperpolarized agent. The chemical shift dispersion of these agents at the molecular location of interest reports on
functional, metabolic, and other processes at the molecular level, enabling true molecular MRS imaging.
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Introduction
The sensitivity and signal-to-noise ratio (SNR) of the NMR
experiment is directly proportional to the nuclear spin
polarization factor P, which represents the fraction of the
alignment of the nuclear spin ensemble with an applied
magnetic field B0. In conventional NMR, P ≈ γ !B0/2kT under
thermal-equilibrium conditions governed by the Boltzmann
distribution (with γ = the gyro magnetic ratio, ! = Planck’s
constant/2π, k = Boltzmann’s constant, and T = absolute
temperature). In vivo conditions imply temperatures in excess
of 300 K. As a result, even if a high-field magnet – e.g., a 3-T
clinical magnetic resonance (MR) imaging (MRI) scanner – is
employed for MR spectroscopy (MRS), the value of P of proton
(1H) and carbon-13 (13C) nuclear spins is only 1 × 10−5 and
2.5 × 10−6, respectively. Therefore, the vast majority of the
nuclear spin ensemble does not in fact contribute to the NMR
signal. For this reason, NMR in general and MRS, in particular,
are frequently considered insensitive probes.

However, P can be artificially increased significantly relative
to the thermal-equilibrium level, via a process called NMR
hyperpolarization. Several hyperpolarization techniques realize
enhancements of P by several orders-of-magnitude over the

Boltzmann level and allow P to approach the theoretical max-
imum of unity. The corresponding enhancement factor, ε, is
field dependent and defined as a ratio of P in the hyperpolarized
(HP) state to that in the thermal-equilibrium state (e.g., ε = 104

to 105 for 13C at 3 T).1

The fundamental concept of NMR hyperpolarization and
its use in MRS is attractive because it offers extraordinary
advantages over conventional MRS.2 First, the SNR can be sig-
nificantly improved even using much lower concentrations of
detected compounds than are present endogenously. Second,
the data acquisition time can be dramatically decreased from
tens of minutes down to subsecond scans. Third, a HP con-
trast agent (HCA) entering the biological system (i.e., excised
organ, living organism) and reporting on metabolic functional
events can provide insightful dynamic information on in vivo
metabolism in real time as compared to the static picture typ-
ically obtained with conventional single or multi-voxel MRS.
Not surprisingly, biomedical applications represent the major
driving force behind the fields of NMR hyperpolarization and
HCA development, owing to their potential for revolutionizing
medical diagnostics, drug therapy development, and probing
physiological mechanisms.

However, HP NMR techniques are no panacea, as they have
inherent disadvantages and shortcomings that must frequently
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be confronted during HCA production. First, HCAs are nearly
always prepared exogenously in a hyperpolarization apparatus,
frequently requiring sophisticated and expensive hardware.
Second, HCAs must retain a HP state sufficiently long for
quality assurance, transport, administration, in vivo delivery,
and NMR/MRS measurements. These requirements limit the
number of molecular sites (i.e., moieties of 13C, 15N, 129Xe)
suitable for HP MRS, to those whose spin–lattice relaxation
times (T1) are long enough to accomplish all this. Finally, the
decay of the HP state to thermal equilibrium is irrecoverable.
Therefore, signal acquisition must be fast and efficient to
account for polarization losses via T1 relaxation, RF pulsing (for
detection), and the effects of in vivo metabolism and dilution.3

This article describes four hyperpolarization techniques:
(1) dynamic nuclear polarization (DNP), (2) para-hydrogen
induced polarization (PHIP), (3) signal amplification by
reversible exchange (SABRE), and (4) spin-exchange optical
pumping (SEOP) of 129Xe. These techniques have already
proven effective for preparing HCAs that can be used for
tracking metabolic and functional processes in vivo (see
Hyperpolarized Carbon-13 MRI and MRS Studies3), because
they are capable of achieving P values approaching the theo-
retical maximum of unity on nuclear spin sites of molecular or
atomic HCAs. Moreover, the HCAs for MRS fundamentally
offer a wide dynamic range of chemical shift dispersions
either through metabolism (e.g., 13C metabolites) or by their
sensitivity to the local environment (e.g., 129Xe). Many HCAs
have been validated in animal models,2 while some HCAs (e.g.,
HP 13C-pyruvate and 129Xe) are being tested in clinical trials.4

The primary focus in this article is on the fundamentals of
these hyperpolarization techniques (i.e., how they are gener-
ated and their physical and chemical properties), their existing
or emerging MRS relevance, and a description of the hyperpo-
larization equipment (frequently referred to as hyperpolarizers)
required to perform these techniques. Accordingly, the arti-
cle describes and cites only selected works in these areas,
and the reader may additionally benefit from some recent
comprehensive reviews.2,5–9

Dynamic Nuclear Polarization (DNP)
Fundamentals

Despite the demonstration by Overhauser in the early 1950s
of the underlying basis of DNP – that P could be enhanced
by cross-relaxation with nearby electrons owing to differences
in their gyromagnetic ratios (γ e/γ I ∼660) – only recently
has interest in its potential applications for biomedical MRI
and MRS emerged.10 While various methods fall under the
DNP umbrella, the ‘dissolution DNP’ (d-DNP) method is the
most commonly used method for in vivo applications.1,9 In
biological d-DNP MRS experiments, the general preparation
procedure involves (i) mixing the MR-active species of interest
with a paramagnetic source of free electrons; (ii) placing the
mixture in a high magnetic field at low cryogenic temperatures;
(iii) subsequent irradiation with a microwave source resonant
on the electron spin resonance (ESR) frequency to mediate the
transfer of electron polarization to nearby nuclei11 followed
by (iv) rapid sample thawing using a hot solvent to warm the

frozen polarized sample and transferring it to the MR scanner
for in vivo injection as a liquid. These conditions generate
electron spin polarizations that can approach unity as shown
in Figure 1, with a significant fraction of the prepared P largely
surviving the rapid dissolution in step (iv).

Dissolution DNP (d-DNP) Instrumentation

Both commercial and home-built d-DNP devices have been
extensively used for in vivo MRS. While each polarizer design
may have unique characteristics, they are all comprised of
the same basic components: a superconducting magnet that
provides a B0 of 3–7 T, a liquid helium cryostat for sample
cooling to 1–4 K, a microwave source to transfer polarization
from the electrons to nuclei (∼100 mW), and a mechanism
that rapidly dissolves the frozen sample pellet and delivers the
solution for collection.9

Step (i) of the typical d-DNP experiment proceeds as follows:
the species of interest is mixed with a radical source and a glass-
ing agent in a typically flat sample container (up to a few hun-
dred µL) and lowered into the cryostat, as depicted in Figure 2.
There in step (ii), the sample is frozen into an amorphous solid
at low temperatures either by submersion into a liquid helium
bath (where vacuum-pumping reduces the vapor pressure, and
hence bath temperature) or by exposure to a stream of contin-
uously flowing liquid helium. The microwave source, whose
frequency is set to the ESR line of the chosen radical species
at the B0 of the polarizer (typically within ∼80–140 GHz, with
a ∼0.5 GHz sweep range), irradiates the sample for ∼1 h in
step (iii), using an antenna that takes advantage of the large flat
surface area of the sample container. An on-board NMR system
can check the HP signal while sweeping the microwave source
to allow for optimization of the microwave frequency and
excitation power (Figure 1c) and for monitoring the buildup
of hyperpolarization over time (Figure 1d).

Step (iv) of the procedure requires a superheated solvent with
high heat capacity, which is typically satisfied by pH-buffered
saline. This is injected into the sample cup inside the cryostat.
The lifetime of the HP signal is determined by the T1 of the
HCA, so to mitigate P losses, the rapid dissolution is performed
at high B0 to minimize the sudden depolarizing effects of the
paramagnetic centers as the temperature rises above ∼4 K.
Dissolution also reduces the relative concentration of radicals
and lowers their contribution to the nuclear spin-relaxation
rate9 as the sample volume expands by an order of magnitude
(this process also dilutes the HP agent). The room-temperature
(RT) T1 values of most HCAs used for biomedical MRS are
≤1 min but B0 changes between the polarizer and MR scanner
may further reduce T1. Rapid shuttling of the sample from
the polarizer to the scanner is key and is typically performed
pneumatically using helium gas through small diameter tubing.
There, the polarized solution is quickly filtered to remove
persistent radicals using anion-exchange or polyethylene filters9

and injected into the subject (Figure 2).
A commercially available d-DNP device for clinical use has

recently been developed (SPINlab; GE Healthcare) that oper-
ates at 5 T and 1.1 K.12 The system uses an on-board helium
recycling system that dramatically lowers the consumption of
liquid helium, which is expensive. While many other features
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Figure 1. Effects of DNP conditions on electronic and nuclear spins. (a) Effects of temperature on 13C (dashed black curve) and electron (e−, solid black
curve) spin polarizations at 5 T, along with electronic T1 relaxation time (T1,e, gray solid curve) at 0.35 T. (Reprinted with permission from A. Comment
and M. E. Merritt, Biochemistry, 2014, 53, 7333.9 Copyright 2014 American Chemical Society.) (b) The energy response of a two-electron nuclear spin
system during the DNP process: microwave irradiation (with energy !ωe1) induces spin flips of coupled electrons (left), which then cross-relax with nearby
nuclei (top right), driving the nuclear spins into the same HP spin state (bottom right). (c) Example of a microwave sweep used to calibrate the optimal
excitation frequency for 13C DNP. (Reproduced with permission from Ref. 1. © National Academy of Sciences, 2003) (d) Exemplary buildup and decay of
13C polarization over time with the DNP microwave source engaged (increasing curve) and turned off (decreasing curve). (Reproduced with permission
from Ref. 1. © National Academy of Sciences, 2003)

of its design and operation are similar to that described above,
additional quality-control steps are incorporated to ensure that
the injectable solution meets clinical criteria for pH, temper-
ature, P value, sterility, purity, and residual radical species
concentration. In general, the larger sample volumes required
for human use necessitate longer dissolution, transport, qual-
ity control, and injection periods, such that significant time
(e.g., >65 s) may elapse between the initial dissolution and
final injection. Nevertheless typical 13C P values are ∼15–20%
after quality control, which is certainly sufficient to perform
HP MRI/MRS in human patients with great advantage vs
conventional MRS with P ∼10−3%.4

Common HP Agents Produced with d-DNP
13C-labeled Small Biomolecules. The overall P, T1, and biolog-
ical relevance of the agent are the main criteria for choosing
a HP species for MRS applications. Further considerations
include the ability to form a glassy matrix in a sufficiently high
concentration to mitigate dilution effects from the dissolution

step, sufficient chemical shift range to differentiate the primary
polarized species from any downstream products, the cost of
isotopic enrichment, the ability to lessen the depolarization
effects of nearby protons via deuteration,13 and toxicity. While
a number of MR-active nuclei are eligible for DNP, the most
commonly pursued are 13C-labeled carboxyl sites of metabo-
lites. Of the latter, 13C-pyruvate has garnered the most attention
because of its relatively high P values (>50 %), long T1 (∼60 s),
and ability to probe the tricarboxylic acid (TCA) cycle and
glycolysis within a T1-relevant timescale.14 Additional notable
13C-labeled small molecules pursued for DNP studies include
urea,1 fumarate, glutamine, fructose, lactate, glucose, diethyl
succinate, and acetate.2,13

Extension to Other Nuclei. Beyond 13C, the most commonly
pursued d-DNP species for MRS studies are biologically
relevant 15N-labeled compounds, such as urea and choline.
However, despite some benefits (the T1 of 15N-choline
∼4 min),13 the lower gyromagnetic ratio makes 15N MRS
more challenging for achieving useful signal intensities and
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Figure 2. Overview of the d-DNP process. Within the high magnetic field
of the DNP polarizer, high-power microwaves excite free electrons in free
radical species mixed with the HP substrate and frozen into an amorphous
solid. The electrons undergo spin-exchange with nearby 13C nuclei and
over time, the entire sample becomes polarized via direct dipole–dipole
interactions as well as nuclear spin diffusion involving the 1H nuclei present
in the HP substrate or glassing agent. After polarization, the HCA sample
is rapidly dissolved in hot solvent and shuttled into the MR scanner room
for injection into the animal or human subject

gradient strengths for spatial localization with typical scanner
hardware. Other species that can be HP by DNP and may have
potential for future in vivo applications include 1H, 6Li, 29Si,
31P, 89Y, 107Ag, and 129Xe.

Secondary and Co-polarization. The enhanced signal from iso-
topically labeled HP small molecules may be translated into
their chemical reaction products. This process, referred to as
secondary polarization, allows the study of biologically rel-
evant molecules that may not polarize well on their own,
but have metabolic predecessors that do. This process can
either be enzymatically regulated, such as with [1,1-13C2]acetic
anhydride breaking into different [1-13C]N-acetylated amino
acids,13 or nonenzymatically regulated – for instance, the reac-
tion of 1,2-13C-pyruvate with H2O2 to form 13CO2, 13C-acetate,
and 13C-bicarbonate.15 Co-polarization of a single ‘batch’ of
different small molecules using d-DNP during agent produc-
tion allows the simultaneous study of different biophysical
parameters and processes such as pH, metabolism, necrosis,
and perfusion.13 While the commingled molecules’ solid-state
polarization P and T1 values are often similar to their indi-
vidual values, drawbacks include lower concentrations of, and
potential interactions among, the small molecules involved.

Radicals and Glassing Agents

Choice of Radical Species. The buildup time and hyperpolar-
ization level for all species are highly dependent on the choice

of radical used to mediate the DNP. Typical radical concentra-
tions range from 15 to 60 mM and may persist post-thawing,
requiring filtering before administration. The most widely
used sources of free electrons for 13C DNP have been the
trityl and 1,3-bisdiphenylene-2-phenylallyl (BDPA) radicals.
Because their ESR lines are narrower than the 1H resonance
frequency dispersion, the probability of cross-polarization with
1H is lowered, which increases the chances of polarizing nearby
13C nuclei.

Further improvements in the P level and reductions in
buildup time can be gained by the addition of a Gd3+ complex
to the trityl radical solutions. The highly efficient electron-1H
cross-polarization of nitroxyl radicals (e.g., TEMPO; 2,2,6,6-
tetramethylpiperidine-1-oxyl) can also be used in conjunction
with a 1H–13C cross-polarization scheme to decrease 13C polar-
ization time, albeit with lower overall 13C polarization com-
pared to trityl or BDPA radicals. Liquid-state P can be further
increased using a deuterated solvent for the nitroxyl radicals.9

Additional gains have been reported using biradicals comprised
of two TEMPO radicals tethered by a polyethylene chain.16

Choice of Glassing Agent. The DNP process is most efficient
when the HP molecule is homogenously mixed with the rad-
ical species and formed into a glass, as already noted. This
amorphous state allows the paramagnetic centers to achieve
close contact with nearby nuclei, which is not the case in a
crystalline lattice. Typical glassing agents include glycerol and
dimethyl sulfoxide (DMSO), which act to prevent crystalliza-
tion. Some HP molecules such as neat 13C-pyruvate are capable
of self-glassing,17 which allows for a higher concentration of
13C nuclei that speeds 13C spin diffusion resulting in a more
homogenously polarized sample.18

DNP Advantages, Limitations, and Future Prospects

As a hyperpolarization method, DNP’s versatility lies in its abil-
ity to hyperpolarize a variety of biologically relevant molecules
not easily polarized by other methods. Target molecules can
achieve high P with sufficiently long T1 values for probing
metabolic pathways, and clinical trials are already underway for
HP 13C-pyruvate. The main limitations thus far are the high cost
of purchase, maintenance, and infrastructure required for the
polarizers. Improvements in cryogen recovery and solid-state
cooling can lower operational costs, and further optimization
of the physical and chemical environment of the HP species
should improve P and T1 values, as would the ability to store the
enhanced polarization in a singlet state until it is ready for MRS
applications. Finally, the demonstration of a clinically impor-
tant application of HP MRI – such as using 13C-pyruvate to
study prostate cancer or heart dysfunction – will greatly hasten
the development of all d-DNP aspects.9

para-Hydrogen (para-H2) Production
In addition to its more recent applications in HP MRS, the
properties of para-hydrogen (para-H2) have proved important
for hydrogen’s use as a rocket fuel by minimizing boil-off due
to state conversion, and even earlier, para-H2 served as a pro-
totypical system during the development of quantum theory.
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The dihydrogen molecule possesses two nuclear spin isomers,
denoted as ‘ortho-’ and ‘para-’ states, comprised of a nuclear
triplet state and a singlet state, respectively. Importantly, while
representing the simplest nuclear singlet state, para-H2, per se,
has net spin I = 0 and is therefore NMR invisible. As will be seen
in the following sections, its use in NMR/MRS is as an extremely
powerful vector for transferring HP to HCAs of interest. For
further discussion of the physics of para-hydrogen, we direct
the interested reader to the books by Farkas on hydrogen19

and Linus Pauling on quantum mechanics,20 and the review by
Green et al.5

Inter-conversion of ortho-hydrogen (ortho-H2) to para-H2
(with a heat of conversion of 670 J g−1) is forbidden according
to the selection rules of quantum mechanics. It thus occurs very
slowly. Spontaneous emission of radiation was calculated by
Wigner to result in a conversion rate of ∼10−10 s−1, or approx-
imately one transition per 1 gram every 300 years.19 In 1930,
Hall and Oppenheimer calculated that molecular collisions at
atmospheric pressure result in a rate of one per ∼108 s/1 g for
the ortho-para transition half lifetime, or about 3 years.19 While
such a slow inter-conversion rate is nominally unfavorable to
para-H2 production, Bonhoeffer and Harteck discovered in
1929 that paramagnetic catalysts, including, for example, acti-
vated charcoal, nickel, and hydrated iron-III oxide, greatly
accelerate the establishment of thermodynamic equilibrium
for the ratio of ortho-H2/para-H2.

The instrumentation used to generate high-purity para-state
dihydrogen is commonly called a ‘para-hydrogen generator’,
shown in Figure 3. The essential purpose of the generator is to
pass bulk H2 at RT (i.e., ∼293 K) over a paramagnetic catalyst
at a cryogenic temperature of ∼20 K to rapidly equilibrate the
75% ortho-H2 fraction to the lower-temperature Boltzmann
thermal equilibrium, thereby creating para-H2 with nearly
100% para-fraction. Typically, the gas flows through a catalyst
chamber attached to a two-stage, Joule–Thomson effect,
helium cryocooler cold-head. The flow is regulated with either
(i) flow restrictors such as mass flow controllers, snubbers,
or needle valves21,22 or (ii) by releasing small batches of
compressed H2 between automatically sequenced solenoid
valves.23 After separation of the para-H2 from the catalyst and
subsequent storage at RT, quantum-mechanical symmetry
selection rules forbid reestablishment of the RT equilibrium.
Provided the para-H2 storage vessel contains no paramagnetic
impurities (as is the case for those glass-lined or of aluminum,
although the absence of O2 is also important), the relaxation
rate of the para-hydrogen back to the RT equilibrium can be
on the order of months.21–23 Thus, para-H2 experiments are
possible long after production.

para-Hydrogen-Induced Polarization (PHIP)
Fundamentals

While the para-H2 molecule is itself NMR invisible, Bowers
and Weitekamp24 have demonstrated that the para-H2 singlet
can be unlocked via the chemical reaction of hydrogenation
provided that the para-H2 is added in a pairwise manner (best
exemplified in the molecular mechanism of H2 addition) and
that the nascent protons in the resulting hydrogenation product

0.0

0.1

0.2

0.3

0.4

0.5

0.6

0.7

0.8

P
ar

ah
yd

ro
ge

n 
fr

ac
tio

n

0.9
para–H2

para–H2

ortho–H2

ortho–H2
Cold

paramagnetic
catalyst

1.0

500 100 150 200
Temperature (K)

250 300 350

He
expander

He
compressor

(a)

(b)

Vacuum pump

Automated valves

Bulk H2 supply

Vacuum
shroud

Heater

PG

PGS
ta

ge
 1

S
ta

ge
 2

MV

MV

MV

AV AV

R2

R1

or

Flow restrictor / controller

Programmable controller Catalyst
chamber

P
ar

ah
yd

ro
ge

n 
st

or
ag

e

Vent

Vent

Temeprature
controller

He lines

Figure 3. Production of para-hydrogen (para-H2). (a) H2 passes over
a paramagnetic catalyst that rapidly increases the para-H2 fraction to
the thermodynamic equilibrium at the given cryogenic temperature. (b)
Production typically involves a ‘para-hydrogen generator’ built around
a two-stage He cryocooled cold-head involving pressure gauges (PG),
manual valves (MV), gas pressure regulators (R), and automated valves
(AV)

are no longer magnetically equivalent. This phenomenon of
symmetry breaking the para-H2 nuclear singlet state via hydro-
genative processes is termed PHIP.25

While the para-H2 singlet can be preserved for weeks and
months, once the symmetry is broken and the para-H2 pair
is incorporated into the molecular framework of a product
molecule (Figure 4), the relaxation decay processes (via T1
and the spin–spin-relaxation time, T2) are significantly more
efficient (on a timescale of seconds) – leading to rapid depo-
larization. For the majority of metabolically relevant injectable
contrast agents that can be envisioned, fast T1 relaxation limits
any meaningful preparation of HCA for biomedical use.

This initial fundamental PHIP challenge was overcome in
the early 2000s, when an adjacent 13C carboxyl (and potentially
15N or others) with significantly longer T1 was introduced by
Golman et al.26 and Goldman and Johannesson.27 In addition,
deuteration of the PHIP molecular precursor can extend the
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T1 lifetime of the nascent protons, which has proven especially
useful in PHIP of gases.28 In the PHIP process, polarization
from nascent para-H2 protons is efficiently transferred to
the 13C nucleus via the network of J-couplings using either
magnetic field cycling or RF pulse-based methods. Regardless
of the approach used, the chemical reaction between para-H2
and the unsaturated substrate molecule must be performed on a
relatively fast timescale (seconds), i.e., significantly shorter than
the effective relaxation times of the nascent para-H2 protons,
in order to minimize polarization losses during the reaction.
Post-reaction, the polarization is typically transferred to the
13C nucleus within a second. Moreover, even in the case of
RF-based polarization transfer, which has proven to be more
efficient as gauged by the %P delivered to 13C, to date, the
PHIP method is relatively low cost because the PHIP process
can be performed at very low magnetic fields (a few mT) using
relatively simple NMR hardware.

Molecular Precursors and Contrast Agents

The design of PHIP precursor molecules for biomedical appli-
cations and MRS is a challenging process that must meet
critical requirements. In particular, the molecule must possess
an unsaturated (typically C=C) bond adjacent to 13C to provide
a J-coupling contact between the nascent para-H2 protons and
the 13C to enable efficient polarization transfer. Furthermore,
the efficiency of this polarization transfer in RF pulse-based
polarization transfer methods can greatly benefit from deuter-
ation of the precursor molecule29 as a means to keep the
nuclear spin system effectively constrained to just the three
involved spins: the two nascent para-hydrogens and the 13C
nucleus.27 Lastly, because the hydrogenation reaction may be
incomplete, both the precursor and product molecules should
have relatively low in vivo toxicity. Meeting all these require-
ments represents the main disadvantage of PHIP, and only a
limited number of potentially amenable precursor molecules
and HCAs have qualified for in vivo use, so far.

Those that have been successfully HP and used for in vivo
MRS include HP 13C-succinate, which highlights metabolites of

the TCA cycle30; 13C-tetrafluoropropyl propionate, for sensing
lipids in atherosclerotic plaques;31 and 13C-phospholactate,29

for preparation of HP 13C-lactate, which has been shown to be
useful for in vivo metabolic imaging of elevated glycolysis in
tumors.

Homo- and Heterogeneous PHIP Catalysis

Homogeneous Catalysis in Organic Solvents. PHIP24,25 has
attracted the attention of those working in catalysis owing
to its promise to increase the NMR sensitivity of key low-
concentration species. The PHIP process of pairwise para-H2
addition requires an efficient catalyst to complete the process
within seconds (i.e., on the timescale of relaxation processes).
Initially, PHIP catalytic systems were based on Wilkinson’s
catalyst RhCl(PPh3)3,24 Vaska’s complex Ir(CO)Cl(PPh3)2,
and Crabtree’s catalyst [(COD)Ir(PCy3)(Py)]+PF6

−,
(COD = 1,4-cyclooctadiene, PCy3 = tricyclohexylphosphine,
Py = pyridine). These transition metal-based systems catalyze
the molecular hydrogenation reaction, where para-H2 is added
to an unsaturated precursor via a molecular mechanism.
Undergoing a molecular rather than a radical mechanism is
essential for preserving the para-H2 spin order, which allows
the observation of a PHIP effect.5,24 A number of other
transition metals and chelating ligands have been evaluated.5

In particular, implementation of bidentate ligands such as
Ph2P(CH2)4PPh2 using Rh(I) as a catalyst has proven to be
particularly effective for the ultrafast molecular addition of
para-H2 to double and triple bonds, resulting in polarization
enhancements of ∼104 upon transfer to adjacent 13C nuclei.26

Despite the apparent synthetic success of this methodology, the
approach has been limited to organic solvents, thus limiting
biological applications where aqueous catalysts and substrates
are desired.

Homogeneous Aqueous Catalysis. Chemical modification of
phosphine-based ligands has permitted preparation of efficient
water-soluble Rh(I)-based catalytic systems. By far, the most
common variation utilizes 4-bis[(phenyl-3-propanesulfonate)
phosphine] butane di-sodium or its close variant,22 where Rh(I)
is chelated by norbornadiene and two phosphines connected
by a four- or three-carbon bridge.5 While aqueous homoge-
neous catalysts have opened the door to the first generation of
mammalian in vivo imaging aided by PHIP,30,31 the presence
of Rh(I) catalysts in the HCA solution is presently an obstacle
to clinical applications. Replacement of homogeneous PHIP
by heterogeneous PHIP (HET-PHIP) processes will likely be
the key to PHIP clinical applications. HET-PHIP catalysis was
extensively reviewed a few years ago,32 and is briefly discussed
here in the context of recent advances and applications for
aqueous media.

Heterogeneous (Solid/Liquid) Catalysis. A number of immo-
bilized Rh complexes, based on either Wilkinson’s catalyst
or closely related systems based on Rh(I) derived from
[Rh(COD)2]+[BF4]−, have been evaluated for PHIP, typically
using diphenylphosphinoethyl-modified silica as a station-
ary phase. While some PHIP signal was often observed,
the enhancement values were generally low due to slow
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hydrogenation rates, loss of para-H2 polarization on the
stationary phase surfaces, and chemical degradation of the
catalyst. Alternatively, the application of transition metal
nanoparticles is well established for gas–solid PHIP (see
below) and has been demonstrated for capped platinum
nanoparticles33 in liquid–solid PHIP, where HP liquids
are generated over solid-phase catalysts. Finally, Rh/TiO2
nanoparticles have also been used for PHIP processes, and
PHIP hyperpolarization of acrylamide and allyl methyl in D2O
solutions was demonstrated using these Rh/TiO2 nanoparti-
cles. This approach is promising for in vivo applications in
spite of the low P levels demonstrated to date.

Heterogeneous (Solid/Gas) Catalysis. A silica-embedded
Wilkinson’s catalyst was also the first catalytic system enabling
PHIP of gases at polarization levels sufficient for in vitro
imaging.34 Further progress in this area has been driven by the
development of more robust nanoparticle catalysts such as Pt,
Pd, or Rh on TiO2, SiO2, Al2O3, or ZrO2 solid substrates. In
general, better polarization transfer results were obtained with
smaller nanoparticles: Rh and Pt provide superior results to
Pd, while Al2O3 and especially TiO2 were superior performing
substrates.32

Hyperpolarization Instrumentation

The controlled reaction of para-H2 with an unsaturated chem-
ical precursor to produce a HCA takes place within an
instrument referred to as a ‘PHIP hyperpolarizer’. The features
and underlying polarization transfer technique differentiate
the hyperpolarizers constructed to date.26,35,36 In general, inert
gases such as N2 shuttle the precursor through a manifold
during injection into a heated reactor wherein it is rapidly and
thoroughly mixed with a para-H2 atmosphere, as shown in
Figure 5. Before injection, the precursor is typically preheated
to further speed the chemical reaction of pairwise addition. Two
approaches to precursor/para-H2 mixing have involved: (i) jet
entrainment mixing22 and, more commonly, (ii) spray mixing
(Figure 5).26,35,36 Other differences in hyperpolarizer designs
concern the method used to transfer the spin order of para-H2
after chemical synthesis to the heteronucleus, which include
(i) field cycling26 or (ii) more efficiently,26,35,36 the application
of RF pulses.27 In the latter method, RF pulses may be syn-
chronized with the operation of the manifold by a LabView
interface to a National Instruments data acquisition card26,35,36

or by a low-field NMR spectrometer.36 In order to facilitate
calibration of the RF pulse sequence parameters, in situ NMR
detection capability for the hyperpolarizer is desirable.36 The
latter can result in a stand-alone PHIP hyperpolarizer with
built-in quality assurance for the P produced.

Signal Amplification by Reversible Exchange
(SABRE)
Another route to achieve hyperpolarization in solution is
SABRE, introduced by Duckett and coworkers in 2009.37 Sim-
ilar to traditional PHIP, SABRE also takes advantage of the
transfer of the spin order of para-H2 to a target substrate
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Figure 5. Generic PHIP hyperpolarizer schematic. Optional elements
are boxes with dotted lines. In the PHIP hyperpolarization cycle: (i)
para-H2 is filled in the previously deoxygenated (via extensive N2 gas
venting) heated reactor, (ii) ‘tracer PHIP precursor and catalyst’ solution
is loaded into an optional ‘Heater’ element followed by (iii) rapid solution
spraying in the para-H2-filled reactor under conditions of 1H decou-
pling; (iv) when the spraying is finished (a few seconds), the polarization
transfer sequence immediately transforms (<1 s) hyperpolarization from
nascent para-hydrogen protons (Figure 4b) to hyperpolarization on the
13C nucleus; (v) the solution containing the 13C HP compound is ejected
from the reactor through an optional purification stage for in vivo admin-
istration. The system can be purged with N2 gas (typically ∼1 min) to
remove any residual solution from the PTFE lines to prepare for the next
PHIP hyperpolarization production cycle

brought together by an organometallic catalyst. The key dif-
ference is that with SABRE, the transfer of spin order is not
dependent on the hydrogenation of an unsaturated bond of
the substrate. This difference brings about two advantages (i)
the expansion of the range of applications of PHIP24,25 with
respect to the types of molecules that can serve as substrates
and (ii) that destruction or alteration of the original structure
of those substrates is not required – one does not need to
develop a precursor structure that will yield a desired agent
upon hydrogenation. SABRE is the newest of the hyperpolar-
ization techniques described in this article, and consequently,
its development for MRS/MRI is less advanced. It has some
intrinsic advantages including simplicity, low cost, scalability,
and the potential for continuous agent production, which are
promising for biomedical applications. Indeed, it has already
achieved substantial polarization enhancements in solution,
with polarizations reaching ∼10%.38–40

In order for SABRE to work, the catalyst must transiently
bind both the target substrate and the atoms of para-H2 with
residence times that are long enough to allow the transfer of spin
order or polarization to occur, but short enough to allow rapid
turnover and subsequent accumulation of HP substrate in the
solution. The process is illustrated in Figure 6. Although mul-
tiple organometallic complexes have been tested for SABRE,
all to date use an iridium atom at the center – including
the most successful SABRE catalyst, IrCl(COD)(IMes), where
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Chem. B, 2014, 18, 13882.42 Copyright 2014 American Chemical Society)

IMes = 1,3-bis(2,4,6-trimethyl-phenyl)imidazol-2-ylidene and
COD = cyclooctadiene. While the latter is not commercially
available, its preparation is straightforward for those experi-
enced with synthesis in inert-atmosphere environments.41

As with many catalysts used in traditional PHIP, the basic
iridium-based SABRE catalyst must first be activated before
use. This typically involves dissolving the catalyst in an organic
solvent along with excess substrate such as pyridine or a
structural derivative: attempting to activate the catalyst without
excess substrate can lead to irreversible deactivation of the
catalyst.42 The solution is charged with para-H2, either by
loading a few atm of para-H2 over the sample within a pressure-
resistant vessel or by continuously bubbling the para-H2 within
a specially designed apparatus/tube, such as that depicted in
Figure 7. Stepwise hydrogenation of the molecular COD-ring
and binding of the H2 to the Ir leads to loss of the eight-carbon
ring, and the formation of a hexacoordinate site complex,
with ligands comprising the IMes group, two hydrides, and
three substrates, two of which are exchangeable. The progress
of activation may be followed by observing changes in the
characteristics of hydride resonances of transient species and
the final activated structure.42

SABRE experiments can be divided into two types: ex situ and
in situ, depending on the location of the sample vessel during
polarization transfer with respect to the MR magnet. The vast
majority of SABRE experiments are performed ex situ: spin

order is transferred via scalar couplings between the involved
nuclear spins during the lifetime of the catalyst complex. The
spin flips must be nearly energy conserving: thus, the magnetic
field must be sufficiently low to make the frequency difference
between the hydride spins and the substrate spins similar to the
scalar coupling between them. This corresponds to ∼6 mT for
1H and ∼1 µT for 15N.40 Thus, the sample must be outside the
MR magnet or within a fringe field for polarization transfer,
and the sample rapidly moved to the magnet for detection.
However, SABRE enhancements can also be observed in situ at
high field.41 In this case, the mechanism appears to be mediated
by dipolar cross-relaxation between the HP hydride spins and
the substrate spins.41,42 While much less efficient, in situ SABRE
does not require sample shuttling. In addition, the application
of RF pulse sequences, for example, to allow mixing of spin
states by driving the spins into level anti-crossing regimes,43

may dramatically improve the efficiency of SABRE in situ.
To date, only a limited number of HCAs have been HP

via SABRE. Besides pyridine (with 1H and 15N polarizations
approaching ∼10%38,40), SABRE enhancements of amino acids
and small peptides have been reported at low field.44 Most
attention has been directed at biologically relevant pyridine
derivatives. For example, 1H enhancements of ∼230 and
∼1400 vs conventional MRS were reported for the tuberculosis
drugs isoniazid and pyrazinamide in deuterated methanol at
700 MHz, respectively, corresponding to 1H P values (PH) of
nearly ∼1.3 and ∼8%.39 Nicotinamide was used to demonstrate
SABRE in pure water, albeit with a more modest enhancement
of ∼33-fold at 9.4 T,42 by first activating the catalyst in ethanol,
drying it, and reconstituting it in an aqueous solution.

Finally, in addition to the limitations imposed by the
catalysts and substrates that are presently available and the
need to perform SABRE in biologically compatible media,
the catalysts themselves present an obstacle to the applica-
tion of SABRE in the clinic. The catalysts are expensive and
potentially toxic, making their recovery desirable after agent
hyperpolarization. In this regard, following efforts of het-
erogeneous PHIP (HET-PHIP) by Koptyug and coworkers,32

‘HET-SABRE’ enhancement of pyridine using SABRE cata-
lysts that were covalently immobilized onto solid substrates of
microscale polymer beads has been achieved.45 Although the
enhancements were small (approximately fivefold), the feasi-
bility of creating separable catalysts for the creation of pure
SABRE HP agents was demonstrated.
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Spin-exchange Optical Pumping (SEOP)
Hyperpolarization of noble gases via SEOP was first demon-
strated by Bouchiat et al. in 1960, following earlier pioneering
work involving OP of alkali metal vapors by Kastler and
others.46 Over time, the technique has been refined with an
aim to increase efficiencies of the OP and SE steps, as well as
to reduce spin-relaxation or ‘spin-destruction’ rates, to enable
the production of HP gases with sufficiently high P in large
enough quantities for NMR/MRI applications. Major techni-
cal advances in these areas came with the implementation of
high-power laser diode arrays (LDAs)47 and the introduction
of buffer gases and cell coatings.46 These improvements have
contributed to increases in noble gas polarization, including
values as high as ∼90% for 129Xe (e.g., Ref. 48), upon which
our discussion will focus.

Although the complexity of SEOP setups may vary, one
minimally needs (i) an OP ‘cell’ that contains the noble gas of
interest (129Xe) and a small amount of alkali metal (Rb in the
following discussion); (ii) a source of circularly polarized light
resonant with the Rb electronic transition; (iii) a heater for
the cell (to vaporize the Rb); and (iv) a magnetic field source.
Circularly polarized laser light is used to optically pump Rb
electrons into a selected spin state, as shown in Figure 8. A
usually weak (∼30 Gauss) magnetic field provides hyperfine
Zeeman splitting of the Rb electronic energy states. Angular
momentum is then transferred from the Rb electrons to the
129Xe nuclear spins (Figure 8b) via gas-phase collisions.46

Provided the OP/SE rates, respectively, exceed the electron
and nuclear spin-relaxation rates, 129Xe polarization can be
increased far above thermal equilibrium according to49

PXe(tp) = γse

γse + γw
⟨PRb⟩

(
1 − e−(γse−γw)tp

)
(1)

where PXe and PRb represent the polarizations of xenon nuclei
and rubidium electrons, respectively, γ se is the SE rate, γ w
the rate of 129Xe spin destruction, and tp the polarization
time. Also present is N2 as a buffer gas, which at a pressure
of ∼100–200 Torr is sufficient to collisionally quench alkali
metal fluorescence, thus avoiding re-emission of photons with
random polarization that would otherwise decrease PRb.46,50

One challenge for hyperpolarizing 129Xe is that most Rb/Xe
collisions tend to depolarize Rb atoms without conserving
spin angular momentum, making the Rb spin-destruction rate
effectively proportional to the xenon nuclear density [Xe] – an
issue that can be mitigated through the use of higher res-
onant laser fluxes (albeit with greater demands on thermal
regulation50) and/or lower Xe partial pressures. Conducting
SEOP for 129Xe at lower total cell pressures also enables more
efficient spin-exchange through three-body van der Waals
collisions, in addition to the binary spin-exchange that is dom-
inant at higher gas pressures.51 On the other hand, higher cell
pressures can broaden the Rb spectral lines resulting in more
efficient absorption of the light.49 Finally, silicon coatings are
often used to reduce Xe nuclear spin destruction, and all the
components of the SEOP setup must be chosen to minimize
exposure of the HP gas to paramagnetic centers, strong field
gradients, and zero crossings of the magnetic field.
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Figure 8. SEOP hyperpolarization and chemical shift sensitivity of
129Xe. (a) Application of circularly polarized laser light and subsequent
nonradiative relaxation results in depletion of one Rb electron (mj) level
and accrual of population in the other, rendering the Rb electronically
spin polarized (Rb nuclear spin levels not shown). (b) Gas-phase collisions
allow spin-exchange between Rb electrons and 129Xe nuclei, resulting in
HP 129Xe with time. A three-body collision is shown in this example,
with N2 molecules facilitating formation and break-up of the complex.
(c) Chemical shifts for 129Xe in different environments. (Reproduced with
permission from Ref. 7. © Elsevier, 2002)

Many different polarizers have been developed to maximize
the achievable polarization, PXe, and/or the rate of production
of HP Xe. Their designs are typically grouped into two cate-
gories. First, in the continuous-flow (CF) method illustrated
in Figure 9,49,51 a xenon gas mixture is polarized as it passes
continuously through the OP cell and is subsequently collected
using a cryogenic ‘cold finger’,49 where it is stored at high field
(>500 G) before it is carefully warmed52 to allow transfer to a
secondary vessel with minimal losses of PXe. For example, Ruset
et al.51 (Figure 9a) employed a number of features – including
a Rb presaturator upstream of a ∼1.8 m optical cell, a high
laser power (∼90 W), a carefully designed optical path, and
a relatively low Xe density and total pressure (allowing it to
exploit the more efficient three-body van der Waals SE interac-
tion) – to attain a peak 129Xe polarization of ∼67% and a high
output rate of 6 L Xe/h at %PXe = 22%.

Second, the stopped-flow (SF) method (Figure 9b48,53)
takes place in a closed system where gas delivery, SEOP, and
collection are performed sequentially. The cell is loaded with
the desired gas mixture, and the gas is illuminated by the laser
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for ∼10–30 min until PXe nears a steady state. Before collec-
tion, the SEOP cell is cooled to condense the alkali metal vapor.
The HP Xe can then be cryo-collected or simply expanded into
another container (e.g., a Tedlar® bag).

The second approach is simpler and easier to automate, and
the reduction in magnetization density that results from HP
gas dilution with buffer gas can be mitigated using high [Xe]
mixes.48 Nikolaou et al. recently presented an ‘open-source’ SF
polarizer design (Figure 9b–d54) utilizing a 200-W narrowed
(∼0.27 nm FWHM) LDA capable of attaining polarizations of
∼90%, ∼57%, ∼50%, ∼30%, for Xe partial pressures of ∼300,
∼500, ∼760, and ∼1570 Torr backfilled with N2 to 2000 Torr,
with a throughput of ∼1 L h−1.48

Standard diagnostic techniques used in SEOP experiments
include in situ low-field NMR spectroscopy to determine and
control for PXe, and near-infrared optical absorption spec-
troscopy to monitor pump laser wavelength, absorption profile,
and inferred electronic PRb. While not strictly necessary for HP
Xe preparation, additional diagnostic techniques such as Fara-
day rotation,55 ESR46 to measure alkali metal density and spin

polarization, and Raman spectroscopy to map elevated gas
temperatures within the OP cell have also been implemented
to better understand the complex processes underlying mass,
energy, and polarization transport within the SEOP apparatus.

MRS applications of HP Xe typically exploit the extraordi-
nary sensitivity of xenon’s chemical shift to its local molecular
environment (Figure 8c).7 Of the two NMR-active xenon iso-
topes – 129Xe (I = 1/2) and 131Xe (I = 3/2) – only 129Xe has
sufficiently long relaxation times in condensed phases to allow
MRS. Xenon’s highly polarizable electron cloud also allows it
to participate in relatively substantial van der Waals interac-
tions with proteins, lipid membranes, and living tissues. Xenon
is not naturally found in the body in appreciable concentra-
tions, which is both an advantage and a limitation: HP 129Xe
spectra will be background-free, but achieving efficient HP
Xe delivery to the body is key. Delivery options are respira-
tion and dissolution into the blood from the lungs; direct or
intravenous injection of Xe-saturated solutions7; or ex vivo gas
dissolution into the blood or other solutions using off-the-shelf
gas-exchange modules.56
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When Xe is dissolved in bodily tissues, a number of
resonances corresponding to different cellular and tissue
compartments may be observed generally within a range
∼185–215 ppm downfield from the gas reference at ∼0 ppm.7

For example, the shift of 129Xe is so sensitive that its resonance
in red blood cells responds to changes in blood oxygenation.57

Functional studies of the brain are thus possible. The large
129Xe shift between xenon in the lung space and that dissolved
in tissues may be exploited for a variety of pulmonary func-
tional MRS/MRI studies, including studies of gas-exchange
efficiency in healthy versus pathological tissues. Nevertheless,
without further intervention xenon’s concentration in the
body is generally too low – and its interactions too weak and
nonspecific – for 129Xe MRS to provide much more in the way
of specific biomolecular information.

To overcome this low sensitivity and improve its specificity,
HP 129Xe can be augmented with a host molecule, which can be
functionalized to act as a biosensor as exemplified in Figure 10.58

The approach exploits the strong interaction between xenon
and cryptophanes, which are molecules that can bind Xe atoms
within their internal hydrophobic cavities. Indeed, crypto-
phanes are an excellent choice for the superstructure of xenon
biosensors, not only because of their relatively high xenon affin-
ity (association constant, Ka ∼ 103 –104 M−1) but also because
the exchange and relaxation timescales are compatible with
MRS. Moreover, they can be chemically functionalized to
facilitate both aqueous solubility and covalent linkage to a cho-
sen functional group to target specific bioanalytes. In principle,
almost any ligand or antibody can be used as a functional group
for the purposes of biosensing,8 and multiple cages/biosensors
could be simultaneously employed to allow multiplexed bio-
analyte detection. The key feature empowering the biosensor
approach is that the chemical shift of Xe within a biosensor
cage that has bound a bioanalyte is measurably different from
that of Xe residing within an unbound cage – thereby allow-
ing the binding event to be detected via HP 129Xe MRS. It is
expected that for in vivo applications, rather than delivering
Xe-loaded biosensors to the body in a single bolus, one would
first administer the biosensors to the subject and allow them
time to bind to their biomolecular targets. Then later, HP Xe
may be delivered (using an above method) so that it would
have the opportunity to locate the biosensor cages immediately
before MRS.

This type of direct-detection experiment would yield three
types of 129Xe peaks: one for unbound Xe in the bulk envi-
ronment, one for Xe trapped in an unbound host biosensor
molecule, and one for Xe residing in biosensor molecules
bound to targeted analytes. However, if the targeted bioanalyte
is in low concentration, the bound Xe signal can be buried in
noise. One way around this problem is to employ HP chemical
exchange saturation transfer, or Hyper-CEST.59 Hyper-CEST
requires that the exchange of HP nuclei between sites is slow
enough to give rise to unique, addressable resonances – yet
fast enough to allow significant fractions of the populations to
undergo exchange during the experiment.8 Thus, if a saturating
RF pulse is applied at the frequency for a bound Xe resonance,
it will reduce the magnetization not only for the bound Xe
pool but also for the (typically much larger) bulk Xe pool:
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Figure 10. Structure and MR of a xenon biosensor. The chemical struc-
ture of a xenon biosensor molecule comprises a cryptophane cage, a linker
group, and a molecule (e.g., biotin) to bind to a targeted bioanalyte (e.g.,
avidin) with high affinity and specificity.58 Below the structure are 129Xe
spectra monitoring the binding of biotin-functionalized xenon to the pro-
totypical bioanalyte avidin. The spectra show only the cryptophane-bound
peaks; the (much larger) peak corresponding to free xenon in water is at
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of 80 nmol avidin in solution, manifesting in the bottom spectrum by the
appearance of a new peak at ∼72.5 ppm. Adapted from figures courtesy of
Prof. Alex Pines

off-resonance saturation provides a control/reference signal.
The greater sensitivity afforded by indirectly measuring the
presence of activated biosensors via the more sensitive bulk Xe
signal allows detection of concentrations as low as ∼100 nM,
with further optimization not inconceivably improving the
detection limit to the ∼700 fM range.8

Conclusions
In summary, four hyperpolarization techniques have been
described here in detail that either successfully enable in vivo
MRS studies (d-DNP, PHIP, and SEOP/Xe) or have a strong
potential for in vivo MRS in the near future (SABRE). Key
features of these hyperpolarization methods from the per-
spective of their biomedical use are compared in Table 1.
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Table 1. Comparison of four hyperpolarization methods

Parameter d-DNP PHIP SABRE SEOP/Xe

Wide range of agents Yes No No No
Straightforward scalability No Yes Yes Yes
High (>50%/order-unity) polarization Yes Yes No Yes
Moderately high (>1%) polarization Yes Yes Yes Yes
Continuous generation No Yes Yes Yes
Different modes of production, i.e., continuous

(C) vs batch (B)/stopped-flow (SF)
B/SF C and B/SF C and B/SF C and B/SF

Preparation of ‘pure’ agents Yes Under development Under development Yes
Preparation of concentrated agent suitable for in

vivo MRS use
Yes Yes No Yes

Long-lived in vitro agent (relaxation
time > 1 min)

Yes Yes Yes Yes

Long-lived in vivo agent (relaxation
time > 0.5 min)

Yes Yes No No

Technology cost High Low Low Medium
Operational cost High Low Low Medium
Commercially available device Yes/multiple No (but yes for para-H2 generator) Yes Yes
Phase of agent Gas/liquid/solid Liquid/gas Liquid Gas
Environment sensing (ES) and penetration of

biochemical pathways (BP)
BP and ES BP and ES ES ES

Some of these techniques have evolved rapidly from proof-of-
principle studies using custom-built instrumentation to robust
commercial equipment. This in turn has fueled reliable in
vivo experimentation – including the first clinical trials in
human volunteers. The ongoing innovations in instrumenta-
tion and the fundamental technology of hyperpolarization will
likely continue to significantly and positively impact access and
applications for the broader biomedical community, expanding
the utility of HP methods as a new tool for probing fundamental
biomedical questions.
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INTRODUCTION

Hyperpolarized (HP) gases have helped realize a growing list of potential applications—particularly within
the biomedical and clinical realms. Integral to their use are the properties of such gaseous agents, as well as how
they are prepared, stored, and delivered to the sample or subject. For example, arguably the most important
property of a HP gas—besides its biological compatibility—is the lifetime of its highly nonequilibrium nuclear
spin polarization (“hyperpolarization”). Such lifetimes must be sufficiently long to allow hyperpolarization to
accumulate so that it lasts long enough for the agent to be delivered to the sample or target organ for imaging or
spectroscopy. In turn, this crucial lifetime requirement dramatically limits the types of gases that can serve effec-
tively as HP gas agents, and places practical constraints on how the gases are handled to best preserve and utilize
the hyperpolarization. On the other hand, once delivered the polarization lifetime provides a powerful means of
contrast—along with other key properties like density, position, motion, spectral frequency, and signal dynamics
from chemical exchange.

The available methods of hyperpolarization are also vitally important. Although such methods were
originally created and developed as part of fundamental physics or chemistry research with generally quite
different—if any—uses in mind, biomedical applications have now grown to comprise a strong force driving
the development of hyperpolarization technology. Additionally, such methods not only determine the
amounts of HP gases produced and polarization levels that can be attained, but also further limit the viable
choices of HP gas agents for potential biomedical applications. To date, virtually all biomedical HP gas studies
have involved noble gases, with small hydrocarbons and other small-molecule gases showing promise.
Such HP gases may be generated via either spin-exchange optical pumping (SEOP), metastability exchange
optical pumping (MEOP), “brute-force” polarization (BFP), dynamic nuclear polarization (DNP), and/or
parahydrogen-induced polarization (PHIP). Each of these approaches has advantages and limitations, and
understanding how they work to produce and deliver a given HP gas is thus necessary for integration with a
desired biomedical application.

This chapter is organized as follows. First, we describe the properties and behavior of HP gases. Following
an introduction of the general properties of these substances, particular attention is given to modes of relaxa-
tion, general rules for care and handling of these gases, and some considerations on how best to utilize them in
magnetic resonance (MR) studies (e.g., with respect to pulse sequences). Then we discuss the aforementioned
methods of generating HP gases, with particular focus on SEOP, MEOP, DNP, and PHIP. The principles
of each method are introduced, along with key design features and production performance of select
gas “hyperpolarizers.” Finally, we provide a summary and conclude with an outlook for HP gas approaches
and technological development.
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HP GASES: PROPERTIES AND CONSIDERATIONS

General Properties

The physical properties that define the gas phase have significant implications for how HP gases are prepared
and administered. For example, the weak intermolecular forces between gas particles give rise to characteristi-
cally low densities under ambient conditions—roughly three orders of magnitude lower than for condensed
phases. In comparison to standard magnetic resonance imaging (MRI), such low densities represent a major limi-
tation for MR detection and imaging, but this limitation is more than compensated by hyperpolarization. The
low viscosity and high compressibility of gases facilitate rapid transport, storage, and delivery of HP gases to the
subject via the lungs, and the miscibility of gases enables rapid and facile preparation of arbitrary admixtures. In
terms of biological interactions the gases investigated for use in HP MRI are considered “simple” asphyxiants,
although many possess varying degrees of anesthetic properties. Dilution and/or mixing with O2 for respiration
may be required for some applications, which may in turn impact signal strength and the lifetime of the HP state.
On the other hand, the same solubility of some gases (e.g., xenon) in tissues that gives rise in part to anesthetic
effects also can enable MR applications beyond gas-space imaging (particularly those that exploit chemical
exchange between different environments), as discussed elsewhere in this book.

How gases move and interact with each other (and their surroundings) on the atomic level has significant
implications for nuclear spin relaxation, as discussed in the next subsection. The restriction of free diffusive
motion, often quantified by the apparent diffusion coefficient, can reflect microscale changes in lung structure.
On the macroscopic level, because gases expand to adopt the shape of their containers, HP gas imaging allows
investigation of lung void-space dynamics and the absence of signal can map pathological obstruction of gas
flow. Moreover, agent dose is readily calculated using the ideal gas law (with quantities often measured in
L ! atm, referring to the volume and pressure of the gas). Nevertheless, HP gases must ultimately be delivered to
subjects under ambient conditions (B1 atm)—often requiring that the gas be expanded, compressed, condensed,
and/or sublimated prior to agent administration. Finally, MR detection of HP gases obviously requires the pres-
ence of HP-storing nuclear spins, and thus the ready availability of clinical-scale quantities of a given gas with
sufficient (naturally abundant or enriched) spins can influence the viability of an approach under consideration.
Some key MR properties of selected gases discussed in this chapter are provided in Table 2.1.

Spin Relaxation Mechanisms of HP Gases

Gas-phase nuclear spin relaxation is one of the primary determinants of a prospective HP gaseous agent’s
viability. It not only determines the lifetime of the HP state, but also limits the level of polarization that can
be achieved. Contributions to the nuclear spin relaxation rate of a gas can be categorized into intrinsic (i) and
extrinsic (e) processes (e.g., Ref. [1]):

T1
21 5Γi 1Γe:

For example, the 129Xe T1 is commonly disassembled into five dominating contributions [2]:

T1
21 5Γit 1Γip 1Γeo 1Γeg 1Γew;

TABLE 2.1 MR Properties of Selected Gases of Interest for Hyperpolarized MRI

HP gas Isotopes of interest Nuclear spin (I)
Isoptope natural
abundance

Gyromagnetic ratio
(relative to 1H)

Most effective
HP methods

Xenon 129Xe
131Xe

1/2
3/2

26.44%,
21.18%

(2)0.27856
0.08257

SEOP & DNP

Helium 3He 1/2 0.00014% (2)0.76181 MEOP & SEOP

Krypton 83Kr 9/2 11.55% (2)0.03862 SEOP

Propane,
d6-propane

1H
13C

1/2
1/2

99.985%,
1.11%

(1)
0.25145

PHIP

Nitrous oxide 15N 1/2 0.37% (2)0.10137 DNP
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where contributions to the intrinsic rate are from (t)ransient Xe2 dimers and (p)ersistent Xe2 dimers, and extrinsic
processes comprise paramagnetic (o)xygen interactions, diffusion through magnetic field (g)radients, and (w)all
collisions. The first three terms can be quantified by [1,3]

1

T1
5

½Xe"
56:1 h

1
11 ð3:653 1023Þ

4:59 h 11 rB
½B"
½Xe"

! " 1 0:4 s21 amg21 3 nO2 ;

where rB is the persistent dimer breakup efficiency of a secondary gas B in the mixture relative to that of xenon,
and nO2 is the oxygen concentration in amagats. In the absence of O2 contamination, typical 129Xe T1 values are
limited to a few hours and are dominated by spin rotation suffered during persistent dimer relaxation and para-
magnetic relaxation from wall collisions. Variations in glass, coatings, and container geometry have made wall
relaxation contributions notoriously difficult to quantitatively predict, but with careful preparation and protec-
tion, they can be as long as tens of hours [1,4]. Wall relaxation is commonly mitigated with siloxane glass coat-
ings such as SurfaSil, and is also reduced at fields near a few Tesla [1].

In general, intrinsic relaxation for molecular gases is typically dominated by spin-rotation interactions. For
example, for partially deuterated propane a T1 of B6 s has been measured at low field [5], necessitating rapid
transfer to samples when using HP propane. The T1 for (ortho-)hydrogen is even shorter, on the millisecond time-
scale (although HP ortho-H2 has been created in solution [6]). However, loss of the pure spin order of the singlet
state of para-hydrogen requires interconversion with ortho-hydrogen, which can take weeks if proper precautions
are taken with the storage vessel. Intrinsic relaxation of 3He is known to be slow as well (T1Bdays) so that hyper-
polarization lifetime is typically limited by the presence of paramagnetic centers such as oxygen contamination
or wall impurities. Indeed, 3He relaxation times of hundreds of hours have been reported [7].

Intrinsic relaxation of quadrupolar noble gas nuclei (e.g., 131Xe, 83Kr) is much faster and is usually dominated
by quadrupolar contributions suffered during Xe%Xe or Kr%Kr binary exchange [8]:

1=T 131Xe
1 5 0:0395 s21 amg21 3 nXe;

1=T83Kr
1 5 0:0016 s21 amg21 3 nKr;

where the n values are in density units of amagat (1 amg is the number of gas particles per unit volume at 1 atm
and 0 &C). These lifetimes can be orders of magnitude faster than the corresponding intrinsic effects measured in
spin 1/2 nuclei—therefore limiting the densities that can be effectively polarized or stored [9]. In fact, quadrupo-
lar contributions from van der Waals complexes and wall collisions make actual relaxation rates even higher. On
the other hand, the low gyromagnetic ratio for 83Kr makes it less susceptible to dipolar relaxation from the pres-
ence of oxygen in biological environments. While fast depolarization limits the achievable hyperpolarization
magnitude and storage times for quadrupolar noble gases, it has also been shown to be useful as a form of con-
trast to probe surfaces, and fast relaxation may allow sufficiently rapid signal averaging to potentially support
the utility of thermal polarizations in some circumstances [10].

Finally, extrinsic relaxation of each of these species can also be brought about by diffusion through magnetic
field gradients, and thus care should be taken to ensure that fields used to produce or store HP gases are kept
homogeneous [2]—particularly important for 3He, because of its high gyromagnetic ratio (Γeg~ γ2) and otherwise
ultralong relaxation times—with no zero-field crossings [11].

Storage and Delivery Considerations for HP Gases

Besides ensuring its biological compatibility and safe administration, the most important considerations for
using any HP gas involve experimental design to maximize nuclear spin polarization and agent throughput,
achieve efficient HP agent delivery, and maintain polarization levels as much as possible throughout the study.

First, any contributors to hyperpolarization destruction need to be addressed within and “downstream” of the
polarization chamber. Although the lifetime of a given gas’s polarization is physically capped by its intrinsic T1

relaxation rate, this source of spin destruction is often small compared to extrinsic sources of polarization loss
while transporting and delivering HP gas for imaging experiments. Indeed, gas polarizations can be unintention-
ally destroyed via a number of ways in an experimental setup, including paramagnetic relaxation, diffusion
through magnetic field gradients, and movement of the gas through magnetic “zero-field” crossings.
Paramagnetic relaxation can be mitigated first by ensuring that all polarizer materials that can come in contact
with the HP gas have minimal magnetic impurities (e.g., PFA/PTFE vs stainless steel), and that gas lines are well
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evacuated and/or purged with ultrapure gases to minimize O2 exposure. When it comes to HP gas MRI on aero-
bic organisms, oxygen exposure will be unavoidable, but addition of O2 to create breathable admixtures with HP
gas should be performed only at the last possible step prior to agent administration. For HP 129Xe, borosilicate
glass components are often coated with silicon-based polymers (SurfraSil, etc.) [12,13], thereby limiting paramag-
netic wall relaxation and increasing hyperpolarization lifetimes. However, for the smaller 3He atoms, such coat-
ings may hurt more than they help—and thus it can be important to choose glass with minimal paramagnetic
impurities (e.g., GE180) [7]. For quadrupolar nuclei, hydrophobic coatings can accelerate relaxation [14] by
enhancing physisorption, and thus uncoated (naturally hydrophilic) clean glass surfaces are desired.

Permanent magnets or smaller auxiliary fields are sometimes used to accumulate or transport gases to avoid
field relaxation. Particularly for 3He, minimizing field gradients using homogeneous fields (e.g., Helmholtz coils
or other arrangements) [15] can be important for minimizing polarization losses. During the transfer of a prepared
HP gas sample to a subject, special attention needs to be placed toward keeping the applied magnetic field as
uniform as possible, and avoiding areas of zero-field crossings. For 3He cells, degaussing may need to be
performed [16] on occasion to remove weak permanent fields that have developed owing to impurities embedded
in the glass. Automation of gas hyperpolarizers is highly desirable for maximizing throughput, maintaining
reproducibility, and minimizing errors during HP gas preparation and delivery, but fields produced by some sole-
noid valve designs can be problematic [17]. Transit through a given gas’s phase diagram can also be a source of
relaxation. For example, the T1 of solid 129Xe at liquid-N2 temperature (77K) can be several hours [18,19]
(facilitating purification and storage [20]), but only if kept from warming too close to the Xe melting point
(where the T1 can drop to seconds). Polarized solid xenon needs to be maintained in a strong field (.500 G) in
order to suppress (1) dipolar relaxation from lattice vacancy hopping [21] and (2) thermal mixing with fast-
relaxing 131Xe present in the lattice [19]. Freezing or dissolving quadrupolar gases results in immediate loss of
hyperpolarization because of subsecond T1s in condensed phases unless at cryogenic temperatures. Thus, in addi-
tion to the fact that hyperpolarization processes themselves need to be monitored for consistent production of HP
substances, the seemingly endless ways to destroy hard-won polarization necessitates that polarizers are designed
to include in situ polarimetry for quality assurance of the HP agent.

Finally, although the physical mechanisms themselves underlying the hyperpolarization processes in SEOP,
MEOP, DNP, and PHIP are sufficiently different that few generalizations about polarizer design are discussed
here (the reader is instead directed to subsections below), the use of gases does provide some advantages regard-
less of hyperpolarization mechanism. Importantly, HP gases are relatively easy to physically separate from auxil-
iary substances (e.g., alkali metals (AMs), radicals, or catalysts) found in polarizers that may be toxic or
otherwise undesirable if administered in significant dosage to a patient. Additionally, HP gases are relatively
easy to administer to a living subject via inhalation—although alternative approaches wherein the agent is dis-
solved in a biocompatible liquid prior to administration (e.g., Ref. [22]) would ultimately be subject to similar
sterile-path considerations needed for condensed-phase HP agents [23].

Pulse Sequence Considerations

HP gas delivered by inhalation enters the lungs as a bolus, whereas in chemical exchange saturation transfer
using hyperpolarized nuclei (Hyper-CEST) applications (see chapter: Xenon Biosensor HyperCEST MRI) a
steady-state supply of HP 129Xe is desired/maintained in other organs and tissues for CEST-based sensing. In
both cases, the ultimate goal is to maximize the SNR through optimization of MRI pulse sequences used in con-
ventional MRI. Unlike in conventional MRI, where the consumed (through the RF excitation) magnetization
recovers via thermal equilibration with the external magnetic field, a HP magnetization pool can only decay
after in vivo administration—i.e., the hyperpolarization can only be refreshed by using a new bolus. As a
result, pulse sequences used in HP gas MRI eliminate the “recovery” steps typically found in conventional
MRI, and primarily focus on signal “encoding” and “detection” steps, which typically results in RF sequences
with very short repetition time (TR) [24]. The latter is highly desirable, because HP gaseous agents have an
in vivo T1 on the order of seconds to tens of seconds resulting in a relatively narrow imaging time window. On
the other hand, the greatly increased signal strength provided by hyperpolarization also obviates the need for
signal averaging. As a result, multislice 2D and 3D images of HP gases in the lungs can be recorded in seconds
and on a single breath-hold [25]. In addition to TR reduction, compressed sensing, where only a small fraction
of k-space is sampled during imaging acquisition, can be employed—thereby significantly reducing the total
scan time even further. This practice is especially advantageous for 3D sequences [26].
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An additional complication of the “nonrenewable” nature of the HP magnetization is that each RF pulse con-
sumes a nonlinear fraction of the remaining HP magnetization. One approach is to use small-angle excitation RF
pulses for each line of k-space [27]. The resulting MRI signal is significantly lower than that recorded using a
maximum RF pulse angle (i.e., 90!) with the benefit that the bulk of magnetization is preserved for further RF
excitations. Nevertheless, the accumulating loss of magnetization from the application of many constant—even if
small—flip-angle pulses over the course of image acquisition can lead to image blurring or other artifacts.
Therefore, versions of this approach often use variable-tipping-angle pulses calculated to compensate for signal
loss and thereby provide approximately the same amount of signal for each scan [27].

An alternative strategy is to use fast imaging with steady precession (FISP) [28] sequences [29], where near-90!

RF pulses can be used for excitation, and nearly the entire magnetization pool contributes to the signal formation
for each line of k-space [30]. Once the signal is recorded during the “detection” step, the magnetization is quickly
“rewound” back to the z-axis for use in the next k-space step. The advantage of this second approach is the sig-
nificantly greater SNR. However, these sequences require that the T2 value of the HP gas be significantly larger
than the “detection” time period (i.e., in order to take full advantage of the long T2 of the HP contrast media).
Furthermore, FISP sequences are more susceptible to B1 and B0 inhomogeneities [31], potentially resulting in
imaging artifacts.

For further special pulse sequence considerations related to Hyper-CEST, please refer to Chapter 17, Xenon
Biosensor HyperCEST MRI.

METHODS FOR GENERATING HP GASES

Dynamic Nuclear Polarization

For nuclear spin I5 1/2 nuclei such as 129Xe (or 1H, 13C, 15N, etc.), nuclear spin polarization P in the high-
temperature limit is approximately given by the following equation: |P|" γh̄B0/2kT, where h̄ is the reduced
Planck’s constant, k is Boltzmann’s constant, T is temperature in Kelvin, and γ is the gyromagnetic ratio of the
nucleus in question. From this equation it follows that a change in temperature from 310K (body temperature) to
liquid helium at 4.2K can enhance 129Xe P (e.g.) by B75-fold. Fig. 2.1 also reveals that sufficiently low tempera-
tures in static magnetic fields of several Tesla lead to electronic spin polarization reaching order of unity. For
example, for B05 3.35T and T5 1K, electronic polarization is B98% as electrons possess a very high gyromag-
netic ratio compared to protons, or jγe=γ1HjB658; jγe=γ129XejB2380. Conversely, 129Xe nuclear polarization is
only 0.0947% for these conditions! In order for nuclear spin polarization to reach $10% under thermal equilib-
rium conditions, a sample at high field (several Tesla) would generally need to be stored at milliKelvin tempera-
tures (e.g., using a 3He/4He dilution refrigerator). Indeed, such time-consuming BFP approaches have been used
to achieve high nuclear spin polarizations in different systems, including noble gases [32#35].

In a seminal theoretical paper published in 1953 Albert Overhauser proposed to use electron spins to enhance
nuclear spin polarization, which was shortly thereafter confirmed experimentally by Carver and Slichter [36].

FIGURE 2.1 Boltzmann thermal polarization of electrons
and 129Xe nuclear spins for B05 3.35T as a function of temper-
ature. RF fields facilitate transfer of polarization from electron
spins to surrounding nuclear spins (e.g., 129Xe).
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The process of DNP utilizes the very high Boltzmann polarization of unpaired electrons attained at very low tem-
peratures and magnetic field strengths of several Tesla described above, and transfers this polarization via dipo-
lar or scalar couplings to nuclear spins (e.g., 1H, 13C, 15N, 129Xe, etc.), thereby dramatically enhancing the nuclear
spin polarization of the target substances. The requisite unpaired electrons are typically introduced into a sample
by adding persistent radicals [37].

Dissolution DNP (d-DNP) is the DNP approach typically employed for small molecules that may be used in
biomedical applications. d-DNP is often explained in terms of the cross effect, a three-spin (two-electron, one-
nucleus) process in which the electron spin transitions are driven by resonant microwaves and the difference
in energy of the electron spin flips roughly matches the energy needed to flip the nuclear spin [38,39]. In the
cross effect, the electron linewidth generally exceeds the nuclear spin Larmor frequency. The d-DNP hyperpo-
larizer instrumentation was first introduced in 2003 [37], primarily for production of liquid 13C-HP contrast
agents. The device consists of three major components: (1) a superconducting magnet establishing the B0 field
strength; (2) a helium cryostat connected to vacuum pumps to cool the sample to B1K; and (3) a microwave
source enabling polarization transfer from unpaired electron spins to nuclear spins. Such hyperpolarizers
include the commercial platforms of the HyperSense [37] by Oxford Instruments operating at 3.35T and
1.2!1.6K, the SPINlab [23] for clinical use developed by GE Healthcare operating at 5T and 1.1K, as well as
numerous home-built solutions.

In addition to substances that comprise liquid solutions at room temperatures, DNP has also garnered recent
attention as a means to hyperpolarize gases. For example, DNP devices have recently been shown to be effective
for hyperpolarization of 129Xe, reaching PXe B 30% in about 90 min at B1K [40] despite a previously identified
spin-diffusion (e-129Xe) bottleneck [41]. Other experiments have investigated the potential of hyperpolarizing
15N-labeled N2O, with the idea being to exploit the long-lived singlet-state lifetime at low field, quantified by an
exponential time constant TS, of 26 min [42,43]. However, to date the production has been modest—achieving
polarizations of P15NB 10% over 37 h in B25 cc volumes [42].

The DNP technique is capable of efficient 129Xe hyperpolarization using homogeneous mixing of 129Xe and radi-
cal agents when a cosolvent (e.g., ethanol or propanol) is employed [40]. Once 129Xe is HP in the solid state, it is
sublimated to leave the hyperpolarizer as a pure gas, and the process is therefore termed sublimation DNP [40]. A
key strength of this approach is a relatively widespread network of DNP hyperpolarizers. Limitations of using
DNP for hyperpolarizing gases include (1) the relatively high costs associated with device purchase, operation,
and maintenance and (2) relatively low throughput ({100 scc/h) and scalability (e.g., the ease by which produc-
tion could be scaled by an order of magnitude). For 129Xe, polarization levels are also generally lower than what
can be achieved with available SEOP polarizers, although the aforementioned improvements in the technology for
producing HP 129Xe via DNP [40] may ultimately allow 129Xe polarizations to approach unity using this technique.

Spin-Exchange Optical Pumping

SEOP History and Theoretical Background

SEOP is a method of generating high polarizations in noble gas nuclei. Spin order is derived from circularly
polarized laser light used to selectively deplete one of the electronic ground states of an alkali metal (AM), typically
Rb, Cs, or K. Gas-phase collisions then transfer polarization from the AM electrons to the noble gas nuclei via
Fermi-contact interactions.

It was in Kastler’s pioneering work [44] where the ability to use light to polarize electron spins was first dem-
onstrated. Polarization of the nuclei of noble gases via spin exchange with optically pumped AM vapors was
later demonstrated by Bouchiat et al. [45] and Grover [46], leading to detailed study and advancement of the
SEOP approach by Happer, Cates, Walker, and many others (e.g., Refs. [47!51]).

SEOP is most commonly used to polarize nuclear spin 1/2
129Xe and 3He, though it is also possible to polarize

the quadrupolar species 21Ne [52,53], 83Kr [14], and 131Xe [9] (where I5 3/2, 9/2, 3/2, respectively). Rb is often
the AM of choice due to its low melting point [54] facilitating vaporization, and the availability of high-powered,
frequency-narrowed lasers tunable to the D1 transition [55,56].

The polarization of the AM electrons (Fig. 2.2A), PAM, is determined by the optical pumping rate γOP and the
rate of spin-destruction lost to nonangular-momentum-conserving interactions, ΓSD [52]:

PAMðz; rÞ5
γOPðz; rÞ

γOPðz; rÞ1ΓSD
;
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where both PAM and γOP are a function of position within the OP cell. γOP is determined by the frequency
overlap between the laser’s spectral profile and the pressure-broadened AM D1 transition line, and ΓSD is the
electronic spin-destruction rate [52]:

ΓSD 5
X

i
kiSDU½Mi";

where kiSD quantifies the rate of spin-destroying collisions with each of the ith gas species present in the cell and
½Mi" is the number density of that species. At any significant distance from the cell walls, collisions with Xe typi-
cally dominate the AM electronic spin destruction; kXeSD has been measured to be orders of magnitude greater
than kN2

SD and kHe
SD [57,58]—a fact that makes it more difficult to hyperpolarize 129Xe at higher xenon densities

(alkali#alkali collisions may also be relevant during 3He pumping).
Once the AM vapor is polarized, angular momentum may be transferred from the AM electron spins to the

nuclei of the noble gas (NG) through gas-phase collisions. This spin-exchange process may be mediated by two
distinct mechanisms: “two-body” transient dimers (brief AM#NG interactions—simple collisions, Fig. 2.2B) or
“three-body” persistent dimers (longer interactions between an AM atom and a heavy NG atom, where a third
species facilitates the formation and destruction of van der Waals complexes; Fig. 2.2C). For example, for 3He
only two-body collisions contribute to spin exchange, but for 129Xe, more complex collision mechanisms can con-
tribute significantly—with the more-efficient three-body term dominating under conditions of low gas density
(particularly Xe density) [48]. Since AM/Xe interactions are often not spin-conserving, the probability of the AM
electron spin order being transferred to the noble gas nuclei in any one collision is low. However, AM polariza-
tion lost to collisions is quickly recovered by photon reabsorption, so that order lost to spin-rotation interactions
is quickly regained—provided the resonant photon flux is sufficiently high.

The AM electron spin polarization reaches steady state on a timescale much faster than the spin-exchange rate
(γSE), and thus the nuclear spin polarization of the NG accumulates over time according to simple exponential
behavior. For example, for 129Xe the time-dependent polarization is governed by [52]

PXe 5 hPAMðz; rÞiU
γSE

γSE 1ΓXe

! "
U
#
12 exp 2ðγSE 1ΓXeÞt

$ %&
;

where PAM z; rð Þ
' (

is the spatially averaged AM polarization, ΓXe5 (T1
Xe)21, and γSE is given by [52]

γSE 5 AM½ "U
γAMXe

½Xe"
1

11 br

! "
1 hσνi

# &
;

where [AM], [Xe] are number densities, γAMXe is the three-body interaction rate, σνh i is the velocity-averaged
binary SE cross-section, and the factor 1/(11 br) accounts for the ratio of nitrogen to xenon in the cell and their

FIGURE 2.2 The two-step process of SEOP. (A) First step: Optical pumping of the electronic spins of an AM vapor (Rb); hyperfine split-
tings caused by the presence of the Rb nuclear spins are omitted for clarity. (B,C) Second step: Spin exchange between the Rb electron and
noble gas (here, Xe) nuclear spin during binary (B) and/or three-body (C) gas-phase collisions.
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relative efficiencies in facilitating formation/breakup of persistent dimers (br5 0.275 ! (N2 pressure)/(Xe pres-
sure)). Thus, the SE rate γSE is proportional to the AM density. Moreover, as discussed above the relaxation rates
of 129Xe and 3He are typically much slower than the SE rates during SEOP, allowing the NG polarization to ulti-
mately approach PAM z; rð Þ

! "
in some circumstances. These long relaxation times also facilitate HP gas storage

and transport.

SEOP Instrumentation

A number of essential experimental components are required to conduct an SEOP experiment (illustrated in
Fig. 2.1): (1) an optical pumping cell made typically of borosilicate (Pyrex) glass, containing a small quantity of
AM and the noble gas to be polarized; (2) an oven to vaporize the AM and control the temperature during (and
between) SEOP runs; (3) a magnetic field of tens of Gauss; and (4) a source of circularly polarized laser light
tuned to the optical D1 transition of the AM [49].

Polarizers harness the SEOP process to produce large quantities of HP gas for use in further applications.
In these applications it is often high magnetization—the product of the HP noble gas (HPNG) polarization and
concentration—that is desired. Polarizers are therefore often designed to optimize these parameters. Broadly,
these SEOP devices are typically divided into two categories based on their modes of operation and design
features—stopped-flow polarizers and continuous-flow polarizers—as described below.

STOPPED-FLOW POLARIZERS

In stopped-flow polarizers [11,25,59$66] (Fig. 2.3A$C) the optical cell is sealed during SEOP and holds a static
quantity of gas mixture that is heated using an oven and optically pumped with a high-powered laser source.
Steady-state nuclear polarization is typically achieved within minutes or tens of minutes for 129Xe [25], 83Kr [10],
131Xe [9,69], and 21Ne [70], and hours for 3He [71], at which point the cell can be cooled within the oven—thereby
condensing the AM vapor on the inner surface of the optical cell, and allowing for the extraction of the HP gas
mixture for use in experiments [25,65].

CONTINUOUS-FLOW POLARIZERS

In continuous-flow polarizers [20,68,72$78] the gas mixture flows through a heated optical pumping cell
where it undergoes SEOP with AM vapors during transit through the cell. The now-polarized gas can then be
flowed continuously into an experiment, recirculated through the polarizer [75,78], or—in the case of xenon—
cryogenically collected using a cold finger submerged in liquid nitrogen at high field [21]. At 77K 129Xe solidifies
while largely maintaining its polarization. The accumulation time is constrained however by the T1 of xenon in
the solid phase (B3 h at 77K) [19$21]. Cryogenic collection is not practical for the quadrupolar HP nuclei, as the
T1 values are far too short in the solid state. A diagram of one continuous-flow design is provided in Fig. 2.3D [68].
This variant employs a “counterflow” design wherein the premixed gas (containing 129Xe to be HP) flows toward
the incident laser light, such that the gas mixes with the most highly polarized Rb vapor before leaving the OP
cell. To mitigate deleterious Rb-induced thermal runaway [73,79,80]—and possibly the formation of Rb clusters
[81]—the majority of the Rb within the system resides outside of the pump beam within a Rb presaturator located
upstream of the OP cell, saturating the gas mixture as it flows through—even at high flow rates.

SEOP Gas Mixes and Operating Regimes

There are substantial differences in the gas mixes and operating regimes employed in stopped-flow and
continuous-flow polarizers. The first continuous-flow polarizer was operated at high pressure (B10 atm) to opti-
mally couple the Rb D1 line to the broadband pump laser via collisional broadening [20]; note that broadband
LDAs have spectral linewidths of B2$3 nm (FWHM). However, in order to maximize PXe the xenon fraction
was kept low (typically 1%) to minimize Rb-Xe spin destruction, thus, helium became a major constituent of the
mixture due to its low Rb spin-destruction cross-section. In order to suppress radiation trapping [82] (i.e., to sup-
press radiative decay of the excited Rb), a small fraction of nitrogen was added to the mix. High concentrations
and substantial volumes of HP xenon could then be obtained by cryo-accumulation of the xenon gas, a process
which separates it from the rest of the gas mix [20]. The continuous-flow pressure polarizer in Fig. 2.3D [68] oper-
ates within an atypical, lower pressure—so called “long-lived” or van der Waals—regime in order to exploit the
faster SE rates that prevail there. This shift in approach was made possible in part by the high-power pump laser
(90 W, with moderate linewidth of B1.5 nm FWHM) it employed.

Likewise, stopped-flow polarizers have progressed significantly with the advent of frequency-narrowed high-
power lasers (with spectral typical widths of B0.2$0.4 nm) [56,62,64]. Most notably, these lasers have enabled
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operational regimes to be found where high polarizations can be achieved with relatively high xenon densities in
cells that no longer required helium for pressure broadening [17,25,80,83]. Indeed, where higher xenon densities
are used this approach can obviate the need for cryo-collection while still obtaining high concentrations of highly
polarized xenon in sufficient quantities for clinical lung imaging [25].

SEOP Characterization

A number of diagnostic techniques have been applied to SEOP over the years, driven by a desire to deconvo-
lute the complex interplay among the relevant experimental parameters—thereby aiding both the understanding
of fundamental SEOP phenomena and the optimization of polarizer performance. Of these, the most easily
employed are in situ (low-field) NMR and IR spectroscopies. Based on NMR and IR data alone, one can detect
and quantify the HPNG magnetization (via NMR), obtain spin-exchange and spin-destruction rates (using fits to
build up T1 decay curves from the HPNG NMR), observe spatial variations in the noble gas nuclear spin polari-
zation, monitor optical absorption by the AM (via IR [25]), and estimate the globally averaged AM polarization
using a simple field cycling method, now described [25,83]. In this approach, the simplest and most readily
implemented for obtaining a measure of PAM, one compares absorption spectra of the pump laser transmitted
through the cell when the magnetic field is cycled [25,62]. The technique utilizes a simplistic Beer’s law approach
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FIGURE 2.3 Examples of 129Xe hyperpolarizers. (A!C) Our Consortium’s second-generation stopped-flow (SF) Xe hyperpolarizer.
The photo in (A) shows the principal components of the device ((1) laser; (2) 3D-printed oven; (3) Xe gas supply; (4) microcontroller box;
(5) power supplies; (6) low-frequency NMR spectrometer; (7) water chiller; (8) vacuum pumps; (9) electromagnetic coils). Diagrams showing
the oven/optical path and gas manifold are shown respectively in (B) and (C). (D) Diagram showing the continuous-flow (CF) design of Ruset
and colleagues [68]. Source: For (C) from Nikolaou P, Coffey AM, Barlow MJ, Rosen MS, Goodson BM, Chekmenev EY. Temperature-ramped 129Xe
spin exchange optical pumping. Anal Chem 2014;19:8206!12 [67]. For (D) figure courtesy of W. Hersman.
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and the “bleaching” of the IR absorption spectrum resulting from the depletion pumping of the ground-state
magnetic sublevels. The first step of the OP process—whereby the Rb electrons become spin-polarized—leaves a
smaller concentration of Rb atoms in the laser-absorbing mJ state. In turn, this population reduction allows more
laser light to be transmitted through the cell, allowing PAM to be estimated from the difference [62].

To monitor the buildup of PXe via in situ NMR, single-shot “pulse-acquire” experiments suffice, and the ability
to signal average is only needed if a calibration of the signal against water is required. Thus, a number of groups
have constructed low-field spectrometers [84!87], though commercial systems (such as Magritek’s Kea and
Aurora spectrometers) exist. Requirements for the IR spectrometer are governed by the line width and tunability
of the laser source, and are met by devices that are commercially available (e.g., Ocean Optics HR4000).

Nevertheless, these probes provide only part of the picture of what occurs within an SEOP cell during optical
pumping. For example, it is often desired to have a direct measure of the AM electronic polarization. Such mea-
surements can be made using optically detected electron spin resonance (ODESR) [88], measurement of colli-
sional frequency shifts [89], and Faraday rotations [70,90,91]. Such measurements can provide insight into
limitations of the nuclear spin polarization (since it is ultimately bound by PAM).

An ODESR experimental setup is illustrated in Fig. 2.4A and B [88]. This method probes the AM electronic
sublevels using (1) a transverse RF field tuned to the Rb EPR resonance frequency; (2) a low-power circularly
polarized D1 (or D2) probe laser (usually) orthogonal to the pump beam; and (3) a photodetector coupled to a
lock-in amplifier which detects the modulation of the probe laser transmission caused by the precessing Rb mag-
netization. By sweeping B0 across the Zeeman sublevels one can obtain a spectrum in which the relative intensity
of the peaks provides a direct measure of the relative populations of the sublevels [76,88,92!94]. When combined
with gradients the peaks can be spatially encoded and high-resolution AM polarization images of less than 1 mm
can be obtained [88,93,94].

Another approach for probing spin polarization within SEOP cells involves precise measurement of
polarization-dependent shifts of the Larmor frequency of the NG—and vice versa: collisional frequency shifts in
He and Xe NMR spectra (Fig. 2.4C!E) have been shown to be a function of Rb magnetization, thereby providing
a simultaneous measure of HPNG and AM polarization [89]. The effect arises directly from the Fermi-contact
interaction and its magnitude is characterized by the dimensionless enhancement factor κ0, measured as
ðκ0ÞRbHe 5 4:521 0:00934T (with T in $C) [95,96] and, more recently, ðκ0ÞRbXe 5 4936 31 [89]. These values, when
combined with a measurement of the frequency shift of the NG in question (and an estimate of the AM density,
discussed below), can be used to obtain a volume-averaged expectation value for the z-component of the AM
electron spin Szh i (where Rb magnetization is proportional to ½Rb& Szh i) according to the relation given in Ref. [89].

Faraday rotation—the rotation of the plane of polarization of nearly resonant light as it traverses the SEOP
cell—provides another method for the determination of AM polarization. This approach exploits the fact that the
B0-induced Zeeman splitting of the AM metal vapor induces a phase shift between the circular components of
the linearly plane-polarized light, resulting in a rotation in the plane of polarization [70,90,91,97,98].

In an alternative configuration, Faraday rotation can also be used to measure the AM vapor density—another
key parameter governing SEOP [98]. The spin-exchange rate increases as a function of the AM density, and
knowledge of the AM density is thus necessary in order to extract (per-atom) spin-exchange cross-sections.
A simpler (and older) route for measuring the AM density utilizes the empirical thermionic emission data pub-
lished by Killian [99]. The AM density can be roughly predicted from the cell temperature using AM density
curves (see, e.g., Ref. [54]); other such formulae can be used (e.g., Ref. [100]) and may achieve better quantitative
agreement when compared to results from other methods [101]. Alternatively, relatively simple optical absorp-
tion methods can be used for the direct measurement of AM density during SEOP by monitoring absorption of
light from (for instance) a 421.5 nm source by the 5S1/2!6P1/2 Rb transition [102], though other transitions may
be used [103].

Finally, temperature is another important parameter governing SEOP. In addition to determining the AM den-
sity, temperature can affect the values of many parameters mentioned above. Exterior cell wall temperatures and
oven air temperatures can be measured trivially via thermocouples; however, measurement of the internal gas
temperature can be challenging. As mentioned previously, nitrogen buffer gas is often present in the HPNG mix,
making it possible to monitor the in-cell temperature of the gas mixture by Raman spectroscopy [104,105].
Nitrogen collisionally deexcites the excited Rb atoms via radiationless, two-body quenching collisions and con-
comitantly accumulates energy in its rovibrational manifolds. Irradiating the gas with a probe laser causes
Raman scattering. The relative peak intensities of the resulting Raman spectra reveal the distribution of energy
across the rotational states and is a function of temperature [106]. To date, the method has shown that tempera-
tures within the OP cell can be elevated by hundreds of degrees above ambient [104], particularly when Xe
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density is high [107]; convection plays a key role in the heat transport within the cell [104]; and there is impact of
narrowed versus broadband sources on the thermal dynamics within the OP cell [105]. Raman spectroscopy is
well-placed to provide further insight into the deleterious “rubidium runaway” [73,79,80] and Rb cluster forma-
tion [81] phenomena, which may become critical issues as ever more powerful pump lasers are used.

Applications of SEOP-Prepared HP Gases

HPNGs continue to be utilized in an ever-growing number of fields. For example, 3He has been widely
adopted for applications varying from biomedical imaging [108!111] and apparent diffusion coefficient (ADC)
measurements of the lungs [112,113]; studies of fundamental symmetries [114,115]; and in polarized neutron spin
filters and targets for electron scattering experiments [116!120]. However, the main supply of 3He is through tri-
tium decay in nuclear warheads, and with diminishing stockpiles the price of 3He is becoming prohibitively
expensive [121], likely limiting its future use.

FIGURE 2.4 ODESR and collisional frequency shifts. (A) ODESR experimental apparatus, described in text and in full in Ref. [88]. The
total magnetic field B is the resultant of a uniform field B0 and a linear gradient field (rrB), both along the z axis. Not depicted are the coils
used to generate the gradient fields and the oven. (B) Schematic sketch of imaging with a linear gradient. The signal arises solely from the Rb
spins in resonance. As B0 is swept linearly in time, the volume element in resonance is swept along the x axis. (C), (D), and (E) Typical 3He
and 129Xe collisional shift spectra from cell 155B acquired one-after-the-other under steady-state SEOP conditions. The narrow 129Xe peak at
0 Hz was acquired with the laser blocked (such that the 129Xe was still HP whereas the Rb was not); it has been amplitude normalized to
appear on the same graph. The double peak, in the 129Xe spectra at all but the lowest temperatures, represents regions of highly polarized and
nearly unpolarized Rb vapor; the lines are broadened and begin to coalesce due to diffusion of 129Xe between these two regions. For 3He, the
much smaller frequency-shift dispersion and more rapid diffusion yield a single narrow peak in all cases. The respective shifts in the spectral
“center of mass” upon reversal of the Rb magnetization were used to extract (κ0)RbXe. LES and HES (low and high Zeeman polarization energy
state) respectively appear on the left and right in each of the plots in (C), (D), and (E). Alternation between LES and HES was achieved by
inverting the quarter wave plate of the pump laser.
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Unlike 3He, xenon is naturally abundant and is a by-product of oxygen production. 129Xe is mildly soluble
in blood and organic solvents and has a broad chemical-shift range that makes it attractive for a number of appli-
cations. To date, these features have been exploited in studies of porous materials (e.g., Ref. [122]) and surface
interactions (e.g., Ref. [59]); and extensively in a variety of chemical, biophysical, and biomedical applications,
including those involving cryptophane-based host systems and void-space imaging (reviewed in Refs. [123!128]);
extensively in studies of the lungs (e.g., Refs. [111,129!140] and Fig. 2.5); the brain (e.g., Refs. [24,141!151]);
and other bodily tissues [152] including the blood [153!156]. Indeed, the biomedical applications of HP 129Xe and
3He will dominate most of the remaining book chapters.

Contrary to 129Xe and 3He, the quadrupolar species 21Ne, 83Kr, and 131Xe undergo rapid spin relaxation, as
mentioned above. This rapid relaxation makes many applications challenging, but also provides—particularly in
the cases of 83Kr and 131Xe—a unique and complementary sensitivity to the chemical composition of surfaces in
porous media and the shape, size, and symmetry of void spaces [69,157!160], including (in the case of 83Kr) the
lungs [14,161]. 21Ne, the least studied of the HPNGs, has potential for use as a navigational gyroscope [70], and
in precision tests of Lorentz and CTP symmetries as a comagnetometer [162].

Metastability Exchange Optical Pumping

MEOP History and Theoretical Background

An alternative to SEOP is MEOP, an approach that relies on optical pumping of an atom’s metastable state
possessing nonzero spin angular momentum. Optical pumping had already been successfully applied to vapors
of AMs and mercury to polarize the electronic and nuclear magnetic moments of such atoms [163], but it was not
until 1960 that the technique was applied to the electronic 4He 23S1 metastable state [164], and then to 3He in
1962 [165]. The technique has also been successfully applied to polarize the electronic and nuclear states of 21Ne
[166], 83Kr [167], and 131Xe [168], the latter using an electron beam for pumping instead of an optical source.

FIGURE 2.5 Examples of xenon MR images of heathy human lungs taken during a breath-hold. (A) Infinite coronal slice in a 26-year-old
male. (E) Infinite axial slice in a 23-year-old female. (B,F), (C,G), and (D,H) pairs of coronal images from three healthy volunteers: a 26-year-
old male, a 22-year-old male, and a 29-year-old male, respectively. HP Xe gas was produced on a GE2000 Polarizer using a 2% Xe natural-
abundance mix. 129Xe polarization was typically B9%6 0.5%. FGRE sequence used for all images, FOV5 48 cm3 48 cm, TE5 4.2 ms,
TR5 9 ms, FA5B5.5", Res5 1283 128, Slice thickness5 Inf. for (A,E); 25 mm for (B,C,D,F,G,H). Source: University of Nottingham.
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MEOP has also been used to polarize the electronic states of 129Xe [169], but nuclear polarization was not seen,
likely due to strong nuclear relaxation mechanisms.

Fig. 2.6A shows the energy levels involved in the optical pumping of the helium metastable states. An RF dis-
charge placed across a low-pressure sample (e.g., within a glass cell) excites a small fraction of the He atoms
from the 11S0 ground state to the long-lived 23S1 metastable state (label 1). Resonant circularly polarized light
then excites population from the 23S1 to the 23P0 state, according to the selection rule ∆m5 11 (label 2). This
selectivity means that the pumping light only excites atoms from the metastable m521/2 and m5 23/2 suble-
vels to the m511/2 and m521/2 sublevels, respectively. The population then decays back to all 23S1 sublevels
with roughly equal probability (label 3). The net result is the transfer of atoms from the lower magnetic quantum
numbers (m5 21/2, 2

3/2) to the higher magnetic quantum numbers (m5 11/2, 1
3/2). Unlike He4, He3 has a

nonzero nuclear spin, and there is efficient coupling between the nucleus and the electrons (the hyperfine interac-
tion)—resulting in an entanglement of electronic and nuclear spin states. Because of this interaction, optical
pumping of the electronic angular momentum simultaneously induces nuclear orientation as well [170]. Finally
the metastable and ground-state sublevels are coupled via metastability exchange collisions (label 4). Fig. 2.6B
shows a representation of the metastability exchange interaction between metastable atoms (denoted He!) and
ground state atoms, with the arrows representing their nuclear spin states.

It was realized that as a consequence of hyperfine interaction and the metastability exchange collisions in 3He
atoms, the emerging ground-state atom has a polarized nucleus. It was found that the metastability exchange col-
lision dominates the ground-state 3He nuclear magnetic relaxation rate (T1), leading to a polarization of the
ground-state 3He nuclei—matching the degree of polarization of the electronic spins of the metastable atoms
[165]. Typical polarization rates have been reported as 1018 atoms/s (e.g., Refs. [171,172]); in those examples,
steady-state polarization was achieved in B0.5"3 min for low-pressure (,10 Torr), small cells (,300 cm3).

Initially, there were two limitations of the MEOP technique. The first was the type of polarizing light source
that was available. Early experiments were performed using helium discharge lamps, leading to low polariza-
tions. To get higher levels of metastable (and hence nuclear) pumping, a more powerful source is required. The
second limitation was the low pressure, around 1 mbar required by the RF discharge. For any experiment or
application requiring HP 3He at greater than 1 mbar pressures, a polarization-preserving compressor is needed.
New techniques developed in 2002 [173] using high magnetic fields have allowed polarization at higher pres-
sures. However, even then a compressor is required before the polarized gas can be used experimentally. These
issues are discussed in greater detail below.

MEOP Laser Technology

Helium discharge lamps are inefficient sources for the 1083 nm circularly polarized light required for the 23S1
to 23P0 excitation; e.g., a 10 W helium discharge lamp generates less than 1 mW of useful pumping light at
1083 nm. Nevertheless, these early studies reported polarizations from B20% to B40%, typically using 5 cm
diameter spherical cells of 3He at B10 Torr [165].

It was not until the advent of tunable laser sources at 1083 nm that 3He and 4He MEOP became more viable.
In the late 1980s a laser with a medium comprised of a crystal of La12xNdxMgAl11O19 (known as LNA) became
readily available [174], allowing for higher polarizations of B60% (110 cm3 cell at 0.3 Torr) [175] and even B85%
(70"300 cm3 cells at 0.1"1.0 Torr) [171] for HP 3He. However the LNA lasers still had notable limitations,

FIGURE 2.6 (A) Energy transitions involved in
metastable optical pumping of helium. (1) Excitation
due to RF discharge. (2) Excitation due to pumping
light. (3) Decay back to all metastable states. (4) Decay
due to metastability exchange collision. (B) Metastability
exchange Collision. Nuclear orientation is represented
by an arrow, and polarized metastable electronic states
by an asterisk (!).
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including significant variations in the quality of the LNA crystals, thermal conductivity and gradient issues
within the LNA, as well as nontrivial space, cooling, and power requirements.

The mid-1990s saw the advent of low-power laser diodes capable of operating at the required 1083 nm. It was
found that polarizations approaching the theoretical limit of 100% could be routinely achieved using such lasers,
albeit within low-volume collimated beams [176]. However, the output power is low compared to the LNA lasers
(only B50 mW) and as such these sources have generally been unable to polarize clinically relevant quantities of
3He in a sufficiently short period of time. MEOP of 3He using a newer compact, high-efficiency tunable 1083 nm
source based on a ytterbium (Yb) fiber laser was first reported in 1997 [177]. These air-cooled table-top lasers can
have electrical input/optical output efficiencies of .25% [177]. Yb fiber laser powers of 1.5 W have been used to
achieve polarizations of up to 82% (260 cm3 at 0.3 Torr) [172], matching that of equivalent LNA lasers. Since then,
the optical power of commercial Yb fiber lasers has greatly increased, enabling higher polarization values while
also allowing for more HP 3He to be prepared in a given time [178].

MEOP Compressor Technology

There are several fields of research that utilize dense samples of HP He3 gas, such as a target in nuclear phys-
ics [179], medical imaging [129], and neutron scattering [180]. Such applications have thus required a method of
compressing the low-pressure HP 3He polarized via MEOP with minimal polarization loss in order to achieve
gas densities required for these uses.

The earliest solution reported was by Daniels and Timsit [181] who used a Toepler pump to compress the
polarized 3He. A Toepler pump is comprised entirely of glass, and uses a reservoir of mercury that when raised
and lowered acts as a piston to compress the 3He gas. The main issue with the Toepler pump is that its valves
suffer from sticking and/or leaking problems, and its slow pumping speed (15!30 s per “stroke”) [182]—much
slower than a conventional piston pump.

The 1990s saw developments in new compression methods with the advent of titanium-based piston pumps
[183]. It was found that the 3He T1 relaxation time for contact with certain materials (Pyrex, titanium, copper,
brass, aluminum, glass, etc.) was long enough (B60 min) that their use would not lead to large 3He depolariza-
tion losses. Since then other groups have built upon this work, creating optimized pumping systems to increase
the speed of compression and the maximum pressure attainable, while also lessening the impact of the pump on
the polarization losses of the gas [178,184]. Simpler and more compact compression solutions include modified
diaphragm pumps [185] and peristaltic pumps, with which continuous flow polarization has been reported [186].

MRI Applications of MEOP-Polarized Gases

Following the first reported use of HP 129Xe MRI on ex vivo air spaces in 1994 [129], HP 3He was tested as a
potential alternative [187]. 3He has several advantages over 129Xe, namely that it has a higher gyromagnetic ratio
and can be inhaled in larger quantities without substantial risk, as it is not absorbed by the tissue of the lungs—
as is known from deep sea diving and special lung function tests [188]. Until recently, it was also easier to
achieve higher polarizations in 3He than 129Xe. Initial images obtained with HP 3He prepared were taken on
excised guinea pigs [187]. MEOP-prepared HP 3He has since been successfully used to take images of human
lungs [108], with considerable research into finer more detailed images, and the differences in the ventilation of
the lungs afflicted by various illnesses.

HP 3He has also been used to assess the lung’s microstructure by making use of diffusion weighting gradients
to measure the ADC of the smaller airways [189]. This technique has been used to explore the progression and
effect of thoracic diseases such as COPD [190], asthma [191], emphysema [113], and pulmonary fibrosis [189] at
the alveolar level (Fig. 2.7). However, owing to the ever-increasing expense of 3He because of the worldwide
shortage of this isotope [192], future research into lung MRI is likely to concentrate on naturally abundant alter-
natives, such as 129Xe and quadrupolar species such as 83Kr and 131Xe [193].

Parahydrogen-Induced Polarization

Principles

The production of macroscopic quantities of gases with high spin order—a key topic of this entire book—argu-
ably owes its origin to the studies of the spin isomers of molecular hydrogen (H2) gas by Bonhoeffer and Harteck
[194]. Because 1H nuclei are fermions, the overall wave function for H2 must be antisymmetric with respect to
exchange. All H2 molecules in the (symmetric) ground rotational state (J5 0) must be in the (antisymmetric)
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singlet spin state [~ (jmki-jkmi)] (a.k.a. “para-hydrogen,” para-H2), and all H2 molecules in the antisymmetric
J5 1 state must be in the (symmetric) triplet nuclear spin state [~ (jmki1 jkmi,jmmi,jkki] (a.k.a. “ortho-hydro-
gen”). Thus, the significant energy difference between the ground and excited rotational states provides the
means to prepare and separate para-H2: although the ratio of para-H2:ortho-H2 is about 25%:75% at room tempera-
ture, reduction to liquid-N2 temperature (77K) with concomitant exposure to a paramagnetic catalyst that acceler-
ates the ortho-para conversion (like iron oxide) enriches para-H2 to 50% of the mixture, and reduction to 20K can
enrich the para-H2 fraction to well over 90%. Importantly, in the absence of exposure to paramagnetic centers (e.
g., from O2 gas or those within container walls) the exchange between para-H2 and ortho-H2 is extremely ineffi-
cient—allowing para-H2 to be stored effectively for weeks [195].

However, the pure spin order of the singlet state of para-H2 is actually NMR-invisible. Instead, HP gases may
be produced using PHIP, where PHIP-prepared HP gases have been demonstrated initially in the context of
void-space imaging [196]. This process still fundamentally relies on the singlet of para-H2 molecule to be the
source of spin order, which can be transformed into observable nuclear spin polarization by the process of sym-
metry breaking typically conduced via a process of pairwise chemical addition of para-H2 to an unsaturated pre-
cursor molecule [197]—as shown schematically in Fig. 2.8; a key requirement is that the unsaturated bond must
be structurally asymmetric, such that the nascent 1H positions following hydrogenation are magnetically inequi-
valent. While the process underlying PHIP has been known for many decades, it was not until the advent of effi-
cient heterogeneous catalysts promoting significant fractional pairwise addition of para-H2 (vs radical addition
[196]) that efficient (high P), relatively large-scale production of PHIP HP gases became possible. Notably, the
radical addition of para-H2 does not lead to PHIP, because para-H2 singlet order is scrambled. PH B1% has been
recently demonstrated in HP propane, enabling submillimeter 3D MRI of the flowing propane gas [198]. The pro-
pane molecule represents the shortest hydrocarbon framework for breaking para-H2 symmetry without deute-
rium or 13C enrichment. Furthermore, propane is an otherwise nontoxic “simple” asphyxiant with anesthetic
properties qualitatively similar to those of xenon. Despite achieving PH B1% in seconds, HP propane gas cannot
be easily used for biomedical applications, because its T1 is on the order of 1 s at high magnetic fields. However,

FIGURE 2.7 Apparent diffusion coefficients measurements
using HP 3He. Top Graph: Short timescale ADC results (13 ms).
Bottom Graph: Long timescale ADC results (1 s). Source: The
University of Nottingham. Data was acquired using relatively small
quantities of HP 3He (0.5 L of 1:18 3He:4He mix) prepared via MEOP,
at two different diffusion timescales, on a total of 317 volunteers
(18 with CF, 33 with Asthma (Low Sacin), 15 with Asthma (High Sacin),
and 251 healthy).
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the use of low magnetic fields has been shown to be efficient for extending the lifetime of HP propane through
the use of long-lived spin states (LLSS) [199,200] in HP propane [201] and propane-d6 [5]. The latter exhibits the
longest TLLSS B6 s [5], which is sufficiently long for imaging of “stopped” gas (i.e., gas that is not flowing and
without freshly delivered boluses of hyperpolarization), Fig. 2.8 [5].

PHIP Instrumentation

Besides the hardware needed to create the supply of para-H2 (discussed briefly above), the hardware prerequi-
sites are relatively simple for PHIP hyperpolarization of propane and other hydrocarbons. The setup shown in
Fig. 2.8 requires mixing two gases: para-H2 and propene precursor stored in separate containers. The prepared
mix passes through a high-temperature reactor containing the heterogeneous catalyst bed, where the hydrogena-
tion reaction takes place to enable pairwise addition of para-H2 to unsaturated precursor. Once prepared in this
fashion, the HP propane is ready for use. The setup does not require the use of any alternating or static fields,
representing one of the key advantages of this technology: simplicity, scalability, and relatively low-cost produc-
tion of an HP gaseous agent.

Potential for Biomedical Applications of HP Propane

While efficient production of HP gases by PHIP has been demonstrated only on a relatively small scale of
B10 scc/s this approach can be potentially scaled to meet preclinical and clinical requirements. Potential

FIGURE 2.8 (A) The schematic representation of PHIP hyperpolarization hardware required for preparation of HP propane gas. (B) The
schematics of pairwise addition of parahydrogen gas to an unsaturated precursor molecule resulting in hyperpolarization of propane-d6 gas
via the PHIP approach. (C) Spectroscopic appearance of HP propane-d6 gas under conditions of high and low magnetic fields corresponding
to the two regimes of chemical-shift dominance and J-coupling dominance, respectively. (D) 3D 4.7T MRI of “flowing” (where a constantly
renewing bolus of polarization is delivered) propane-d6 gas with 0.53 0.53 0.5 mm3 spatial resolution. (E) 2D subsecond molecular imaging
of “stopped” (i.e., gas is no longer flowing to renew the hyperpolarization pool for signal encoding and readout) HP propane-d6 gas at 0.05T
(pixel size 0.883 0.88 mm2). All images are recorded using the same batch of HP propane-d6 with apparent PHB0.1% [5].
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applications include high-resolution lung imaging given propane’s status as a nontoxic gas [202]. Indeed, while
propane is flammable, it has lower flammability level and upper flammability level values of B2.4% and B9.6%,
respectively, and a relatively high ignition temperature of .920!F. Thus, in addition to other favorable properties
(see Ref. [203] for details), the range of conditions required to ignite propane are relatively narrow compared to
many other species, making propane more difficult to accidentally ignite—and as a consequence help make pro-
pane relatively safe. As a result, flammability is not anticipated here to be an unsurmountable translational chal-
lenge. Indeed cyclopropane, which has similar properties to propane, has been used previously as an anesthetic
(e.g., Ref. [204], which also discusses accidental but preventable ignitions); and unlike the case with anesthetic
use, any propane used for MRI applications could be administered in a variable concentration range and with
appropriate mixtures (e.g., coadministered with N2 gas) to ensure safety. Furthermore, the PH can also be poten-
tially improved to further enhance the detection sensitivity of HP propane. HP propane offers two other key
advantages over HP 129Xe and other noble gases. First, the gyromagnetic ratio of 1H is B3.6 times greater than
that of 129Xe, and each propane molecule can carry at least two HP protons, making HP propane nearly an order
of magnitude more sensitive than HP 129Xe at the same level of polarization. Second, clinical translation of HP
propane will likely be significantly faster, because proton detection capability is universally available on all MRI
scanners, unlike the requirement for heteronuclear MRI scanner capability for HP 129Xe and other noble gas iso-
topes. Furthermore, conventional MRI sequences and MRI coils could be employed for HP propane readout,
taking advantage of already available infrastructure. The key disadvantage of HP propane is the requirement of
using a low-field MRI scanner rather than a high-field MRI device (in order to exploit the significantly longer
hyperpolarization lifetime at low field). However, next-generation low-field MRI instruments are currently
under development; moreover, low-field MRI can offer more SNR for imaging HP contrast agents than high-
field MRI [205], thereby potentially providing further sensitivity benefits for HP propane technology.

HP GASES: SUMMARY AND OUTLOOK

Examples of nominal polarization values and production rates for several of the HP gases discussed in this
chapter are summarized and compared in Table 2.2. A number of HP gases can be prepared with a significant
degree of polarization P at quantities (approaching B1 L dose) sufficient for lung imaging and other in vivo
imaging applications—including 3He, 129Xe, propane, and 83Kr. Multiple factors determine the practicality of
their in vivo and clinical effectiveness as HP contrast agents: (1) the availability and cost of the involved sub-
stances; (2) the cost and production throughput of hyperpolarization equipment; (3) the lifetime of the HP gas
state; and (4) the availability of suitable MRI imaging hardware (e.g., heteronuclear MRI scanner capability is
required for most HP gases). Moreover, some hyperpolarization techniques for gases (e.g., SEOP) have been

TABLE 2.2 Summary of Hyperpolarization Methods, Polarization Results, and Production Rates for Various Gases

Agent Hyperpolarization method Nominal/peak polarization values (%) Estimated production rates (L " atm/h) Selected references

Xenon-129 SEOP, CFa PXe B 30#60 B1#5 [206#208]

SEOP, SFa PXe B 30#90 B0.1#1.2b [25,67,80]

d-DNP PXe B 30 ,0.1 [40]

Xenon-131 SEOP, SFa PXe # 2.2 B0.04b,c [9]

Helium-3 SEOP, SFa PHe B 60#85 B0.1 [7,180,209]

MEOP PHe B65#80 B1#3 [120]

Krypton-83 SEOP, SFa PKr B4#27 B0.015#0.4b,c [65]

N2O d-DNP PN B10 B0.001 [42]

d6-propane PHIP PHB1 B27b,c [198]

aCF, continuous flow; SF, stopped flow.
bEstimated production rate of the gaseous agent in question at STP, not counting the additional presence of diluting gases (N2, He, and/or H2), varying from 25% to 95% of the
mixture.
cExtrapolated from small amounts quoted with short production times.
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available for .30 years (and therefore are more robust), whereas others (DNP and PHIP) are newcomers to the
field of gas hyperpolarization, providing opportunities for improvement.

Historically, human lung MRI with 3He has been demonstrated first, which was relatively quickly followed by
lung MRI demonstration with 129Xe. Other agents with sufficient hyperpolarization lifetime will likely follow this
trend—i.e., demonstration of in vivo and human MRI feasibility despite the aforementioned challenges—because
these new agents may provide additional (and frequently complementary) biomedical information to what is
already feasible with the established HP gases, clinically available imaging modalities, and other tests. For exam-
ple, while 3He drove the initial feasibility demonstrations of ventilation and diffusion imaging, the advent of
clinical-scale production of HP 129Xe enabled the expansion of biomedical HP gas applications to include gas-
perfusion imaging, brown fat imaging [210], and brain imaging. Thus, it is not unreasonable to expect that HP
propane, 83Kr, and others may provide other benefits to the research community as they are developed, embody-
ing new tools in biomedical research. Indeed, the HP gas research field will likely enjoy substantial growth
benefiting from the advent of new HP agents, more advanced instrumentation, and corresponding applications.

However, despite the breakthroughs in science and technology, the in vivo and human demonstrations, and
the number of successfully completed clinical trials with HP 129Xe and 3He, HP gases are not yet being used for
clinical diagnosis, primarily due to the combinations of the factors outlined above. Therefore, the widespread
clinical use of HP agents relies on addressing these translational challenges. While it is not yet clear which of the
agents and type(s) of hyperpolarization technique will enjoy clinical adaptation, fundamental changes in MR
hardware may be required to achieve clinical use. For example, multinuclear upgrade of 1.5T or 3T clinical scan-
ners is costly (.$0.5 M) and cumbersome (i.e., most hardware vendors are not providing the required software)
for HP 129Xe, 3He, 83Kr, or other heteronuclei. As an alternative approach, a dedicated low-field (LF) MRI scanner
may have unique advantages as a platform for the clinical adaptation of HP gases. LF-MRI scanners are funda-
mentally less expensive than high-field superconductive MRI scanners; yet, LF-MRI can yield more SNR for HP
applications [205]; furthermore, LF-MRI can provide enhanced patient safety due to significantly lower specific
absorption rate at low RF frequencies [211], and significantly higher patient throughput—because patient-tailored
magnet shimming and RF coil calibration steps can be obviated. Moreover, LF-MRI is also ideally suited for HP
propane imaging, because of the longer-lived HP state.

To conclude, while HP gas MRI is an established field, new advances in preparation and imaging of HP gases
continue to emerge and may significantly and positively impact this field. While there are no fundamental barriers
for clinical translation and adaptation of HP gas MRI, which can be useful for a number of functional MRI appli-
cations, significant clinical translation challenges remain and must be addressed before one can expect to see this
promising family of approaches become routinely available in the clinic.
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Efficient Batch-Mode Parahydrogen-Induced Polarization
of Propane
Oleg G. Salnikov,[a, b] Danila A. Barskiy,[c] Aaron M. Coffey,[c] Kirill V. Kovtunov,[a, b]

Igor V. Koptyug,[a, b] and Eduard Y. Chekmenev*[c, d]

We report on a simple approach for efficient NMR proton hy-
perpolarization of propane using the parahydrogen-induced
polarization (PHIP) technique, which yielded !6.2 % proton
polarization using !80 % parahydrogen, a record level ach-
ieved with any hyperpolarization technique for propane.
Unlike in previously developed approaches designed for con-
tinuous-flow operation, where reactants (propene and parahy-
drogen) are simultaneously loaded for homogeneous or heter-
ogeneous pairwise addition of parahydrogen, here a batch-
mode method is applied: propene is first loaded into the cata-
lyst-containing solution, which is followed by homogeneous
hydrogenation via parahydrogen bubbling delivered at !7.1
atm. The achieved nuclear spin polarization of this contrast
agent potentially useful for pulmonary imaging is approxi-
mately two orders of magnitude greater than that achieved in
the continuous-flow homogeneous catalytic hydrogenation,
and a factor of 3–10 more efficient compared to the typical re-
sults of heterogeneous continuous-flow hydrogenations.

Hyperpolarization of nuclear spins enables enhancement of nu-
clear magnetic resonance (NMR) signal by several orders of
magnitude.[1] Therefore, NMR hyperpolarization is an efficient
approach for overcoming the sensitivity challenges of NMR
spectroscopy and magnetic resonance imaging (MRI). Produc-
tion of hyperpolarized (HP) contrast agents for clinical and in-
dustrial applications is a rapidly developing field. The most
widespread hyperpolarization techniques in the context of bio-
medical applications are dissolution dynamic nuclear polariza-
tion (d-DNP),[1b, 2] spin-exchange optical pumping (SEOP)[3] and

parahydrogen-induced polarization (PHIP).[4] D-DNP is well es-
tablished for production of HP solutions of metabolites (e.g.
pyruvate), which can be used as contrast agents for molecular
imaging of cancer[5] and other pathologies.[6] HP noble gases
(e.g. 129Xe or 3He) obtained by SEOP can be employed for func-
tional MRI of lungs[7] and other applications.[8] However, both
the DNP and SEOP techniques have significant drawbacks:
!1 h long polarization cycles, expensive and sophisticated
hardware. Moreover, MRI detection of heteronuclei (i.e. , other
than proton) is not common for standard clinical MRI facilities.
On the other hand, PHIP technique for production of proton-
hyperpolarized gases obviates all of the above shortcomings,
because it is very simple and instrumentationally non-demand-
ing. In PHIP, singlet spin order of parahydrogen (p-H2) is used
to create non-equilibrium spin states[4a] via pairwise addition of
two atoms from the same p-H2 molecule to some asymmetric
unsaturated substrate (Figure 1 a). Once the symmetry of p-H2

molecule is broken as the nascent parahydrogen protons
become magnetically non-equivalent in the reaction product,
a non-equilibrium nuclear spin polarization is produced, which
can be conveniently detected using conventional proton de-
tection universally available on nearly all NMR spectrometers
and MRI scanners.

Despite the initial PHIP phenomenon discovery in the
1980s,[4a] it was deemed to be relatively impractical to design
molecular contrast agents with hyperpolarization pool stored
on protons, because of their relatively short T1 resulting in
rapid (few seconds or less) depolarization. Indeed, much of the
later biomedical efforts were focused on polarization transfer
from nascent parahydrogen protons to significantly slower re-
laxing (a minute or more) 13C sites for in vivo angiography[9]

and molecular imaging[10] applications. However, the discovery
of the long-lived spin states[11] (LLSS) provided a glimpse of
hope that the lifetime of proton HP for contrast agents pro-
duced by PHIP could be extended. Indeed, LLSS of HP protons
in gaseous propane were recently demonstrated with TLLSS

reaching 5–6 s,[12] which is sufficiently long for potential bio-
medical use as inhalable contrast agents for functional pulmo-
nary imaging.

HP propane is a non-toxic gas[13] and is a promising alterna-
tive to HP 129Xe, because its PHIP production is relatively inex-
pensive, its NMR/MRI detection does not require specialized
129Xe radiofrequency hardware and software, and it can enable
3D MRI with superb spatial (!0.5 ! 0.5 ! 0.5 mm3 voxel size)
resolution even at nuclear spin polarization (%PH) of !1 %.[12]

Increasing the %PH of propane and other HP gases is certainly
required, and it is an area of extensive experimental efforts.[14]
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Pairwise p-H2 addition can be achieved by either homogene-
ous[9] or heterogeneous (HET)[15] catalysis. The important ad-
vantage of HET-PHIP is the ability to produce pure HP gases,
for example, propane.[12a, 14a, c] However, the level of proton po-
larization of HP propane produced by HET-PHIP is relatively
low at %PH!1 %.[14a] An alternative approach is the biphasic
gas–liquid hydrogenation of propene by bubbling its mixture
with p-H2 through a catalyst solution.[16] This approach also
allows producing HP propane in the gas phase in a continu-
ous-flow regime, however %PH achieved to date were relatively
low, that is, <1 %. In principle, near 100 % pairwise addition of
p-H2 is theoretically possible,[4a, b] and because of our long-term
goal of using HP propane as HP inhalable contrast agent, the
motivation for this work is to improve %PH of HP propane via
PHIP. Herein, we explore PHIP of propane using a previously
established batch-mode approach for production of injectable
contrast agents,[9, 17] where catalyst and to-be-hyperpolarized
substrate are loaded in the liquid phase first, which is followed
by pairwise addition of p-H2 gas and produces a batch of HP
contrast agent.

In this study, we utilized the [Rh(L)(dppb)]BF4 complex most
widely used in PHIP experiments as a catalyst for p-H2 pairwise

addition [L = NBD (norbornadiene) or = COD (cyclooctadiene),
dppb = 1,4-bis(diphenylphosphino)butane]. First, the simulta-
neous loading of propene and p-H2 into the catalyst solution
in a continuous-flow regime was tested, similarly to the experi-
mental protocol used previously.[16] However, here an elevated
p-H2 pressure (!7 atm vs. 1 atm) was employed (Figure 2), be-

cause it increases p-H2 concentration in the liquid phase[18] and
consequently increases the rate of hydrogenation.[17b] NMR de-
tection of HP propane was performed in the liquid phase of
CD3OD. HP NMR resonances of propane were observed under
both ALTADENA[19] and PASADENA[4b] conditions with good re-
producibility (>10 experiments were repeated on the same
catalyst solution portion, Figures S2 and S3). However, the
NMR signal enhancements (SE) of HP propane’s methyl and
methylene resonances were low (only ca. 3–10-fold, corre-
sponding to %PH of 0.01–0.03 % using !50 % p-H2).

In the batch-mode approach, propene is loaded first (by sat-
urating the catalyst solution by propene bubbling at 1 atm
pressure) followed by pressurizing the sample and bubbling
with p-H2 through the solution at !7.1 atm. This experimental
protocol is !100 times more efficient than the continuous-
flow method described above, and yielded signal enhance-
ments and polarizations as high as SE !1910 and %PH !6.2 %
under ALTADENA conditions (Figure 1) using !80 % p-H2 with-
out taking into account possible polarization losses due to re-
laxation processes. Correspondingly, when !50 % p-H2 was
used (Figure S8), SE and %PH were decreased to 840 and 2.7 %
respectively.

Figure 1. a) Scheme of p-H2 pairwise addition to propene. b) ALTADENA[19]

1H NMR spectrum acquired after PHIP of propene with p-H2 with separate
loading of reactants into the catalyst solution in CD3OD (duration of p-H2

bubbling is 8 s) corresponding to the batch-mode condition (corresponding
PASADENA spectrum obtained using 50 % p-H2 is provided in Figure S4).
c) 1H NMR spectrum of thermally-polarized solution with loaded propene
before p-H2 bubbling. d) 1H NMR spectrum of fully relaxed (i.e. thermally-po-
larized condition) reaction mixture obtained after the experiment (b). Note
that spectra (c) and (d) are scaled by a factor of 64. SE = 1910 for CH2 group
of propane, corresponding to %PH = 6.2 % (80 % p-H2). Resonances labeled
with * correspond to the initial [Rh(NBD)(dppb)]BF4 complex and its reduced
form. Note the additional HP resonances labeled with 8 correspond to HP
norbornene and norbornane due to PHIP process of these catalyst-derived
compounds.[20]

Figure 2. The diagram of the experimental setup. In the continuous-flow ex-
periment, both gas flows are operating simultaneously and enable continu-
ous simultaneous loading of propene and p-H2 through the catalyst solution
placed in the NMR tube. Normal ultra-high purity (>99.999 %) hydrogen gas
passes through Fe(OOH) catalyst at liquid N2 temperature (!77 K) or utilizes
a p-H2 generator using cryo-cooling (and producing !80 % p-H2). Both gas
flows are controlled by the mass flow controllers (MFC), and the system
pressure is regulated by the safety valve (labeled as ø set to !7.1 atm) im-
mediately before the vent. Manual valve (") enables fast (in less than 1 s)
cessation of gas flow through solution placed in the NMR tube. In batch-
mode production method, propene gas is loaded in the solution first, and it
is followed by hydrogen gas flow only. Hydrogenation is performed inside
9.4 T spectrometer under PASADENA condition[19] and in the Earth’s magnet-
ic field under ALTADENA[4b] condition, respectively.
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The comparison of two catalysts at several concentrations
shown in Figure 3 a clearly indicates that the catalyst per-
formance with NBD ligand is significantly better than that with
COD ligand. Additionally, in both cases, catalyst concentration
also impacts the apparent %PH. Moreover, Figure 3 b shows
a definite advantage of using high p-H2 pressure for improving
apparent %PH for HP propane in liquid phase hydrogenation.
Furthermore, additional experiments performed at various hy-
drogenation temperatures exhibit a temperature dependence
of %PH as well (Figure 3 c).

The potential possible explanation of such a dramatic differ-
ence in catalyst’s performance between continuous-flow and
batch-mode hyperpolarization procedures is partially based on
the differences in concentrations of reactants in the solution,
which is in line with previously published studies. These stud-
ies reported high level of hyperpolarization achieved via
batch-mode loading of substrate following by reaction with p-
H2 : that is, utilizing 2-hydroxyethyl acrylate,[9] fumarate,[21]

phosphoenolpyruvate,[22] and more recently vinyl acetate[17b, 23]

with similar or identical catalyst, where high levels of hyperpo-
larization were detected for 1H[17b] or 13C[23b] nuclei (the latter is
an indirect confirmation that proton polarization was high
prior to polarization transfer from nascent parahydrogen pro-
tons[17b] to 13C[17b, 23b]) In case of separate loading of reactants
using batch-mode production, the initial concentration of
loaded propene is 330!45 mm (according to reference signals
of catalyst’s thermally polarized protons). On the other hand,
H2 solubility in methanol is only "28 mm at 7.1 atm.[24] More-

over, simultaneous loading of propene and excess p-H2 in the
continuous-flow mode also likely results in the irreversible cat-
alyst degradation of some fraction of Rh catalyst. This is indi-
rectly confirmed by the fact that once the propene substrate is
depleted in the batch-mode procedure, and the catalyst solu-
tion is further bubbled with p-H2, the subsequent attempts to
reload the propene substrate to repeat the hyperpolarization
cycle were unsuccessful (i.e. >1 order of magnitude lower po-
larization signals). Furthermore, continuous-flow mode experi-
ments utilized somewhat lower p-H2 partial pressure, likely re-
sulting in a slower production of hyperpolarized product.

The reported here %PH value of "6.2 % was obtained with
"80 % p-H2, so that utilization of 100 % p-H2 would increase
proton polarization to "9 % for hyperpolarized propane.[25]

This value is substantially greater than typical values reported
for propane or any other hydrocarbon gas hyperpolarized by
PHIP so far. For PHIP, the highest reported %PH value was
"1 % for HP propane.[14a, 15b] To date, no other HP techniques
have reported hyperpolarization on hydrocarbon gases. We
note that although the nascent proton polarization in PHIP can
exceed 50 % for some injectable contrast agents,[17a, 26] 1) the
direct proton detection is usually not performed in situ of pro-
duction inside a hyperpolarizer, and 2) proton polarization is
too short-lived to be useful for injectable contrast agents.
While d-DNP can hyperpolarize proton sites in principle,[27] no
reports have been shown that d-DNP can efficiently hyperpo-
larize any gas besides 129Xe[28] and 15N2O.[29]

The presented polarization values are likely somewhat un-
derestimated due to residual hydrogenation of the substrate
during the delay between the acquisitions of the ALTADENA
spectrum and the spectrum of fully relaxed solution. This delay
(of >2 min) is mandatory, because HP must return back to the
equilibrium state for probing propane concentration in the so-
lution; also note that the alternative efforts of using normal H2

at room temperature yielded small (yet detectable) HP signa-
tures of propane, and therefore are unsuitable for quantifica-
tion. The T1 relaxation time constants of propane HP states in-
duced via ALTADENA condition in solution are 22.4!0.5 s for
CH2 group and 16.1!0.3 s for CH3 group, respectively, which is
in qualitative agreement with T1 measurements of dissolved
thermally polarized propane using inversion recovery tech-
nique (23.3!0.3 s and 19.6!0.3 s, respectively). These values
are significantly greater than the corresponding relaxation
decay constants of HP propane in the gas phase.[12a, 30] More-
over, the decay constants could be even greater at low mag-
netic fields due to LLSS presence.[12a] Therefore, the production
of HP propane in the liquid (vs. gas) phase using the presented
batch-mode approach may be advantageous, because the
decay of the HP state can potentially minimize polarization
losses, and hydrogenation process can continue significantly
longer without significant polarization decay losses.

Future studies are certainly warranted to optimize the HP
propane production by the batch-mode approach, including
catalyst improvement to yield greater degree of the p-H2 pair-
wise addition and greater % conversion (up to "100 % from
the 40–80 % conversion levels achieved here, Figure S6), fur-
ther optimization of p-H2 pressure and reaction temperature,

Figure 3. a) Proton polarization of HP propane as a function of catalyst con-
centration for two representative Rh-based catalysts; duration of p-H2 bub-
bling is 10 s. b) Proton polarization of HP propane as a function of p-H2 bub-
bling time in three different pressure regimes. c) Optimization of propane
hyperpolarization by monitoring hyperpolarized 1H signal (of -CH2- group)
by varying the temperature (estimated values) of the sample (p-H2 bubbling
duration is 8 s). Experimental data shown in (b) and (c) is collected for the
[Rh(NBD)dppb]BF4 catalyst.
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and others. Moreover, HP propane separation from the liquid
phase and filtration from residual propene, H2 and norbor-
nene/norbornane certainly have to be addressed in the con-
text of potential biomedical use of HP propane gas, which was
not pursued in the feasibility study described here.
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Proton magnetic resonance imaging (1H MRI) of gases can potentially enable functional lung imaging to
probe gas ventilation and other functions. Here, 1H MR images of hyperpolarized (HP) and thermally polar-
ized propane gas were obtained using ultrashort echo time (UTE) pulse sequence. A 2-dimensional (2D) im-
age of thermally polarized propane gas with !0.9 " 0.9 mm2 spatial resolution was obtained in #2 sec-
onds, showing that even non-HP hydrocarbon gases can be successfully used for conventional proton mag-
netic resonance imaging. The experiments were also performed with HP propane gas, and high-resolution
multislice FLASH 2D images in !510 seconds and non-slice-selective 2D UTE MRI images were acquired in
!2 seconds. The UTE approach adopted in this study can be potentially used for medical lung imaging. Fur-
thermore, the possibility of combining UTE with selective suppression of 1H signals from 1 of the 2 gases in
a mixture is shown in this MRI study. The latter can be useful for visualizing industrially important processes
where several gases may be present, eg, gas–solid catalytic reactions.

INTRODUCTION
Magnetic resonance imaging (MRI) is an established tomo-
graphic modality for morphological and functional medical im-
aging to detect abnormalities in the structure and function of
human tissues and organs. However, morphological imaging of
the lungs is dominated by such established methods as chest
radiography and computed tomography, whereas functional
ventilation imaging is conventionally accomplished with the
scintigraphy technique (1). In contrast, clinical MRI of human
lungs is challenging, because of their low overall density (about
one-third of that of muscle tissue) (2) and, consequently, low
proton density. Therefore, the signal-to-noise ratio (SNR) that
can be achieved in the MRI of the lungs is relatively low.
Moreover, the presence of numerous air–tissue interfaces in the
lungs leads to significant susceptibility-induced magnetic field
gradients, resulting in very short T2* times of the human lung
protons [!1 millisecond in a 1.5 T nuclear magnetic resonance
(NMR) scanner (3)]. This further degrades the SNR in the MR
images of the lungs. Therefore, the lungs typically appear as
dark areas in the conventional proton magnetic resonance (1H
MRI) images. The challenge of direct imaging of lung airspace is
the main disadvantage for pulmonary applications of MRI.

MRI application for pulmonary imaging is a relatively re-
cent but a rapidly developing field (4). In recent years, signifi-
cant efforts were made to overcome the limitations of MRI of the
lungs (5, 6). In this context, numerous applications have been

developed to solve the problem with image artifacts caused by
motion. The image acquisition technique during breath-hold or
using respiratory gating was developed (7). The problem of
susceptibility-induced gradients can be solved by using spin
echo radiofrequency (RF) pulse sequences with an extremely
short echo time (TE) (8, 9, 10). One of the developed approaches
is based on the inhalation of a paramagnetic contrast agent such
as gadolinium aerosol (11) or molecular oxygen gas (12, 13) to
increase the relaxation rates of tissue protons (14). Nevertheless,
a very weak 1H NMR signal from the lung tissue remains the
main problem for 1H MRI of the lung. Therefore, the develop-
ment and utilization of new contrast agents is a very important
and promising direction for lung MRI research.

An entirely different approach to the MRI of void spaces in
a broad range of materials and structures in general, and lung
MRI in particular, is the direct imaging of a suitable gas filling
those voids. In particular, perfluorinated gases such as SF6 and
CnF2n$2 (n % 1–3) (15) are a potentially good alternative for
pulmonary MRI (16), because the 19F isotope has a high gyro-
magnetic ratio and 100% natural abundance. Utilization of
perfluorinated gases allows for a high contrast with the sur-
rounding tissue because of the lack of a background signal.
However, the gas-phase MRI of the lung faces the same motion
and susceptibility problems as the 1H MRI of the lung, whereas
the spin density problem for gases is the severest, which results
in a relatively low spatial and temporal resolution (17, 18). For
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19F MRI of gases, a low SNR can be partially compensated by the
use of short repetition time (TR), as the gases’ T1 is in the
millisecond range. The problem of low sensitivity is also ad-
dressed by using hyperpolarized (HP) nonproton contrast gas
agents such as 3He or 129Xe (19, 20, 21). However, in the case of
He, Xe, or fluorinated gases, multinuclear RF coil and transmit-
ter/receiver are required, whereas standard clinical MRI scan-
ners lack these capabilities. In addition, production of HP noble
gases is relatively expensive and requires sophisticated hyper-
polarizer instrumentation (22-25). Nevertheless, the potential
advantages of gas MRI for pulmonary imaging, such as lack of
ionizing radiation, and the potential applicability for diagnos-
tics and monitoring response to therapy of various diseases, for
example, chronic obstructive pulmonary disease, emphysema,
asthma, and cystic fibrosis, make further efforts in this field
worthwhile.

1H MRI of hydrocarbon gases may be of interest for a range
of applications, including imaging of materials, chemical reac-
tors, and lung MRI. One of the promising candidate gases is
propane, which is widely used in the food industry and in
cosmetics. It is a nontoxic asphyxiant gas, and it was reported
that brief inhalation exposures to 10 000 ppm of propane causes
no toxicity in humans (26). Moreover, propane in concentra-
tions of 250, 500, or 1000 ppm for periods of 1 minute to 8 hours
did not produce any unfavorable physiological effects in hu-
mans. Repetitive exposures to propane also did not cause any
measurable physiological effects (27). The major advantage of
using hydrocarbon gases in MRI is that the 1H transmit/receive
capability can be implemented on any MRI system.

However, 1H MRI of gases is an underdeveloped research
area, largely because of the challenges of gas imaging discussed
above. Nevertheless, the feasibility of 1H MRI of hydrocarbon
gases such as acetylene, propane, and butane at atmospheric
pressures was shown about 15 years ago, with 2-dimensional
(2D) images of flowing and static gas and flow velocity maps in
pipes and multichannel monolith structures detected using a
spin-echo pulse sequence (28, 29). In addition to the low spin
density of gases, the rapid diffusion of gases in applied magnetic
field gradients further reduces the detected signal for pulse
sequences with relatively long TE. Therefore, image acquisition
times were fairly long (20–40 minutes for the each 2D image),
which may significantly limit gas MRI applications (30). Thus,
imaging of gases may considerably benefit from the develop-
ment of pulse sequences with ultrashort TE, as shown recently in
the spectroscopic imaging study of ethylene to ethane conver-
sion in a model catalytic reactor (31).

Another strategy for improving sensitivity in gas MRI is the
use of HP gases, as mentioned above, for 3He and 129Xe. Hyperpo-
larization techniques are also available for producing hydrocarbon
gases. Parahydrogen-induced polarization (PHIP) (32-34) is a
unique technique for producing gases with HP 1H nuclei by
heterogeneous (35) or biphasic (36) pairwise addition of para-
hydrogen to a suitable unsaturated gaseous substrate (eg, hy-
drogenation of propene to propane). Heterogeneous hydrogena-
tion is the most robust approach, because the catalyst can be
recycled many times and the produced HP gas is free from the
catalyst. In addition, the HP gas can be continuously produced,
and thus, can be continuously renewed in the voids of an object

under study to maintain high signal intensity for the duration of
image acquisition, as demonstrated in 2D (37, 38) and 3-dimen-
sional (3D) imaging of various model objects with submillimeter
spatial resolution (39). Moreover, the use of remote detection
allows to image micro-channels with appropriate resolution by
using the HP gas (40, 41). However, despite favorable properties
of HP propane, such as high polarization levels and continuous
production, a significant fundamental challenge for the use of
HP propane is its relatively short T1 in high magnetic fields (!1
second at standard temperature and pressure) (42). This becomes
a major problem in the studies where continuous HP gas replen-
ishment is not feasible, for instance, in lung imaging. One
promising option is the use of long-lived spin states that can be
used to store polarization for time periods significantly exceed-
ing T1 (43, 44). Recently, a relatively long hyperpolarization
lifetime TLLSS was achieved for HP propane-d6 ("6.0 seconds)
(45) and for HP propane (4.7 # 0.5 s) (46) in low magnetic fields.
Thus, to make HP propane that is produced via propene hydro-
genation with parahydrogen over different supported metals
(47, 48) a promising candidate for lung imaging and other
applications, implementation of rapid image acquisition
schemes with imaging times of the order of 1–2 seconds or less
is required.

Motivated by the aforementioned technical and biomedical
challenges, the present work focused on the development of
strategies for 1H MRI visualization of both HP and thermally
polarized propane gas for high-resolution MRI applications.

METHODOLOGY
NMR and MRI experiments were performed on an Avance™ III
400 MHz NMR spectrometer (Bruker) equipped with microimag-
ing accessories. The experiments were conducted with a com-
mercial 15-mm ID RF coil (Bruker) using 1H channel. In all MRI
experiments, shim values optimized on a sample comprising
propane gas in a standard 10-mm NMR tube (Wilmad) were
used, resulting in line width at half maximum of "5 Hz. MR
images were obtained using ParaVision (Bruker) software. Ul-
trashort echo time (UTE) pulse sequence was used with a total
acquisition time of 2 seconds for MRI imaging of propane and
total acquisition time of 8 seconds, and a spectral width of 100
kHz for propane and propene. TR was 20 milliseconds and TE
was 0.226 milliseconds. The k-space in the UTE sequence is
scanned along radial trajectories, and the number of projections
was equal to 100 and 400 for 32 $ 32 and 128 $ 128 image
matrix sizes, respectively. The image resolution of 0.94 $ 0.94
mm2 (32 $ 32 matrix) was used for experiments with HP
propane and 0.39 $ 0.39 mm2 (matrix 128 $ 128) for experi-
ments with selective NMR signal suppression. The pulse angle
was equal to 25° for a FLASH sequence and 15° for all experi-
ments with the UTE sequence. All MRI experiments with ther-
mally polarized propane were conducted using a single 15-mm
NMR tube. For MRI experiments with selective signal suppres-
sion, a 10-mm NMR tube filled with propene was placed inside
a 15-mm tube containing propane. For HP propane production,
a mixture containing 50% parahydrogen and 50% orthohydro-
gen (referred to as pH2 below) was first produced by passing
normal hydrogen through the ortho-para conversion catalyst
(FeO(OH)) kept at 77 K. The propane:pH2 (1:4) gas mixture was
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passed through Rh/TiO2 heterogeneous catalyst held at 250°C
[ALTADENA experimental conditions (49)]. The flow rate of HP
propane/pH2 mixture was maintained at !20 mL/s for the du-
ration of imaging acquisition. HP propane was flowing through
the 1/16" OD Teflon capillary extended to the bottom of a
standard 10-mm NMR tube. The modified FLASH pulse se-
quence (50) was also used for image acquisition. The modifica-
tion by using the selective saturation of the unwanted resonance
of CH2 propane group immediately before application of a
FLASH sequence was applied. Thus, the problem of cancellation
of the opposite CH3 ALTADENA NMR signal of propane with
negative CH2 ALTADENA propane signal was solved. The total
imaging time to acquire 4 slices with 256 # 32 matrix size was
!8.5 minutes. The schematic representation of the experimental
setup and the corresponding overlay of FLASH MRI image are
shown in Figure 1.

RESULTS AND DISCUSSION
FLASH MRI
HP propane was produced via heterogeneous hydrogenation of
propene with pH2 over Rh/TiO2 catalyst (31). The reaction
scheme for HP propane formation is shown in Figure 2A. The
initial experiments on propane 1H MRI (41) were performed

using the same type of setup and a relatively time-consuming
2D image FLASH acquisition of !510 seconds. Here, we used
conventional FLASH pulse sequence to acquire four 2D slices
with the spatial resolution of 0.1 # 0.8 mm2 with the same total
acquisition time. Therefore, using FLASH may be preferable for
multislice 2D gas MRI. Note that significant signal enhancement
obtained via PHIP is crucial for 1H FLASH MRI of the gaseous
phase. Signal enhancement of up to 30 times for HP propane
versus thermally polarized propane (Figure 2B) allows one to
detect images with spatial resolution that is sufficient to detect
flowing HP gas in a 1/16" OD Teflon capillary (Figure 2C). The 2
bright spots in the capillary are the artifacts of the FLASH pulse
sequence and show the position of the main flow inside the
capillary. Note that the same experiment with thermally polar-
ized propane did not produce any meaningful image because of
the insufficient SNR (data not shown). However, as discussed
above, the visualization of HP gas with short T1 faces additional
difficulties for applications where the imaged volume cannot be
continuously replenished with the HP gas, considerably limiting
the possibilities for widespread biomedical utilization of the
gas-phase lung MRI. Therefore, despite the obvious success of
obtaining high-resolution FLASH images above, this approach
will face considerable challenges for clinical translation. There-
fore, the development of ultrafast imaging approaches for im-
aging of nonflowing gas (ie, simulating the conditions of in-
haled gas in the in vivo studies) is much desired for potential
MRI of the lungs.

Recently, ultrafast MRI pulse sequences based on radial
acquisition of k-space data were used for lung MRI owing to the
fact that they can reduce TE down to 100 !s. Such short TE
allows one to minimize the signal decay caused by the short
transverse relaxation time (T2*) of the lung tissue (8, 51). More-
over, it was shown that the short TE makes it possible to quan-
titatively verify regional T2* values and morphological changes
in mice by comparing normal lungs and lungs with pulmonary
emphysema (52, 53). Furthermore, such ultrashort TE sequences
could arguably be beneficial for contrast agents with short T2
and T1 as well, which was the next step in our investigation.

UTE Studies
First, conventional UTE pulse sequence (as implemented in
Bruker ParaVision) was used for 1H MR imaging of static pro-
pane gas at thermal polarization levels. It was shown that UTE
can indeed visualize a hydrocarbon gas with good spatial reso-
lution (Figure 3A). UTE allowed for a very short TE of 200 !s in
our gas experiments, which is approximately one order of mag-
nitude improvement compared with the previous studies of
continuously flowing gas at high magnetic fields (38) and !35-
fold improvement compared with the low-field MRI studies of
stopped propane gas (35). Therefore, the negative impact of fast
diffusion on the signal loss during gradient switching is consid-
erably reduced. By decreasing the matrix size, we were able to
reduce the image acquisition time to 2 seconds.

In the next experiment, HP propane gas produced by het-
erogeneous hydrogenation of propene over Rh/TiO2 catalyst
with pH2 was imaged in a similar way to the thermally polarized
gas above, except that HP propane was flowing during imaging.
The signal intensity of HP propane is only 2 times higher than

Figure 1. The schematic representation of the
experimental setup for producing parahydrogen-
induced polarization (PHIP) hyperpolarized (HP)
propane via heterogeneous pairwise hydrogena-
tion of propene with parahydrogen (A). An over-
lay of hydrogen 1 (1H) magnetic resonance imag-
ing (1H MRI) FLASH image of hyperpolarized (HP)
propane flowing into the 10-mm nuclear magnetic
resonance (NMR) tube via 1/16" OD Teflon capil-
lary (B). The field of view (FOV) was 3.1 # 3.1
cm with 256 # 32 matrix size, and the total ac-
quisition time was !510 seconds. Note that the
NMR tube is schematically shown, and its length
does not correlate with the actual scale of the
2-dimensional (2D) magnetic resonance (MR)
image.
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that of thermally polarized propane (Figure 3, A and B). Simul-
taneously, comparison of the corresponding 1H NMR spectra
acquired under the same conditions gave the signal enhance-
ment factor of !10. This apparent discrepancy in signal en-

hancements between 1H MR images and 1H NMR spectra can be
explained as an intrinsic feature of the UTE pulse sequence and,
to a greater extent, by the nature of acquisition under stopped
and flowing gas conditions. More importantly, we believe that
this is the first report of the feasibility to acquire gas-phase 1H
MR image of a hydrocarbon gas in time suitable for image
acquisition of nonflowing gas on a single patient breath-hold
(!2 seconds). Although some additional parameters can be
optimized in the future and the imaging can be extended to
either 3D or a multislice 2D version, the use of short TE and UTE
sequences paves the way for future biomedical and other uses of
thermally polarized gases, as well as HP gases. Arguably, the
acquisition time needs to be further shortened for HP imaging
application for contrast agents with T1 "1 second. Alterna-
tively, the advances in development and design of long-lived
spin states can be potentially used to increase the relaxation
time of HP hydrocarbons at high magnetic fields (36, 44, 54).

MRI of Gases with Chemical Selectivity
In some applications, it would be desirable to combine rapid gas
imaging with chemical (spectroscopic) selectivity. For instance,
binary gas mixtures can be imaged using selective signal sup-
pression of one of the gases, which could be potentially useful
for chemical selectivity for future operando imaging studies of
catalytic reactors. Nowadays, MRI of the lung with HP noble

Figure 2. Heterogeneous hydrogenation of propene to propane with pH2 over Rh/TiO2 catalyst with partial preservation of
spin order of parahydrogen in the final HP product (A). 1H NMR spectra of HP propane (blue) and thermally polarized pro-
pane (black) obtained in heterogeneous hydrogenation of propene with parahydrogen; the signal enhancement was !30-
fold (B). 1H MRI of HP propane flowing through a 1/16# OD Teflon capillary inside a 10-mm NMR tube obtained with a
FLASH pulse sequence (C). The FOV was 3.1 $ 2.5 cm with 256 $ 32 matrix size, and the total acquisition time was !510
seconds with slice thickness of !0.7 cm. The signal intensity color scale ranges from black (zero) to blue (maximum).

Figure 3. MR images of 15-mm NMR tube filled
with thermally polarized propane (A) and PHIP HP
propane (the same experimental setup as for Figure 1)
(B). The FOV was 3 $ 3 cm with 32 $ 32 matrix
size, the total acquisition time was !2 seconds, and
the slice thickness in the z direction was 10 mm.
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gases and conventional 1H MRI can be simultaneously per-
formed within the same inhalation (55). Such an approach has
many potential applications, allowing side-by-side quantitative
analysis of early signs of impaired lung function from HP gases
and anatomic signs of disease from the 1H MR images (56).

Therefore, we used the approach presented above to dem-
onstrate the feasibility of selective suppression of NMR signals
in a specific region of an NMR spectrum during the gas-phase
MRI. To this end, we used a model sample comprising a
10-mm NMR tube with 1 atm of propylene placed inside a
15-mm NMR tube with 1 atm of propane (Figure 4A).

The results show that the conventional UTE pulse sequence
allows one to simultaneously visualize propane and propylene
(Figure 4A) without significant image artifacts. This is possible
owing to a very large spectral width used during signal acqui-
sition (100 kHz), corresponding to the image encoding with
!3.125 kHz/pixel, which exceeds the chemical shift dispersion
of !2.2 kHz at 9.4 T (Figure 4). However, the 1H MRI signal of
propylene is somewhat less intense, and this fact may be ex-
plained by different relaxation times of propane and propylene
and fewer protons in the propylene molecule. The acquired 1H
NMR spectrum (Figure 4B) shows the presence of propane and
propylene in the same phantom and their relative quantities. For
the next set of experiments, selective suppression pulse for CH3

and CH2 groups of propane was added to the UTE sequence
before image detection. This significantly changes the 1H NMR
spectrum (Figure 4D), and the NMR line intensities of the CH3

and CH2 groups of propane show an !10-fold decrease. This
also reduces the signal of the CH3 group of propylene, so that the
major signals remaining in the 1H NMR spectrum are those of

the CH and CH2 groups of propylene. Their 1H signal is sufficient
to visualize propylene by 1H MRI (Figure 4C). Such observations
have not been previously reported.

CONCLUSIONS
1H MRI of continuously flowing HP propane gas produced by
heterogeneous hydrogenation of propylene with parahydrogen
(ALTADENA regime) was performed using 2 different MRI pulse
sequences. Compared with the FLASH sequence, the use of UTE
MRI significantly decreases the total imaging time down to the
regime sufficient for MRI of a patient within a single breath-
hold in future clinical translation. Further reduction in the
acquisition time via compressed sensing and further reduction
in TR may render 3D UTE gas-phase imaging possible on a single
breath-hold.

It was found that a conventional UTE pulse sequence allows
one to obtain a 2D image of thermally polarized gas with !0.9 "
0.9 mm2 spatial resolution in !2 seconds, which is much faster
compared with the FLASH acquisition even if the latter is opti-
mized to reduce the imaging time. Importantly, it was shown for
the first time that the UTE pulse sequence is very efficient for 1H
MRI of a thermally polarized gas. The imaging of HP gas with
UTE provided additional signal enhancement gains - a major
advantage in the context of biomedical and industrial applica-
tions. Note that in the case of the HP gas, a single image can be
acquired if the gas is not flowing, whereas for repetitive imag-
ing, the HP gas should be imaged under flow conditions. In
contrast, thermally polarized gas and UTE pulse sequence allow
one to detect multiple images even at 1 inhalation. Moreover,
the ability of selective suppression of proton signals enables MRI

Figure 4. 1H MR image (A) and
corresponding 1H NMR spectrum
of a sample comprising a 10-mm
NMR tube with propylene placed
inside a 15-mm tube with pro-
pane (B). 1H MR image (C) and
corresponding 1H NMR spectrum
(D) of the same phantom with
application of selective suppres-
sion pulse for propane NMR sig-
nals. The FOV for both images
was 5 " 5 cm with 128 " 128
matrix size and 10-mm slice thick-
ness along the z axis; the total
acquisition time was !8 seconds.
The 1H NMR spectrum was ob-
tained using the same ultrashort
echo time (UTE) pulse sequence
as that for 1H MRI but with the
gradients switched off and the
spectral bandwidth appropriately
reduced.
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imaging with chemical selectivity in the gas phase without
significant sacrifice in the total imaging speed. The obtained
results are transitional steps for converting the described ap-

proach to medical lung imaging, and the UTE pulse sequence
appears to be the main candidate for in vivo imaging of lung
with a nontoxic hydrocarbon gas.
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Efficient Synthesis of Molecular Precursors for Para-Hydrogen-
Induced Polarization of Ethyl Acetate-1-13C and Beyond
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Abstract: A scalable and versatile methodology for production
of vinylated carboxylic compounds with 13C isotopic label in
C1 position is described. It allowed synthesis of vinyl acetate-1-
13C, which is a precursor for preparation of 13C hyperpolarized
ethyl acetate-1-13C, which provides a convenient vehicle for
potential in vivo delivery of hyperpolarized acetate to probe
metabolism in living organisms. Kinetics of vinyl acetate
molecular hydrogenation and polarization transfer from para-
hydrogen to 13C via magnetic field cycling were investigated.
Nascent proton nuclear spin polarization (%PH) of ca. 3.3%
and carbon-13 polarization (%P13C) of ca. 1.8% were achieved
in ethyl acetate utilizing 50% para-hydrogen corresponding to
ca. 50 % polarization transfer efficiency. The use of nearly
100% para-hydrogen and the improvements of %PH of para-
hydrogen-nascent protons may enable production of 13C
hyperpolarized contrast agents with %P13C of 20–50 % in
seconds using this chemistry.

Hyperpolarized (HP) magnetic resonance[1] is a rapidly
growing field, which enables real-time metabolic imaging.[2]

This is possible because nuclear spin polarization (P) of long-
lived (on the order of a minute or more) 13C sites in
biologically relevant molecules can be enhanced transiently
by 4–8 orders of magnitude[3] to the order of unity or 100 %.
Dissolution dynamic nuclear polarization (d-DNP)[3a] is one
of the leading hyperpolarization technologies, which has
advanced into clinical trials,[4] and its success has been largely
driven by a wide range of biomolecules amenable for efficient
hyperpolarization. The alternative hyperpolarization tech-
nique of para-hydrogen induced polarization (PHIP)[5] has
two advantages over d-DNP: 1) fast production speed of
under 1 min versus tens of minutes[6] to several hours, and 2) it
is significantly less instrumentation demanding.[7] Therefore,

PHIP may potentially become an ultra-fast and low-cost
hyperpolarization technique for affordable production of
multiple doses of HP contrast agents within minutes.[8]

However, unlike d-DNP, the PHIP technique relies on the
pairwise addition of para-hydrogen (para-H2) to an unsatu-
rated precursor usually followed by polarization transfer from
nascent protons to 13C centers, with substantially longer P
decay times (T1) required for in vivo applications.[9] While
a number of metabolic 13C HP contrast agents have been
developed for in vivo applications with %P13C � 10 % in
aqueous medium (e.g. succinate[2e, 10] and phospholacta-
te[3b, 11]), PHIP remained a relatively restricted technology
because of the chemical challenge of inserting para-H2

adjacently to 13C in molecular frameworks to yield metabol-
ically relevant contrast agents: for example, acetate, pyruva-
te.[11a]

Recently PHIP using side arm hydrogenation (SAH) was
demonstrated,[12] in which para-H2 is added into vinyl moiety,
and para-H2-derived polarization is transferred to carboxylic
13C atom. This is fundamentally possible, because in PHIP-
SAH the 13C atom is hyperpolarized by nascent protons three
and four chemical bonds away using 3JH–13C and 4JH–13C

[12,13]

rather than the 2JH–13C and 3JH–13C in the conventional PHIP
approach.[9, 14] As a result, PHIP-SAH significantly expands
the reach of amenable-to-hyperpolarization biomolecules,
including ethyl acetate-1-13C, ethyl pyruvate-1-13C, and poten-
tially many others. Ethylation is not necessarily a drawback,
because the produced HP contrast agent can be de-pro-
tected,[12] or used directly, because ethylation of carboxylic
acids leads to better cellular[10b] and brain uptake.[15] The
uptake in the brain is especially relevant to ethyl acetate,
because acetate is one of a few metabolites directly utilized by
the brain as a fuel source.[16]

Despite the potential of PHIP-SAH to revolutionize
molecular imaging, it is faced with two fundamental chal-
lenges. First, an efficient synthesis of vinylated 1-13C-carbox-
ylates must be developed. Second, %P13C of only 2.3% (using
on 92% of para-H2) was achieved by Cavallari et al. ,[13] and
a further significant %P13C boost is required for in vivo
applications. Hence, this work is focused on 1) developing an
efficient synthetic procedure for production of vinyl acetate-
1-13C, and 2) investigating the field cycling polarization
transfer process used in PHIP-SAH to improve %P13C.

A number of methodologies for the preparation of vinyl
acetate with various isotopic labeling patterns have been
described. Roberts et al.[17] developed a procedure based on
the mercury-catalyzed reaction of 14C-labeled acetylene and
acetic acid. Similar methodology, based on stoichiometric
amount of mercury ethoxide and acetyl chloride-D3, was
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applied to the preparation of vinyl acetate-D3 by Kim and
Caserio.[18] Alternatively, Livshits and Isagulyants[19] showed
an efficient reaction between the 14C-labeled acetic acid and
acetylene catalyzed by zinc acetate in the gas-phase. While
vinyl acetate is industrially produced by vapor-phase acetox-
ylation of ethylene over Pd-based catalysts,[20] such large-scale
gas-phase processes are poorly suited for significantly smaller-
scale production of isotopically enriched vinyl acetate-1-13C.
Earlier variants of synthetic procedures with interexchange of
vinyl groups were based on mercury catalysis,[21] which had
some obvious disadvantages of toxicity and laborious workup.
Another potential alternative is based on the recent advances
in ruthenium-based catalysis.[22] However, the equilibrium
between vinyl acetate-1-13C and its unlabeled counterpart was
not directly amenable to the preparation of vinyl acetate-1-
13C.

Replacement of natural abundance vinyl acetate (VA) by
vinyl laurate and the application of distillation column
allowed for convenient removal of vinyl acetate-1-13C (VA-
1-13C) from the reaction mixture (Scheme 1a). Owing to the

flexible nature of the substrates participating in the vinyl
exchange, this method of 13C enrichment can be applied to
a variety of potential PHIP targets, such as pyruvate and
lactate derivatives (Scheme 1b).

We utilized the Rh catalyst [Rh(NBD)(dppb)]BF4

([(bicyclo[2.2.1]hepta-2,5-diene)[1,4-
bis(diphenylphosphino)butane]rhodium(I) tetrafluorobo-
rate) for molecular addition of para-H2 to VA, analogous to
that used in the recent PHIP-SAH studies (Figure 1a).[12, 13] A
previously developed setup for high-pressure experiments
with para-H2 was utilized (Supporting Information),[23] dem-
onstrating that higher para-H2 pressure significantly acceler-
ates VA hydrogenation to EA (Figure 1 b). Therefore, the
highest pressure achievable in this setup (ca. 7.2 bar) was used
in further PHIP-SAH experiments. Pairwise addition of 50%
para-H2 was performed in the Earth magnetic field (ca. 50 mT)
and then the sample was quickly (ca. 2 s) adiabatically
transferred to 9.4 T for HP 1H NMR detection of nascent
protons (corresponding to ALTADENA[24] conditions). The

detected HP 1H NMR signal initially rises (during fast
product build-up) and then decreases (when the contribution
of HP product relaxation overweighs formation of new HP

Figure 1. a) Molecular addition of para-H2 to vinyl acetate-1-13C (VA-1-
13C) followed by polarization transfer resulting in 13C hyperpolarized
ethyl acetate-1-13C (13C HP EA-1-13C); b) Conversion profile for vinyl
acetate (VA, 80 mm, in [D4]MeOH, at ca. 40 88C maintained by the 9.4 T
NMR spectrometer) hydrogenation reaction in four pressure regimes;
c) Dependence of “HA” signal of hyperpolarized ethyl acetate (1H HP
EA) on the para-H2 bubbling duration at the Earth’s magnetic field
(resulting in ALTADENA[24]-type spectrum shown in inset); d) Top:
schematic representation of the experimental setup for magnetic field
cycling: hydrogenation is carried out at the Earth’s magnetic field, the
sample then is quickly moved inside a m-metal shield (with magnetic
field BFC) and slowly transferred from the shield for subsequent NMR
detection; bottom: schematic magnetic field profile during the field
cycling; e) Dependence of HP 1–13C NMR signal (shown in the insert)
of ethyl acetate (13C HP EA) on the BFC; f) Thermal spectrum of 13C
signal reference sodium acetate-1-13C (ca. 2.0 m); g) 13C HP spectrum
of natural abundance 80 mm ethyl acetate (13C HP EA). Note the
resonances labeled with 88 correspond to HP 13C resonances originating
from the hydrogenation catalyst (Figure S7); h) HP 13C spectrum of
80 mm ethyl acetate-1-13C (13C HP EA-1-13C).

Scheme 1. a) Reaction scheme for the preparation of vinyl acetate-1-13C
(VA-1-13C). b) Generalized scheme for preparation of potential targets
with vinylated 13C carboxyl groups. The vertical arrows indicate that the
product leaves the mixture as a gas.
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species) with the duration of para-H2 bubbling (Figure 1c).
The conditions corresponding to bubbling duration of about
8–10 s yielded maximum observed %PH of 3.3% (equivalent
to 1H signal enhancement e1H> 1000 fold) and thus, were used
to transfer polarization from HP nascent protons to 1-13C
using magnetic field cycling[9, 12] (Figure 1d). In this approach,
the pairwise para-H2 addition is performed in the Earth�s
field, the sample is then quickly moved in a magnetic field
< 1 mT (BFC) and hyperpolarization is transferred to 13C
during slow (adiabatic) sample transfer back to the Earth�s
field (Figures 1c,d). BFC adjustment of polarization transfer
was carried out by measuring 13C HP NMR signal of natural
abundance EA (ca. 1.1% 13C in each carbon site) produced by
hydrogenation of 80 mm VA with para-H2 (Figure 1e). In-
shield field (BFC) of 0.1–0.2 mT provided the maximal HP
transfer efficiency, and therefore it was used in all subsequent
polarization transfer experiments.

The maximum detected e13C in HP EA was over 2200 fold
for the 1-13C site corresponding to %P13C of around 1.8%
using 50 % para-H2 (Figure 1g). A similar %P13C was also
achieved for HP 13C EA-1-13C (Figure 1h). When compared
to natural abundance HP EA, HP 13C EA-1-13C carries
around a 90-times greater polarization payload owing to the
98% 13C isotopic enrichment of the 13C site. The enriched site
was employed for 13C 3D ultra-fast magnetic resonance
imaging (MRI; Figure 2) showing the feasibility of high-

resolution (pixel size of 0.5 î 0.5 î 4 mm3 and ca. 2.5 s
duration) molecular imaging with this contrast agent using
15.2 T Bruker MRI scanner.

If around 100 % para-H2
[25] were to be employed, the

effective %PH and %P13C would be tripled to yield 10 % and
5.5% respectively. These values would more than double the
reported pioneering results.[13] Moreover, the efficiency of
polarization transfer from nascent para-H2 protons to 1-13C
was approximately 50%, which is in quantitative agreement
with previous theoretical simulation for similar spin system of
2-hydroxyethyl propionate-1-13C.[14] The expected %P13C of

approximately 5.5% is clearly largely limited by the HP
source of %PH of around 10% in this study and most likely in
recent work by Reineri and co-workers.[13] Therefore, future
studies must focus on the %PH increase and understanding
factors leading to the polarization losses. There are three
possible major %PH-reducing barriers: 1) the degree of pair-
wise addition of para-H2 to the vinyl moiety,[5a, 26] 2) nascent
protons� P relaxation, and 3) singlet–triplet mixing of nascent
protons.[14] The first challenge is not a fundamental barrier,
because similar catalysts yielded %P13C of around 30–50% on
similar molecules[14,27] indicating that %PH was 50–100%. On
the other hand, the other two barriers have always been
addressed via the use of high-pressure automated spray-
injection PHIP polarizers[8, 28] operating at elevated temper-
atures, and enabling ultra-fast substrate conversion (1–3 s and
thereby minimizing the effects of spin-lattice relaxation) and
1H decoupling that allows all molecules to retain the singlet
states during the course of hydrogenation reaction.[14] While
additional future studies investigating the reasons behind low
%PH in this and previous PHIP-SAH studies are certainly
warranted, the use of such PHIP polarizers[8,28] will likely
provide the remedy and can potentially yield %P13C of up to
50% based on the efficiency of H!13C polarization transfer
demonstrated herein. The generality and flexibility of our
trans vinylation approach will benefit future efficient prepa-
ration of other vinylated analogues of metabolically relevant
compounds, such as lactate and pyruvate for PHIP-SAH.[2a,b]

This would pave the way for the future in vivo imaging of
metabolically impaired conditions such as cancer[2a,b] and
brain[16] damage. In particular, future in vivo studies in animal
models can be carried out with[8a] or without Rh-based PHIP
catalysts removal (which are generally well tolerated by
animals and cause no clinical toxicity[29]) in a manner similar
to the previous use of HP succinate-1-13C[2e, 8b, 10b] and HP 2-
hydroxyethyl propionate.[9,27] The ultimate clinical translation
will require employing Rh-based PHIP catalyst filtration/
removal[8a] and improving of the filtration/removal step or the
alternative use of improved heterogeneous PHIP catalysis.[26]

Moreover, future in vivo translation of this work would
require the use of water-soluble catalysts, which have been
successfully employed in combination with high-pressure
PHIP polarizers[8, 28] to produce aqueous solution of HP
succinate-13C,[10a] phospholactate-1-13C[3b] and others with
%P13C exceeding 15 % and T1 in excess of 40 s.
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Figure 2. 13C 3D MRI of a) a hollow spherical plastic ball partially filled
with 80 mm HP EA-1-13C and b) a plastic sphere (ca. 2.8 mL) filled
with thermally polarized 4.3m sodium acetate-1-13C reference phantom.
Both 3D true-FISP images were acquired using 15 mm outside-
diameter (OD) round radio-frequency (RF) surface coil tuned to
163.4 MHz in 15.2 T small-animal Bruker MRI scanner (see Supporting
Information for additional details). One representative slice is shown
for each 3D image. SNR= signal to noise ratio.
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Production of Pure Aqueous 13C-Hyperpolarized Acetate by
Heterogeneous Parahydrogen-Induced Polarization
Kirill V. Kovtunov,*[a, b] Danila A. Barskiy,[c] Roman V. Shchepin,[c] Oleg G. Salnikov,[a, b]

Igor P. Prosvirin,[b, d] Andrey V. Bukhtiyarov,[b, d] Larisa M. Kovtunova,[b, d]

Valerii I. Bukhtiyarov,[b, d] Igor V. Koptyug,*[a, b] and Eduard Y. Chekmenev*[c, e]

Abstract: A supported metal catalyst was designed, char-
acterized, and tested for aqueous phase heterogeneous
hydrogenation of vinyl acetate with parahydrogen to pro-
duce 13C-hyperpolarized ethyl acetate for potential bio-
medical applications. The Rh/TiO2 catalyst with a metal
loading of 23.2 wt % produced strongly hyperpolarized
13C-enriched ethyl acetate-1-13C detected at 9.4 T. An ap-
proximately 14-fold 13C signal enhancement was detected
using circa 50 % parahydrogen gas without taking into ac-
count relaxation losses before and after polarization trans-
fer by magnetic field cycling from nascent parahydrogen-
derived protons to 13C nuclei. This first observation of 13C
PHIP-hyperpolarized products over a supported metal cat-
alyst in an aqueous medium opens up new possibilities
for production of catalyst-free aqueous solutions of non-
toxic hyperpolarized contrast agents for a wide range of
biomolecules amenable to the parahydrogen induced po-
larization by side arm hydrogenation (PHIP-SAH) ap-
proach.

The methods based on magnetic resonance (NMR, MRI) are
routinely used as sensitive analytical tools in chemistry and
medicine. However, despite their impressive achievements,
a potentially wider reach of these techniques is limited by
their inherently limited sensitivity associated with the low nu-
clear spin polarization at thermal equilibrium. The advent of
hyperpolarization NMR techniques significantly expands the
range of potentially feasible MR applications.[1–9] One of these
hyperpolarization techniques is dynamic nuclear polarization
(DNP), which allows the hyperpolarization of a wide range of
13C-labeled compounds[10, 11] and their use for metabolic NMR/

MRI.[12–14] However, the main limitations of the DNP technique
are: 1) a long hyperpolarization time and 2) the high cost of
the hyperpolarizer. Parahydrogen-induced polarization (PHIP) is
an alternative hyperpolarization technique using singlet spin
order of parahydrogen.[15–17] Pairwise addition of parahydrogen
(p-H2), that is, addition of the two H atoms from one p-H2 mol-
ecule to magnetically nonequivalent positions of a substrate
molecule, creates hyperpolarization on the nascent protons in
the product molecule. Importantly, the polarization transfer
from nascent parahydrogen atoms through spin–spin cou-
plings to heteronuclei (for example, to 13C) results in hyperpo-
larized (HP) contrast agents with sufficiently long lifetimes for
biomedical applications.[18–20]

PHIP allows the production of HP liquids that can be directly
used for signal enhancement in various NMR/MRI applica-
tions.[18, 20] Despite the relative complexity of the synthesis of
13C-labeled PHIP precursor compounds, many successful exam-
ples with high polarization levels on 13C nuclei (P13C>10 %) in
biomolecules have been reported: 13C-succinate,[21] 13C-tetra-
fluoropropionate,[22] and more recently 13C-phospholactate.[23]

While the corresponding pioneering in vivo studies are encour-
aging,[22, 24, 25] they were performed using injections of a liquid
HP contrast agent containing a homogeneous Rh-based cata-
lyst,[26] which is potentially toxic and thus a definite roadblock
for eventual application in humans. Two alternative ap-
proaches can potentially address this obstacle: 1) catalyst re-
moval by filtration/extraction or 2) utilization of a heterogene-
ous catalyst for pairwise p-H2 addition (HET-PHIP).[9, 27–29] The
second approach is more advantageous because it additionally
allows catalyst recycling.

Importantly, the PHIP medium must be biocompatible, that
is, aqueous. The first observation of heterogeneous PHIP ef-
fects in an aqueous medium was reported in 2010,[30] utilizing
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supported metal catalysts. Recently, a similar observation (indi-
cating the possibility of heterogeneous PHIP formation in
water) was made using ligand-capped platinum nanoparti-
cles.[31, 32] Although the transfer of polarization from nascent
parahydrogen protons to 13C nuclei was accomplished at P13C =
0.013 %,[31] subsequent applications of this system face serious
challenges, because 1) separation of HP solution from 2-nm-
sized nanoparticles is required, 2) very low conversion levels
were achieved (ca. 0.03 % after 15 s of reaction),[31] and 3) the
reaction product 2-hydroxyethyl propionate (HEP) has no bio-
medical relevance beyond angiographic applications.[18]

Recently, an efficient procedure of polarization transfer from
nascent parahydrogen protons to 13C using the side arm hy-
drogenation (SAH) approach in combination with adiabatic
magnetic field cycling was introduced. It was exemplified with
a range of esters bearing an unsaturated alcoholic or carboxyl-
ic moiety, including vinyl acetate, which yielded HP ethyl ace-
tate-1-13C upon hydrogenation and magnetic field cycling.[33, 34]

However, these previous studies employed a homogeneous
catalyst in an organic medium, which is incompatible with the
long-term goal of in-human application of PHIP-SAH, which
otherwise paves a straightforward and scalable route to effi-
cient 13C hyperpolarization of many biomolecules including
13C-pyruvate.[33–35] Moreover, recent results based on the vinyl
acetate heterogeneous hydrogenation in the gas phase with
subsequent dissolution in aqueous phases and hydrolysis re-
sulting in the production of a mixture of hyperpolarized
ethane and thermally polarized acetic acid allow the genera-
tion of pure, biocompatible, and catalyst-free hyperpolarized
fluid.[36]

In this work, we demonstrate that both previous shortcom-
ings of PHIP-SAH can be resolved. Specifically, 2–3 mm beads
of TiO2 with supported rhodium nanoparticles were utilized for
the aqueous phase heterogeneous hydrogenation of vinyl ace-
tate-1-13C with p-H2, followed by polarization transfer to 13C
nuclei by means of magnetic field cycling.[33–35]

Recently, it was shown that decreasing the size of metal
nanoparticles leads to an increase in the pairwise p-H2 addition
level;[9, 37] therefore, the catalyst under investigation should
have the smallest metal nanoparticles possible. However, large
amounts of metal introduced upon impregnation of a porous
support often lead to larger particle sizes, which are disadvan-
tageous in terms of PHIP efficiency. Therefore, in the prepara-
tion of the 23.2 wt % Rh/TiO2 catalyst, an aqueous rhodium ni-
trate solution was used to obtain relatively small metal parti-
cles even at the high rhodium loading. Rh was chosen as an
active component because it usually provides the highest PHIP
signal enhancements compared with other metals.[38] The cata-
lyst was characterized in detail by transmission electron mi-
croscopy (TEM) and X-ray photoelectron spectroscopy (XPS)
(Figure 1 and the Supporting Information, Figure S2). The aver-
age particle size of the 23.2 wt % Rh/TiO2 catalyst was estimat-
ed from TEM data as circa 3 nm, which is favorable for the ob-
servation of PHIP effects.[39] Therefore, this catalyst was used
for heterogeneous hydrogenation of vinyl acetate in an aque-
ous medium with subsequent polarization transfer from para-

hydrogen-derived protons to 13C nuclei and detection by
13C NMR spectroscopy (Figure 2,3).

The catalyst’s activity for vinyl acetate hydrogenation is ex-
pected to be lower in the aqueous medium (compared with
that previously shown in organic solvents[40]), and the increase
in the total available metal active centers by using 23.2 wt %
Rh/TiO2 catalyst was intended to compensate for this activity
loss. Indeed, 20 s of hydrogen bubbling in our setup (ca.
0.5 mL of 0.08 m vinyl acetate-1-13C solution, ca. 7.1 atm p-H2

pressure at 150 standard cubic centimeters per minute (sccm)
flow rate) was sufficient to reach a greater than 90 % conver-
sion of vinyl acetate to the reaction products (Figure 3 and the
Supporting Information, Figure S3). An approximately 14-fold
13C signal enhancement was observed under these conditions
(see Figure 3).

Importantly, the hyperpolarized 13C NMR signal was detected
both when hydrogenation was carried out directly inside the
magnetic shield and when the NMR tube with the hydrogena-
tion products was briefly placed in the shield after the termina-
tion of the hydrogen bubbling. The latter approach generally
resulted in greater 13C polarization values. The size of the cata-
lyst beads and the Rh loading can be potentially further opti-
mized to maximize chemical conversion efficiency and the

Figure 1. TEM images and metal particle size distribution for the 23.2 wt %
Rh/TiO2 catalyst obtained by wet impregnation from an aqueous rhodium
nitrate solution. The average size of metal particles is ca. 3 nm.

Figure 2. Experimental procedure for 13C hyperpolarization and detection by
NMR spectroscopy through PHIP-SAH and magnetic field cycling.
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degree of pairwise addition, that is, to maximize the overall
yield of 13C hyperpolarization.

Figure 3 also shows that for the polarization transfer only
the 13C NMR signal from hyperpolarized ethyl acetate can be
detected. However, in the 13C NMR spectrum of the thermally
polarized reaction products (Figure 3 c), the equilibrium signals
of 13C-labeled unreacted vinyl acetate, ethyl acetate, and acetic
acid can be seen. Therefore, the formation of acetic acid by hy-
drogenolysis of ethyl acetate or by direct hydrogenation of
vinyl acetate can be easily verified by 13C NMR spectroscopy.
Along with the acetic acid, ethane formed as a byproduct of
the vinyl acetate heterogeneous hydrogenation with an esti-
mated concentration of approximately 4 mm over the support-
ed rhodium catalyst, and the corresponding 1H NMR spectra
before and after reaction are shown in the Supporting Informa-
tion Figure S3.

It should also be emphasized that the circa 14-fold enhance-
ment of the HET-PHIP 13C signal (e13C) achieved here is a factor
of circa 130 lower than that obtained under similar conditions
using a homogeneous Rh catalyst in [D4]MeOH.[35] However,
the hydrogenation duration was 20 s in this study compared
with 10 s in the previous report,[35] and additional T1 relaxation
losses have contributed to the lower e13C observed here (13C T1

of carboxyl 13C sites is generally on the order of 30–60 s in
vitro[21, 22, 33–35] and in vivo,[10, 41] and T1 of protons at low mag-
netic fields is generally on the order of 5–10 s[42, 43]). It is likely
that optimization of the catalyst structure and reaction condi-
tions could lead to major improvements for the presented ap-
proach.

The stability of the catalyst under reactive conditions is also
important, and XPS investigations of the catalyst before and
after the reaction were carried out (see the Supporting Infor-

mation for details). It was successfully confirmed that the cata-
lyst did not undergo any changes after the reaction and Rh
nanoparticles are present at the surface of titania only in the
metallic state (Supporting Information, Figure S2).

Glçggler et al.[31] utilized circa 2 nm beads that will likely be
challenging to separate rapidly. In contrast, the 2–3 mm cata-
lytically active beads used here can be easily separated, for ex-
ample, by simple decantation of the hyperpolarized aqueous
solution from the catalyst. For instance, the Supporting Infor-
mation Figure S4 b shows that even during hydrogenation, the
beads reside at the bottom of the NMR tube. Alternatively, if
the average diameter of the beads is decreased to 0.1 mm, the
catalyst suspension (Supporting Information, Figure S4 a) can
be potentially filtered.

The ability to produce hyperpolarized compounds in water
using solid catalysts opens up new possibilities for the produc-
tion of catalyst-free aqueous solutions of nontoxic hyperpolar-
ized contrast agents. Furthermore, polarization transfer from
parahydrogen-derived protons to heteronuclei by magnetic
field cycling increases the lifetime of hyperpolarization of the
produced compounds and minimizes the signal background.
All these factors are of paramount importance for in vivo appli-
cations.[18] Therefore, the first observation of 13C hyperpolarized
molecules formed by heterogeneous hydrogenation of vinyl
acetate with p-H2 over supported rhodium nanoparticles is
a major step forward to biomedical applications of the HET-
PHIP approach, and HET-PHIP-SAH in particular, because the
latter can be used to hyperpolarize a wide range of biomole-
cules.[33–35]

In conclusion, we have presented a new approach to pro-
duce catalyst-free aqueous solutions of a biomolecule carrying
13C hyperpolarization. The approach is based on the heteroge-
neous side arm hydrogenation (SAH) of a suitable precursor
molecule with p-H2 over supported metal catalysts with subse-
quent or simultaneous polarization transfer from parahydro-
gen-derived protons to 13C nuclei by magnetic field cycling.
The achieved circa 90 % conversion in the heterogeneous hy-
drogenation reaction in water, which is comparable to the con-
version achieved by homogenous PHIP hyperpolarization[23] for
in vivo 13C imaging,[24] can be further increased by increasing
p-H2 pressure and flow rate and the amount of catalytically
active sites on the catalyst surface. We believe that combina-
tion of aqueous phase heterogeneous catalysis by supported
metals with HET-PHIP-SAH and the polarization transfer ap-
proach offers a powerful tool for the production of hyperpolar-
ized biocompatible contrast agents for MRI because the dem-
onstrated method is scalable and does not require complex in-
strumentation.

Experimental Section

For the liquid phase heterogeneous hydrogenation 23.2 wt % Rh/
TiO2 solid catalyst was placed at the bottom of a 5 mm high-pres-
sure medium-wall NMR tube, which was then filled with the solu-
tion of 13C-labeled vinyl acetate in D2O. Subsequently, the NMR
tube was pressurized to ca. 7.1 atm of p-H2 and heated to 90 8C,
and then p-H2 was bubbled through the solution for 20 s at 150

Figure 3. a) Scheme of vinyl acetate-1-13C heterogeneous hydrogenation
with parahydrogen (p-H2) over 23.2 wt % Rh/TiO2 catalyst in a D2O solution
with subsequent polarization transfer from protons to 13C nuclei, b) 13C NMR
spectrum of HP ethyl acetate-1-13C, and c) corresponding 13C spectrum of
thermally polarized sample after waiting for a time period longer than 5 ! T1.
All spectra were acquired with one signal scan. NMR tube with the hydroge-
nation products was placed in a magnetic shield after termination of hydro-
gen bubbling. The 13C signal enhancement (e13C) is ca. 14-fold and % P13C is
ca. 0.011 %.
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sccm. The samples were not degassed before reaction and hyper-
polarization process. As soon as bubbling was stopped, the NMR
tube was transferred from the Earth’s magnetic field to the very
low magnetic field (ca. 0.1 mT) inside the magnetic shield and then
adiabatically transferred to the 9.4 T high field of the NMR spec-
trometer, where 13C NMR spectra were acquired (Figures 2,3). The
detailed experimental setup is presented in the Supporting Infor-
mation, Figure S1. The procedures for catalyst preparation, hydro-
genation, and XPS experiments, and additional NMR spectra are
given in the Supporting Information.
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Production of Pure Aqueous 13C-
Hyperpolarized Acetate by
Heterogeneous Parahydrogen-Induced
Polarization

A supported metal catalyst was de-
signed, characterized, and tested for
aqueous phase heterogeneous hydroge-
nation of vinyl acetate with parahydro-
gen to produce 13C-hyperpolarized ethyl
acetate for potential biomedical applica-
tions. An approximately 14-fold 13C
signal enhancement was detected using
ca. 50 % parahydrogen gas at 9.4 T.
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Abstract: Nuclear spin polarization can be significantly increased 
through the process of hyperpolarization, leading to an increase in 
the sensitivity of nuclear magnetic resonance (NMR) experiments by 
4–8 orders of magnitude. Hyperpolarized gases, unlike liquids and 
solids, can be more readily separated and purified from the 
compounds used to mediate the hyperpolarization processes. These 
pure hyperpolarized gases enabled many novel MRI applications 
including the visualization of void spaces, imaging of lung function, 
and remote detection. Additionally, hyperpolarized gases can be 
dissolved in liquids and can be used as sensitive molecular probes 
and reporters. This mini-review covers the fundamentals of the 

preparation of hyperpolarized gases and focuses on selected 
applications of interest to biomedicine and materials science. 

1. Introduction

The use of techniques to enhance nuclear spin polarization (P) 
to order unity (i.e. nearly 100%) results in corresponding gains in 
NMR sensitivity by 4-8 orders of magnitude.[1] This process of 
significant polarization enhancement—well above that achieved 
at thermal equilibrium—is termed hyperpolarization. 
Hyperpolarization of solids, liquids, and gases[2] has been 
demonstrated via a number of techniques including Brute Force 
Polarization (BFP),[3] Spin Exchange Optical Pumping (SEOP),[4] 
Dynamic Nuclear Polarization (DNP),[1c] Chemically-Induced 
Dynamic Nuclear Polarization (CIDNP)[5] photo-CIDNP,[6] 
Parahydrogen Induced Polarization (PHIP),[7] and Signal 
Amplification By Reversible Exchange (SABRE).[8]. A wide range 
of nuclei can be directly hyperpolarized, including 1H,[9] 3He,[10] 
7Li[11], 13C,[1c, 12] 15N,[13] 19F,[14] 31P,[15] 83Kr,[16] and 129Xe,[4, 17] 
among others.[18] Hyperpolarized (HP) substances are 
revolutionizing the fields of NMR spectroscopy and magnetic 
resonance imaging (MRI), because many applications that were 
previously impractical because of weak NMR signals (e.g. 
metabolites at sub-mM) are now becoming possible. Moreover, 
the enormous gain in attainable SNR allows spectroscopic 
detection and imaging of HP compounds to be performed in 
seconds, obviating the need for time-consuming signal 
averaging and thermal recovery of the spin magnetization. The 
ability to rapidly acquire signals with very high SNR from HP 
systems is the inherent feature that is greatly desirable for in 
vivo gas imaging applications: i.e. images can be acquired 
during a single breath hold; sufficient signal can be attained 
despite low density of gas compared to liquid. While liquid HP 
contrast agents are injected in vivo to probe metabolism[19] 
(extensively discussed in many recent reviews)[20] or used 
otherwise,[21] they typically cannot be used to probe gas-phase 
processes in vitro or in vivo. This mini-review focuses on the 
techniques allowing the production of HP gases with particular 
application to their use in biomedical applications, and explores 
some examples from materials science. 

We begin with the fundamentals of SEOP in the context of 
NMR hyperpolarization of 129Xe gas. Although other noble gases 
have been hyperpolarized, none are as widely used for magnetic 
resonance as HP 129Xe, which has a relatively large natural 
abundance (ca. 26%) and is relatively cheap (ca. $20/L). The 
selected applications described here include functional lung 
imaging,[22] metabolic brown fat imaging,[23] and biosensors[24] 
(including those enabled by genetic encoding[25]). A recent 
demonstration of the DNP process to hyperpolarize 129Xe[26] and 
hydrocarbon gases[27] is also described. 

HP gases can also be efficiently produced via PHIP, when 
parahydrogen gas is added in a pairwise manner to a multiple 
chemical bond (C=C or C{C) in an unsaturated molecule—
resulting in a gaseous HP product. This process can be 
performed in heterogeneous fashion,[9a, 28] and despite low T1 of 
the HP states, this powerful scalable technique allows for cheap 
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preparation of HP hydrocarbons on demand. Moreover, because 
protons are being directly hyperpolarized and detected, it is 
inexpensive and straightforward to perform (since expensive 
isotopic enrichment and heteroatoms-specific instrumentation 
can be obviated) and thus is readily applied with conventional 
clinical MRI scanners. This mini-review describes the 
fundamentals of PHIP for production of HP gases,[29] selected 
recent developments to extend the lifetime of the HP state 
through the use of the long-lived spin states (LLSS),[30] and HP 
gas application for void space imaging, remote sensing, time of 
flight imaging, and micro-fluidic imaging. 

In all cases, the separation from other compounds required 
for hyperpolarization process (e.g. Rb in case of SEOP of HP 
129Xe, un-paired radicals in the case of DNP, and homogeneous 
or heterogeneous catalysts in the case of PHIP) is well known, 
and experiments can be performed with HP gases in a 
chemically pure form. 

2. Fundamentals of Noble Gas
Hyperpolarization

2.1. SEOP 

The most commonly employed method for generating HP noble 
gases is spin-exchange optical pumping (SEOP). The 
development of SEOP is rooted in the pioneering work of 
Kastler,[31] who was recognized with the Nobel Prize in physics 
for demonstrating that electronic spin order can be created in 
alkali metal vapors using circularly polarized laser light. Later 
Bouchiat, Carver, and Varnum[32] showed that the addition of 
3He to the gas mixture permitted helium nuclear spins to be 
polarized by spin-exchange collisions with the optically pumped 
alkali vapor atoms—work that was extended to 129Xe by 
Grover.[33] The rich physics of SEOP has been extensively 
explored by Happer, Cates, Chupp, Walker, and many others 
(e.g. Refs. [4, 17b, 34]), ultimately leading to the ability to produce 
large quantities of HP noble gases with nuclear spin polarization 
levels approaching unity for use in a variety of applications—
including those described throughout this Mini-Review. 

The underlying phenomenon of SEOP has been reviewed 
extensively elsewhere,[4, 35] but can be briefly described as 
follows (Figure 1): First, a heated alkali metal vapor is irradiated 
with resonant circularly polarized light. Angular momentum 
conservation results in population being driven from appropriate 
spin-state ground states (e.g. mJ=-1/2 with V+ light, neglecting 
nuclear spin degrees of freedom). The ground state levels are 
repopulated at roughly the same rates, resulting in depletion of 
one spin state and population accumulation in the other—
rendering the alkali metal vapor electronically spin polarized. 
Gas-phase collisions then transfer polarization from the 
electrons of the alkali metal to the spins of the noble gas nuclei 
via Fermi-contact interactions. This process is allowed to 
continue so that the nuclear spin polarization can accumulate 
over time, ultimately yielding a steady-state nuclear spin 
polarization given by: 

𝑃N = 〈𝑃AM〉 ⋅ (
𝛾SE

𝛾SE + 𝛤𝑁
) 

where 〈𝑃AM〉 is the spatially averaged polarization of the alkali 
metal vapor, *N is the noble gas nuclear longitudinal relaxation 
rate (1/T1) in the optical pumping cell, and JSE is the spin-
exchange rate (i.e., the rate at which polarization can be 
transferred from alkali metal to the noble gas). 

Figure 1. Schematic representations of SEOP.[2b, 4] (a) SEOP cell containing a 
noble gas (here, Xe), buffer gases (e.g. N2), and a small quantity of vaporized 
alkali metal (here, Rb); the cell is irradiated by circularly polarized laser light 
that can be absorbed by the alkali metal atoms. (b) The first step of SEOP: in 
order to conserve angular momentum, photon absorption results in selective 
population depletion from one Rb ground electronic state (neglecting Rb 
nuclear spin for simplicity). Although gas-phase collisions work to equalize the 
excited-state populations (and hence, the ground-state repopulation rates), 
continuous depletion of one state by the laser leaves the AM vapor 
electronically spin-polarized. (c) The second step of SEOP: Gas-phase 
collisions occasionally allow spin order to be transferred from the AM atom 
electrons to the noble gas nuclei via Fermi contact hyperfine interactions, 
thereby hyperpolarizing the noble gas over time. Reproduced with permission 
from Ref. [2b] © John Wiley & Sons, Ltd., 2015. 
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Although the vast majority of SEOP experiments have employed 
the spin I=1/2 noble gas isotopes 129Xe and 3He, the quadrupolar 
species 21Ne (I=3/2),[36] 83Kr (I=9/2),[37] and 131Xe[38] (I=3/2) can 
also be polarized via this method.  For the alkali metal vapor, Rb 
is most-commonly employed for practical reasons—including its 
low melting point[39] (facilitating vaporization) and the availability 
of high-powered lasers resonant with its D1 transition[40]; 
however, K and Cs are also utilized (particularly for 3He[41] and 
129Xe,[42] respectively). 

Technological developments for SEOP have been 
extensively reviewed elsewhere,[35] and only a brief description is 
given here. Devices for preparing HP noble gases may be 
grouped into two types: “stopped-flow” and “continuous-flow”. In 
a stopped-flow device,[43] a batch of a desired gas mixture is 
loaded into an OP cell (which contains a quantity of AM) and is 
heated and optically pumped with a laser; once the gas is 
hyperpolarized, OP is stopped and the gas is transferred to the 
sample (usually after the cell has cooled to condense the AM); 
alternatively, multiple batches may be systematically polarized 
and collected to accumulate the HP gas prior to transfer. In a 
continuous-flow device,[44] a desired gas mixture is allowed to 
flow from its source continuously through a heated cell while it is 
irradiated by the laser; the flow rate is chosen to allow sufficient 
average residency of noble gas atoms in the cell to enable the 
gas to be hyperpolarized “on the fly”. The HP gas mixture can 
then either be directed into the sample or a cryo-condenser (to 
collect the otherwise-dilute HP noble gas and deliver it purely 
and with high density, following sublimation[44a]). 

All of the noble gas isotopes are amenable to the stopped-
flow design[38, 43h, i, 45], whereas the relatively high spin-exchange 
rates and facile cryo-storage of 129Xe’s polarization[46] make it the 
best choice for use in a continuous-flow device.  Both device 
designs have evolved considerably over the years, achieving 
ever-greater gas polarizations and production 
amounts/throughputs—benefiting in particular from the advent of 
compact, high-power, relatively low-cost light sources embodied 
by spectrally-narrowed laser diode arrays.[40, 43e, g, 44f, 47] 

2.2. Other Methods for Hyperpolarizing Noble gases: MEOP, 
“Brute Force”, and DNP 

In addition to SEOP, HP noble gases can be prepared by 
metastability exchange optical pumping (MEOP), “brute force”, 
and dynamic nuclear polarization (DNP), and we briefly describe 
these approaches here. 

In MEOP,[48] an electrical discharge is used to create 
metastable (electronically excited) atoms in a dilute gas.  The 
unpaired electrons of these metastable atoms can be spin-
polarized via optical pumping with a laser. The angular 
momentum of the electron spin may then be transferred to the 
nuclear spin of another gas atom in the cell during a 
metastability-exchange collision. The process is allowed to 
continue until a bulk nuclear spin polarization develops across 
the cell. Finally, a pump is used to compress the HP gas to a 
sufficient density prior to use.[49] MEOP works well for 3He[48] and 
has been highly effective at producing clinical-scale amounts for 
biomedical imaging experiments (e.g. [50]); MEOP is generally 

less effective for the heavier noble gas isotopes because of 
stronger relaxation mechanisms.[51] 

Next, to understand the so-called brute-force (BF) approach, 
one should first consider the relation determining the equilibrium 
(“thermal”) nuclear spin polarization (for I=1/2 nuclei): 

𝑃N
eq ≐ tanh (

γℏ𝐵0
2kT ), 

where 𝛾  is the nuclear gyromagnetic ratio, 𝐵0  quantifies the 
strength of the magnetic field, 𝑇 is the absolute temperature, ℏ is 
Planck’s constant divided by 2S� and k is Boltzmann’s constant. 
At room temperature and in a typical superconducting magnet, 
𝑃𝑁
𝑒𝑞  will be ~10-5-10-6. Thus, if the sample temperature were

lowered to milli-Kelvin temperatures (and enough time were 
allowed for the nuclear spins to relax to their new equilibrium 
conditions), the nuclear spin polarization would exceed 10%. 
Although the approach can be time consuming, such BF 
approaches have used 3He/4He dilution refrigerators to polarize 
the nuclear spins in different substances, including noble 
gases.[52] 

Finally, noble gases can also be hyperpolarized via DNP.[53] 
Here, the approach is essentially the same as that of dissolution 
DNP (d-DNP), introduced by Golman and co-workers in 2003.[1c] 
Briefly, the approach requires the substance to be 
hyperpolarized (here, 129Xe) to be mixed in a glassy frozen 
matrix containing molecules with unpaired electron spins (e.g., a 
stable radical or a photoinduced, non-persistent radical[53c]). With 
the matrix placed at very low temperatures (~1 K) and at high 
magnetic field (several T), the unpaired electrons obtain a near-
unity spin polarization. The matrix is then irradiated with 
microwaves in order to drive the high spin polarization to 
surrounding nuclei in the matrix, allowing a high bulk nuclear 
spin polarization to accumulate over time. The matrix is then 
rapidly warmed, sublimating the HP xenon as a pure gas—
hence the name “sublimation DNP” given for this approach.[53b] 
Using DNP, polarization values of ~30% have been achieved in 
~1.5 hr,[53b] despite identified issues with a spin-diffusion 
bottleneck between electron and 129Xe spins.[53a] Although the 
amounts and polarization values achieved thus far with DNP are 
not as high as corresponding values achieved with SEOP, the 
advantages are the increasing availability and general 
applicability of dissolution DNP polarizers in biomedical 
facilities—including Oxford’s HyperSense[1c] and more recently, 
GE Healthcare’s SPINlab.[54] 

2.3. The Rise of Magnetic Resonance Applications of 
Hyperpolarized Noble Gases 

Prior to finding their way into magnetic resonance, HP gases 
found their first applications in fundamental physics experiments 
(work that of course continues, see for example, Refs. [55],[56]). 
And although the portions of this Mini-Review that are dedicated 
to HP noble gases are largely concerned with biomedical 
applications of 129Xe, the first MR applications actually involved 
studies of materials (as well as investigations of the use of HP 
129Xe as a source of hyperpolarization for other spins). 
Soon after the demonstration of ultra-long 129Xe relaxation times 
for frozen solid xenon,[46] Pines and co-workers used HP 129Xe 
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NMR to probe the surfaces of powdered substances[43a] (and 
high-field gas-phase spectroscopy was also demonstrated by 
performing SEOP within an NMR magnet[42a]). Soon afterwards, 
the exquisite sensitivity of the 129Xe chemical shift was 
investigated for probing surfaces of a number of porous 
materials and particles[57]—as was the ability to transfer the 
129Xe hyperpolarization to the nuclear spins of other 
substances.[58] The advent of continuous-flow production of HP 
129Xe[44a] was soon applied to greatly facilitate studies of 
materials surfaces,[59] including under conditions of magic angle 
spinning.[60] Since that work, HP xenon has been used to study 
diffusion in confined spaces or porous media[61],[62],[63]; image 
such systems as a function of gas flow[64] or 129Xe chemical 
shift[65]; or spectroscopically probe single-crystal surfaces[66], 
liquid crystals,[67] or combustion processes.[68] However, the 
greatest body of materials-related work has concerned the effort 
to probe void spaces and surfaces in microporous or 
nanoporous materials with HP 129Xe, thereby providing 
information about pore size, pore shape, and gas dynamics in: 
nanochanneled organic, organometallic, and peptide-based 
molecular materials[69] (including in macroscopically oriented 
single crystals[70]); multi-walled carbon nanotubes[71]; gas hydrate 
clathrates[72]; porous polymeric materials and aerogels[73]; metal-
organic frameworks[74]; calixarene-based materials and 
nanoparticles[75]; organo-clays[76]; mesoporous silicas[77]; and 
zeolites and related materials[78] — efforts that have been aided 
by computational studies of xenon in confined spaces (e.g., Refs. 
[79]). For a more in-depth review of HP 129Xe in microporous and 
nanoporous materials, see Ref. [80]. 

Indeed, 129Xe has found the widest NMR/MRI application of 
the HP noble gases—a fact that is at least partially due to its 
significant natural abundance (26.44%) and ready recoverability 
from air during oxygen production. While 3He does have the 
advantage of a roughly three-fold greater gyromagnetic ratio, its 
weak chemical shift dependence and lack of significant 
interaction with other substances make it a poor probe of other 
substances. More importantly, the lack of natural abundance 
(most 3He comes from tritium decay) will limit the future use of 
this isotope for wide-scale magnetic resonance applications.[81] 
The rapid relaxation suffered by the quadrupolar isotopes (21Ne, 
83Kr, and 131Xe) presents a challenge for most HP NMR 
applications, although as pointed out by Meersmann and co-
workers, the quadrupolar interaction also endows a unique 
sensitivity of HP 83Kr to surface chemistry and local geometry 
that can be complementary to the information provided by 129Xe 
chemical shift – a feature that can prove useful for probing 
porous materials, lung tissues, and other systems.[37, 68b, 82] 

3. Clinical Application of Hyperpolarized
Xenon-129 MRI

HP xenon-129 MRI (129Xe-MRI) is an MRI modality first 
developed in 1990s for enhanced lung imaging of ventilation and 
perfusion and regional information on gas exchange. It has been 
used to image patients with a number of respiratory diseases, 
including asthma, COPD, and pulmonary fibrosis. In addition to 

its use in disease assessment and long-term management, in 
vivo gas-phase 129Xe-MRI has the potential to provide imaging 
biomarkers of drug efficacy, which could be used to stratify 
treatment, improve patients’ quality of life, and cut down 
healthcare costs. It can also be potentially employed by 
pharmaceutical companies to speed up decision-making in 
proof-of-concept studies in drug development. 

3.1. From Mice to Men 

Identified by British chemists William Ramsay and Morris 
Travers in 1898[83] (following their discovery of neon and krypton 
a few months beforehand), xenon is a colorless and odorless 
noble gas. Xenon initially captured the attention of clinicians as a 
general anesthetic agent when Albert Behnke, a US Navy 
physician, investigated the cause for ‘drunkenness’ observed in 
deep-sea divers.[84] Interestingly, Behnke also happened to be 
the clinician who had studied the anesthetic effects of nitrogen 
and helium in humans.[85] It was Lawrence et al.,[85] who first 
published experimental data on the general anesthetic effects of 
xenon with mice as their test subjects. It took clinicians 5 years 
to put xenon to use in clinical settings,[86] and xenon has 
continued to be used as a general anesthetic since. 

3.2. The Motivation for Hyperpolarized Xenon-129 MRI 

The next major clinical application of xenon-129 came in 1994 in 
the form of its use as an inhalational contrast agent for magnetic 
resonance imaging (MRI).[87] 

Plain radiograph and computed tomography (CT) are 
currently the main modalities used to image the lungs in clinical 
settings. Despite their ability to provide detailed anatomical data, 
in particular with high resolution CT, their main drawbacks are 
the risks involved with repeated radiation exposure and the 
inability to provide physiological information on regional lung 
function. Although conventional MRI has been a game-changer 
in both neuro and hepatic imaging, its dependence on the 
protons of water molecules in tissue to provide nuclear magnetic 
resonance (NMR) signal[87] has meant that it is of little value in 
imaging the lungs due to poor image quality because of three 
factors: 1- low proton abundance within the lung parenchyma, 2- 
air-tissue interface causing magnetic field heterogeneity, and 3- 
image degradation secondary to cardiac and respiratory 
motion.[88] 

The NMR signal strength of a given species depends on its 
nuclear spin, i.e. polarization, and the volume of the element. 
Except for those in water and fat, the concentrations of all other 
protons and nuclear species are too low to be of use in 
conventional MRI. However, hyperpolarization can be used to 
overcome the otherwise low detection sensitivity for low-
concentration spins. For example, by delivering HP 129Xe to 
excised mouse lungs, Albert and colleagues were able to obtain 
improved MR lung images compared to those obtained with 
conventional MRI.[87] 

3.3. Hyperpolarized Xenon-129 MRI — There and Back Again 
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HP xenon-129 MRI of human lungs, which are obviously much 
larger than those of mice, proved challenging; it took physicists 
three years following Albert’s paper in 1994 to be able to publish 
data on human studies.[89] The challenge was due to the need to 
produce much larger quantities of HP 129Xe and to achieve 
adequate levels of polarization. Furthermore, conventional MR 
imaging sequences had to be modified as the polarization of the 
noble gas is non-renewable, and some polarization is lost every 
time an MR excitation pulse is applied.[90] These issues led to a 
shift in interest from 129Xe to helium-3 (3He), a fellow noble gas, 
whose larger gyromagnetic ratio and larger achievable 
polarization compared to 129Xe at the time allowed for better 
signal intensity and image resolution for a given amount of HP 
gas.[91] 

Interest in 129Xe was reignited in the early 2010s; this 
resurgence was due to the fact that contrary to 129Xe, which is 
naturally occurring, 3He is a byproduct of tritium decay. 3He had 
become scarce as the US sequestered 3He for 3He-based 
neutron detectors for national security, leading to extremely low 
availability of 3He for scientific research and an exponential rise 
in its price.[91b] As a result, it was unlikely that 3He-MRI would 
become a routine imaging modality in clinical settings, and so 
interest in 129Xe-MRI was rekindled. 

3.4. Safety & Tolerability Profile in Patient Groups 

Over the past two decades, 129Xe-MRI has been improved and 
utilized in imaging a wide range of respiratory diseases, 
including asthma,[92] chronic obstructive pulmonary disease 
(COPD),[92b, 93] cystic fibrosis (CF),[92a] and pulmonary fibrosis.[94] 
Studies specifically designed to investigate the safety and 
tolerability of 129Xe-MRI have not shown major common side 
effects in various patient groups, including those with asthma,[92a] 
and mild-moderate COPD,[92a, 95] with light-headedness of very 
short duration as the main reported minor side effect. 

3.5. Ventilation Imaging 

Ventilation imaging provides valuable clinically relevant 
information relevant to regional lung function. Regions with 
normal ventilation typically appear bright and homogenous on 
129Xe-MRI, and in a healthy subject with normal lung function, 
both lungs show relatively homogenous ventilation except for 
two regions (as seen in Figure 2 and discussed in Figure 2 
caption). In those with diseased lungs where regional ventilation 
is impaired, the abnormal regions will appear darker; these 
regions are called ‘ventilation defects’. 

Compared to healthy volunteers, 129Xe distribution has been 
shown to be regionally heterogeneous with ventilation defects in 
a number of different patient groups, including those with 
asthma, COPD, and CF.[92a, 93c, d] Ventilation imaging has also 
been shown to correlate with spirometry [93c] and CT findings [96] 
in patients with COPD. 

Additionally, ventilation imaging has been used to try and 
assess the efficacy of drug therapy. Studying the impact of 
salbutamol in patients with asthma, Parragra’s group [92b] has 

reported a significant reduction in ventilation defects after 
salbutamol administration. 

Hence 129Xe-MR ventilation imaging, although appearing 
simple, can be used to not only assess disease, but to also 
assess drug efficacy and monitor disease progression. 

Figure 2. 129Xe-MRI of a healthy volunteer. a) Coronal plane 25 mm slice 
129Xe-MR ventilation image of a healthy adult male, with 129Xe appearing bright. 
The upper airways are delineated. b) Coronal plane 25 mm slice fused 129Xe-
MR ventilation and proton co-registration image, with 129Xe appearing green. 
The two black regions pointed out in the fused image (yellow arrows) are due 
to a diaphragmatic eventration and pulmonary vasculature, clearly defined on 
the fused image (blue arrows). J. Thorpe, B. Haywood, M. Barlow, S. Safavi & 
I. Hall - University of Nottingham (Unpublished work).

3.6. Diffusion Imaging 

The apparent diffusion coefficient (ADC) of gas within lung is a 
function of alveolar size and geometry.  This can be assessed 
using 129Xe-MRI to characterize pulmonary microstructure at the 
alveolar level, as seen in Figure 3. 

Figure 3. ADC map of a healthy volunteer and a patient with COPD.  a) 
Healthy volunteer with a low mean ADC of 0.037±0.021 cm2/s, indicating 
normal alveolar microstructure. b) Patient with COPD with high ADC values 
(0.068±0.028 cm2/s) in the parenchyma, indicating alveolar destruction. 
Reproduced with permission from Ref. [95] © John Wiley & Sons, Ltd., 2011. 

129Xe-MRI derived ADC mapping has been shown to 
correlate well with pulmonary function tests,[93d, 95] including total 
diffusing capacity for the lung (TLco). This is of important clinical 
significance, as it clearly illustrates the ability of 129Xe-MRI to 
provide regional quantitative lung function data. In addition to its 
potential use in disease diagnosis, monitoring and assessing 
therapeutic drug efficacy, diffusion imaging can also be used to 

a) b) 
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plan surgery, including tumor resection and lung volume 
reduction surgery for emphysema, as it can aid prediction of 
post-surgery lung function. The predicted post-surgery lung 
function is currently calculated using ventilation or perfusion 
scintigraphy and quantitative CT; however, there is a risk that 
scintigraphy, the most commonly used imaging modality, may 
underestimate post-operative lung function,[97] thereby, 
preventing the patient from undergoing potentially curative 
surgery. 

3.7. Dissolved Phase Imaging 

129Xe (in contrast to 3He) is highly lipophilic and soluble in 
biological tissues and thus is able to provide information on gas 
exchange and pulmonary perfusion particularly interesting in the 
context of functional lung imaging.[98] It is the associated 
persistent exchange of 129Xe between the gas and dissolved 
compartments, each with its own different resonance 
frequencies, that is central to assessing gas exchange using 
129Xe-MRI.[99] Therefore, combined imaging of the gas phase 
129Xe and the dissolved phase 129Xe would permit 
ventilation/perfusion (V/Q) imaging—and consequently a more 
direct mapping of lung function.[87] Hence, although 129Xe-MRI 
initially lagged behind 3He-MRI, developmentally, 129Xe-MRI is 
likely to be the pragmatic HP noble gas MRI modality of choice. 

Figure 4. 129Xe NMR spectra recorded from two healthy volunteers. Two 
dotted lines have been placed to represent the expected dissolved state peaks, 
the left most line representing the expected ~196 ppm lung parenchyma peak, 
and the right most line representing the expected 216 ppm red blood cell peak. 
S. Hardy, B. Haywood, M. Barlow, S. Safavi & I. Hall - University of 
Nottingham (Unpublished work).

Although the majority of the inhaled 129Xe remains in the 
airspaces, where it exhibits its primary gas-phase resonance, a 
portion dissolves in alveolar septa and crosses the alveolar-
capillary barrier to dissolve in the blood. The resulting shift in the 
resonance frequency leads to the appearance of two additional 
distinct resonances: 1- the barrier resonance, and 2- the 
hemoglobin-associated 129Xe resonance, as seen in Figure 4 
(We note the intensity differences between the two spectra are 
due primarily to the variation in the amount and speed at which 
hyperpolarised xenon gas was inhaled by the two volunteers. As 

volunteers became more familiar with the breathing protocol, the 
improvements in both ventilatory image quality and dissolved 
phase signal/noise were noted). This transfer pathway is 
identical to that followed by oxygen; therefore, in addition to 
being a ventilation probe, 129Xe is also a gas diffusion transfer 
probe.[94a] 

The signal intensity of the dissolved phase 129Xe is 
approximately 2% of that remaining in the alveolar spaces, 
which presents a challenge to obtaining good quality images.[94a] 
However, as the alveolar space, alveolar septa, and capillary 
blood are in dynamic exchange, it is possible to use nearly all of 
the inhaled gas to generate 3D images of dissolved 129Xe in a 
single breath-hold, as demonstrated in a number of studies.[94a, 

100]

Another challenge is to distinguish between xenon dissolved 
in the alveolar septa and that dissolved in the blood. Various 
teams have used the chemical shift and the change in 
resonance frequency to distinguish xenon in these two 
compartments[98a, 101] as the dissolved-phase 129Xe signal splits 
into two distinct peaks in alveolar septa and blood. These 
methods, known as the Xenon Polarization Transfer Contrast 
(XTC)[98a, 101b, c] and the Model of Xenon Exchange (MOXE),[101a, 

d, e] have been assessed in healthy volunteers[102] and patients 
with obstructive lung disease,[102a] with promising results. 

Further testing these methods, Kaushik et al.[94a] 
hypothesized that there will be a reduction in 129Xe signal 
intensity in the hemoglobin: alveolar septum ratio in patients with 
idiopathic pulmonary fibrosis (IPF), due to the thickening of the 
alveolar septa in this condition. MR spectroscopy was used to 
demonstrate the change in signal intensity in patients with IPF 
compared to healthy volunteers. The ratio was significantly lower 
in the IPF group compared to the healthy volunteer group, due 
to a 52% reduction in the hemoglobin signal and a 58% increase 
in the alveolar septa signal. There was a strong correlation 
between the hemoglobin: alveolar septum ratio and TLco. 
Therefore, this technique appears to provide a non-invasive 
measure of diffusion limitation and gas transfer impairment. 

These findings suggest that 129Xe-MRI has the potential to 
detect subtle lung function deterioration before irreversible 
structural changes become apparent, providing clinicians with 
the chance to offer therapy (when available), at an earlier stage 
in order to reverse, halt, or delay disease progression. 

3.8. Neuroimaging 

129Xe-MR brain imaging is emerging as a distinct possibility. Just 
as xenon can be used as a gas exchange probe due to its ability 
to dissolve across the alveolar-capillary barrier, it can also be 
used as a cerebral blood flow (CBF) probe, as it can cross the 
blood-brain barrier and accumulate in the brain.[103] First used in 
its non-polarized form for CBF measurement using CT in 
1982,[104] Swanson et al.[105] were the first group to publish data 
on brain MR imaging using HP 129Xe as an inhaled 
neuroimaging contrast agent, albeit in rats. Animal studies have 
continued over the past two decades, using HP 129Xe as both an 
inhalational[106] and injectable contrast agent.[107] 
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Diseased states have also been imaged in the rat model. 
Xenon signal in the brain is proportional to CBF, hence a 
decrease in the signal is expected to occur in areas of 
decreased CBF, such as those expected in ischemic stroke. 
Working on this principle, Zhou et al.[108] created a rat model of 
cerebral ischemia by using an intraluminal suture to occlude the 
middle cerebral artery, and demonstrated 129Xe-MRI is able to 
detect the hypo-perfused area of focal cerebral ischemia, which 
was also confirmed on biopsy. Mazzanti et al.[109] further 
demonstrated the capacity of 129Xe-MRI for functional 
neuroimaging by inducing pain in the rat’s forepaw, and 
obtaining 129Xe-MR images, which showed 13-28% increase in 
signal compared to the pre-stimulus images; these regions of 
increased signal corresponded to areas previously 
demonstrated by conventional functional MRI (f-MRI) as being 
activated by a forepaw pain stimulus. 

It remains to be seen whether 129Xe-MR neuro-imaging is 
feasible in humans and of value but developmental work is on-
going. 

3.9. Conclusion 

Biomarkers of disease can be classified into diagnostic, 
prognostic, and theranostic. The ideal biomarker encompasses 
all groups, and 129Xe-MRI has the potential to provide diagnostic, 
prognostic and theranostic biomarkers. 

4. Brown-Fat MRI using Dissolved
Hyperpolarized 129Xe

For biological MR applications, one of the most interesting 
properties of HP xenon is its high tissue solubility and its 
chemical shift sensitivity to its molecular environment. However, 
MR imaging and spectroscopy applications of dissolved-phase 
HP xenon have been limited to brain and lung tissues (as 
described in the sections above), as the concentration of 
dissolved-phase xenon in other tissues is rarely high enough to 
yield good signal after the typical single breath-hold protocol 
used for human studies. Neglecting nuclear spin relaxation and 
magnetization loss due to NMR pulsing, the time dependence of 
xenon concentration in tissues Ci(t) is well described by the 
Kety-Schmidt equation:[110] 

𝐶𝑖(𝑡) = 𝜆𝑖𝐶𝑎 (1 − 𝑒−
𝐹𝑖
𝜆𝑖
𝑡), 

where �Oi, is the xenon partition coefficient between tissue and 
blood, Ca is� the arterial concentration of the inert gas, and Fi. is 
the blood flow to the tissue of interest. For most tissues, �Oi, 
which determines both the maximum concentration achievable 
in a given tissue and the time it takes to achieve maximum 
concentration, is close to unity.[111] However, Fi, which also 
determines wash-in rate, varies widely. For example, blood flow 
to the brain is very high (~0.5 L/min/kg) and the maximum xenon 
concentration in this tissue can be reached after a few seconds 
from the beginning of gas inhalation. On the other hand, while 
the solubility of xenon in fatty tissues is almost 20 times higher 

than in blood, because of the low tissue-perfusion (~0.01 
L/min/kg), saturation can only be reached after several minutes. 
For HP 129Xe gas, this is a clear limitation, as gas depolarization 
would limit the amount of detectable signal even under 
continuous HP xenon inhalation. 

It was recently shown that the intensity of the xenon 
dissolved-phase signal could reach much higher levels than in 
the brain in a tissue called Brown Adipose Tissue (BAT).[112] 
Brown adipose tissue is a fatty tissue found in most mammals, 
including humans, and its primary function is to generate heat 
through a process called non-shivering thermogenesis.[113] 
During stimulation of non-shivering thermogenesis in this tissue, 
intracellular triglyceride oxidation is decoupled from ATP 
production so that triglycerides are mainly burned to produce 
heat. To support this metabolic activity, BAT is richly 
vascularized. During non–shivering thermogenesis, tissue 
perfusion increases by several fold as blood flow is needed to 
support the tissue’s oxygen demand and to quickly dissipate the 
heat produced. 

Aside from its thermoregulatory function, BAT has recently 
gained a great deal of interest because of its presumed role in 
the regulation of body weight and blood glucose level. For 
example, a series of studies in rodents have clearly shown that 
BAT function can directly regulate body weight and improve 
insulin sensitivity.[114] However, the detection of this tissue still 
remains a challenge, especially in humans,[115] where it is 
sparsely distributed and not easy to detect by standard MR 
techniques. In the paper by Branca et al.,[23] a strong 
enhancement of the intensity of the xenon-dissolved phase 
signal was reported in mice inhaling HP 129Xe right after 
stimulation of non-shivering thermogenic activity in BAT, an 
effect which was ascribed to the strong enhancement in blood 
flow to BAT.[116] Blood flow to this tissue during stimulation can 
reach values as high as 5 L/min/kg,[116] considerably reducing 
xenon wash-in rate and allowing it to reach an in-tissue 
concentration of 10s of mM. Since the increase in blood flow is 
specific to brown fat cells, background free maps of this tissue 
could be generated. 

More interestingly, it was also shown that xenon chemical 
shift information can provide a measure of the relative tissue 
hydration and tissue temperature. Specifically, two major peaks 
were observed in these studies. One signal, at ~197 ppm, 
corresponding to xenon dissolved in cell cytoplasm/blood, and 
one signal corresponding to xenon dissolved in the lipid droplets 
of the tissue (~190 ppm), and these signals are challenging to 
separate in mice). The lipid-dissolved peak was shown to have a 
temperature-sensitive chemical shift (-0.2 ppm/°C), which 
enabled direct measurement of the increase in tissue 
temperature (Figure 5) during non-shivering thermogenesis.[23] In 
addition, during non-shivering thermogenesis, a relative 
decrease of the lipid-dissolved phase peak was observed with 
respect to the cytoplasm/blood peak, yielding direct evidence of 
this tissue’s oxidative metabolism of internal triglycerides. 
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Figure 5. 129Xe brown adipose tissue (BAT) temperature map overlaid on a 
sagittal 1H image. These temperature maps were obtained by using the lipid-
dissolved xenon signal as a temperature probe. The temperature coefficient of 
the lipid-dissolved xenon chemical shift was measured to be -0.2 ppm/°C. 

More recently, the feasibility of BAT detection in humans during 
a single breath hold of HP xenon was demonstrated, with 
validation by FDG-PET.[117] As in mice, a strong increase in the 
lipid dissolved xenon signal was seen in the same glucose-avid 
area of the supraclavicular fat depot. More interestingly, xenon 
spectra showed, in addition to the lipid-dissolved phase peak, a 
nearby peak around 200 ppm that was attributed to xenon 
dissolved in red blood cells (RBCs), a signal that provided direct 
evidence of the strong increase in tissue blood flow as the main 
drive for the increase in xenon tissue uptake. 
By being a highly vascularized fatty tissue, BAT is clearly an 
easy target for the lipophilic xenon. In this case, HP 129Xe gas 
MRI is a “one-stop shop” for human BAT studies as it is capable 
of providing both morphological and functional information. 

5. 129Xe Cages and Hyper-CEST MRI

5.1. Bound xenon and molecular hosts 

In addition to the NMR study of HP Xe in the gas phase and the 
studies of tissue-dissolved Xe as described above, the affinity of 
xenon to reside in hydrophobic pockets enables additional 
insights, This phenomenon made xenon a tool for exploring 
binding sites on protein surfaces[2c] with some effort being put on 
spin polarization transfer to nuclei in nearby residues that form 
the catalytic site of enzymes. Hence, detection of proton signals 
with and without adding HP nuclei could identify the pocket-
related residues.[111] Xe NMR spectra themselves can also show 
signals indicative of bound atoms. Such a population could 
either cause a shift of the dissolution peak or a distinct signal 
given the exchange rate would fall into the right regime.[112] An 
example are red blood cells[113] where the signal of “bound” Xe is 
ascribed to the interaction with hemoglobin.[118] Several 
experiments first used lyophilized protein powder samples, e.g. 
of lipoxygenases.[119] NMR of dissolved Xe has been applied to 
identify binding pockets of lipid transfer protein,[120] and for 
observation of conformational changes in maltose binding 
protein,[121] and chemotaxis Y protein.[122] Besides specific site 

affinity for native structures, protein engineering also allowed for 
the design of conformation-sensitive binding pockets as 
demonstrated with the ribose binding protein.[123] 
The binding of Xe to synthetic hosts where the cavity has a 
simpler design than in proteins can be even more pronounced. 
D-cyclodextrin[124] still comes with fast exchange but  cucurbit[n]-
urils[125] (CBn, n = 5,6) show distinct peaks for bound Xe as well 
as cryptophanes, a family of molecular cages with some 
members that show rather high Xe affinity (K > 103 M-1).[126] It 
has been shown that different members of this group show 
distinct signals of bound xenon (Figure 6a). In particular 
cryptophane-A, CrA, is often used for conferring a distinct 
chemical shift to bound Xe ca. 130 ppm upfield from the signal 
of free Xe in aqueous solution. 

5.2. Xenon biosensor concept 

These molecular cages triggered the field of Xe biosensors 
where CrA is used as the NMR-active reporter being tethered to 
a binding unit to reveal the presence of a certain analyte (Figure 
6b). The first implementation was shown with the biotin-avidin 
system.[127] This original publication also introduced the multi-
plexing option that this concept offers. This feature is inherent to 
the different cage types (like in Figure 6a), but also small 
chemical modifications on the cage, e.g. deuteration,[127b] 
already provide a host-guest system with a different resonance 
frequency. Thus the combination of different hosts with different 
targeting units would allow for detecting multiple analytes 
simultaneously.  

The sensing capability initially relied on a change in chemical 
shift and direct detection of the bound Xe signal–a concept that 
was later partially revised due to anticipated loss of spectral 
resolution in cells and live animals. Optimization for this concept 
included first and foremost increasing the Xe affinity and 
maximizing the detected chemical shifts. It is obvious that the 
cage size impacts the binding constant as illustrated in a 
comparative review,[128] but substitutions on CrA and 
cryptophane-111 can also increase the affinity.[129] 
Understanding the details behind the complexation of Xe 
revealed induced fit properties[130] and displacement of water[131] 
as contributing forces. The linker length between cage and 
targeting unit is a critical parameter for enabling the right 
balance between sufficient mobility required for narrow 
resonances and desired surface contact with the target to shift 
the signal.[132] Another relevant aspect of cryptophane-based 
sensors is the poor water solubility of the host. While many 
cages were first characterized in organic solvents, various 
synthesis studies succeeded to improve solubility.[129c, 131, 133] 

5.3. Hyper-CEST signal amplification 

The focus on the binding properties somewhat shifted with the 
advent of MR imaging protocols for such sensors. The low 
concentration of caged atoms (typically < 10-5 M) requires 
extensive signal averaging for conventional detection. Initial 
imaging applications were slow and limited to selected spatial 
dimensions.[134] To improve this situation, the chemical exchange 
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of Xe became an important parameter. One method for 
enhanced sensitivity in spectroscopy applications uses selective 
read-out of the caged Xe signal while the pool of dissolved Xe 
serves as a polarization reservoir.[135] This principle was also 
used in imaging[136] but has its limitations due to the timing that 
comes with frequency selective excitation pulses with defined 
flip angles. 

However, inverting the roles of the participating pools, i.e. 
manipulating the dilute pool and detecting the abundant solution 
pool, enables significant signal enhancements. The method with 
selectively saturating the magnetization from the dilute pool 
(either through cw irradiation, or by using a train of shaped 
excitation pulses) and observing the signal decrease of the other 
pool (Figure 6c) is called chemical exchange saturation transfer 
(CEST), first introduced by Balaban and co-workers.[137] 
Combining CEST with HP nuclei was first demonstrated by the 
Pines lab for an imaging application and coined Hyper-CEST.[138] 
With Hyper-CEST, host concentrations as low as ~10-8 M 
become accessible—even for imaging.[139] The effect strongly 
depends on the exchange rate and therefore it can also sense 
system parameters like ambient temperature.[140] The spectral 
dimension can be recovered by performing a series of 
experiments in which the saturation pulse is swept over a certain 
frequency range (Figure 6d), thus providing another method to 
sense parameters that influence the chemical shift.[141] It also 
preserves the multiplexing option mentioned early on. 

5.4. Xe Biosensor Applications in Cell Biology 

The improved detection limits for imaging made it possible to 
address problems under more biologically realistic conditions. 
To date, cryptophane-based sensors that use specific binding to 
the target have been implemented for sensing the enzyme 
MMP7,[142] nucleotides,[143] human carbonic anhydrase,[144] MHC 
class II,[145] zinc ions,[146] the glycoprotein CD14[147] and the 
receptors for integrin,[148] transferrin,[149] EGF,[150] and folate.[151] 
An indirect binding approach was pursued through in situ click 
chemistry with metabolically labeled cell surface glycans.[152] 
Conformational changes of the sensor induced by changes in 
pH represent an approach for stimulus-induced binding.[153] 

As part of these studies, cell uptake and toxicity evaluations 
set the bar for target concentrations of functionalized hosts.[148, 

154] Xe itself passes the cell membrane[149] and does not require
further attention to reach intracellular targets. Cell-penetrating
peptides proved to be a valuable measure for achieving
micromolar intracellular concentrations. However, they are not
an absolute requirement since the hydrophobic character of CrA
can mediate membrane-association and therefore enables
certain types of cellular labeling.[155] Sensors with highly specific
binding motifs (e.g., antibodies[147, 150] or bioorthogonal reaction
partners[152]) only require sample-averaged concentrations of 10-

8 M for MRI.
Critically, the membrane affinity of CrA can be clearly 

identified by a ca. 10 ppm downfield shift for Xe in membrane-
associated CrA.[156] This property proved primarily useful to 
identify cell-associated cages in the first live-cell experiments.[149, 

155a] A closer look in combination with FRET data revealed 

partitioning coefficients on the order 102-103 for different 
membrane compositions.[157] This work also initiated a new class 
of Hyper-CEST experiments for investigating membrane fluidity 
and integrity: Due to the accelerated exchange, Xe signals from 
membrane-embedded cages do only differ marginally in 
chemical shift. However, build-up of the CEST effect can be very 
different depending on membrane fluidity. Comparative studies 
are possible when irradiating a pool of caged Xe at fixed 
saturation power and frequency but increasing saturation time. 
Evaluating the (multi-)exponential depolarization with an inverse 
Laplace transformation yields characteristic time constants for 
different environments.[158] The method called DeLTA 
(depolarization Laplace transform analysis) can also be used to 
discriminate cholesterol content and the onset of lipid domain 
fluctuations.[159] 

5.5. Host Optimization 

In order to explore a large chemical shift range of different 
sensors, the impact of metal ion chelation in close proximity to 
the cage provides a means to diversify signals.[160] Along this line, 
attached Gd-chelates can serve as relaxation switches for 129Xe 
which are detachable through chemical reactions.[161] Regarding 
Hyper-CEST detection, improved efficiency depends on the 
exchange properties, which are sub-optimal for CrA. Faster 
exchanging hosts such as CB6[162] and CB7[163] are currently 
under investigation. Their binding properties for competitive 
guests must be taken into account but this versatile binding 
phenomenon on the other hand enables the option to implement 
detection of other guests via displacements approaches. An 
example is the mapping of lysine decarboxylase LDC activity 
where the enzymatic product cadaverine quenches the Hyper-
CEST effect.[163] Related to this is an implementation of a sensor 
relay in which the cavity becomes accessible for Xe as soon as 
another host recruits the original guest from the CB6 cavity.[164] 
The macrocyclic host also allows construction of rotaxanes that 
keep the cavity blocked. Cleaving one of the rotaxane stoppers 
releases the thread and makes CB6 available for Hyper-CEST 
detection.[165] This recent design could serve as a development 
platform for various sensors based on cleavage reactions. 
Many dilute targets will only be accessible with an increased 
number of CEST sites per targeting unit. For this purpose, 
multivalent carriers with 102 – 103 Xe hosts will be the right tool. 
They have been implemented with scaffolds such as bacterial 
phages,[150, 166] viral capsids,[167] and liposomes.[168] Alternatively, 
nano-compartments absorbing small amounts of Xe gas can be 
used, one example being PFOB nanodroplets.[169] The first 
imaging experiments with the latter substance also included the 
first multi-channel read-out of different host classes.[155b] Similar 
host compartments such as gas vesicles[170] and bacterial 
spores[171] will be discussed separately in the following section. 

5.6. Hyper CEST analysis and data encoding 

Stable and reproducible HP Xe delivery with shot-to-shot noise < 
1% achieved through temperature stabilization of the pumping 
cell[172] allows one to further investigate the predicted line-shape 
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for Hyper-CEST spectra, i.e. an exponential Lorentzian.[173] 
Linked to this theoretical description is an approximation for the 
Bloch-McConnell equations that allows prediction of the build-up 
of the Hyper-CEST effect and quantification of the exchange 
parameters.[174] Comparison of hosts can then be done by using 
the gas turnover rate.[162b] The exchange dynamics also set the 
boundary conditions for maximum signal contrast and an 
orientation for optimum saturation parameters.[175] It is important 
to achieve the saturation transfer before the intrinsic T1 
relaxation dominates with its signal loss. 

Figure 6. Caged Xe biosensor concept, and Hyper-CEST detection. a) 
Different Xe hosts confer different chemical shifts to the bound atoms that 
enable readout at distinct resonance frequencies. b) Xe inside a molecular 
host changes its resonance frequency upon binding to a target structure. c) 
Selective Hyper-CEST saturation at one of these frequencies causes a cloud 
of depolarized Xe around the respective host. The reduced signal from free Xe 
represents an amplified information from the small amount of cages. d) 
Sweeping the saturation pulse over a certain frequency range and subsequent 
observation of the magnetization from free Xe yields a Hyper-CEST spectrum 
for comparing the performance of different hosts. 

For imaging, the CEST information needs to be encoded as fast 
as possible. Fast imaging sequences can replace the original 
point-wise encoding[138] given sufficient magnetization. Echo 
planar imaging (EPI) allows sub-second imaging,[139] with 
particular application to hyperpolarized imaging using variable 
flip-angle excitation in an approach called smashCEST. These 
rapid imaging approaches enable time-resolved studies, 
including the monitoring of diffusion.[139] Image quality can be 
improved by exploiting redundancies in the spectral domain[176] 
during encoding and post-processing. Spin-echo encoding is an 
alternative for cases where T2* relaxation makes EPI encoding 
impractical.[155a] 
Interest in Hyper-CEST agents has led to the development of 
fast strategies for gradient-encoded CEST spectra at up to 40-
fold reduced scan times.[177] 

6. Genetically Encodable Hyperpolarized 129Xe
MRI Contrast Agents

Genetically encoded MRI reporters are contrast agents that can 
be produced by genetically transfected cells to enable the 
tracking of cells, imaging of gene expression, or sensing of 
specific aspects of cellular function. Among the advantages of 
these reporters over synthetic agents are that they can be 
introduced into cells using established gene-delivery techniques, 
avoid dilution with cell division, and that a large genetic 
engineering toolbox can be used to modify and optimize protein-
based reporter performance. Furthermore, these agents 
leverage the recent boom in molecular biology methods to 
manipulate and deliver genetic materials to animals, such as 
transgenic mouse lines, viral therapy, RNA interference, and 
genome editing. 

Most existing genetic reporters have been designed for 1H 
MRI. Examples include enzymes or transporters that can act on 
synthetic contrast agents,[178] proteins that naturally contain 
paramagnetic metals, including ferritin,[179] MagA,[180] MntR,[181] 
tyrosinase,[182] and cytochrome P450,[183] and diamagnetic CEST 
agents such as lysine rich-protein,[184] human protamine 
sulfate[185] and proteins that alter water diffusivity in tissue.[186] 
Comparatively fewer contrast agents have been designed for 
heteronuclear MRI, all of them based on enzymatic or 
transporter interactions with 19F compounds,[187] HP 13C 
compounds,[187c, 188] or 31P substrates.[189] A major challenge of 
all of these agents is their relatively low molecular sensitivity, 
typically of the micromolar or higher order, which limits their 
range of in vivo applications. Several excellent reviews have 
been written on these classes of MRI reporters.[190]  

Given the sensitivity gains of HP 129Xe MRI and in particular 
HyperCEST, there is a strong incentive to develop genetically 
encoded MRI reporters acting on xenon. However, this prospect 
is challenging due to the weak interaction of xenon with most 
proteins. Xenon-binding proteins have been identified through X-
ray crystallography, wherein xenon is used as a heavy atom 
marker to aide in structure elucidation,[191] and NMR, wherein the 
129Xe chemical shift can probe proteins’ confirmation and ligand 
binding.[192] Examples of proteins shown to interact with xenon 
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include myoglobin[193] and hemoglobin, maltose binding 
protein[112] and lysozyme[119]. These interactions are attributed 
primarily to enthalpic Debye and London interactions, with a 
smaller entropic contribution from xenon dehydration as it enters 
a hydrophobic cavity.[192b] Unfortunately, although protein binding 
was shown to shift the resonance frequency of xenon by several 
ppm/mM, these proteins are not suitable as 129Xe-MRI contrast 
agents because their xenon affinities (~10 mM) would require 
unrealistic quantities of protein to be present to achieve 
significant direct contrast, while their xenon exchange rates 
(dissociation constant ~ 105 s-1)[193] are too fast compared to the 
induced xenon chemical shift (Δω ~ 103 - 104 s-1) to enable 
efficient HyperCEST contrast. 

A major advance in the development of genetically encoded 
reporters for Xe-MRI was made in 2014, when Shapiro et al. 
reported that an unusual class of gas-filled protein 
nanostructures called gas vesicles (GVs) could produce efficient 
HyperCEST contrast at picomolar concentrations.[25] GVs, which 
evolved in photosynthetic microbes as a means to regulate 
buoyancy, comprise hollow gas compartments at hundreds of 
nm in size and possess a 2 nm protein shell that is permeable to 
gas but excludes liquid water[194] (Figure 7a,b). Shapiro et al. 
showed that GVs can interact with xenon to produce 
HyperCEST contrast with peak saturation approximately 175 
ppm upfield from dissolved 129Xe (Figure 7c,d). The large 
chemical shift separation enables the contrast to be extremely 
efficient, with a GV detection limit in the picomolar range (Figure 
7e), orders of magnitude lower than comparable proton contrast 
agents.  Furthermore, GVs formed by different species of 
bacteria and archaea, in which these nanostructrues differ in 
size and shape, produce HyeprCEST saturation at different 
chemical shifts, thereby enabling multiplexed imaging. In their 
initial study, Shapiro et al. provided proofs of concept for GVs as 
antibody-functionalized markers of cancer cells and as reporters 
of gene expression in E. coli. In addition to GVs, other biological 
structures may be able to serve as HyperCEST agents. For 
example, bacterial spores, a dormant cellular state comprising a 
multi-layered structure of ~ 1.5 µm size, were recently 
demonstrated for HyperCEST at a chemical shift 4.5 ppm 
downfield from aqueous xenon.[171] 

The discovery of GVs as highly efficient biomolecular 
reporters for HyperCEST leads to several interesting questions 
and possibilities that merit further investigation. If we assume 
that an optimal CEST saturation can always be achieved with 
sufficient RF power and that the relaxation of 129Xe is minimal 
during CEST experiment, then HyperCEST sensitivity is 
determined by (a) the chemical shift difference and (b) the 
exchange rate between the contrast-agent-bound and the 
dissolved 129Xe spins.[195] Regarding the chemical shift, each GV 
has a several-attoliter gas chamber containing thousands of gas 
atoms or molecules, where 129Xe atoms presumably experience 
an environment similar to gas phase, and consequently 
compared to the synthetic contrast agents, GV-associated 129Xe 
chemical shift is usually closer to that of the gas phase. 
Intriguingly, the specific value of chemical shift appears to be 
genetically determined.[25] It will be interesting to study how this 
chemical shift relates to other genetically encoded GV properties, 

including their size, shape and aggregation state, and the extent 
to which these properties can be tuned at the genetic level. In 
terms of the exchange rate, when the Z spectra (i.e. the 
frequency-dependent saturation effects are visualized similar to 
conventional magnetization transfer spectra by plotting the water 
saturation (Ssat) normalized by the signal without saturation (S0) 
as a function of saturation frequency) acquired with intact and 
collapsed GV are compared with those acquired with synthetic 
agents, both the GV-bound and the dissolved 129Xe peaks 
appear to be broader, suggesting the exchange rate is in the 
intermediate regime. It will be interesting to define quantitatively 
the optimal RF saturation parameters for the specific exchange 
rate of GVs. On the molecular level, though the atomic-level 
structure of the GV wall has not been solved, some hypotheses 
have been proposed regarding the channels on the protein shell 
that allow gas exchange in and out of the nanostructure[194b]; it is 
possible that variation (natural or engineered) in the amino acid 
sequence of GV proteins could alter the permeability of these 
putative pores. Taken together, GVs present a wide dynamic 
range for 129Xe chemical shifts and exchange rates, and these 
two properties are likely amenable to protein engineering for 
new and optimized forms of 129Xe HyperCEST. 

Figure 7. Gas vesicles as genetically encodable HyperCEST reporters 
detectable at pM concentrations. (a) Diagram of a gas vesicle: a hollow gas 
nano-compartment (solid shading) surrounded by a gas-permeable protein 
shell (ribbed shading). (b) Transmission electron micrographs of individual 
GVs purified from Halobacterium NRC-1 in their intact (left) and collapsed 
(right) state. (c) Diagram of 129Xe CEST between bulk aqueous solvent (left) 
and GVs (hexagons) either in isolation or inside a cell (gray). (d) Frequency-
dependent saturation spectra for intact (red) and collapsed (black) GVs. (e) 
Saturation contrast image of a three-compartment phantom containing 400 pM 
GVs, 100 pM GVs and buffer. Reprinted by permission from Macmillan 
Publishers Ltd: Nature Chemistry,[170] copyright 2014. 
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It is also worth noting that in addition to serving as 
HyperCEST reporters, GVs produce contrast in at least two 
complementary imaging modalities. First, they are the first 
genetically encodable imaging agents for ultrasound,[196] where 
their low density and high elasticity relative to surrounding media 
allows them to scatter sound waves. Secondly, their gas-filled 
interior, which has a different magnetic susceptibility from 
surrounding solution, allows GVs to produce 1H MRI contrast in 
susceptibility-weighted imaging.[197] 

The list of genetically encoded 129Xe-based HyperCEST 
reporters has been recently expanded to include β-Lactamase 
by Dmochowski and co-workers.[198] As a small protein encoded 
by a single gene, this reporter may be easier to use in some 
settings than GVs, albeit with somewhat lower molecular 
sensitivity. 

7. Parahydrogen

Hydrogen exists in two nuclear spin isomers denoted as ortho- 
and para- corresponding to the nuclear triplet and singlet states, 
respectively, where parahydrogen corresponds to the states with 
an even rotational quantum number J whereas orthohydrogen 
corresponds to odd values of J. The ratio of the two isomers is 
determined by the Boltzmann thermal equilibrium for the given 
rotational state J, Figure 8.[199] For a more detailed discussion of 
the physics and applications of parahydrogen beyond the scope 
of this mini-review, we refer the interested reader to the 1935 
book by Farkas on hydrogen[199] or various excellent 
discussions.[200] 

Figure 8. Parahydrogen conversion. Passage of H2 gas over a paramagnetic 
catalyst, given sufficient contact time, converts the ortho-H2 fraction to para-H2 
fraction as a function of temperature. 

Importantly, conversion between the two states occurs 
extremely slowly due to the transition being forbidden by the 
selection rules of quantum mechanics, leaving only statistically 
unlikely naturally occurring processes of sufficient energy 
(radiation, molecular collisions, etc.) to foment interconversion. 
Therefore, after its production (and provided lack of exposure to 

sources of paramagnetic impurities in the storage vessel), 
parahydrogen may be stored for long periods before use, as the 
relaxation rate of the parahydrogen back to room-temperature 
equilibrium can be on the order of months.[201] Production rates 
are significantly faster, however, since as discovered in 1929 by 
Bonhoeffer and Harteck, the use of paramagnetic catalysts (i.e. 
activated charcoal, nickel, hydrated iron (III) oxide) promotes 
establishment of Boltzmann thermodynamic equilibrium between 
ortho-H2/para-H2 states for a given temperature at greatly 
accelerated rates. In practice, normal hydrogen gas (i.e. 
equilibrium ratio at room temperature) consisting of 75% ortho- 
and 25% para- isomers is passed through a paramagnetic 
catalyst filled chamber at cryogenic temperatures, where the 
equilibration to the isomer ratio governed by the Boltzmann 
distribution occurs. For example, a parahydrogen generator 
based on 77 K (obtained conveniently by a liquid-N2 bath) yields 
~50% parahydrogen mixture, whereas the designs based on 
cryo-chillers (e.g. Td20 K) yield t99% parahydrogen (Figure 8). 

8. Fundamentals of Parahydrogen-Induced
Polarization (PHIP)

In 1986 Russ Bowers and Daniel Weitekamp proposed a 
method for achieving very high nuclear polarizations using 
parahydrogen.[7a] Dubbed PASADENA (Parahydrogen And 
Synthesis Allow Dramatically Enhanced Nuclear Alignment), the 
effect predicted strongly enhanced 1H NMR signals for 
hydrogenation reaction products when unsaturated molecular 
precursors are hydrogenated with parahydrogen. Later they 
demonstrated the effect experimentally by hydrogenating 
acrylonitrile with parahydrogen using Wilkinson’s catalyst.[7b] 
Anti-phase 1H NMR multiplets were demonstrated for the 
reaction product, propionitrile, and for dihydride rhodium 
complex – the reaction intermediate. It was later realized that 
experimental demonstrations of the PASADENA effect had 
already been published,[202] but had been misinterpreted as 
chemically-induced dynamic nuclear polarization.[7c] PASADENA 
and (the later discovered) ALTADENA[203] are collectively 
dubbed as the process denoted as parahydrogen-induced 
polarization (PHIP).[11c] This seminal discovery of Bowers and 
Weitekamp opened up a new strategy for hyperpolarization of 
various compounds, and currently PHIP and its recent 
modification, SABRE (Signal Amplification By Reversible 
Exchange),[8] are used to obtain HP molecules with 1H,[11c, 200b] 
13C,[12] 15N,[13d] 19F,[14] and 31P[15] nuclei in a hyperpolarized state. 
Detailed explanation of the spin dynamics and chemical kinetics 
behind PHIP can be found in several comprehensive reviews.[11c, 

200, 204] Here we briefly discuss the main principles of PHIP to 
qualitatively describe the phenomena discussed below. As an 
example, we take the simplest two-spin system. The two-spin 
system of the hydrogen molecule gives rise to four nuclear spin 
energy levels. As described above, three of these energy levels 
correspond to orthohydrogen, the state with total nuclear spin 1 
(triplet state), whereas the remaining fourth energy level 
corresponds to parahydrogen (singlet state), the state with zero 
total nuclear spin. Transitions between singlet and triplet spin 
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states are forbidden by symmetry;[7a] and the spin 0 
parahydrogen is NMR-silent. 

Bowers and Weitekamp’s idea was to break the magnetic 
equivalence of two hydrogen nuclei by using parahydrogen in a 
hydrogenation reaction (Figure 9a), thus, making prohibited 
transitions allowed. Indeed, upon incorporation of a 
parahydrogen molecule into an asymmetric molecular precursor, 
the symmetry of the para-H2 molecule becomes broken. This 
situation strongly depends on the magnetic field at which the 
hydrogenation reaction takes place. If hydrogenation is 
performed at high magnetic field B0 (i.e., wherein the chemical 
shift difference between the two para-H2-nascent protons, Δ𝛿, is 
much greater than the spin-spin coupling J between them 
(𝛾Δ𝛿𝐵0 > 2𝜋𝐽 )), then the population of the singlet spin state 
(𝛼𝛽 − 𝛽𝛼 ) of para-H2 is transferred to the population of spin 
states 𝛼𝛽 and 𝛽𝛼 of the formed weakly coupled AX spin system 
(PASADENA effect, Figure 9b).[7b] The NMR spectrum of the AX 
system populated in this way will contain four peaks grouped in 
two antiphase multiplets (Figure 9b). Two lines (positive-
negative or negative-positive, depending on the sign of spin-spin 
coupling constant J) in each multiplet are separated by J Hz in 
the case of isotropic liquids and/or gases.[205] PASADENA-
hyperpolarized organic molecules are typically manifested in 1H 
NMR spectra as positive-negative multiplets, whereas multiplets 
for hydride intermediates are negative-positive, since through-
electron mediated J couplings are negative for metal 
hydrides.[206] Interestingly, signal intensity of PASADENA 
spectrum is maximized when 45o (instead of 90o) pulse is 
applied for signal acquisition, which may be shown using density 
operator description of the PHIP process.[204] 

Figure 9. a) Molecular diagram of parahydrogen (para-H2) addition to the 
substrate performed with a homogeneous or heterogeneous catalyst. b) 
PASADENA effect: nuclear spin energy level diagram of para-H2 at high 
magnetic field (left), An AX spin system is formed upon pairwise addition of 
para-H2 to the unsaturated substrate at high magnetic field and corresponding 
1H NMR spectrum (right). c) ALTADENA effect: nuclear spin energy level 
diagram of para-H2 at low magnetic field (left), An AB spin system is formed 
upon pairwise addition of para-H2 to the unsaturated substrate at low magnetic 
field, An AX spin system is obtained after adiabatic transfer of the reaction 
product from low to high magnetic field. The corresponding 1H NMR spectrum 
is shown at right. 

On the other hand, if the hydrogenation reaction takes place 
at low magnetic field (such that 𝛾Δ𝛿𝐵0 ≤ 2𝜋𝐽; e.g., at the Earth’s 
magnetic field), and afterwards the hydrogenation product is 
adiabatically transferred to a high magnetic field, then there is a 
single state that is overpopulated, i.e. 𝛼𝛽 or 𝛽𝛼—depending on 
the sign of the J-coupling constant between the nuclei 
(ALTADENA effect, Figure 9c).[203] In this case spectral pattern 
will consist of four lines grouped in two “integral multiplets” 
simply corresponding to one spin “up” and second spin “down” 
state (Figure 9c). 

In order to be able to observe PHIP for the molecule of 
interest several key conditions must be fulfilled:[11c] 
1. The addition of parahydrogen to the unsaturated precursor

should occur in a pairwise manner. Pairwise addition implies
that two hydrogen atoms from the same H2 molecule are
included in the product molecule together as a pair, thus
preserving spin correlation between the two proton spins.

2. The characteristic nuclear spin relaxation time for para-H2-
nascent protons should be longer than the time needed to
complete the pairwise hydrogenation process.

3. The magnetic equivalence of the two correlated nuclear
spins should be broken during the hydrogenation[207] or in the
product of the hydrogenation reaction.[7b]

If all of the above-mentioned conditions are fulfilled, the product 
of the hydrogenation reaction will possess a non-equilibrium 
population distribution of its nuclear spin energy levels owing to 
either the PASADENA or ALTADENA process. 

One should note that the final polarization of the 
hydrogenation reaction product does not depend on the 
magnetic field strength, and the polarization obtained by PHIP in 
principle can reach 100% (neglecting spin relaxation and/or 
decoherence).[7a, 204] In principle, enhancement of the NMR 
signal can be as high as several thousand-fold above ordinary 
thermal signals from high-field NMR spectrometers and even a 
million-fold at low magnetic fields. 

Since the hydrogenation reaction does not proceed 
spontaneously, the key component of the system is a catalyst 
(Figure 9a), which (i) enables hydrogenation reaction, and (ii) 
provides efficient pairwise addition of molecular hydrogen to the 
substrate. All hydrogenation catalysts can be classified as 
homogeneous or heterogeneous depending on their phase 
relative to the substrate. Homogeneous catalysts are present in 
the same phase as the to-be-hydrogenated substrate (typically, 
liquid phase), whereas heterogeneous catalysts are present in a 
phase different from the phase of the substrate (usually, a solid 
catalyst and a gaseous or liquid substrate). Since the first 
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demonstration by Bowers and Weitekamp,[7b] homogeneous 
catalysts have become widely used to produce PHIP, which is 
reasonable: it is known that hydrogenation mechanisms using 
metal complexes can usually provide an efficient route for 
pairwise hydrogen addition. For a long time, the feasibility of 
using heterogeneous catalysts for production of PHIP was 
rejected based on the known mechanism of heterogeneous 
hydrogenation, i.e. the Horiuti-Polanyi mechanism. According to 
Horiuti and Polanyi,[208] hydrogen molecules dissociate on metals 
(typically used as heterogeneous hydrogenation catalysts) and 
form a pool of randomly moving free hydrogen atoms, thus not 
fulfilling condition 1 (pairwise addition) above.[209] Nevertheless, 
it was shown that various classes of heterogeneous catalysts, i.e. 
immobilized metal complexes,[9a] supported metal 
nanoparticles,[28b] etc., can enable the PHIP effect. In the current 
mini-review both classes of catalysts are considered. 

9. Gases hyperpolarized via PHIP

As mentioned in the introduction, MRI of gases suffers from poor 
sensitivity due to their low molecular density compounded with 
the low thermal polarization of their nuclear spins. These 
problems can make it challenging to image gas-filled void 
spaces due to the very low signal-to-noise ratio (SNR) and the 
usually long signal-averaging times, which can be prohibitive for 
many clinical applications. HP noble gases[210] can be used to 
address these issues. However, the production of HP noble 
gases is relatively expensive, necessitating costly hyperpolarizer 
equipment. Moreover, imaging of HP noble gases requires a 
dedicated X-band channel (for the heteronucleus of interest) and 
radio-frequency probe, which are not standard features of 
clinical MRI scanners (although they are becoming increasingly 
prevalent). Therefore, production of non-toxic HP proton-
containing gases via PHIP could be a promising alternative that 
avoids the above technical requirements of HP noble gases. 

9.1. Production of hyperpolarized gases using PHIP 

Historically, experiments with parahydrogen were predominantly 
conducted in the liquid phase, wherein fluids hyperpolarized by 
PHIP reside in a solution along with a homogeneous 
hydrogenation catalyst.[200b] Heterogeneous catalysts can be 
used to separate the HP product from the catalyst.[29, 211] At the 
same time, it is also possible to produce catalyst-free HP gases 
by combining the main advantage of homogeneous (high 
selectivity) and heterogeneous catalysis (easiest catalyst 
separation) by using gas-liquid biphasic hydrogenation. 
Utilization of a homogeneous catalyst dissolved in the liquid 
phase for biphasic hydrogenation of unsaturated gases with 
para-H2 allows one to produce HP gas that is free from 
contamination by the catalyst. In the demonstration of this 
approach it was shown that the reaction product can return to 
the gas phase while retaining a significant degree of 
hyperpolarization.[212] This feature significantly extends the range 
of gases that can be hyperpolarized. It was shown that utilization 
of a simple experimental procedure allows one to achieve signal 

enhancements of 300 for propyne hydrogenation to propylene 
using the bidentate cationic complex [Rh(PPh2-(CH2)4-
PPh2)(COD)]BF4.[212] Another approach for HP gas production is 
the use of homogeneous catalysts based on a judicious choice 
of the metal complex (homogeneous hydrogenation catalyst) in 
which the desired unsaturated substrate is coordinated to the 
metal center.[213] In that case hydrogenation with parahydrogen 
allows the substrate to leave the metal center and to migrate to 
a different phase with preservation of the spin order of the two 
nascent protons derived from the para-H2 molecule. Indeed, it 
was shown that PHIP-hyperpolarized gas can be obtained in a 
catalysis-free regime using a chemical reaction with molecular 
addition of parahydrogen to a water-soluble Rh(I) complex 
carrying a payload of a compound with double (C=C) bonds.[213] 
Hydrogenation of the norbornadiene ligand leads to the 
formation of norbornene, which is expelled from the Rh(I) 
complex to the aqueous phase, but due to its insolubility in water 
HP norbornene quantitatively leaves the solution to the gas 
phase (Figure 10).[213] 

Figure 10. ALTADENA 1H NMR spectra of a gaseous stream during bubbling 
of parahydrogen (a) and normal H2 (b) through the solution of 
[Rh(I)(NBD)L]+BF4- in D2O at 70-80 °C. The broad signal labeled “H2” belongs 
to ortho-H2 gas: the resonances labeled with open circles correspond to 
norbornane. c) Diagram of the experimental setup with the NMR detection 
performed in the high field. Reprinted with permission from Kovtunov, K. V.; et 
al. Anal. Chem. 2014, 86, 6192.[213] 

As soon as PHIP was successfully demonstrated in 
heterogeneous hydrogenations over immobilized[9a] and 
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supported metal catalysts,[28b] the production of HP gases over 
these catalysts became an important area of PHIP-related 
investigations. Many different heterogeneous catalysts were 
used for the production of HP gases in the past eight years, with 
the aim to find the catalyst with the highest level of pairwise 
hydrogen addition for a given substrate.[29, 214] Without doubt the 
utilization of a solid catalyst allows one to produce HP gases in 
the continuous-flow regime by passing a mixture of an 
unsaturated substrate with para-H2 through the catalyst layer. In 
this approach, hydrogenation occurs at the Earth’s magnetic 
field and corresponds to the ALTADENA[203] type of PHIP 
experiment. Note that the nature of the heterogeneous solid 
catalyst can have a significant impact on the polarization level, 
and titania-supported metal catalysts were shown to exhibit 
larger PHIP effects compared to metals on other supports.[215] 
The polarization level for HP gases produced over supported 
metal catalysts can be several percent,[28b, 216] and it increases 
with the decrease in the size of the supported metal 
nanoparticles.[217]  

9.2. MRI of hyperpolarized hydrocarbon gases 

Continuous production of HP gases via heterogeneous 
hydrogenation paves the way to the potential practical 
applications for imaging of void spaces by MRI. The first 
experiments were related to MRI visualization of HP propane in 
a NMR tube with a cross-shaped partition or with a series of 
capillaries.[9b] For that work, a mixture of para-H2 and propene 
gas was flowed through a reactor cell with the heterogeneous 
catalyst (e.g. Rh immobilized on titania). After that the product 
(HP propane gas, Figure 11) was transferred to the NMR 
magnet and the ALTADENA enhancement was evident in the 
MR images, Figure 12a. 

For both model samples, detection of the NMR signal of a 
thermally polarized gas did not produced observable images, 
whereas the use of PHIP-polarized propane gas allowed one to 
visualize the corresponding structures of the objects used in the 
experiments.[9b] Importantly, the demonstrated 300-fold signal 
enhancement in the gas-phase MRI is sufficient to image gases 
with a similar spatial resolution as that in corresponding liquid-
phase MRI experiments. The subsequent development of the 
strategies for 1H MRI visualization of both hyperpolarized and 
thermally polarized propane gas for high-resolution MRI 
applications allowed one to significantly decrease the imaging 
time. Compared to FLASH MRI[218] (Figure 12), the use of UTE 
MRI[219] decreases the total imaging time significantly, down to 
the regime sufficient for MRI of a patient within a single breath-
hold in a future clinical translation. It was shown that utilization of 
UTE MRI makes it possible to obtain 2D images of thermally 
polarized with ca. 0.9 u 0.9 mm2 spatial resolution in ca. 2 s (and 
potentially with better resolution for HP gases).[220] 

Recently, HP propane gas produced by heterogeneous 
hydrogenation of propene over supported metal catalysts was 
utilized for 3D 1H MRI with micro-scale spatial resolution 
(625u625u625 Pm3), large imaging matrix size (128x128x32) 
and short (17.4 s) image acquisition time.[215a]  

Figure 11. Heterogeneous pairwise hydrogenation of propene to propane with 
para-H2 over Rh/TiO2 catalyst with preservation of spin order of parahydrogen 
in the final HP product. 

Figure 12. (a) Schematic representation of the experimental setup for using 
PHIP to produce HP propane via heterogeneous hydrogenation of propene 
with parahydrogen. (b) 1H MRI FLASH image of HP propane flowing into a 10 
mm NMR tube via 1/16 in. OD Teflon capillary. Note that the NMR tube is 
shown schematically and its length does not match the actual scale of the 2D 
MR image. Reprinted with permission from Kovtunov, K. V.; et al. Tomography 
2016, 2, 49.[220] 

Figure 13. High-resolution 3D gradient echo (GRE) MRI at 4.7 T. a) 3D MRI of 
flowing HP propane gas (~20 mM concentration) with 0.5u0.5u0.5 mm3 spatial 
and 17.7 s temporal resolution and 32u32u32 mm3 field of view. b) The 
corresponding image of (stationary) thermally polarized tap water (55 M). 
Reprinted with permission from Kovtunov, K. V.; et al. J. Phys. Chem. C 2014, 
118, 28234.[221] 

Utilization of a fully deuterated substrate (propene-d6) in the 
heterogeneous hydrogenation with para-H2 permitted acquisition 
of a high-resolution 3D MRI image of flowing HP propane-d6 gas 
with 0.5 u 0.5 u 0.5 mm3 spatial and ~18 s temporal resolution 
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(Figure 13a).[221] It was shown that the signal-to-noise ratio in the 
3D images of HP propane-d6 gas (Figure 13a) and water (Figure 
13b) are similar. This observation confirms that the utilization of 
a gas hyperpolarized by PHIP allows one to obtain MR images 
with quality similar to that obtained with water as the signal 
source. 

Utilization of HP gases produced by PHIP is not limited only 
to void space imaging. Indeed, it was shown that a catalytic 
reactor positioned inside an NMR magnet can be imaged in situ 
during heterogeneous hydrogenation of propene to propane with 
parahydrogen.[28a] In situ MRI of a catalytic reaction allows one 
to visualize the regions in the catalyst layer where the 
hydrogenation reaction occurs. Importantly, based on the 
significant signal enhancement the velocity map for HP gas 
forming in and flowing through the catalyst bed was obtained.[28a] 

Given the above results, PHIP is clearly becoming an 
important technique for signal enhancement in both fundamental, 
basic science and biomedical MRI investigations. Moreover, the 
use of PHIP to produce HP gases can be useful for their 
potential utilization in medical MRI applications. 

10. Remote-detection MRI of Hyperpolarized
Gases

MRI of gases in small voids, such as in porous media, 
microreactors, and microfluidic devices, suffers from particularly 
low sensitivity due to an additional exacerbating factor: low filling 
factor in the NMR coil, which may be less than 10-5 in some 
cases. While HP methods partially compensate for the low 
sensitivity, an additional sensitivity boost provided by alternative 
detection methods may be required. These methods include, for 
example, surface RF microcoils, RF microslots, and remote 
detection (RD), to name a few.[222] 

In RD MRI,[223] encoding of spatial information and signal 
detection are performed with different coils (see Figure 14a). 
The encoding RF coil is a large coil around the whole sample, so 
that all spins can be excited. Signal detection is performed 

outside the sample with a much smaller and more sensitive RF 
coil, with an optimized filling factor.[224] The technique requires 
that the encoded spins are transported to the detector before the 
magnetization is fully relaxed, and it inflicts one additional 
dimension as compared to conventional MRI, because it is 
based on phase encoding only. Nevertheless, it provides a 
substantial sensitivity boost as an ultrasensitive detection 
solenoid may be hundreds of times more sensitive than the 
encoding coil.[225] Furthermore, the flow delivers spins from the 
different parts of the sample to the detector at different times, 
and this inherent time dimension can be utilized to produce time-
of-flight (TOF) flow images.[226] 

10.1. Time-of-flight flow imaging with HP gases 

HP Xe is an ideal probe fluid in RD MRI experiments, because 
the T1 relaxation time of 129Xe can be extremely long, allowing 
correspondingly long transport times from the sample to the 
detector. HP Xe RD MRI has been used for imaging flow 
through porous materials,[223, 227] rocks,[226] microfluidic 
devices,[225] and wood,[228] as well as for quantifying diffusion 
through membranes.[229] Figure 14b shows a remarkable 
example of 3D TOF images of HP Xe flowing through a rock 
sample. The shortest TOF image (TOF = 0.27 s) shows spins 
that were at the top of the encoding region, because they arrived 
first to the detector, and the longest TOF image (TOF = 0.98 s) 
shows the spins at the sample bottom. 

Gaseous HP hydrocarbons produced by PHIP have been 
used in RD MRI experiments as well.[230] T1 values for spins of 
hydrocarbons are typically much shorter (~ 1 s) than that of 
129Xe, limiting the transport time of fluid from the sample to the 
detector; however, if the sample coil and the detection coil are 
close enough and the flow rate is sufficiently high, the 
experiments are feasible. Because the gyromagnetic ratio and 
the natural abundance of 1H is much higher than for 129Xe, the 
sensitivity in PHIP experiments may be significantly higher.

Figure 14. RD MRI of flow of HP 129Xe through a rock sample. (a) The rock sample is inside a large RF coil used to encode spatial information into spin 
coherences, and the signal is read out by a smaller and more sensitive coil around the outlet tubing, with optimized filling factor. (b) 3D TOF images. The 
silhouettes represent the rock sample. TOF, i.e., the time instant the signal is detected after the encoding, is shown above the images. Reprinted with permission 
from Granwehr, J.; Harel, E.; Han, S.; Garcia, S.; Pines, A.; Sen, P. N.; Song, Y. Q. Phys. Rev. Lett. 95, 075503 (2005). Copyright (2005) by the American 
Physical Society. 
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As an example, Figure 15b shows 2D RD MR images of 
HP propane, which was produced by propene hydrogenation 
with para-H2 over an Rh catalyst, flowing in a microfluidic 
capillary.[230a] Overall, the combined sensitivity gain provided by 
the RD scheme and PHIP was 48,000-fold, and the experiments 
turned out to be one to two orders of magnitude more sensitive 
than the corresponding RD experiments with HP Xe. 
Comparison of the TOF images of a gas and a liquid (Figures 
15b and 15c) nicely depicts different flow behavior of these 
phases; laminar flow of a liquid translates the encoded liquid 
molecules over a large distance (Figure 15c), whereas for a gas 
the three orders of magnitude faster diffusion causes efficient 
mixing of the flow lamellas, leading to a significantly less 
dispersed, plug-like flow behavior (Figure 15b).[230a, b] 

Figure 15. (a) RD MRI setup of a simplified microfluidic system consisting of a 
capillary leading through the encoding and detection coils. TOF RD MRI 
visualization of (a) HP propane and (b) water flow in the capillary (outlined in 
white), revealing much more extensive dispersion of liquid than that of gas 
molecules. TOF (ms) is shown at the bottom of the panels. The panels on the 
left are sums of the other panels.[230a] 

Experiments with model microfluidic chips have supported 
the viability of the RD-PHIP approach for visualization of 
complex microfluidic geometries and flow quantification, Figure 
16.[230a] Moreover, these experiments exposed the 
manufacturing imperfections of the chips. The gas flow in 
different channels varied in an irregular manner, and the signal 
amplitude profiles revealed an inhomogeneous distribution of the 
gas, implying that the channel depth varied from one channel to 
another. 

Figure 16. RD MRI of HP propane in microfluidic chips with (a) a widened 
channel in the middle part and (b) ladder-like channels (outlined in white). 
These images are the sum of the panels measured at different TOF instances, 
and they expose, e.g., manufacturing imperfections. Flow velocities extracted 
from TOF data are shown in (b). Reproduced with permission from Ref. [230a] © 
John Wiley & Sons, Ltd., 2010. 

10.2. Microfluidic reactor imaging 

The natural ability of para-H2 to participate in many important 
chemical reactions, including those performed with the use of 
microfluidic devices, opens an avenue for scientifically and 
technologically fascinating studies using HP gases. Combined 
RD MRI and PHIP methodologies in such studies was 
exemplified by the demonstration of catalytic reaction imaging of 
microscale catalyst layers.[230c] Tiny layers of heterogeneous Rh 
catalyst packed in thin capillaries (150-800 µm in diameter) 
served as model microfluidic reactors. It was shown that the RD-
PHIP methodology can be used for visualization of mass 
transport and progress of gas-phase propene hydrogenation 
reaction inside the reactors. 

The white dashed rectangles in Figure 17 highlight the 
locations of the catalyst layers. The accumulation of produced 
HP propane with the distance that gas mixture travels inside the 
catalyst layer is visualized by the increased signal amplitude in 
the lower part of the reactor. It was shown that under the given 
conditions (relatively short travel times), the signal decay due to 
nuclear spin relaxation was quite insignificant, and the amplitude 
of the HP propane signal was directly proportional to reaction 
yield, allowing the determination of the rate of propene 
hydrogenation. 

In addition, the experiments enabled the observation of 
gas adsorption effects in the microfluidic reactors during their in 
situ operation, and an elegant approach for quantifying the 
amount of absorbed gas using RD NMR was proposed. The 
authors also introduced the concept of a microfluidic nuclear 
polarizer based on their findings about PHIP produced in the 
microscale heterogeneous catalytic hydrogenation. 

Figure 17. RD MRI visualization of reaction progress inside a catalyst layer 
packed in a thin capillary. (a) Sample setup. 2D TOF images of HP propane 
resulting from the hydrogenation reaction in the reactors of (a) 800 and (b) 150 
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µm in diameter. The reactors are outlined by a white dashed line in the figures. 
TOF (ms) is shown at the bottom of the panels. The panels on the left are the 
sums of all other panels in each series.[230c] 

Further efforts were directed to the development of the 
concept by employing micro-engineering technologies to 
produce micro-structured lab-on-a-chip reactors with the catalyst 
(sputtered Pt) deposited on the inner surface of the channels.[231] 
It was found that these reactors did not provide PHIP. However, 
these studies provided a platform for further development of RD 
NMR for future HP applications, e.g., by using Hadamard 
encoding to achieve a better chemical resolution.[231b] 

10.3. Outcome and perspectives 

The current advances in RD MRI with HP gases already offer 
many interesting applications as highlighted above. The major 
issues concerning the methodology are related to the availability 
of HP gases and the lifetime of hyperpolarization. HP 129Xe is 
typically more expensive than the 1H HP hydrocarbon gases 
produced using PHIP. On the other hand, the nuclear spin 
relaxation causes more severe problems in the case of HP 
hydrocarbons. Recent developments in the field of long-lived 
nuclear spin states,[232] however, may alleviate the latter problem. 
For instance, it has been shown that a long-lived HP state in 
ethylene gas can survive for ca. 15 min.[233] The further RD NMR 
development could concern utilization of such extremely long-
lived HP. In addition, the progress achieved in the field of single-
scan ultra-fast NMR techniques[234] also offers new capabilities, 
which earlier were considered incompatible with NMR 
hyperpolarization. For example, recent work demonstrates the 
feasibility of single-scan 2D Laplace NMR experiments of 
dissolved HP propene,[235] and the method should be applicable, 
e.g., for the investigation of dynamics and physical environments
of HP gases in porous media, both with high-field and low-field
(mobile) NMR instruments.[235-236]

11. Conclusion

The development and applications of HP gases continue to 
advance, and show no sign of slowing down. In addition to 
SEOP hyperpolarization for production of HP 3He and 129Xe, (i) 
the SEOP HP technique has been expanded to several other 
noble gases, (ii) the heterogeneous PHIP[28a] technique has 
enabled production of HP hydrocarbons in pure form (free from 
contamination by the catalyst), and (iii) the dissolution DNP 
technique was demonstrated for production of HP 129Xe[26, 53a] 
and 15N2O gases.[237] Thus, many other gases could be 
potentially amenable to DNP hyperpolarization. 

As a result of these fundamental advances in the physics, 
chemistry and engineering of hyperpolarization processes, 
which enabled more efficient production of established HP 
gases (e.g. higher throughput and greater polarization in 129Xe 
hyperpolarizers[43i, 238]) and other advances that enabled the 
production of new HP gases, it was possible to significantly 
expand the reach of applications of HP gases in biomedicine 

and other fields. For example, as described in this mini-review, 
HP 129Xe is now being employed for in vivo thermometry, brown 
fat imaging, targeted biosensors, and many other exciting 
applications, whereas HP hydrocarbons are already used for 
high-resolution 3D imaging, remote detection, and microfluidic 
imaging. Many other new applications will likely emerge given 
that HP gases are becoming more available to researchers, 
because hyperpolarization equipment is becoming more readily 
available through commercial sources (as opposed to custom 
made in the research labs of specialists, as was generally the 
case only one decade ago). So far, physicists have been the 
main driving force behind the development of MRI of 
hyperpolarized gases. However, before their entry into routine 
clinical practice, further research is needed to improve image 
quality and validate its use, qualitatively and quantitatively, in 
respiratory disease. This will undoubtedly require collaboration 
between physicists and clinicians. Moreover, the better-
established applications (e.g. lung imaging using HP 129Xe) will 
likely continue to be more fully developed, to the point when 
studies will be driven by medical doctors (the ultimate users of 
this technology) rather than by the physicists and chemists who 
pioneered the technology and helped bring it from the proof-of-
principle stage to the clinical scale. We look forward to all of 
these developments with great excitement. 
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ABSTRACT: Two synthetic strategies are investigated for the preparation
of water-soluble iridium-based catalysts for NMR signal amplification by
reversible exchange (SABRE). In one approach, PEGylation of a variant N-
heterocyclic carbene provided a novel catalyst with excellent water
solubility. However, while SABRE-active in ethanol solutions, the catalyst
lost activity in >50% water. In a second approach, synthesis of a novel di-
iridium complex precursor where the cyclooctadiene (COD) rings have
been replaced by CODDA (1,2-dihydroxy-3,7-cyclooctadiene) leads to the
creation of a catalyst [IrCl(CODDA)IMes] that can be dissolved and
activated in waterenabling aqueous SABRE in a single step, without need
for either an organic cosolvent or solvent removal followed by aqueous
reconstitution. The potential utility of the CODDA catalyst for aqueous
SABRE is demonstrated with the ∼(−)32-fold enhancement of 1H signals
of pyridine in water with only 1 atm of parahydrogen.

■ INTRODUCTION
Because of their inherent advantages (including high
spatiotemporal resolution, lack of ionizing radiation, and the
ability to spectrally distinguish multiple signal sources),
magnetic resonance imaging (MRI)-based molecular imag-
ing1,2 techniques promise to revolutionize clinical imaging
from the screening and diagnosis of disease, to the assessment
of treatment response. However, the inherently low detection
sensitivity of conventional magnetic resonance techniques
makes it challenging to detect and track low-concentration
species in vivo, such as gas species in lung spaces or metabolic
biomarkers in blood or other tissues. Hyperpolarization3

techniques like dissolution dynamic nuclear polarization (d-
DNP),4,5 spin-exchange optical pumping (SEOP),6,7 and
parahydrogen induced polarization (PHIP)8,9 offer the
possibility of overcoming the problem of low agent
concentration by increasing the nuclear spin polarization
and hence MR signalby several orders of magnitude.
Signal amplification by reversible exchange (SABRE)10 is a

relatively new hyperpolarization technique pioneered by
Duckett, Green, and co-workers in 2009.11,12 In SABRE, an
organometallic catalyst is used to colocate a molecular substrate
to be hyperpolarized and parahydrogen (pH2)a source of

pure nuclear spin order. Like traditional PHIP,8,9,13−19 SABRE
is of interest because it is cost-effective, potentially continuous,
scalable, and rapid (achieving polarization enhancement in
seconds).10−12,20−40 However, unlike traditional PHIP, SABRE
does not require permanent alteration of the substrate to
hyperpolarize it.11 Since its inception, considerable effort has
been put forth to broaden the applicability of SABRE by
investigating alternative catalyst structures,21,28,41−45 improving
the nuclear spin polarization achieved for protons34,46 and
various heteronuclei30,32,47−50 (including through the applica-
tion of variable applied DC and AC fields), demonstrating high-
resolution imaging25,50 (including at low magnetic field51),
widening the range of amenable substrate types,36 achieving
enhancement in the limits of both low-29,52 and high-
concentration49 agents (including in complex mixtures20), and
demonstrating SABRE with (and separation/reuse of) hetero-
geneous microscale/nanoscale catalysts.53,54

Other efforts have concerned the extension of SABRE to
aqueous environments. Because of the poor aqueous solubility
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of the “standard” SABRE catalyst ([IrCl(COD) (IMes)],46,55,56

where “COD” = cyclooctadiene and “IMes” = 1,3-bis(2,4,6-
trimethylphenyl)imidazol-2-ylidene), recent promising efforts
have relied on organic cosolvents to achieve SABRE in
aqueous/organic mixtures34,45,50,57 However, in other previous
work we recently found that the chemical changes that
accompany this catalyst’s activation also endow it with water
solubility;57 following activation, the organic solvent may be
completely removed and the activated catalyst can be
subsequently reconstituted in deuterated water to achieve
SABRE enhancement.
Here we report our efforts to develop novel homogeneous

catalysts that may lead to improved SABRE in aqueous
environments, without the need for separate catalyst activation,
organic solvent removal, or subsequent aqueous reconstitu-
tion.58,59 Two different strategies were utilized to alter the
structureand hence aqueous solubilityof the original
standard catalyst by targeting either the N-heterocyclic carbene
moiety or the COD group, respectively (Figure 1). For the
former, PEGylation60 of a variant of the aromatic carbene
moiety provided much greater aqueous solubility for the
catalyst (“7”); however, while that catalyst is SABRE-active in
ethanol solutions, it lost activity in >50% water. For the latter,
synthesis of a di-iridium complex precursor where the COD
rings have been replaced by CODDA (1,2-dihydroxy-3,7-
cyclooctadiene) permits creation of a catalyst [IrCl(CODDA)-
IMes] (“13”) that can be dissolved and activated in water,
enabling aqueous SABRE in a single step without need for any
organic cosolvent. The potential utility of the CODDA catalyst
for aqueous SABRE is demonstrated with the ∼(−)32-fold
enhancement of 1H signals of pyridine in water with only 1 atm
of pH2. Taken together, these results aid the evaluation of
different synthetic approaches for aqueous SABRE that, when
improved and combined with other approaches, should help

enable a wide range of biological, biomedical, and in vivo
spectroscopic and imaging experiments.

■ RESULTS AND DISCUSSION
Exploring SABRE with the PEGylated Catalyst. The

PEGylated catalyst 7 was examined to determine its efficacy for
SABRE in organic and aqueous environments. SABRE
experiments were performed by bubbling pH2 thoroughly
into the NMR tube while located outside of the magnet (“low-
field”), followed by immediate transfer of the sample into the
9.4 T NMR magnet for “high-field” detection of enhanced 1H
NMR spectra. The catalyst was activated via pH2 bubbling in
the presence of excess substrate prior to use in SABRE
experiments, and the low mixing field was somewhat variable
(∼11 ± 5 mT) and was not systematically optimized.
Enhancements were recorded for the test substrate pyridine
(py); results for all of the experiments described in this work
are summarized in Table 1.
In an early set of experiments (not shown), bubbling pH2 at

atmospheric pressure gave up to ∼16-fold enhancements for
the 1H NMR signals of py in 100% d6-ethanol. The addition of
D2O to d4-methanol solutions had lower enhancements than
d6-ethanol, with ∼20% D2O/∼80% d4-methanol yielding only
∼6-fold 1H signal enhancements. Higher volume fractions (e.g.,
50/50) of D2O in d4-methanol resulted in no observable
SABRE enhancements under these conditions.
The lower SABRE enhancements in solutions with increasing

water fractions were originally rationalized by the ∼15-fold
lower solubility of H2 gas in water compared to that in alcohol-
based solvents.61 To mitigate the H2 solubility limitation of
aqueous solutions, the apparatus was altered to allow pH2
pressures of up to ∼60 psi positive pressure (∼5.1 atm total H2
pressure). Bubbling pH2 at 60 psi into a sample containing
100% d6-ethanol, ∼3.5 mM of the catalyst 7, and 35 mM py

Figure 1. Relevant structures for studying SABRE in aqueous environments in the present work, pre (7, 13, and 16) and post (14 and 15) activation
in the presence of H2 gas and pyridine (py) substrate. 16 is the “traditional” Ir/IMes SABRE catalyst in its preactivated form, whereas 7 and 13 are
the water-soluble PEGylated and cyclooctadiene-diol (“CODDA”) variants, respectively (the numbering of the above structures is explained in the
Supporting Information Figures S1 and S2, which, respectively, summarize the synthesis of structures 7 and 13).
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gave rise to ∼40−60-fold enhancement of the 1H NMR signal
from the substrate (e.g., Figure 2b) compared to the signal
acquired at thermal equilibrium (Figure 2a; the conventional
SABRE catalyst 16 is also effective in 100% d6-ethanol

57). Little
dependence on temperature was observed, with similar

enhancements attained when the temperature was raised from
301 to 321 K.
Next, no SABRE enhancement was observed when pH2 was

bubbled in at high field (9.39 T; Figure 2, parts c and d), unlike
the case with the “standard” NHC-Ir catalyst, 16.24,57 Also
unlike the case with 16, no strong, purely absorptive signal at
∼(−)22.8 ppm is observed from magnetically equivalent
hyperpolarized hydride spins on the activated catalyst structure.
Instead, the hydride region exhibits two relatively weak
dispersive doublets at ca. −22.2 and ∼−23.1 ppm. These
dispersive signals are reminiscent of the enhanced hydride
resonances from organometallic catalysts explored previously
with PHIP (e.g., RhH2(PPh3)3Cl

13) and, thus, are tentatively
assigned to the two hydride sites on the activated catalyst (14)
rendered effectively inequivalent by the broken symmetry of
the PEGylated N-heterocyclic carbene. A pair of additional,
much weaker dispersive signals (at ca. −22.6 and −25.9 ppm)
likely arise from inequivalent hydride sites on a similar structure
to 14 originating from a different chemical pathway. The
absence of a high-field SABRE effect is likely a combination of
inefficient conversion of spin order from pH2 at high field and
the lack of strong z-magnetization of the hydride spins, and is
consistent with the current picture for the high-field SABRE

Table 1. Polarization Enhancement (ε) Values for Three
Aromatic Proton Sites of Pyridine Observed with Different
Catalysts in Aqueous and Nonaqueous Environmentsa

catalyst solvent ε (Ho) ε (Hp) ε (Hm)

7 100% d6-ethanol −42 −57 −11
7 100% d6-ethanol −45 −61 −11
7 13% D2O/87% d6-ethanol −37 −27 −12
7 13% D2O/87% d6-ethanol −38 −31 −14
7 43% D2O/57% d6-ethanol −9.5 −5.7 −1.3
7 43% D2O/57% d6-ethanol −7.3 −4.9 −0.4
7 63% D2O/37% d6-ethanol ∼0 ∼0 ∼0
13 100% D2O −25 −19 −11
13 100% D2O −32 −25 −16
16 100% D2O ∼0 ∼0 ∼0

aReported ε values are calculated from spectral integrals and are
approximate, with estimated uncertainties of ∼10%. Results from the
top two acquisitions for each condition are reported.

Figure 2. SABRE studies with the PEGylated Ir catalyst (7/14) in 100% deuterated ethanol. (a) Thermally polarized reference 1H NMR scan from
the solution following activation with pH2 in the presence of excess substrate (py); the spectrum is vertically scaled 5-fold compared to panel b,
which shows the successful observation of SABRE enhancement after 1 min of bubbling with ∼5.1 atm of pH2 at ∼11 mT, then transfer to 9.39 T for
high-field acquisition; enhancements up to ∼40−60-fold were observed with 3.5 mM catalyst and the given conditions. Panels c and d show spectra
from a separate experiment, where no high-field SABRE effect was observed, i.e., where pH2 bubbling/SABRE mixing was performed entirely at 9.39
T (d), compared to a corresponding thermally polarized spectrum (c). (Vertical scale for panels c and d is different from that of panels a and b.)
Insets show amplified hydride regions from spectra in panels b and d, respectively.
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mechanismcross-relaxation akin to the spin-polarization
induced nuclear Overhauser effect.24,57,62,63

As shown in Figure 3, parts a and b, modest aqueous
fractions (∼13% v/v) had only a minor negative effect on

SABRE enhancement (maximum |ε| ∼ 40). Here, the
concentration of D2O is already orders of magnitude higher
than the concentrations of the catalyst and substrate. Bringing
the water fraction to nearly 1:1 dropped the SABRE
enhancement by ∼5-fold (Figure 3, parts c and d); this
observation is in reasonable agreement with the ∼15-fold lower
solubility of H2 in water versus alcohol-based solvents.61

However, higher mole fractions of water (e.g., Figure 3d, inset)
have not yielded observable enhancements to date. While this
second set of experiments represents a marked improvement
over the first in terms of both larger enhancements and larger
aqueous fractions for the solvent, the origin of the absence of
SABRE at higher aqueous fractions remains unclear. One hint
may lie in the changes to the hydride region of the spectrum.
For example, while the primary dispersive resonances at ca.
−22.2 and ∼−23.1 ppm remain in the spectrum from the

∼13% v/v solution (Figure 3b, inset), overall the hydride signal
is attenuated, there appears to be a new absorptive resonance at
∼(−)22.5 ppm, and the other weak resonances appear to have
bifurcated and shifted several parts per million downfield. With
∼43% D2O, only a weak dispersive resonance at ca. −22.3 ppm
remains, and with higher aqueous fractions, almost no hydride
signal can be detected (not shown).
The observations of reduced (or no) SABRE enhancements

in large aqueous fractions are qualitatively similar to those very
recently reported by Fekete et al.,45 who investigated the use of
two different synthetic approaches for generating water-soluble
iridium-based SABRE catalysts (respectively featuring sulfo-
nated phosphine groups and IMes NHC variants difunction-
alized with triazole groups). For those catalysts, significant 1H
NMR enhancements could be observed in organic solvents, but
little or no SABRE activity was observed when the aqueous
fraction was too great. In that work, the absence of SABRE
activity was attributed to the much lower solubility of H2 in
water compared to the organic solvents. The observations
reported here could be largely explained by the reduced pH2
concentration; however, other effects may be contributing given
the complete lack of SABRE activity with high water fractions,
as well as the changes in the hydride spectra. As an aside, the
solvent environment during activation (i.e., organic vs aqueous)
did not affect the results. Thus, the reduced pH2 concentration,
possibly combined with structural changes of the catalyst that
interfere with the formation of effective hydride species,
binding of the substrate, and/or subsequent transfer of spin
order from pH2 to substrate spins, likely leads to the loss of
SABRE activity with high aqueous fractionsissues that will be
the subject of future study.

Exploring SABRE with the CODDA Catalyst. As
mentioned above, the standard SABRE catalyst (16) is
effectively insoluble in water for the present purposes; however,
changes accompanying catalyst activation provide a water-
soluble structure (e.g., 15).57 Thus, in light of the challenges
presented by the PEGylated catalyst, an alternative design
approach was devised to provide a catalyst structure with
improved water solubility (e.g., [IrCl(CODDA)IMes], 13,
Figure 1) that, once activated, should yield the same SABRE-
active structure as 15with the goal of enabling aqueous
SABRE in a single step without need for any organic cosolvent.
Although not as water-soluble as 7 (at least ∼10 mg/mL),

according to atomic absorption spectroscopy (AAS) the
solubility of the CODDA catalyst (13) in water is ∼0.2 mg/
mL; thus, a saturated solution of 13 (with ∼0.3 mM dissolved
concentration) was prepared in deuterated water with excess py
substrate (∼10 mM). Bubbling with pH2 allowed the activation
of the catalyst in an aqueous environment to be monitored in
situ via hyperpolarization-enhanced 1H NMR (Figure 4). More
specifically, spectra from the hydride region acquired during
activation of 13 are shown in Figure 4a, and these results are
compared with selected spectra obtained from the standard
catalyst (16) in deuterated water (Figure 4b) and methanol
solvents (Figure 4c), respectively. At first (30 s), the signals
from the hydride region for 13 are dramatically different from
what is observed during activation of 16. Reflecting the
different intermediate structures present, alternating absorp-
tive/emissive (or dispersive) signals downfield of the activated
catalyst’s characteristic shift (−22.8 ppm) are virtually absent,
and instead the early spectra are dominated by a number of
purely absorptive peaks that are mostly further upfield (i.e.,
with a more negative chemical shift), including a strong peak at

Figure 3. SABRE studies with the PEGylated Ir catalyst (7/14) in
various deuterated ethanol/water mixtures. (a) Thermally polarized
reference 1H NMR scan from a D2O/d6-ethanol (∼13%/87% v/v)
solution following activation; the spectrum is vertically scaled 5-fold
compared to panel b, which shows the successful observation of
SABRE enhancement of substrate (py) 1H resonances after 1 min of
bubbling with 5.1 atm of pH2 at ∼11 mT, then transfer to 9.39 T for
high-field acquisition; enhancements up to ∼40-fold were observed
with 3.5 mM catalyst and the given conditions. Changing the D2O/d6-
ethanol fraction to ∼43%/57% v/v (c and d) and 63%/37% v/v
(inset) significantly impacted the magnitude of the SABRE enhance-
ment; the SABRE spectrum in panel d showed less than an ∼10-fold
enhancement compared to the corresponding thermal spectrum (c),
and no observed SABRE enhancement was observed in the 63%/37%
solution.
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−26.2 ppm from a key intermediate structure. Nevertheless,
following 180 s of pH2 bubbling, the expected singlet peak at
ca. −22.8 ppm is observed, in excellent agreement with the
hydride shift of the activated structure 15 obtained from the
standard catalyst in methanol (Figure 4c). However, corre-
sponding efforts to activate 16 directly in D2O were
unsuccessful, yielding a cloudy suspension and no discernible
enhanced NMR signals from the hydride region (Figure 4b). In
any case, the above results are consistent with successful
activation of the novel catalyst 13 in water in just a few minutes
to achieve the desired activated structure 15.
Following successful activation of the CODDA catalyst in

deuterated water, the potential of this catalyst for performing
SABRE enhancement of 1H NMR in aqueous environments
was evaluated using the standard test substrate pyridine (Figure
5). With only 1 atm of pH2 bubbling (∼90% pH2 fraction) and
catalyst and substrate concentrations of ∼0.3 and ∼10 mM,
respectively, an initial enhancement of ca. ε = −25 was achieved
for the ortho 1H py position after 30 s of bubbling at ∼10 mT
fringe field and subsequent transfer to 9.4 T (Figure 5b),
compared to the signal from a corresponding thermal spectrum
(Figure 5a). The inset of Figure 5b shows the corresponding
hydride regions obtained from the CODDA catalyst during the
SABRE experiments, indicating that the CODDA catalyst is
essentially activated by the time the SABRE spectra were
recorded (total pH2 bubbling time of 210 and 240 s,

respectively). Repeating the experiment permitted enhance-
ments as large as ca. −32, −25, and −16 for ortho, para, and
meta 1H Py positions to be observed, Figure 5b; Table 1.
However, the sample from Figure 4b containing an aqueous
suspension of the traditional SABRE catalyst (16) yields no
SABRE enhancement, Figure 5c.
The experiments described above were performed in

deuterated water to facilitate spectral interpretation and
quantification; however, this practice poses no impediment to
broader application of the approach (including for ultimate in
vivo experiments) because SABRE hyperpolarization generally
works as well (or better) in protonated solution environments,
particularly for heteronuclei.49,64,65 We also note that these
results are similar to what has been achieved using the
conventional catalyst following dissolution and activation in
organic solvents, drying, and reconstitution in D2O (ε ∼ 30),
using a weaker substrate (nicotinamide) but higher pH2
pressure (∼5 atm) and greater (∼1:10) catalyst/substrate
ratio.57 In any case, these results indicate the successful
preparation, activation, and demonstration of a catalyst capable
of easily performing SABRE enhancement in aqueous environ-
ments in a single step. This approach obviates the need for
either the extra steps associated with reconstitution or the
exposure of sensitive biological samples to organic solvents, and
thus may also help facilitate biomedical (and ultimately in vivo)
applications.

Figure 4. Comparison of the hydride regions of 1H NMR spectra
acquired during activation of the water-soluble CODDA/Ir SABRE
catalyst 13 (a) and the conventional Ir/IMes SABRE catalyst 16 (b
and c). (a) Upfield 1H NMR region showing changes to the hydride
resonances during activation of 13 in D2O observed at 30, 60, and 180
s after pH2 bubbling began (1 atm). A corresponding attempt to
observe activation of the (poorly water-soluble) conventional SABRE
catalyst in D2O (16) exhibited no hydride signal (b). Selected spectra
obtained separately during activation of 16 in deuterated methanol are
shown in panel c, respectively, 60 and 420 s following the onset of pH2
bubbling. As expected, activation of both 13 and 16 trend toward the
same final hydride signal (i.e., a strong singlet at ∼22.8 ppm). Spectra
in panels a−c possess different vertical scales.

Figure 5. SABRE studies with the water-soluble CODDA/Ir SABRE
catalyst (13/15) in 100% D2O. (a) Thermally polarized reference 1H
NMR scan from the solution following activation with pH2 in the
presence of excess substrate (py); the spectrum is vertically scaled 5-
fold compared to panel b, which shows two spectra exhibiting
successful observation of SABRE enhancement after bubbling with 1
atm of pH2 at ∼10 mT [total bubbling times of 210 s (30 s
immediately prior to acquisition, green dashed curve) and 240 s (30 s
immediately prior to acquisition, red solid curve) for the spectra,
respectively], then transfer to 9.39 T for high-field acquisition (note
that the green curve is shown horizontally offset by a fraction of a ppm
to show the enhancement compared to the red curve). Corresponding
peak enhancements were ∼25-fold and ∼32-fold for py in water with
only 1 atm of pH2 bubbling in the two spectra, using a catalyst
concentration of 0.3 mM. The inset shows the corresponding hydride
region. A separate experiment where SABRE was attempted using the
standard Ir/IMes catalyst in deuterated water exhibited no SABRE
enhancement (c). (Vertical scale for panel c is different from that of
panels a and b.)
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■ CONCLUSION
In summary, two novel approaches were investigated for
creating water-soluble catalysts to increase the nuclear spin
polarization of substrates via SABRE. PEGylation of an
asymmetric aromatic carbene ligand provided a highly water-
soluble structure that yielded ∼40−60-fold 1H NMR enhance-
ments in alcohol-based solvents and in lean water/alcohol
mixtures, but lost SABRE activity in more highly aqueous
solvent mixtures. In the second strategy, diol functionalization
of the COD ring provided a catalyst structure with lower water
solubility, but sufficient to dissolve and activate in water to
enable aqueous SABRE in a single stepwithout need for
either an organic cosolvent or solvent removal followed by
aqueous reconstitutionhere demonstrated for the first time.
The >30-fold 1H enhancement under our conditions (with only
1 atm pH2a mere technical limitation of the bubbler
apparatus used for those experiments) is in reasonable
agreement with our recent observation of nearly 2000-fold
enhancements of 1H signals for the same substrate using the
standard SABRE catalyst in deuterated methanol with elevated
pH2 pressures,

41 given the expected ∼75-fold difference in pH2
concentration; correspondingly, much larger enhancements
should be expected upon implementing experimental ap-
proaches to greatly increase the pH2 concentration, including
higher-pressure reaction vessels. Moreover, the results
presented here likely point the way to achieving higher
aqueous catalyst concentrations, which should be possible by
employing some combination of the above synthetic
approaches (e.g., by functionalizing the COD with moieties
that endow greater aqueous solubility). Such improvements,
combined with other approaches, should help enable biological
and spectroscopic applications that will be pursued in due
course.
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■ NOTE ADDED IN PROOF
Readers may also be interested to note the very recent
presentation of Philipp Schleker and co-workers, who reported
the preparation and application of a different water-soluble Ir-
based SABRE catalyst.66
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z Catalysis

NMR Signal Amplification by Reversible Exchange of
Sulfur-Heterocyclic Compounds Found In Petroleum
Roman V. Shchepin#,[a] Danila A. Barskiy#,[a] Aaron M. Coffey,[a] Boyd M. Goodson,[c] and
Eduard Y. Chekmenev*[a, b]

NMR hyperpolarization via Signal Amplification by Reversible
Exchange (SABRE) was employed to investigate the feasibility
of enhancing the NMR detection sensitivity of sulfur-hetero-
cycles (specifically 2-methylthiophene and dibenzothiophenes),
a family of compounds typically found in petroleum and re-
fined petroleum products. SABRE hyperpolarization of sulfur-
heterocycles (conducted in seconds) offers potential advan-
tages of providing structural information about sulfur-contain-
ing contaminants in petroleum, thereby informing petroleum
purification and refining to minimize sulfur content in refined
products such as gasoline. Moreover, NMR spectroscopy sensi-
tivity gains endowed by hyperpolarization potentially allows for
performing structural assays using inexpensive, low-magnetic-
field (ca. 1 T) high-resolution NMR spectrometers ideally suited
for industrial applications in the field.

NMR hyperpolarization can increase nuclear spin polarization
from equilibrium Boltzmann values of 10!6-10!5 to the order of
unity, resulting in concomitant gains in NMR signal and signal-
to-noise ratio (SNR).[1] The vast majority of NMR hyper-
polarization techniques require sophisticated, expensive, and
low-throughput equipment (dubbed hyperpolarizers[1c]) for pro-
ducing atoms or molecules with hyperpolarized (HP) nuclear
spins. As a result, the HP substances produced in such fashion
are generally expensive and time-consuming to create. Despite
these limitations, hyperpolarization techniques promise to rev-
olutionize biomedical research because the benefits of gaining

new insights into fundamental biomedical questions and devel-
opment of personalized imaging medicines (i. e. molecular
probes that can answer questions specific to the disease stage,
as well as genetic and metabolic underpinning) outweigh the
cost/throughput issues.[2] However, the relatively recent devel-
opment of NMR Signal Amplification By Reversible Exchange
(SABRE)[3] enables inexpensive, high-throughput hyper-
polarization without the need for complex hyperpolarizer de-
vices. As a result, SABRE has the potential to transform struc-
tural analysis well beyond biomedical research. To date, SABRE
hyperpolarization of N-heterocycles has been demonstrated
successfully by many research groups.[4] Despite being structur-
ally limited to hyperpolarization of N-heterocycles, the SABRE
technique has been applied for structural studies[5] of coffee ex-
tracts[6] and biofluids,[7] in addition to hyperpolarization of con-
trast agents for biomedical applications.[4b, 8]

In this work we show that SABRE of sulfur-containing het-
erocycles (S-SABRE) is feasible, which enables hyperpolarization
of a new class of compounds–paving the way to new applica-
tions. In particular, this approach could be useful for sensing S-
heterocyclic compounds in petroleum and refined petroleum
products, where structural information (typically obtained via
elemental analysis, solid-state NMR, or other methods) guides
the refining process and ultimately determines the sulfur-re-
moval efficiency.[9] Sulfur is a highly unwanted pollutant, and
the reduction of its content in fuels (and consequent emission
into the atmosphere) continues to be a major effort, as it is
necessary to reduce levels in fuels to a few parts per million
(ppm).[10] For example, it is predicted that the additional refin-
ing efforts to reach the desired future standards will lead to ad-
ditional fuel cost increases at the pump of ~6-9 cents per gal-
lon.[11]

Here, we demonstrate the feasibility of SABRE with S-het-
erocycles using two representative examples of substituted thi-
ophenes—sulfur-containing compounds found in petroleum:
methylthiophene and dibenzothiophene.[12] In particular, the
latter compound and its methylated derivatives occur widely in
heavier petroleum fractions.[13]

The activated form of the catalyst previously shown to be
the most potent for SABRE of N-heterocycles (Ir–IMes hex-
acoordinate complex[4a]) was employed for chemical exchange
with parahydrogen and the to-be-hyperpolarized sulfur-con-
taining substrates (S), Figure 1a. A previously developed high-
pressure setup[14] was employed with a magnetic field for polar-
ization transfer (BT) provided by a small solenoid (Figure 1b).
The latter provided a fine control of BT vs. a relatively in-
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homogeneous fringe field of the 9.4 T NMR spectrometer used
previously.[14] Additional experimental details are provided in
the Supporting Information (SI). When BT is roughly matched to
the spin-spin coupling (JH-H) between nascent parahydrogen-
derived hydride protons on the metal center,[4b, 15] a coherent
polarization transfer from hydride protons to the protons of the
substrate molecule occurs (Figure 2c)–in accord with conven-
tional SABRE of N-heterocycles.[3, 16] Once polarization transfer
occurs on the Ir-hexacoordinate complex, the HP substrate
molecules and hydride hydrogens exchange with free substrate
and parahydrogen in solution, allowing the SABRE hyper-
polarization cycle to continue as it reaches the maximum hy-
perpolarization level at steady state (which typically occurs in
seconds).[3, 16a] Note the characteristic phase shift of the HP 1H
resonances of dibenzothiophene (Figure 2c). When BT is mis-
matched, e. g. when the SABRE exchange process is conducted
in the Earth’s magnetic field of ~50 mT, polarization transfer still
occurs[17]—although pseudo-singlet spin-states are being over-
populated, which is manifested by the opposite (absorptive vs.
emissive) phases of the HA,D and HB,C

1H NMR resonances (Fig-
ure 2b). Importantly, the inverted resonances assigned to cata-

lyst-bound substrate species are detected (Figure 2b inset) in-
dicating the chemical exchange of S-heterocycles on the time
scale similar to that seen in SABRE of N-heterocycles.

While the NMR signal enhancements derived from SABRE
hyperpolarization processes for sulfur-containing compounds
(S-SABRE) were relatively modest (ca. (-)5 fold (see SI) – roughly
2–3 orders of magnitude lower than the best 1H polarization
enhancements[4a] reported to date for this catalyst), the opti-
mization of the signal enhancement was beyond the scope of
this proof-of-principle demonstration: Robust gains in S-SABRE
efficiency can likely be obtained by (i) employing near 100 %
parahydrogen (vs. ~50 % para- fraction which reduced the ap-
parent enhancements by approximately a factor of 3), (ii) re-
ducing the concentration of the S-substrate,[18] and (iii) catalyst
pre-activation with small molecules (e. g. pyridine) resulting in
better Ir center accessibility, because the axial non-exchange-
able site (Figure 1a) would be occupied by a less bulky li-
gand.[19] However, the design of more efficient SABRE catalysts

Figure 1. a) Schematic representation of the SABRE hyperpolarization proc-
ess, which relies on the chemical exchange of the hexacoordinate Ir–IMes
catalyst with parahydrogen and a to-be-hyperpolarized sulfur-containing
substrate. b) A diagram of the experimental setup showing the production of
parahydrogen (~50 % para- state using a liquid N2 cooling source). Para-
hydrogen is controlled using mass flow controller (MFC); Ø is a safety valve
(~7.1 atm) employed to regulate H2 pressure in the NMR tube, and ! is a
bypass valve to provide rapid cessation of parahydrogen bubbling through
the solution in the NMR tube. Following SABRE mixing at BT the sample tube
is rapidly transferred to the 9.4 T to permit high-field NMR acquisition.

Figure 2. SABRE hyperpolarization of dibenzothiophene. a) 1H NMR spectrum
of dibenzothiophene at thermal equilibrium of nuclear spin polarization. b)
1H NMR spectrum of dibenzothiohene after SABRE hyperpolarization process
conducted in the Earth’s magnetic field, the process aimed at the pseudo-
singlet state overpopulation.[17] Note the NMR resonances labeled with 8 cor-
respond to catalyst-bound dibenzothiophene species. c) NMR spectrum of
dibenzothiohene after performing the SABRE hyperpolarization process at BT

~ 11 mT.
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geared towards hyperpolarization of sulfur- rather than nitro-
gen-containing heterocycles will likely be required in the future
to bring S-SABRE hyperpolarization efficiency on par with con-
ventional SABRE of N-heterocycles, which has been successfully
employed for quantitative trace analysis below 1 mM (corre-
sponding to < 0.1 ppm detection capability).[5, 19b]

Corresponding 1H SABRE hyperpolarization spectra are pro-
vided for methylthiophene in Figure S12. Taken together with
dibenzothiophene’s SABRE hyperpolarization feasibility (Fig-
ure 2), our results support the possibility that the SABRE hyper-
polarization technique may be generally applicable to thio-
phene-based substituted heterocycles, common impurities in
crude oil.[12] SABRE-based NMR sensing could therefore poten-
tially provide a convenient means of detecting the presence
and structure of sulfur-heterocycles in crude oil samples in the
future, because (1) it is an instrumentally non-demanding tech-
nique; (2) the HP NMR resonances have an opposite phase with
respect to the rest of the protons in the spectrum;[3, 20] and (3)
the SABRE effect is likely to be at least partially selective for the
heterocyclic compounds found in oil.

Although conventional PHIP can be applied for detection of
thiophenes[21] and potentially other sulfur-containing com-
pounds with unsaturated chemical bonds, that parahydrogen-
based hyperpolarization technique relies on pairwise addition
of p-H2, and therefore leads to chemical modification of the
substrate–rendering the NMR spectral interpretation sig-
nificantly more challenging compared to the SABRE approach.
Moreover, only two hyperpolarized protons can be typically vi-
sualized with the conventional PHIP approach, whereas the SA-
BRE method demonstrated here allows enhancing multiple
proton sites. Furthermore, the conventional hydrogenative
PHIP technique is an irreversible process,[1e, 22] whereas SABRE
allows repeating the hyperpolarization process multiple
times,[23] which is useful in the context of multi-dimensional
NMR spectroscopy.[5]

In summary, it was shown that substituted (in ortho- posi-
tion) thiophenes are amendable to SABRE hyperpolarization
with an already-available catalyst (and an easily-created source
of ~50 % p-H2 using liquid N2 cooling). Moreover, hyper-
polarization of relatively distant protons (up to four chemical
bonds away from sulfur, Figure 2) is feasible. This result in-
dicates that SABRE can provide rich structural information, be-
cause multiple protons of the same sulfur-containing hetero-
cycle can be hyperpolarized and used as spectral signatures for
detecting a wide range of compounds simultaneously. This ca-
pability is welcome for structural studies of crude oil and other
complex mixtures, especially in the context of recently demon-
strated 2D SABRE NMR spectroscopy of trace analytes.[5] Fur-
thermore, the extension of SABRE to the new class of hetero-
cycles demonstrated here may be synergistic with the recent
development of heterogeneous SABRE catalysis.[24] Finally, be-
cause NMR detection of HP compounds can be more sensitive
at lower magnetic fields,[25] a number of portable, high-reso-
lution, and low-cost NMR platforms (e. g. SpinSolve, NMReady,
etc. at ~1 T field range) can be deployed for low-field NMR SA-
BRE spectroscopy and MRI imaging.[23, 26] Finally, the use of low-
field NMR spectroscopy for selective detection of S-SABRE hy-

perpolarized substances in complex mixtures may benefit from
the reduced signal background originating from other more
abundant but non-hyperpolarized substances.

Supporting Information (SI) is available: experimental de-
tails regarding sample preparation and SABRE hyper-
polarization, high-resolution NMR spectra, and spin dynamics
calculations.
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ABSTRACT: 15N nuclear spins of imidazole-15N2 were
hyperpolarized using NMR signal amplification by reversible
exchange in shield enables alignment transfer to heteronuclei
(SABRE-SHEATH). A 15N NMR signal enhancement of
∼2000-fold at 9.4 T is reported using parahydrogen gas
(∼50% para-) and ∼0.1 M imidazole-15N2 in methanol:aqu-
eous buffer (∼1:1). Proton binding to a 15N site of imidazole
occurs at physiological pH (pKa ∼ 7.0), and the binding event
changes the 15N isotropic chemical shift by ∼30 ppm. These
properties are ideal for in vivo pH sensing. Additionally,
imidazoles have low toxicity and are readily incorporated into a
wide range of biomolecules. 15N-Imidazole SABRE-SHEATH hyperpolarization potentially enables pH sensing on scales ranging
from peptide and protein molecules to living organisms.
KEYWORDS: NMR, hyperpolarization, parahydrogen, imidazole, pH sensing, 15N, chemical shift

Spectral sensing or imaging of local pH variances in vivo has
been of long-standing interest for characterizing a host of

pathological conditions, including various cancers.1−6 For
example, a variety of MR-based approaches using both
exogenous and endogenous agents (e.g., refs 6−17) have
been investigated as less invasive alternatives to using
microelectrode probes.6 However, sensitivity presents a
significant challenge to otherwise powerful MR-based methods
due to the typically low concentrations of probe molecules
compared to water in vivo.
One way to combat such MR sensitivity limitations is

hyperpolarization. NMR hyperpolarization techniques signifi-
cantly enhance nuclear spin polarization (P), resulting in large
gains in NMR signal.18−20 One such approach is signal
amplification by reversible exchange (SABRE), a technique
that relies on exchange of parahydrogen (para-H2) and to-be-
hyperpolarized substrate molecules on a catalyst21−23in
solutions or in “neat” liquids.24 Polarization of target nuclear
spins (e.g., 1H,21 15N,25,26 or 31P27) occurs spontaneously when
the applied static magnetic field BT is “matched” to the
corresponding spin−spin couplings between the nascent para-
H2 hydride pair and the target nuclei (Figure 1a). Homonuclear
(i.e., 1H) SABRE was demonstrated first21 using BT in the mT
range; the approach was later extended to heteronuclei (e.g.,

15N, 31P, etc.) via SABRE in shield enabling alignment transfer
to heteronuclei (SABRE-SHEATH25) utilizing BT static fields
in the μT range. Alternatives to spontaneous SABRE or
SABRE-SHEATH include radiofrequency irradiation targeting
level anti-crossings (LAC)28 and low-irradiation generation of
high tesla-SABRE (LIGHT-SABRE).29 These RF-based
approaches are attractive because they yield hyperpolarization
directly in the magnet where detection takes place. However,
the spontaneous/static-field approaches currently yield larger
polarization levels, up to 10% P15N (corresponding to >30 000-
fold signal enhancement at 9.4 T). A key advantage of all
SABRE hyperpolarization methods is their fast polarization
buildupachieving high P levels in only a few seconds.
Moreover, spontaneous SABRE and SABRE-SHEATH are not
instrumentally demanding and only require access to readily
produced para-H2 and a weak static magnetic field.
Furthermore, SABRE-SHEATH addresses a critical challenge
faced by all hyperpolarization techniques: Upon injection of
hyperpolarized (HP) material into a system of interest, signals
usually decay rapidly, with decay constants on the order of
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seconds up to a minute. However, with SABRE-SHEATH,
long-lived 15N sites can be HP with relaxation time constants
ranging from 1 min26 to 10 min.30 Furthermore, compared to
13C enrichment of leading 13C HP contrast agents (e.g.,
pyruvate-1-13C31,32), spin labeling with 15N uses relatively
straightforward chemistry replacing N-sites in N-heterocycles
with 15N.26,33

The development of all hyperpolarization techniques has
largely been driven by their use in biomedicine to image organ
function and probe metabolic processes in vivo.20,31,34,35 While
several translational challenges of conventional SABRE have
been addressed recently, i.e., demonstration of SABRE in
aqueous media,36−38 and implementation of heterogeneous
SABRE catalysts,39,40 most SABRE-hyperpolarized compounds
studied to date have limited biological relevance (although
nicotinamide,21 pyrazinamide, and isoniazid41 have been
demonstrated). Recently, 15N heterocycles have been shown
to be potent for pH imaging.42 In this case, hyperpolarization
was performed with the well-established yet expensive
dissolution-DNP (dynamic nuclear polarization)43 modality

and pH sensing was achieved by detecting changes in 15N
isotropic chemical shifts, which are >90 ppm for the protonated
and deprotonated states of the 15N-heterocycles.42 As a result,
15N isotropic chemical shifts of 15N-hyperpolarized probes may
be ideal reporters of in vivo pH. This approach has two key
advantages compared to the current HP 13C-bicarbonate pH
sensing approach.15 First, in vivo 15N T1 is significantly longer
than that for 13C (e.g., ∼10 s for 13C bicarbonate15). Second,
pH sensing using bicarbonate requires measurement and
detection of both 13C bicarbonate and its exchanging partner
13CO2 via spectroscopic imaging (MRSI)a demanding
approach with respect to SNR, because the relative signal
ratio of 13C bicarbonate and 13CO2 peaks must be measured
with good precision, whereas this approach only requires
accurate measurement of 15N frequency, which can be
performed with relatively low SNR.
A key challenge for in vivo pH sensing is a relatively narrow

pH range for the extracellular compartments for most
conditions of interest, requiring that a given pH probe provide
a wide dynamic range of signal response over a relatively
narrow range of pH values (i.e., ∼1.5 pH units). As a result, the
pH sensor must have a pKa close to physiological pH of ∼7.
Initial studies of six-membered N-heterocycles (see Supporting
Information Figure S1 and ref 42) identified only one
somewhat suitable candidate: 2,6-lutidine,42 with pKa ∼ 6.6.
However, 2,6-lutidine is not readily amenable to SABRE-
SHEATH hyperpolarization.24 The pKa of imidazole is ∼7.0a
property that has already been exploited for in vivo tumor pH
imaging via proton detection without hyperpolarization.6,44

Therefore, imidazole nitrogen-15 sites are excellent candidates
for 15N HP pH sensing. Indeed, proton binding induces easily
measured 15N chemical shifts of ∼30 ppm (Figure 2).45−47

Note that both 15N sites have the same chemical shift in the
deprotonated form because of fast proton hopping between
these two sites in aqueous media.45−47 In the protonated form,
both 15N sites are equivalent and have the same chemical shift.
As a result, imidazole-15N2 is an excellent delivery vehicle,
because its two 15N sites carry twice the hyperpolarization
payload of (single-site) pyridine derivatives.
Here, 15N-SABRE-SHEATH hyperpolarization of imidazo-

le-15N2 is demonstrated. Figure 2b shows the exchange process
of imidazole-15N2 and para-H2 gas on the activated Ir-IMes
hexacoordinate complex of the most potent SABRE hyper-
polarization catalyst to date.23 As shown in Figure 2, 15N signal
enhancement ε15N of ∼2000-fold is detected on each of the two
15N sites in a methanol:aqueous (pH ∼ 12) buffer (∼1:1)
solution of ∼0.1 M substrate utilizing only 50% para-H2 gas
and the hyperpolarization setup described previously.26 Note
the broad appearance of the HP NMR line in pure methanol-d4
(Figure S3) owing to intermediate proton chemical exchange
between the two 15N sites described above; the 15N NMR line
is no longer broadened in aqueous solution (Figure 2d). The
additional 15N HP resonances (seen as narrow lines) are due to
the presence of catalyst-bound 15N imidazoles (Figure 2d inset
and Figure S3a)which have different pKa values, protonation
states, and proton exchange rates. If 100% para-H2 would have
been utilized (vs ∼50% para-H2 utilized here), the enhance-
ment would be effectively tripled to ε15N ∼ 6000-fold,
corresponding to P15N ∼ 2%. Temperature and BT

48 of the
SABRE-SHEATH procedure were optimized to achieve the
largest enhancements under our conditions. We note that
unusually (for SABRE) high temperature (>340 K, Figure 2g)

Figure 1. (a) Generalized scheme of SABRE and SABRE-SHEATH
hyperpolarization processes. (b) Chemical structure of the activated Ir-
IMes hexacoordinate complex after activation with H2. The complex
undergoes fast exchange with para-H2 and free imidazole-15N2, which
enables spontaneous polarization transfer from para-H2 (in the form of
Ir-hydrides) to 15N nuclei of imidazole-15N2 in μT magnetic fields.25,26
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was found optimal for 15N SABRE-SHEATH in the aqueous
medium (Figure 2f,g).
These results represent the highest payload (defined as the

product of 15N concentration and polarization) for any SABRE-

hyperpolarized compounds with the exception of 15N-
nicotinamide (50 mM and P15N ∼ 11% at ∼100% para-H2
limit), which was achieved in pure methanol-d4 using
preactivation with pyridine,33 whereas here, 15N SABRE-
SHEATH was performed in an aqueous medium, which is
known to provide lower enhancements due to lower para-H2
solubility.37 A potential solution is a further significant increase
of para-H2 pressure (compared to ∼6.5 atm used here), which
could potentially enable significantly larger polarization
levels,24,26 e.g., P15N ∼ 10% or more. 15N T1 of imidazole-

15N2
in methanol:aqueous (pH ∼ 12) buffer (∼1:1) solution in the
presence of SABRE catalyst was 24 ± 1 s at 9.4 T, whereas
further reduction of methanol fraction (to an estimated value of
<10% by volume) resulted in a T1 increase to 86 ± 2 s (Figure
S2) indicating that the in vivo T1 (with the absence of both
alcohol and exchangeable catalyst) could potentially exceed 1
min.49 The 15N hyperpolarization lifetime could also be further
enhanced via long-lived spin states and the use of lower
magnetic fields.30

Motivated by potential biomedical translation, SABRE-
SHEATH hyperpolarization of imidazole-15N2 in aqueous
media was performed at several different pH values (below
and above the pKa, Figure 3) demonstrating that (i) 15N

chemical shift of the HP probe indeed changes by ∼30 ppm,
and (ii) the 15N NMR resonances are sufficiently narrow to
discriminate minute changes in pH in the physiologically
relevant range. Therefore, this HP molecular probe can
potentially enable in vivo pH sensing with an estimated ∼15
ppm range covering pH range 6.5 to 7.5, and it should provide
resolution of 0.1 unit of pH per 1.5 ppm of 15N shift.
Conventional 1H-SABRE of methanol-d4 solution yielded εH

∼ 50−100-fold (Figure S3e), i.e., values lower than the
corresponding 15N enhancements (Figure S3a)in agreement
with previous 15N SABRE-SHEATH studies of 15N-pyridine.26

Moreover, Figure S3d also shows in situ (or “high-field”)
SABRE 1H NMR spectroscopy of imidazole-15N2 recorded
inside a 9.4 T spectrometer (the spectrum was recorded
approximately 2 s after para-H2 bubbling (conducted at 9.4 T)
was stoppednote (i) the partial SABRE signal enhancement
of one of the imidazole protons, manifested as the signal with
negative (emissive) phaseconsistent with the previously
described “high-field” SABRE effect;50 and (ii) upfield 1H
signals from intermediate hydride species formed transiently
during the catalyst activation process.37 Taken together, the 15N
SABRE-SHEATH and 1H SABRE results indicate that

Figure 2. (a) Molecular diagram of imidazole-15N2 protonation; note
that the effective molecular symmetry in unprotonated (due to fast
proton hopping between two 15N sites) and protonated states results
in the same 15N chemical shift of both sites. (b) Determination of
imidazole-15N2 pKa using isotropic 15N chemical shift in aqueous
solutions. (c) Selected (thermally-polarized) 15N spectra of imidazole
in water used for pKa determination. (d)

15N NMR spectrum of HP
imidazole-15N2 (∼0.1 M) in methanol:water (∼1:1) produced via
SABRE-SHEATH (BT < 0.1 μT, [catalyst] ∼ 4 mM); note the inset
spectrum showing the other HP enlarged resonances: the large
changes (i.e., ≥10 ppm) of a 15N chemical shift of these species are
caused by the imidazole position in the hexacoordinate complex (e.g.,
equatorial vs axial position, Figure 1b), binding state (e.g., free vs
catalyst-bound states, Figure 1b),25,26 and protonation states.42 (e) 15N
spectrum of a 15N signal reference. (f,g) SABRE-SHEATH
optimization of magnetic transfer field BT and temperature,
respectively. All NMR spectra are recorded using a 400 MHz Bruker
NMR spectrometer.

Figure 3. 15N NMR spectra of imidazole-15N2 hyperpolarized via
SABRE-SHEATH at various pH values (below and above pKa) in
aqueous solutions containing <50% methanol. Note a minor shift of
∼2 ppm between resonances shown in Figure 2c (not color matched)
and here due to temperature difference of ∼40 °C.
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imidazole-15N2 reversible exchange (and SABRE in general)
have the same key features as the most-studied SABRE
substrate, pyridine.
While d-DNP could in principle be employed for hyper-

polarization of imidazole-15N2, it is an instrumentationally
demanding and expensive hyperpolarization technique, and
DNP hyperpolarization processes for this class of compound
typically require ∼2 h of polarization build-up.42 15N SABRE-
SHEATH allows preparation of HP imidazole-15N2 (and
potentially other imidazole-based biomolecules) in less than a
minute using a very simple experimental setup, paving the way
to pH sensing (imaging and localized spectroscopy) in vivo.
Furthermore, in combination with recent demonstrations of
SABRE in aqueous media36−38 and in “neat” liquids,24 the
presented work potentially enables the hyperpolarization of
15N-imidazole moieties for structural and functional studies of
peptides and proteins.51,52
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Toward production of pure 13C hyperpolarized
metabolites using heterogeneous parahydrogen-
induced polarization of ethyl[1-13C]acetate†

K. V. Kovtunov,*ab D. A. Barskiy,c O. G. Salnikov,ab R. V. Shchepin,c A. M. Coffey,c

L. M. Kovtunova,bd V. I. Bukhtiyarov,bd I. V. Koptyugab and E. Y. Chekmenev*ce

Here, we report the production of 13C-hyperpolarized ethyl acetate via

heterogeneously catalyzed pairwise addition of parahydrogen to vinyl

acetate over TiO2-supported rhodium nanoparticles, followed by

magnetic field cycling. Importantly, the hyperpolarization is demon-

strated even at the natural abundance of 13C isotope (ca. 1.1%) along

with the easiest separation of the catalyst from the hyperpolarized

liquid.

Nuclear Magnetic Resonance (NMR) hyperpolarization is
a rapidly expanding area of research, because it provides an
opportunity to overcome the low sensitivity problem of conven-
tional NMR spectroscopy and imaging in vitro and in vivo.1–4 One
of these approaches is the dynamic nuclear polarization (DNP)
method based on polarization transfer from electrons to nuclei
viamicrowave irradiation of a sample containing free radicals.5,6

DNP enables hyperpolarization of 13C-labeled substrates such as
lactate and pyruvate7,8 for metabolic MRI to provide unique
information about different pathologies in cancer, heart disease
and others.9,10 Despite the wide range of molecular targets that
can be hyperpolarized by DNP, it is a very expensive hyperpo-
larization technique, and it requires a relatively long time (!1 h)
for production of polarization, which signicantly limits the
broad application of this technique. An alternative approach to
achieve the hyperpolarized (HP) state in biomolecules is
parahydrogen-induced polarization (PHIP),11,12 which relies on
hydrogenation of some unsaturated precursors with

parahydrogen. In PHIP, pairwise hydrogen addition leads to
formation of compounds in which the two nascent H atoms
from the parahydrogen molecule are no longer magnetically
equivalent, which is manifested as near unity nuclear spin
polarization (P).13,14 While uids hyperpolarized by PHIP can be
employed as contrast agents for imaging applications,15,16 they
typically have relatively short T1 values, i.e. depolarize within
seconds.17 To increase short lifetime of HP uids, more sophis-
ticated agents with 13C labeled sites were developed, where these
13C sites are hyperpolarized via polarization transfer from
nascent parahydrogen atoms using spin–spin couplings. While
this polarization transfer can be accomplished by radio
frequency pulse sequences, a less instrumentation demanding
alternative is a magnetic eld cycling (MFC) approach.15,18–20

Angiographic 13C HP agent 2-hydroxyethyl propionate (HEP)
produced by PHIP was demonstrated at the very dawn of
hyperpolarization era.15 A few other 13C-labeled PHIP hyper-
polarized compounds were developed later for potential
biomedical applications: succinate,2,21,22 tetrauoropropionate,23

phospholactate,24–26 and others, despite the chemistry-related
challenge of unsaturated precursor design with sophisticated
isotope labelling patterns. However, PHIP using side-arm
hydrogenation (SAH) that was pioneered by Reineri and co-
workers recently,27,28 may signicantly expand the scope of the
PHIP method with regard to the potentially amenable biomole-
cules. Hyperpolarization of pyruvate and acetate were reported to
date,27,28 with many more biomolecules likely to follow soon.
Furthermore, novel 13C enrichment chemistry to enable simple
and low cost incorporation of 13C tags was recently developed for
PHIP-SAH method, which can potentially yield hyperpolarized
contrast agents with % P13C of 20–50%.29

However, until recently the PHIP technique primarily relied
on homogeneous pairwise hydrogenations with transition
metal complexes as catalysts for production of HP contrast
agents.30,31 The main disadvantage of this approach is the
presence of the dissolved homogeneous catalyst, which is
expensive and is challenging to separate from the hyper-
polarized compounds.32,33 Recently, however, PHIP was
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observed in the heterogeneous reactions in the gas34 and in the
liquid phases35,36 over immobilized complexes,37 supported
metals34,38 and ligand-capped nanoparticles.39,40 Observation of
13C HP resonance and therefore, production of 13C-
hyperpolarized molecules via heterogeneous hydrogenation
with parahydrogen was so far shown only for 13C HEP during
hydrogenation of 2-hydroxyethyl acrylate over platinum nano-
particles capped with glutathione.40 However, the conversion
level was extremely low (see Fig. S3 in the ESI† of ref. 40) and
may be estimated as ca. 0.03% over 15 seconds of reaction time.
Moreover, along with low degree of substrate conversion the
ltration procedure to separate 2 nm nanoparticles is also
a translational challenge, which cannot be mitigated by
a straightforward decantation of HP uids from the solid cata-
lyst during the time frame comparable to 13C T1 (typically on the
order of tens of seconds). Furthermore, HEP has no direct
metabolic relevance, and its potential use is limited to
angiography.15

Herein, we report 13C NMR hyperpolarization of a biomole-
cule via heterogeneous liquid phase hydrogenation of vinyl
acetate over solid Rh/TiO2 catalysts. The 13C nuclear spin
polarizations achieved in these experiments are the rst re-
ported to date involving heterogeneous reactions over sup-
ported metal catalysts.

Titania-supported rhodium catalysts are the best supported
metal catalysts for HET-PHIP in both liquid36,41 and gas pha-
ses.17 Therefore, two variants of Rh/TiO2 catalysts correspond-
ing to two different loadings of the metal (1 wt% and 23.2 wt%)
were prepared (see ESI for details†).

In the rst set of experiments, both catalysts were tested in
the gas phase hydrogenation of propene to propane with para-
hydrogen to check their efficiencies in terms of both the
percentage of pairwise hydrogen addition level and the overall
hydrogenation activity/yield. Both catalysts were active and
yielded HP propane (Fig. S1 in the ESI†), which is in good
agreement with the previous observations.17 It should be noted
that Rh/TiO2 catalyst with 23.2 wt% rhodium loading resulted
in the NMR spectrum with lower intensities of HP lines in
comparison to that with 1 wt% rhodium loading despite
a higher (ca. 100% vs. 75%) chemical yield of the reaction
product. Next, both catalysts were used in the liquid phase
heterogeneous hydrogenation of vinyl acetate in three organic
solvents: benzene-d6, dimethyl sulfoxide (DMSO)-d6 and meth-
anol-d4. A high-pressure setup allowing to carry out hydroge-
nation reaction at ca. 7 atm of gas pressure in situ was
employed42 which allowed us to monitor the reaction inside a 5
mm NMR tube lled with vinyl acetate solution. The schematic
presentation of the experimental setup with eld cycling
procedure is shown in Fig. 1. Utilization of DMSO-d6 as the
solvent was ineffective because no ethyl acetate formation was
detected in the case of both catalysts. In contrast, when
benzene-d6 was used as a solvent (Fig. S2 in the SI†) and
hydrogenation of vinyl acetate with parahydrogen was per-
formed in situ in the 9.4 T NMR magnet (corresponding to
PASADENA11 conditions), very intense and clearly recognized
HP peaks of ethyl acetate were detected at ca. 7 atm of hydrogen
pressure. A relatively high pressure of H2 gas along with its high

solubility in benzene allowed us to observe weak PHIP effects
even several minutes aer interrupting hydrogen bubbling
(Fig. S2 in the ESI†), indicating that hydrogenation of vinyl
acetate is relatively slow. The highly polarized ALTADENA-sha-
ped12 signatures of HP NMR lines for ethyl acetate were also
observed when hydrogenation experiments were conducted in
the Earth's magnetic eld (Fig. 2) or at !0.1 mT inside the
magnetic shield with the subsequent fast transfer to the high
eld of the 9.4 T NMR spectrometer (Fig. S3 in the ESI†).
Importantly, utilization of Rh/TiO2 catalyst with 23.2 wt%
rhodium loading for vinyl acetate hydrogenation in benzene-d6
solution results in the loss of parahydrogen-derived hyperpo-
larization of ethyl acetate despite greater chemical reaction
yield compared to Rh/TiO2 with 1 wt% Rh loading. The use of
high parahydrogen pressure is very important, and it is clear
that higher concentration of dissolved H2 increases the reaction
yields. For example, the intensities of HP lines were approxi-
mately four-fold greater when !7 atm parahydrogen total
pressure was used vs. !1 atm under otherwise the same
heterogeneous hydrogenation conditions in methanol-d4
solvent (Fig. S4 in the ESI†). This situation is common, and
utilization of relatively high parahydrogen pressures along with
the use of efficient rhodium catalyst (23.2 wt% Rh loading) in
methanol-d4 solvent allowed us to observe HP lines in the
ALTADENA experiments (Fig. 2b) with ca. 9-fold enhancement
3H corresponding to % PH ! 0.03%.

The possibility to produce HET-PHIP in the liquid phase
opens up new horizons not only for the liquid phase 1H contrast
agents production but also for polarization transfer from HP
protons to heteronuclei via MFC.15,27–29,43

By utilization of the MFC approach and heterogeneous
hydrogenation over supported metals we demonstrate hyper-
polarization of 1-13C resonance of ethyl[1-13C]acetate (313C ! 44,
% P13C ! 0.035%) at 98% 13C enrichment (Fig. 3). 13C HP signal
is also readily detectable at natural abundance (!1.1%) of the
13C isotope (Fig. S5 in the ESI†). Hydrogenation reaction was
carried out in the Earth's magnetic eld via parahydrogen
bubbling through 80 mM solution of vinyl acetate-1-13C in
methanol-d4 for approximately 25 s. Then the bubbling was
terminated and the NMR tube with the reaction mixture and the
solid catalyst was transferred inside a magnetic shield with
a weak (!0.1 mT) magnetic eld for a short period of time (!2 s)
and then to the 9.4 T NMR spectrometer for 13C NMR spectra
acquisition (Fig. 3b). This MFC procedure was found to be over

Fig. 1 Schematics of the experimental setup for liquid phase
heterogeneous hydrogenation over supported metal catalysts with
magnetic field cycling (MFC) for effective polarization transfer from 1H
to 13C using PHIP-MFC.
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three times more efficient (Fig. S6 in the ESI†) than carrying out
the hydrogenation reaction inside the magnetic shield.29 A
plausible explanation is a more efficient proton relaxation at
!0.1 mT vs. that at the Earth's magnetic eld. In addition to
achieving 313C ! 44 for ethyl[1-13C]acetate via HET-PHIP, the
chemical conversion was relatively high (ca. 25% conversion of
80 mM vinyl acetate-1-13C reagent in benzene-d6). 13C
enhancement of !44 is approximately 50 times lower than that
(313C ! 2200) obtained using similar MFC procedure when
homogeneous Rh-based hydrogenation catalyst in methanol-d4
was utilized.29 This signicant difference can be primarily
explained by two factors: (i) longer hydrogenation time (!25 s
vs. !10 s (ref. 29)) resulting in T1 depolarization of proton
hyperpolarization pool at the Earth's magnetic eld, and (ii)
lower percentage of pairwise parahydrogen addition on sup-
ported metal catalysts44 vs. that for homogeneous catalysts.
Further optimization of HET catalysts for production of solu-
tions of HP contrast agents is required to improve % P13C and
the reaction yields. Moreover, the use of near 100% para-
hydrogen produced with a parahydrogen generator rather than
!50% parahydrogen used here would effectively triple % P13C to
!0.1%. Furthermore, 100% conversion of vinyl acetate to ethyl
acetate may provide a four-fold increase in the amount of
polarized product, thereby improving the production of the
payload (dened as the product of concentration and% P) of HP
contrast agent.

To further emphasize that HET-PHIP catalyst should be
optimized and matched for a specic task/PHIP precursor
system, we utilized the 23.2 wt% Rh/TiO2 catalyst in PHIP-MFC
experiments. It was shown that hydrogenation of 80 mM vinyl
[1-13C]acetate via parahydrogen bubbling at ca. 7 atm in meth-
anol-d4 solution yielded 13C PHIP polarized resonance of ethyl
[1-13C]acetate (Fig. S7 in the ESI†) with the intensity similar to
that observed with the 1 wt% Rh/TiO2 catalyst in benzene-d6
(Fig. 3). Moreover, these relatively high 13C hyperpolarization
levels (along with high chemical conversion) of ethyl[1-13C]
acetate allow one to detect 13C PHIP-MFC hyperpolarized reso-
nance even at the natural abundance of 13C nuclei (Fig. S5 in the
ESI†). This 13C PHIP polarization produced by using HET
hydrogenation with parahydrogen is reported for the rst time
for an unlabeled compound. The relative simplicity of the pre-
sented setup (coupled with convenient production of !50%
parahydrogen using liquid N2) will enable screening of wide
range of molecular PHIP-SAH precursors for their utility to serve
as HP contrast agents. In particular, screening of SAH in esters
of pyruvate, lactate, amino acids, etc. may enable HET-PHIP of
molecules with biological relevance to answer questions about
metabolism and function in vivo.

In conclusion, we have prepared and successfully used two
Rh/TiO2 HET catalysts for effective pairwise hydrogen addition
to produce HP biomolecule in two organic solvents. Optimiza-
tion of the experimental setup and the use of elevated pressure
of hydrogen for heterogeneous hydrogenation experiments
allowed us to produce 1H PHIP hyperpolarized patterns for ethyl
acetate, which can be potentially a useful molecular probe for
cancer and brain metabolism.29 Magnetic eld cycling (MFC)
allowed us to observe hyperpolarized 13C resonance of ethyl
[1-13C]acetate via polarization transfer from protons to slower
relaxing 1-13C site. Because a wide range of biomolecules can be
potentially hyperpolarized using PHIP-SAH and MFC, the
approach presented here would be useful for preparing pure
(i.e., catalyst free) HP contrast agents. The reported results are
the rst to date demonstration of HP 13C resonance in 13C

Fig. 3 (a) Reaction scheme of vinyl acetate-1-13C heterogeneous
hydrogenation by parahydrogen over 1 wt% Rh/TiO2 catalyst in
benzene-d6 solution with subsequent polarization transfer from
protons to 13C (via MFC), (b) 13C NMR spectrum of HP ethyl[1-13C]
acetate, and (c) corresponding 13C spectrum of thermally polarized
reaction mixture after hyperpolarization experiments shown in (b).

Fig. 2 (a) Reaction scheme of vinyl acetate hydrogenation with par-
ahydrogen to yield HP ethyl acetate. (b) 1H NMR spectrum of the
solution after heterogeneous hydrogenation of vinyl acetate to ethyl
acetate with parahydrogen over 23.2 wt% Rh/TiO2 catalyst in meth-
anol-d4 (ALTADENA-type experiment). (c) Corresponding 1H NMR
spectrum of fully relaxed reaction mixture obtained after PHIP
hydrogenation experiment shown in (b).
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isotopically labeled and unlabeled (natural abundance of 13C)
biomolecule produced over supported metal catalysts in the
liquid phase. And presented technique can yield 0.1% 13C
polarization.
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ABSTRACT: An open-source hyperpolarizer producing 13C hyper-
polarized contrast agents using parahydrogen induced polarization
(PHIP) for biomedical and other applications is presented. This PHIP
hyperpolarizer utilizes an Arduino microcontroller in conjunction with a
readily modified graphical user interface written in the open-source
processing software environment to completely control the PHIP
hyperpolarization process including remotely triggering an NMR
spectrometer for efficient production of payloads of hyperpolarized
contrast agent and in situ quality assurance of the produced hyper-
polarization. Key advantages of this hyperpolarizer include: (i) use of open-
source software and hardware seamlessly allowing for replication and
further improvement as well as readily customizable integration with other NMR spectrometers or MRI scanners (i.e., this is a
multiplatform design), (ii) relatively low cost and robustness, and (iii) in situ detection capability and complete automation. The
device performance is demonstrated by production of a dose (∼2−3 mL) of hyperpolarized 13C-succinate with %P13C ∼ 28% and
30 mM concentration and 13C-phospholactate at %P13C ∼ 15% and 25 mM concentration in aqueous medium. These contrast
agents are used for ultrafast molecular imaging and spectroscopy at 4.7 and 0.0475 T. In particular, the conversion of
hyperpolarized 13C-phospholactate to 13C-lactate in vivo is used here to demonstrate the feasibility of ultrafast multislice 13C MRI
after tail vein injection of hyperpolarized 13C-phospholactate in mice.

Nuclear spin polarization (P) can be increased by orders of
magnitude compared to the equilibrium thermal polar-

ization level induced by a magnetic field through a process
denoted as hyperpolarization.1,2 While the hyperpolarized (HP)
state is temporary in nature with exponential decay time
constants on the order of seconds to tens of minutes,3,4 HP
biomolecules have been successfully used as metabolic contrast
agents.5,6 Once injected in living organisms at sufficient
quantity and high polarization, these HP contrast agents
(HCA) can serve as quantitative imaging biomarkers reporting
on abnormal metabolism in cancer, heart diseases, and other
diseases.7−10

Several hyperpolarization techniques exist, but only dis-
solution dynamic nuclear polarization (d-DNP)11 and para-
hydrogen induced polarization (PHIP)12−14 methods have
been shown to be useful to date for producing liquid-state
HCAs which have shown promise in vivo.7,15 D-DNP is the
most widely used hyperpolarization technique, where a source
of unpaired electrons is introduced to a biomolecule such as
pyruvic acid (commonly by mixing with a free radical), and the
HP state of nuclei is created by high-power microwave
irradiation of electrons at low temperature and high magnetic
field; i.e., high Boltzmann polarization of unpaired electrons is
transferred to 13C1 carbon of pyruvic acid under microwave

irradiation.11 This process is highly efficient, and up to 70% 13C
polarization levels can be achieved in as little as 20 min.16 The
d-DNP technique has been applied to a broad range of
molecules.7,8,17 The widespread accessibility of d-DNP beyond
custom-built research platforms was significantly enhanced by
the introduction of commercial hyperpolarization equipment
suitable for preclinical trials of this technology in small
rodents6,18−21 and, later, the introduction of a sterile-path d-
DNP hyperpolarizer intended for clinical use.22 These technical
developments for d-DNP ultimately enabled the first clinical
trial in 2013,23 a remarkable achievement only 10 years after the
first proof-of-principle study.11,24

Despite these advances, however, d-DNP technology has yet
to address two major challenges: (i) the high cost of the device
producing hyperpolarized nuclear spin states (also denoted the
“hyperpolarizer”) and, more importantly, (ii) the relatively slow
speed of the hyperpolarization process, varying from 0.3 to 2 h
dependent on the HCA choice.16,25

PHIP provides an alternative to d-DNP hyperpolarization,
and it is free from the above limitations. This technique relies
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on the high-speed, pairwise addition of parahydrogen (para-
H2) by a catalyst across an unsaturated carbon−carbon bond
(CC or CC)12−14 followed by polarization transfer from
nascent protons to longer-lived (i.e., with greater T1 time
constant) 13C nucleus via the J-couplings.5,26−29 As a result of
this rapid catalysis, HCA can be produced in seconds.26−29 The
requirement of a 13C labeled site being adjacent to an
unsaturated carbon−carbon bond with a sufficiently strong J-
coupling is the main drawback of the PHIP hyperpolarization
method, which has significantly slowed down the progress of
implementing this hyperpolarization technique for metabolic
imaging after its initial demonstration for 13C hyperpolarization
of 2-hydroxyethyl propionate (HEP), useful for angiographic
applications,27,28,30 although at least three other HP 13C
biomolecules have been recently developed for PHIP hyper-
polarization with sufficient payloads of net magnetization
suitable for biomedical applications: succinate31 for cancer
imaging,32 tetrafluoropropyl propionate33,34 for atheroma
imaging,35 and phospholactate36−38 for lactate imaging probing
elevated glycolysis in cancer similarly to HP pyruvate by DNP.
As a result, commercial PHIP hyperpolarizers (beyond
prototype devices30 produced by Amersham Biosciences,
Healthcare company) have never emerged, which in turn
further inhibited the adoption of PHIP for biomedical
purposes.
However, a recent (ca. 2015) introduction of PHIP using

side arm hydrogenation (PHIP-SAH)29,39 significantly ex-
panded the reach of amenable biologically relevant molecules
for PHIP. Importantly, hyperpolarization of acetate and
pyruvate is now feasible with PHIP-SAH, and therefore,

PHIP can potentially complement d-DNP. Moreover, we
have recently demonstrated an efficient and robust synthesis of
biomolecular precursors for PHIP-SAH hyperpolarization of
13C-acetate and beyond.40 Although the demonstrated P13C of
∼2% was relatively low by PHIP-SAH, Reineri and co-workers
noted that further %P13C improvement to ∼25% would require
an efficient PHIP hyperpolarizer device capable of fast para-H2
pairwise addition and efficient polarization transfer from
protons to 13C nuclei.39

A few examples of PHIP hyperpolarizers and platforms have
been demonstrated over the years with mixed success. Early
reports described the first partially automated PHIP hyper-
polarizer, based on a LabView platform, but its performance
was susceptible to external magnetic field fluctuations, and it
lacked in situ detection capability.41,42 The in situ detection
capability was later demonstrated in an automated 0.0475 T
PHIP hyperpolarizer, where control codes and timing delays
embedded into the NMR spectrometer pulse sequence
provided a convenient means of controlling and sequencing
the radio frequency (RF) polarization transfer pulse sequence
with gas manifold events related to handling of liquids and
gases: producing an aliquot of precursor molecule, injecting it
with para-H2 into a chemical reactor during 1H RF decoupling,
applying the RF pulse sequence, liquid ejection, etc.43,44 Other
recently reported designs of automated PHIP hyperpolarizers
were also based on custom LabView platforms and lacked the in
situ detection capability.45,46 This capability is essential for
quality assurance (QA) of the HCA prior to injection in vivo as
well as for optimization of the hyperpolarizer performance. For
example, %P13C of only 1% was achieved by a design (lacking in

Figure 1. Schematic of the PHIP hyperpolarizer. The system consists of the following key elements: (a) a device frame, (b) NMR spectrometer and
RF amplifier(s), (c) thermoelectric cooled (TEC) manifold, (d) catalyst/precursor containing bottle, (e) PHIP probe, (f) B0 magnet, (g) B0 magnet/
RF probe cooling fans, (h) interface to HyperBridge, (i) B0 magnet power supply unit (PSU), (j) controller unit, (k) solenoid valves, (l) para-H2
tank, (m) propellant inert gas tank, (n) power distribution unit, and (o) step-down pressure regulator. The overall hyperpolarizer dimensions are
∼68 in. (height) by ∼21 in. (depth) by 33 in. (width). See additional details in the text and Supporting Information.
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situ detection capability) presented by Wagner and co-
workers.45 It should also be noted that LabView-based PHIP
hyperpolarizers utilize custom (and typically proprietary)
software, which is very difficult for sharing among those
wanting to replicate or build more advanced variants of PHIP
hyperpolarizers.
While in situ detection capability certainly advanced the field

of PHIP hyperpolarizers, the original demonstration was based
on a relatively expensive Halbach array permanent magnet,43

and more importantly, the software controlling auxiliary
components (e.g., solenoid valves) were tied into the software
of the NMR spectrometer (i.e., preventing seamless multiplat-
form sharing and adaptation). Furthermore, the spectrometer-
based design has a limited potential for integration of more
complex sensors for process control including pressure,
temperature, etc. Such capability has proven essential for
feedback controls improving hyperpolarizer performance and
safety interlocks as demonstrated in automated 129Xe hyper-
polarizers.47,48

Building on experience constructing clinical-scale 129Xe spin-
exchange optical pumping (SEOP) hyperpolarizers,47−51 here
we present an open-source automated PHIP hyperpolarizer
design with significant advantages compared to previous PHIP
hyperpolarizers. The “brain” of the hyperpolarizer is an open-
source Arduino microcontroller (∼$30 USD), which provides
complete control of the device and permits integration with any
NMR spectrometer capable of applying a PHIP RF polarization
transfer sequence. All details of the design are provided in the
main text and the Supporting Information, including all
drawings and part sources sufficient to replicate and customize
this design. The provided open-source PHIP hyperpolarizer
software (Arduino microcontroller code and a graphical user
interface based on free and open-source Processing software)
readily enables future extension of the capabilities of the
presented polarizer design: e.g., integration of sensors, safety
interlocks, etc.47,48 The device has a relatively low cost and
produces payloads of HCA sufficient for preclinical studies in
rodents. Having utilized this PHIP hyperpolarizer in con-
junction with a HyperBridge (a magnetized HP tracer transfer
pathway) previously used to show the potential for high-
resolution molecular imaging studies,52 here we demonstrate
the efficacy of the presented hyperpolarizer with an example of
in vivo 13C spectroscopy of HP 1-13C-succinate and pioneering
in vivo imaging and spectroscopy of a previously reported
HCA/1-13C-phospholactate.36,38

■ EXPERIMENTAL METHODS
Overall Design of PHIP Hyperpolarizer. The design of

the PHIP hyperpolarizer is shown, and a listing of all the major
components is provided in Figure 1; the graphical user interface
(GUI) software windows are shown in Figure 2. Figure S1 and
Tables S1 and S2 provide a detailed system diagram and list the
part numbers and source information for all commercially
available components and technical drawings of the custom-
made components of the PHIP hyperpolarizer, and further, the
Supporting Information zip file also includes the GUI and
PHIP microcontroller programming code.
Device Frame. The device frame was designed using CAD

software (see Supporting Information for further details in
addition to Figure 1), and the frame is made available as a part
number from MiniTec, Victor, NY (P/N MT101315-1). The
PHIP controller unit (i.e., for the electronics) enclosure should
be ordered separately as P/N MT101315-2. The frame (∼50 ×

82 × 163 cm) incorporates all components excluding the RF
amplifiers situated on top of or adjacent to the main frame.

Magnet and RF Coils. The magnet coil (Figure 1) utilizes a
solenoid design (Figure S2) and generates a B0 field of ∼5.75
mT using ∼120 W of power, which allows for convenient
heating of the reactor and the sample injection loop. The
temperature (40−75 °C range) is controlled by the main fans
of the chassis. Two tuned (and matched to 50 Ohm) RF
Helmholtz saddle coils (Supporting Information) with their
alternating B1 fields geometrically orthogonal to each other and
also orthogonal to the static B0 field of the solenoid magnet
surround the reactor. These RF coils provide very short RF
pulses (≤0.5 ms) at low power (≤2.5 W) and good B1
homogeneity (Figure S3).

High-Pressure Reactor. The high-pressure reactor of the
PHIP hyperpolarizer (shown in detail in Figure 3c) is housed
inside the RF coils, which cover its ∼56 mL volume completely.
The reactor (Supporting Information) is made of thick-wall
polysulfone material and allows operation at up to 90 °C and
up to ∼21 atm pressure.

NMR Spectrometer and RF Amplifier and RF Probe. A
dual channel Kea-2 NMR spectrometer (Magritek, Wellington,
New Zealand) and custom-built Tomco RF amplifier (P/N
BT00250-AlphaS-Dual, Tomco Technologies, Stepney, Aus-
tralia) were utilized.

Preparation of Solutions Containing Catalyst and
PHIP Precursors. HP 1-13C-Succinate-d2 (SUX). Stock
solution (30 mM, pH = 10.3 measured by a pH meter) of
1-13C-fumaric acid-d2 acid (Cambridge Isotopes, CDLM-6062-

Figure 2. Screenshots of the Graphical User Interface (GUI) software
showing two different modes of PHIP hyperpolarizer operation: (top)
a preclinical mode where device operation is simplified to “single-
button” operation; (bottom) research mode gaining access to a series
of automated protocols and manual control of manifold components.

Analytical Chemistry Article

DOI: 10.1021/acs.analchem.6b02130
Anal. Chem. 2016, 88, 8279−8288

8281

http://pubs.acs.org/doi/suppl/10.1021/acs.analchem.6b02130/suppl_file/ac6b02130_si_001.pdf
http://pubs.acs.org/doi/suppl/10.1021/acs.analchem.6b02130/suppl_file/ac6b02130_si_001.pdf
http://pubs.acs.org/doi/suppl/10.1021/acs.analchem.6b02130/suppl_file/ac6b02130_si_001.pdf
http://pubs.acs.org/doi/suppl/10.1021/acs.analchem.6b02130/suppl_file/ac6b02130_si_002.zip
http://pubs.acs.org/doi/suppl/10.1021/acs.analchem.6b02130/suppl_file/ac6b02130_si_001.pdf
http://pubs.acs.org/doi/suppl/10.1021/acs.analchem.6b02130/suppl_file/ac6b02130_si_001.pdf
http://pubs.acs.org/doi/suppl/10.1021/acs.analchem.6b02130/suppl_file/ac6b02130_si_001.pdf
http://pubs.acs.org/doi/suppl/10.1021/acs.analchem.6b02130/suppl_file/ac6b02130_si_001.pdf
http://pubs.acs.org/doi/suppl/10.1021/acs.analchem.6b02130/suppl_file/ac6b02130_si_001.pdf
http://dx.doi.org/10.1021/acs.analchem.6b02130


PK, 1-13C 99%, 2,3-D2 98%, 3.00 mmol, 0.357 g) and trisodium
phosphate 12-hydrate, Na3PO4 × 12 H2O (3.00 mmol, 1.14 g)
were dissolved in deuterium oxide, D2O (Sigma, 99.8% D,
756822, 100 mL), and pH was adjusted by a diluted sodium
deuteroxide (NaOD) solution made of commercially available
NaOD (Sigma, 164488, 30 wt % in D2O, 99 atom % D). The
resulting solution was placed in a Buchi evaporation flask (1 L)
and was degassed using a rotational evaporator (model R-215
equipped with V-710 pump, Buchi, New Castle, DE) fitted with
an argon gas (high purity Argon) input by repeating twice the
following sequence: (a) the pressure was slowly (to avoid
boiling over) decreased from 70 to 15 mbar over approximately
5 min; (b) the pressure was adjusted back to ambient level by
filling the content of the 1 L flask with Argon gas (1 bar). The
phosphorus ligand, disodium salt of 1,4-bis[(phenyl-3-
propanesulfonate)phosphine]butane (717347, Sigma-Aldrich-
Isotec, 0.360 g, 0.64 mmol) was added, and the procedure
followed with an additional degassing described above. Finally,
rhodium(I) catalyst, bis(norbornadiene) rhodium(I) tetrafluor-
oborate (0.200 g, 0.54 mmol, 45-0230, CAS 36620-11-8, Strem
Chemicals, MA) was dissolved in ∼5 mL of acetone and was
added dropwise to the phosphine ligand solution to limit
undesirable rhodium precipitation. The described above

degassing procedure was repeated one more time to eliminate
acetone.

HP 1-13C-Phospholactate-d2 (PLAC). The unsaturated
precursor, monopotassium salt of 1-13C-phosphoenol-pyru-
vate-d2 (1-

13C-PEP-d2 or PEP), was produced by the protocol
described in ref 38. The batch used in this study contained ∼15
mol % of its reduced form 1-13C-phospholactate-d2 (PLAC).
While the presence of PLAC in the starting material does not
influence the ultimate chemical outcome of hyperpolarization,
its presence was accounted for in polarization level calculations.
Therefore, potassium salt of 1-13C-phosphoenol-pyruvate-d2,
1-13C-PEP-d2 (85% with 15% of PLAC, 2.50 mmol, 0.628 g),
and trisodium phosphate 12-hydrate, Na3PO4 × 12 H2O (3.00
mmol, 1.14 g), were dissolved in deuterium oxide, D2O (Sigma,
99.8% D, 756822, 100 mL), and pH was adjusted to ∼10.3
(monitored by a pH meter) by diluted sodium deuteroxide
(NaOD) solution made from commercially available NaOD
(Sigma, 164488, 30 wt % in D2O, 99 atom % D). The resulting
solution was filtered and placed in a Buchi evaporation flask (1
L), and it was degassed using the rotational evaporator fitted
with an argon gas (high purity Argon) input by repeating twice
the following sequence: (a) the pressure was slowly (to avoid
boiling over) decreased from 70 to 15 mbar over approximately
5 min; (b) pressure was adjusted back to the ambient level by
opening the Argon valve. The phosphorus ligand, disodium salt
of 1,4-bis[(phenyl-3-propanesulfonate)phosphine]butane
(717347, Sigma-Aldrich-Isotec, 0.720 g, 1.28 mmol) was
added, and it was followed with an additional degassing step
as described above. Finally, rhodium(I) catalyst, bis-
(norbornadiene) rhodium(I) tetrafluoroborate (0.400 g, 1.04
mmol, 45-0230, CAS 36620-11-8, Strem Chemicals, MA)
dissolved in ∼5 mL of acetone, was added dropwise to the
phosphine ligand solution to limit undesirable rhodium
precipitation. The above described degassing procedure was
repeated one more time to eliminate acetone.
The hydrogenation reactions inside the PHIP hyperpolarizer

were deemed to reach ∼100% yield as tested by high-resolution
NMR assays of reaction mixtures.38 Please note that for the
case of preparations of aqueous solutions, deuterium oxide was
replaced by HPLC grade water (Fisher Scientific) and sodium
deuteroxide was replaced by regular sodium hydroxide.

PHIP Hyperpolarizer Operation. The PHIP hyper-
polarizer is operated via Graphical User Interface (GUI),
Figure 2. The primary automated HCA production routine
performs the following steps: (i) charging the heated reactor
chamber with ∼6 atm para-H2 gas (∼12 s), (ii) loading the
solution containing catalyst and PHIP precursor into the heated
injection loop (∼2 s), (iii) triggering the NMR spectrometer
(<0.1 s), (iv) injecting the warmed solution from the injection
loop and spraying it into atmosphere of hot para-H2 gas using
the back-pressure (∼17 atm) of propellant gas (e.g., ultrahigh
purity N2 or Argon) under conditions of 1H decoupling
provided by the RF pulse sequence of the triggered NMR
spectrometer (3−12 s), (v) polarization transfer using a RF
pulse sequence developed by Goldman and Johannesson26

(∼0.3 s), and (vi) in situ 13C polarimetry of the produced HCA
to determine its %P13C using a small-angle RF pulse (∼0.5 s).
The entire fully automated polarization procedure requires less
than 1 min.
The produced HCA is located at the bottom of the chemical

reactor by the end of the injection step (as seen in the in situ
2D 13C MRI images (Figure 3) recorded using the same reactor
in combination with a previously demonstrated PHIP setup at

Figure 3. In operando 2D 13C MRI postproduction in the PHIP
reactor. Hyperpolarized 13C 2D MRI (projection imaging of HP HEP)
of the PHIP reactor was conducted at 0.0475 T43,44 in (a) an axial
projection (top-to-bottom view) and in (b) a transverse projection
(side view) and (c) a cross-sectional overlay of the PHIP reactor onto
the 13C hyperpolarized image shown in (b). Further reactor design
details are given in the main text and the Supporting Information. The
presented MRI images were acquired with 2 × 2 mm2 spatial
resolution and a 64 × 64 mm2

field of view and were bilinearly
interpolated to higher resolution in order to enhance the appearance.
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47.5 mT44) and then is conveniently ejected by opening the
eject valve, and aqueous HCA can be transferred to a container
(e.g., syringe) for its further use. While HP HEP is relatively
immune to exposure to ambient low magnetic fields, HP SUX
and PLAC (Figure 4) can depolarize rapidly, and therefore, the

transfer path for these molecules was protected by a
polarization-preserving magnetized path53 denoted a Hyper-
Bridge.52 Additional routines (HCA ejection and hyperpolarizer
cleaning) require less than 2 min resulting in a PHIP cycle of
less than 3 min.
These additional automated routines were developed for

hyperpolarizer cleaning using purging with propellant gas or for
performing other basic operations in an automated fashion
(Figure 2). Typically, more than 90% para-H2 was used for the
experiments described with initially produced ∼98% para-state
purity using a previously described para-H2 generator (we note
that para-H2 fraction decayed from 98% during storage in a
pressurized aluminum cylinder after the initial production
step).54

■ RESULTS AND DISCUSSION
13C PHIP of SUX and PLAC. Relatively high levels of 13C

polarization were achieved for both HP SUX and HP PLAC:
28% ± 5% and 15% ± 3%,38 respectively (Figure 5). The HP
SUX level is approximately a factor of 1.6 greater than the
highest polarization level previously reported using a PHIP
hyperpolarizer,55 despite an approximately 8 times greater
concentration (30 mM vs 3.5 mM).55 This apparent gain in %
P13C can be largely attributed to the in situ polarimetry (i.e.,
detection inside the hyperpolarizer immediately after produc-
tion) compared to the previous hyperpolarizer design, where
13C polarimetry was carried out after transfer of the material (a
process taking ∼10−20 s) from the hyperpolarizer to a high-
field NMR detector.41,55 We note that additional optimization
of operating parameters (catalyst/PHIP precursor solution

preheating delay and reaction time) was required to achieve the
best hyperpolarization yields, Figure S7.
HP PLAC polarization was ∼1.9 times lower than that of HP

SUX, which can likely be explained by the effective presence of
a four-spin system: two nascent para-H2 protons with

13C and
31P coupled to them in PLAC vs the three-spin system in SUX
(two nascent para-H2 protons with coupled 13C). This is
supported by two other observations. First, while performance
of the hyper-SHIELDED RF pulse sequence (data not shown)
was nearly identical to the performance of the Goldman pulse
sequence for HP SUX,26 the hyper-SHIELDED sequence56

results yielded an order of magnitude lower %P13C than the
Goldman sequence26 (data not shown) for HP PLAC. This is
not surprising because the hyper-SHIELDED sequence is
specifically geared for robust performance in three-spin
systems.56 Second, a theoretical study by Hövener and co-
workers57 provided 2D plots of %P13C dependence on the
timings of the Goldman polarization transfer sequence (using a
three spin formalism),57 which we successfully experimentally
reproduced here (Figure S3) for HP SUX. It should be noted
that these 2D plots exhibit well-defined local and global maxima
and minima of %P13C. The corresponding 2D HP PLAC plots
(Figure S3) yielded a pattern without such characteristics
indicating that a three-spin formalism is indeed too simplistic.
Therefore, %P13C in PLAC can be potentially remedied by
more advanced RF pulse sequences potentially including 31P
irradiation.

PHIP Hyperpolarizer Compatibility and Potential
Improvements. The presented hyperpolarizer is compatible
with other HCAs58 produced using RF-based polarization
approaches including those already utilized in vivo: diethyl-
succinate-13C,32 tetrafluoropropyl propionate,33,34 and
HEP.30,43 Other single- or dual-channel RF pulse sequences
could be utilized readily including those described ear-
lier.26,27,56,59−61 Moreover, this hyperpolarizer can be tailored
to accommodate PHIP using field-cycling-based polarization
transfer,5,29 thereby enabling PHIP of other compounds62−64

Figure 4. Hyperpolarization of 1-13C-succinate-d2 (SUX) (a) and
1-13C-phospholactate-d2 (PLAC) (b) using parahydrogen induced
polarization (PHIP).12,13 1-13C-fumarate-d2 (FUM) and 1-13C-
phosphoenolpyruvate-d2 (PEP) molecular precursors undergo catalytic
pairwise addition of para-H2 in aqueous medium during continuous-
wave (CW) 1H decoupling to yield, respectively, 1H HP products
corresponding to the PASADENA regime.14 The 1H polarization of
these PASADENA-enhanced protons is then transferred to 13C
nucleus using the 3-spin Goldman polarization transfer sequence26

using previously described schemes31,38,55 and known spin−spin
couplings.36,55

Figure 5. 13C and 1H NMR spectroscopy in situ of PHIP
hyperpolarizer at 62 kHz resonant frequency. (a) 1H signal reference
spectrum recorded using a sample of thermally polarized CuSO4 (∼5
mM) doped water, (b) 13C spectrum of HP SUX, (c) 13C spectrum of
HP PLAC, (d) 13C T1 decay of HP SUX in H2O measured using 30°
excitation radio frequency (RF) pulses, (e) 13C T1 decay of HP SUX in
D2O measured using 30° excitation radio frequency (RF) pulses, and
(f) 13C T1 decay of HP PLAC in D2O measured using 30° excitation
radio frequency (RF) pulses.
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most notably including acetate-13C29,40 and pyruvate-13C29,39 as
well as the production of compounds with long-lived spin states
(LLSS65) prepared by pairwise addition of para-H2.

66−68

While the hyperpolarizer demonstrated excellent perform-
ance from the perspective of automation and robust perform-
ance, certain improvements of the current design can be
envisioned. In particular, B0 homogeneity can be improved by
further magnetic field shimming using additional compensating
turns at the ends of the solenoid magnet.69 Moreover,
significantly less powerful, smaller, and less expensive RF
amplifiers (e.g., ∼5 W70) and NMR spectrometers (e.g., ref 71)
can be employed, because the presented hyperpolarizer design
requires ≤2.5 W of RF power per channel. Additional gains in
efficiency of RF coils’ performance can be potentially made by
increasing the bore size of the magnet (to reduce RF coil
coupling to the magnet) and maximize the use of the wire
conductor.72

We also note that, while the relatively low magnetic field of
the PHIP polarizer (∼5.75 mT) does not offer sufficient
chemical shift resolution to differentiate HP metabolites and
contrast agents (due to diminished 13C chemical shift
dispersion), this is not necessarily a drawback, because high-
field NMR detection can be employed by the PHIP
hyperpolarizer contrast agents to delineate between metabolite
signatures and injected HP contrast agent in vivo, e.g., HP ethyl
succinate and its metabolites reported earlier by Bhattacharya
and co-workers.32

13C Spectroscopy and Imaging in Small Rodents. The
efficient production of HP SUX and HP PLAC using the
presented hyperpolarizer enables one to probe in vivo
mechanisms and pathways using molecular imaging and
spectroscopy. The feasibility of in vivo 13C detection was tested
for HP SUX at a low magnetic field of 0.0475 T. Figure 6a
shows 13C T1 decay of an approximately ∼2 mL bolus of HP
SUX (∼30 mM concentration in D2O in a plastic syringe)
monitored by 15° excitation pulses using a volume RF probe
designed for small animal imaging.72

In a separate experiment, an anesthetized young rat (∼200 g)
placed inside a volume RF coil44 was injected with ∼1 mL of
HP SUX solution (∼30 mM in H2O) into the tail vein. The
effective imaging region of the magnet (∼8 cm long) covered
the torso of the rat. 13C spectra were recorded every 2 s using a
∼ 15° excitation RF pulse. The nonlocalized 13C in vivo
spectroscopy detected an initial rise of the 13C HP signal
followed by its decay due to T1 decay, signal depletion by RF
pulses, and metabolic processes. These results demonstrated
the feasibility of in vivo 13C HP detection using ultra low-field
magnetic resonance.
Additional in vivo experiments employed HP PLAC in a nude

mouse animal model using a 4.7 T MRI scanner. In the first set
of experiments, nonlocalized 13C NMR spectroscopy was
performed after injection of ∼0.2 mL of HP PLAC (∼25 mM)
via the tail vein (see the Supporting Information for details).
The volume RF coil covered the entire mouse body. 13C NMR
spectra were acquired every 3 s using ∼15° excitation RF
pulses. 13C signal initially increased, because more HP PLAC
reached the body of the animal during injection, and it was
followed by the decay of HP signal due to T1 decay, signal
depletion by RF pulses, and metabolic processes (Figure 6d).
Only one NMR resonance was detected in Figure 6d. Note

the in vivo line width at half height (LWHH) of ∼120 Hz or
∼2.5 ppm (Figure 6d, inset), which makes PLAC and lactate
(LAC) spectroscopically indistinguishable, because of their

small chemical shift difference of ∼0.3 ppm.73 It should be
additionally noted that 13C in vivo LWHH is ∼2.5 times smaller
(∼40 Hz) than at 4.7 T, clearly demonstrating that low-field
MR is far less vulnerable to susceptibility-induced magnetic
field gradients (this effect is even more pronounced in the 13C
in vitro MRI image of a syringe filled with foamy solution of HP
PLAC, where air bubbles create large field gradients resulting in
the appearance of low-SNR black spots in the image).
Because direct spectroscopic in vivo differentiation between

HP LAC and PLAC was challenging due to LWHH being
significantly greater than the chemical shift difference between
PLAC and LAC and because only one resonance was seen in
Figure 6d, the final in vivo experiments proceeded with
performing 13C slice-selective gradient echo (GRE) imaging
after PLAC injection in the tail vein of a nude mouse, Figure 7
(see the Supporting Information for details). A series of 6 mm-
thick 2D slices was recorded every 4 s with 3 × 3 mm2 in-plane
resolution and FOV of 96 × 96 mm2 to probe spatial
biodistribution of HP PLAC. 13C HP images were later

Figure 6. NMR and MRI detection of HP PLAC and SUX in vivo and
in vitro. (a) 13C T1 decay of HP SUX (30 mM, D2O, T1 ∼ 125 s)
monitored by small-angle RF pulses (α = 15°) at 0.0475 T, (b)
selected 2D slice of 13C gradient echo (GRE) image acquired at 4.7 T
(raw 2D data shown, image of a 5 mL syringe partially filled with ∼1.5
mL of HP PLAC in D2O was acquired using field of view (FOV) of 64
× 64 mm2, 1 × 1 mm2 pixel size (spatial resolution) and 3 mm slice
thickness (note the air bubbles creating dark spots in otherwise
uniform approximately expected cylindrical shape)), (c) nonlocalized
in vivo 13C spectroscopy of a rat conducted after tail-vein injection of
HP SUX at 0.0475 T (α = 15°), and (d) nonlocalized in vivo 13C
spectroscopy of a mouse conducted after tail-vein injection of HP
PLAC at 4.7 T (α = 15°).
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coregistered with anatomical proton images, Figure 7. Two
representative sets of images are shown in Figure 7a,b,
respectively. The presence of HCA is seen in the vasculature
of the animal, and additional uptake is detected in the heart and
in the bladder. This result is consistent with the previous high-
resolution NMR biodistribution study of non-HP PLAC,73

which identified that PLAC undergoes dephosphorylation in
blood followed by LAC uptake by the heart and other organs
with no PLAC signatures found in the heart and other organs.
However, the previous study73 lacked the temporal resolution
available by HP molecular imaging (Figure 7). On the basis of
the in vivo 13C images (Figure 7), we conclude that HP PLAC
follows the same metabolic fate: (i) it undergoes dephosphor-
ylation in the blood, followed by (ii) exchange with

endogenous lactate74 present in tissues and organs. Therefore,
injection of HP PLAC results in HP LAC imaging, because HP
LAC is produced immediately after HP PLAC injection. As a
result, we note the produced HP LAC via PHIP offers a good
alternative (to d-DNP HP 13C pyruvate (PYR)) for metabolic
imaging, which has already been proven for cardiac applications
by comparing the performance of HP LAC and HP PYR
metabolism in vivo.75

Serial acquisition of slice-selective 13C HP PLAC images can
also be used for HCA washout kinetics analysis. An example of
such analysis is shown in Figure S6 based on the pixel-by-pixel
analysis of the raw 13C images (Figure S5) in the heart region.
It demonstrates that the useful MRI data acquisition time
window was ∼12 s using our HCA administration protocol. On

Figure 7. In vivo molecular imaging using HP PLAC contrast agent at 4.7 T. 13C gradient echo (GRE) images (in color) are overlaid over
representative anatomical 1H proton images. Six coronal 13C images (3 × 3 mm2 in-plane resolution, 6 mm slice thickness, FOV = 96 × 96 mm2)
were acquired approximately 5−10 s after injection of HP PLAC via tail vein (∼0.2 mL, ∼30 mM dose) in a nude mouse (prior tumor implantation).
Two representative sets of 13C images (a) and (b) separated by ∼4 s are shown and overlaid over the same set of anatomical 1H images.
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the basis of the preliminary feasibility results, future in vivo
studies of cancer imaging using HP PLAC injections are
certainly warranted given the upregulation of endogenous
lactate in many cancers.19,20,23,76

■ CONCLUSION
A fully automated open-source low-cost PHIP hyperpolarizer is
reported. Sufficient hardware details and operating software are
provided for convenient device replication and potential further
improvements in the context of PHIP hyperpolarization, as well
as potential extensions for other hyperpolarization techniques
utilizing para-H2, e.g., conventional NMR signal amplification
by reversible exchange (SABRE),77,78 because the main B0 field
(∼5.75 mT) of this hyperpolarizer matches the optimal static
magnetic field required for coherent polarization transfer by
conventional 1H SABRE.79 It should also be noted that this
hyperpolarizer design can be potentially tailored for 15N
hyperpolarization via recently developed SABRE-SHEATH
(SABRE in in SHield Enables Alignment Transfer to
Heteronuclei)80−82 in the micro-Tesla magnetic field regime,
although the required equipment modifications would likely
include the integration of a mu-metal zero field chamber
around the main magnet, operation in micro-Tesla versus milli-
Tesla regime, and hyperpolarization detection using zero-field
NMR.83 15N SABRE-SHEATH provides robust hyperpolariza-
tion levels of up to 30%84,85 and can be used to hyperpolarize
pH sensors,86 hypoxia sensors,84 and Schiff bases87 potentially
useful for molecular imaging applications in vivo. The presented
PHIP hyperpolarizer enables record levels of polarization for
SUX (%P13C = 28% ± 5%) metabolic HCA and enabled
efficient (%P13C = 15 ± 3%) hyperpolarization of HP PLAC.
The hyperpolarizer can produce a dose of HCA (∼2−3 mL in
aqueous medium) as fast as every 3 min. The use of HP SUX
was demonstrated for low-field in vivo MR paving the way for
future low-field MRI of 13C HCAs. Moreover, the production
of HP PLAC enabled the preliminary feasibility study of in vivo
spectroscopy and metabolic imaging, demonstrating that HP
PLAC likely results in HP LAC after the in vivo
dephosphorylation step. The produced HP LAC undergoes in
vivo uptake by the heart and bladder clearance consistent with
previous studies. We hope the reported PHIP design can be
embraced by other laboratories working at the frontiers of
molecular in vivo imaging.
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ABSTRACT: Direct NMR hyperpolarization of naturally
abundant 15N sites in metronidazole is demonstrated using
SABRE-SHEATH (Signal Amplification by Reversible
Exchange in SHield Enables Alignment Transfer to
Heteronuclei). In only a few tens of seconds, nuclear
spin polarization P15

N of up to ∼24% is achieved using
parahydrogen with 80% para fraction corresponding to
P15

N ≈ 32% if ∼100% parahydrogen were employed (which
would translate to a signal enhancement of ∼0.1-million-
fold at 9.4 T). In addition to this demonstration on the
directly binding 15N site (using J2H‑15N), we also hyper-
polarized more distant 15N sites in metronidazole using
longer-range spin−spin couplings (J4H‑15N and J5H‑15N).
Taken together, these results significantly expand the range
of molecular structures and sites amenable to hyper-
polarization via low-cost parahydrogen-based methods. In
particular, hyperpolarized nitroimidazole and its derivatives
have powerful potential applications such as direct in vivo
imaging of mechanisms of action or hypoxia sensing.

NMR hyperpolarization techniques increase nuclear spin
polarization from thermal equilibrium levels of 10−6−

10−5 by orders of magnitudein some cases approaching
100%.1−4 Adequately chosen nuclear spin sites can retain their
hyperpolarized (HP) state for many minutes, decaying
exponentially back to thermal equilibrium; when this decay is
slow enough, HP substances can be used as exogenous contrast
agents to probe metabolism and function in vivo.2,5,6 15N sites
are particularly interesting because of their greater (e.g.,
compared to 13C) decay constants of up to 20 min.7−10

Moreover, 15N isotopic enrichment is frequently performed
using relatively straightforward and efficient chemistries and
therefore could be significantly more cost-effective than
production of 13C-enriched compounds such as 1-13C-
pyruvate.11,12 Currently, the rapidly growing field of HP 13C
molecular contrast agents is dominated by dissolution Dynamic
Nuclear Polarization (d-DNP), which typically achieves 13C

polarization levels well above 10%.13 However, for hyper-
polarization of 15N sites, the efficiency of d-DNP has been
limited to a few percent and currently requires hours of
polarization time. To date, 15N-choline (P15

N ≈ 3% in 2.5 h),14

pH sensors (P15
N ≤ 3% in 2 h),15 and a calcium sensor (P15

N <
2%)16 have been polarized by d-DNP for potential use as
injectable HP contrast agents.
Direct hyperpolarization of heteronuclei with NMR Signal

Amplification By Reversible Exchange (SABRE17) is possible
via SABRE-SHEATH (SABRE in SHield Enables Alignment
Transfer to Heteronuclei).18,19 Unlike d-DNP, SABRE-
SHEATH18,19 is scalable, provides efficient hyperpolarization
in seconds, and uses very simple and inexpensive hardware.7,20
15N SABRE-SHEATH of several biomolecules has been
demonstrated (including nicotinamide,11,18 imidazole,21 and
diazirines7), producing P15

N of up to 10% in ≤1 min. It is our
goal to expand the range of biomedically useful compounds
amenable to SABRE-SHEATH, which may enable unprece-
dented molecular imaging and spectroscopy experiments that
would provide direct visualization of biochemical processes.
Despite the success of 15N SABRE-SHEATH, so far this new

approach has been limited to hyperpolarization of 15N sites
directly binding to the polarization-transfer catalyst. This
pathway exploits short-range two-bond spin−spin couplings
(J2H‑15N) for polarization transfer from parahydrogen to 15N
sites (Figure 1a) in a μT magnetic field (BT).

18,19 Furthermore,
sterically hindering groups (e.g., methyl groups) in the ortho-
positions of six-membered N-heterocycles significantly reduce
the efficiency of polarization transfer.22 These shortcomings
limit the use of 15N-SABRE-SHEATH.
Here we overcome these limitations and demonstrate 15N

SABRE-SHEATH on metronidazole, a member of an
important group of antibioticsthe nitroimidazoles. Nitro-
imidazoles were discovered in the 1950s as a class of antibiotics
acting on a wide range of anaerobic bacterial infections.23
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Anaerobic conditions protect the organism’s employment of
pyruvate synthase, which consequently acts irreversibly on the
nitroimidazole moietyleading to selective drug uptake by
anaerobic bacterial cells in the host.23 The sensitivity of
nitroimidazole moieties to anaerobic conditions was later
exploited for hypoxia sensing in cancer. Despite a different
mechanism of action23 in mammalian anaerobic cancer cells,
the end result is the same: the chemical reaction of the nitro
moiety leads to irreversible binding in hypoxic cells.24,25 A
number of nitroimidazole compounds were employed as
molecular contrast agents to probe hypoxia and upregulation
of hypoxia inducible factor (HIF-1α) using Positron Emission
Tomography (PET),26 and Magnetic Resonance (MR) imaging
and spectroscopy.27 Hypoxia is a hallmark of some aggressive
forms of cancer,28,29 and its imaging can be used as a biomarker
for cancer screening and monitoring response to treatment.26,30

The investigational use of fluoromisonidazole (FMISO),26

SR4554,27 and numerous other related nitroimidazole-based
agents for hypoxia imaging has advanced well into clinical trials.
Furthermore, the intravenous injection of up to 1.4 g/m2 of
nitroimidazole derivatives is well tolerated in patients,27 which
would certainly be sufficient for HP imaging.31

In the present SABRE-SHEATH hyperpolarization studies,
we employed the most efficient IrIMes polarization-transfer
catalyst (using the established Ir catalyst precursor [IrCl-
(COD)(IMes)]; IMes = 1,3-bis(2,4,6-trimethylphenyl)-
imidazol-2-ylidene; COD = cyclooctadiene)32,33 and metronid-
azole with 15N at natural abundance (∼0.364%). As this
abundance is low, the statistically most-abundant polarization-
transfer species contains only one 15N site. Therefore, the
relevant spin system for polarization transfer contains only
three spins: two magnetically inequivalent protons and one 15N
site (Figure 1c).22,34 Because metronidazole contains three
nitrogen sites, it can form three types of AA′B spin systems,
respectively involving two-bond, four-bond, or five-bond spin−
spin couplings (Figure 1d). The 15N NMR signal from
nitrogens only two bonds away from the nascent parahydrogen

pair was enhanced by ∼72 000-fold at 9.4 T (corresponding to
P15

N ≈ 24%; see Supporting Information (SI) for additional
experimental and analysis details) in 50 mM solution of
metronidazole in methanol-d4 using ∼80% parahydrogen
(Figure 2b); these results may be extrapolated to expect P15

N

≈ 32% if ∼100% parahydrogen were employed. Note that the
15N polarization was sampled ∼8 s after cessation of
parahydrogen bubbling, and the measurement does not take
into account polarization decay losses that have occurred
during the sample transfer from the hyperpolarization setup
into the bore of the 9.4 T NMR spectrometer. The P15

N value of
∼24% is the highest 15N hyperpolarization level achieved by
any technique to date by at least several-fold, and it is
demonstrated despite the presence of one or two ortho
substituents, which have previously prevented the observation
of SABRE-SHEATH enhancement of six-membered N-hetero-
cycles.22 This high level of P15

N is not far away from the practical
limit of 50% theoretically predicted in recent literature.34−36

Furthermore, investigations using more concentrated solutions
(∼150 mM, Figure 2c, and ∼100 mM, Figure S5) additionally
enabled detection of relatively efficient SABRE-SHEATH

Figure 1. (a) Schematic diagram of the SABRE process: coherent
polarization transfer from parahydrogen-derived hydrides to 15N
heteronuclei. (b) Molecular structure of metronidazole. (c) Schematic
representation of the AA′B spin system in the polarization transfer
complex. Red circles represent naturally abundant 15N nuclei. (d)
Most-probable metronidazole-bound structures of the complex with
relevant AA′B spin systems.

Figure 2. (a) 15N NMR spectrum of thermally polarized signal
reference, neat pyridine-15N (∼12.4 M). (b) 15N spectrum of HP
natural abundance 50 mM metronidazole at ∼298 K. Note the
appearance of NMR resonances as a doublet of quartets due to spin−
spin coupling of 15N with aromatic and methyl protons (inset). (c)
15N spectrum of HP natural abundance 150 mM metronidazole at
∼298 K. (d) Optimization of HP metronidazole 15N NMR signal by
varying the magnetic field in the shield (BT). (e) Optimization of HP
metronidazole 15N NMR signal by varying the temperature (estimated
values) of the sample. (f) 15N T1 signal decay of HP metronidazole in
methanol-d4 at 9.4 T. All HP 15N spectra shown were obtained using
80% parahydrogen gas.
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hyperpolarization of the other two 15N sites (more weakly
coupled, via J4H‑15N and J5H‑15N couplings). Although these other
two sites exhibited significantly more modest P15

N values of
0.1−0.3% (i.e., “only” ∼1000-fold enhancements), it should be
noted that neither the μT field nor the exchange rates
governing the SABRE-SHEATH process were optimized for
hyperpolarization of these two remote 15N sites. The feasibility
of 15N SABRE-SHEATH processes via long-range (up to
J5H‑

15
N) spin−spin couplings (in a manner similar to

homonuclear SABRE17,32,37) enables 15N hyperpolarization of
a wider range of biomolecules via SABRE-SHEATH, because
more 15N and potentially other heteronculear sites become
amenable to SABRE-SHEATH.
It should also be emphasized that 15N NMR spectra with

high signal-to-noise ratios (SNRs >200 and >100) were
recorded despite the low natural abundance of 15N and despite
using only 80% parahydrogen (Figure 2) and 50% para-
hydrogen (see SI spectra), respectively. Moreover, this SNR
level is more than sufficient for optimization of experimental
conditions, i.e., the μT magnetic field for polarization transfer
BT, temperature, and measurements of relaxation parameters
(see Figure 2d−f). Furthermore, the reported 15N T1 (36 ± 1
s) relaxation is dominated by 15N Chemical Shift Anisotropy
(CSA) at high magnetic field (e.g., 9.4 T used here), and T1 is
significantly extended (by several-fold) at the clinically relevant
fields of 1.5 T and below.7 An expected in vivo 15N T1 of 1−2
min14 may be sufficient for hypoxia sensing, because nitro-
imidazole-based compounds reach the hypoxic region within
the first minute after intravenous injection.38,39 Moreover, while
other tissues may also absorb the injected hypoxia sensor,27,38,39

the 15N chemical shifts of the reduced form of the
nitroimidazole moiety may be sufficiently different to provide
a good mechanism of contrast of hypoxic regions versus
surrounding tissuesmitigating the requirement for clearance
of the background signal (the subject of future work).
In conclusion, record-level 15N hyperpolarization was

achieved via SABRE-SHEATH in seconds for a representative
compound from the nitroimidazole class of antibiotics/contrast
agents. Substituted five-membered N-heterocycles can be
efficiently hyperpolarized via SABRE-SHEATH even in the
presence of ortho substituents. 15N SABRE-SHEATH of distant
nitrogen sites via long-range spin−spin couplings is demon-
strated. Moreover, high levels of P15

N enable detection of HP
15N compounds even at natural abundance and 50% para-
hydrogen (see SI for additional 15N spectra), which can be
conveniently utilized for screening of large libraries of
compounds. Finally, the advances presented here will likely
be synergistically compatible with recent developments of
heterogeneous SABRE40,41 and SABRE in aqueous
media,20,42−45 key elements for future biomedical translation
of this work into animal models and ultimately clinical trials.
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Abstract 

Parahydrogen-induced polarization (PHIP) is an NMR hyperpolarization technique that increases 

nuclear spin polarization by orders of magnitude, and it is particularly well suited to study 

hydrogenation reactions. However, the use of high-field NMR spectroscopy is not always possible, 

especially in the context of potential industrial-scale reactor applications. On the other hand, the direct 

low-field NMR detection of reaction products with enhanced nuclear spin polarization is challenging 

due to near complete signal cancellation from nascent parahydrogen protons. We show that 

hydrogenation products prepared by PHIP can be irradiated with weak (on the order of spin-spin 

couplings of a few Hz) alternating magnetic fields and consequently efficiently detected at low magnetic 

field (e.g. 0.05 T used here) using examples of several types of organic molecules containing vynil 

moiety. The detected hyperpolarized signals from several reaction products at tens of milli-molar 

concentrations were enhanced by 10000-fold, producing NMR signals an order of magnitude greater 

than the background signal from protonated solvents. 
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Introduction 

Nuclear magnetic resonance (NMR) spectroscopy is a powerful analytical tool used for a broad range 

of applications.1-3 One of the main limitations of NMR is low detection sensitivity dictated by the weak 

interaction energy of nuclear spins with the static magnetic field B0.
4-6 Hence, methods for increasing 

the sensitivity of NMR detection are welcome, because they decrease the detection limit and acquisition 

time. Nuclear spin hyperpolarization techniques such as dissolution dynamic nuclear polarization (d-

DNP),6 spin exchange optical pumping (SEOP) of noble gases,7-8 and parahydrogen-induced 

polarization (PHIP)5, 9-11 can temporarily increase nuclear spin polarization (P) by several orders of 

magnitude (>10000 at high magnetic fields6 and hundreds of millions at low fields12) and thus, have 

become very popular in the last decade.13-14 Motivated by biomedical applications, d-DNP and SEOP 

have been introduced into the clinical research realm to probe metabolism, function, response to 

treatment, etc.13, 15-17 

Recent PHIP innovations have demonstrated relatively inexpensive chemistries for production of 

contrast agents,18,19 use of aqueous media20 and heterogeneous catalysts10, 21 making PHIP a promising 

means for generating new classes of hyperpolarized (HP) molecular contrast agents for in vivo 

applications.22 PHIP offers a number of advantages compared to d-DNP and SEOP, i.e. (i) very fast 

(<1 min) hyperpolarization production speed, (ii) low cost, and (iii) straightforward scalability.8 In 

addition, PHIP naturally employs hydrogenation reactions and therefore can find promising applications 

beyond biomedicine. For example, it could be a useful modality for in situ detection and imaging of 

industrial-scale hydrogenation and hydrogen-involving reactions,23,24 which represent a significant 

fraction of all industrial chemical processes.25 

While the PHIP hyperpolarization technique is inexpensive and high-throughput in principle, high-

resolution NMR spectroscopic detection is most often conducted at high fields using expensive 

superconducting magnets, which additionally have significant limitations regarding small sample size. 

Therefore, despite the low-cost nature of the PHIP hyperpolarization process, the high-field detection 

renders the entire analysis process generally expensive and limited to small samples – counter to the 
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goals of industrial-scale applications.26 Alternatively, cheap low-field magnets can be efficiently used 

for PHIP signal detection,27-31 because detection sensitivity for HP states has a very weak (B0
1/4) 

magnetic field dependence.27, 32 Moreover, low-field detection offers other advantages: (i) reduced B0 

susceptibility gradients, and (ii) the possibility of construction of relatively low-cost large homogeneous 

magnets that in principle can encompass large chemical reactors.24, 31-34 

However, the direct NMR detection of PHIP hyperpolarization in low magnetic fields is 

fundamentally challenging. Indeed, even if the magnetic equivalence of the parahydrogen (p-H2) singlet 

state is broken during the hydrogenation reaction, two p-H2-nascent spins will still reside in the non-

observable pseudo-singlet state35-36 at low magnetic field, Figure 1a. In practice, this results in the 

collapse of the NMR lines, because the difference in the chemical shift of the two nascent protons is too 

small with respect to the spin-spin coupling (JHH), and also with respect to the magnetic field 

homogeneity. As a result, the direct detection of PHIP products suffers from massive (more than two 

orders of magnitude) signal cancellation.37-39 

Here we show that application of spin-lock induced crossing (SLIC)40 allows for direct proton readout 

of HP products at low magnetic field (e.g., 47.5 mT used here). The SLIC sequence is a simple low-

power radio-frequency (RF) pulse with B1 strength on the order of JHH. Specifically, more than 10000-

fold NMR signal enhancement enabled direct 1H low-field detection of 80 milli-molar solutions of 2-

hydroxyethyl propionate, ethyl acetate, 2-ethylpyridine, and (ethyl)trimethylammonium chloride 

hyperpolarized via PHIP (Fig. 1). The presented methodology of PHIP-enhanced milli-Tesla NMR with 

SLIC sensing (vs. conventional NMR where a hard RF pulse is applied for signal detection) can be used 

for fast screening of potential HP contrast agents by PHIP and potentially without expensive high-field 

NMR instruments and isotopic labeling. Moreover, the presented methodology may be potentially 

conveniently applied to the visualization of industrial-scale processes in situ. 
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Figure 1. a) Molecular diagram of unsaturated precursors hydrogenation by p-H2 leading to the 

hydrogenated product with p-H2-nascent protons residing in the pseudo-singlet state;
35

 then, pseudo-

singlet state is converted to observable magnetization by using SLIC RF excitation. b) Chemical 

structures of investigated organic molecules containing vinyl moiety: 2-hydroxyethyl acrylate (HEA), 

vinyl acetate (VA), 2-vinylpyridine (VPy), (vinyl)trimethylammonium chloride (VTMA). 

Methods 

Preparation of catalyst/precursor solutions. Methanol (80 mL) was placed in 4 square bottles 

(431430, Corning Life Sciences, NY, USA) and degassed by the repetitive (3 times) sequence: argon 

flushing, closing the cap, and vortexing the solution. Rhodium catalyst [(bicyclo[2.2.1]hepta-2,5-

diene)[1,4-bis-(diphenylphosphino)-butane]-rhodium(I) tetrafluoroborate, 0.40 mmol, 0.150 g, 5.00 mM 

final concentration] was placed in each bottle. Vinyl acetate (6.40 mmol, 0.551 g, 80.0 mM final 

concentration), 2-hydroxyethyl acrylate (6.40 mmol, 0.742 g, 80.0 mM final concentration), 

trimethyl(vinyl)ammonium chloride (6.40 mmol, 1.06 g, 80.0 mM final concentration), 2-vinylpyridine 

(6.40 mmol, 0.672 g, 80.0 mM final concentration) were added to individual bottles. Water-soluble 

rhodium catalyst was prepared as described earlier.
20

 Vinyl acetate (8.00 mmol, 0.688 g, 80.0 mM final 

concentration) and 2-hydroxyethyl acrylate (8.00 mmol, 0.928 g, 80.0 mM final concentration) were 

dissolved in the aqueous solution of rhodium catalyst (100 mL, 2.60 mM) each. 

Trimethyl(vinyl)ammonium chloride (4.00 mmol, 0.664 g, 80.0 mM final concentration), 2-

vinylpyridine (4.00 mmol, 0.420 g, 80.0 mM final concentration) were dissolved in aqueous rhodium 

catalyst solution (50 mL, 5.30 mM). Each bottle containing the catalyst/precursor solutions was 

connected to an automated PHIP polarizer
41

 for further experiments. 
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6

Preparation of parahydrogen gas. For parahydrogen (p-H2) preparation, normal hydrogen was 

passed through a spiral copper tube packed with FeO(OH) (Sigma-Aldrich, P/N 371254, 30–50 mesh) 

and immersed into a liquid N2 Dewar. This procedure produces a stream of hydrogen enriched with ca. 

50% para-isomer.10 

PHIP polarizer and hydrogenation reaction. A fully automated parahydrogen-based polarizer was 

employed for hydrogenation.42 The prepared stock solutions containing catalyst and precursor molecule 

were connected to the heated injection loop of the polarizer. Hydrogenation of the unsaturated 

compounds (Fig. 1b) was conducted in a chemical reactor (~56 mL volume) of the polarizer at an ~7.8 

atm p-H2 pressure by injecting the warmed solution from the injection loop and spraying it into 

atmosphere of hot p-H2 gas using the back-pressure (~17 atm) of N2 gas (Fig. 2a). Reactor temperature 

was held within the range of 55-60 oC. After a variable reaction time, tR (Fig. 2b), 2-2.5 mL of the 

solution was ejected from the polarizer into an ~50 mL detection chamber located inside the RF probe 

within a 47.5 mT magnet. The magnet was located ~0.5 m away from the polarizer allowing very short 

(<1 s) ejection time of the reacted solution from the reactor to the detection chamber (Corning 50mL PP 

Centrifuge Tube). TTL microcontroller of the PHIP polarizer was used to switch solenoid valves that 

control gas and chemical delivery to the high-pressure reactor and ejection to the detection chamber. 

The detection chamber was cleaned after each NMR signal acquisition before a new portion of the 

solution from polarizer was ejected. 

Low-field (2 MHz) NMR detection. A commercially available MR Kea2 spectrometer (Magritek, 

Wellington, New Zealand) was used for NMR detection as described by Waddell et al.43 The magnet (2 

MHz Magritek Core Analyzer, Halbach array, radial field direction) had a homogeneity of 20 ppm over 

4 cm diameter of spherical volume (DSV). The detection chamber was placed in the home-built 1H RF 

coil44 located in the magnet (Fig. S1). Radio frequency calibration using a 5 mM aqueous solution of 

CuSO4 in a 2.8 mL spherical phantom yielded a 90° 1H excitation pulse width of 177 µs at 0.22 W. 

SLIC RF pulse sequence. Spin order of the p-H2 singlet state was converted to observable 

magnetization using the spin-lock induced crossing (SLIC) sequence developed by DeVience et al.40 In 
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7

order to generate low power (~1 µW) SLIC pulses, additional attenuators (Bird Technologies, 10 Watt, 

A Series, Male/Female N Connector, 30 dB and 20 dB) were inserted between the output of the Tomco 

RF amplifier (P/N BT00250-AlphaS-Dual, Tomco Technologies, Stepney, Australia) and TR switch of 

the spectrometer (Fig. S1). The SLIC pulse amplitude was calibrated by measuring the TR switch 

voltage output on an oscilloscope (Tektronix, TDS 3034C) and comparing it to the measurements for 

the π/2 RF pulse calibrated by nutation experiment. Acquisition of 1H NMR signal started immediately 

after injection of the reactor content to the detection chamber followed by a SLIC pulse (Fig. 2b). 

Optimization of SLIC parameters (B1 amplitude and duration, τSLIC) was performed for the 2-

hydroxyethyl propionate (the product of 2-hydroxyethyl acrylate hydrogenation) and then parameters 

found were used for the detection of all other substrates under the study. 

Figure 2. a) Schematic diagram of experimental setup. The reactor was kept at 50-60 °C. b) Sequence 

of events: injection of Rh complex solution (in CH3OH or in H2O) into reactor filled with ~7.8 atm of p-

H2, variable reaction time, injection into the detection chamber located inside a 47.5 mT magnet, 

subsequent application of SLIC pulse and signal acquisition. c) 1H NMR signal of HEP in methanol 

obtained after application of SLIC pulse (blue) and NMR signal obtained after application of a hard π/4 

RF pulse (red), note the scaling by a factor of 10. 
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8

Results 

We carried out hydrogenation of several molecules containing vinyl moiety (Fig. 1): 2-hydroxyethyl 

acrylate (HEA), vinyl acetate (VA), 2-vinylpyridine (VPy), (vinyl)trimethylammonium chloride 

(VTMA), with p-H2, using home-built automated PHIP polarizer (Fig. 2a). The compounds were 

chosen based on their importance in the context of potential PHIP applications. For example, ethyl 

acetate can be potentially employed to trace the metabolism of a brain damage and cancer; 2-

ethylpyridine has shown the potential for 15N pH mapping/imaging;45 (ethyl)trimethylammonium is 

structurally similar to choline, which is a key metabolic signature in many cancers;46-48 2-hydroxyethyl 

propionate can be used for in vivo angiography and it is also a typical test-molecule for PHIP studies.49-

50 Hydrogenation of the vinyl motif (-CH=CH2) by p-H2 for the molecules studied leads to ethyl group 

(-CH2-CH3) formation, where two hydrogens come from the same p-H2 molecule, and these nascent 

parahydrogen nuclei are incorporated into two chemically inequivalent positions. Due to the identical 

structure of the intentionally chosen hydrogenated motif for all substrates investigated (Fig. 1b), their 

NMR parameters and J-coupling patterns are relatively similar (Table S1). 

Use of the automated home-built low-field PHIP-polarizer made possible fast conversion of 80 mM 

unsaturated substrates into hydrogenation reaction products. Reactions were carried out by fast (<4 s) 

injection of 3-5 mL of the catalyst/precursor solution into an atmosphere of p-H2. Then reaction 

solutions were quickly (<1 s) pushed to the detection chamber located in the bore of a 47.5 mT magnet; 

the SLIC RF pulse was applied immediately, and it was followed by 1H NMR signal acquisition 

(Fig. 2a,b). The intensity of the NMR signal obtained after SLIC was at least two orders of magnitude 

greater than the signal intensity obtained after application of a hard π/4 pulse as typically employed in 

high-field PHIP experiments,11 Fig. 2c. 

We note that the hydrogenation reactions were carried out in non-deuterated solvents, such as 

methanol and water. NMR signal resulting from ~80 mM of hydrogenated material after SLIC was 10-

30 times greater than the NMR signal originating from the solvent (Fig. 3a,b). Besides providing a 

direct comparison with HP signal, utilization of non-deuterated solvents here advantageously allowed 
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calibration of experimental parameters (e.g., RF pulses, B1 frequency offset and adjustments to account 

for minor magnetic field drift typical for low-field scanners based on permanent magnets and in the 

absence of deuterium spin-lock apparatus). The signal enhancement of HP resonances was evaluated by 

computing the ratio of HP signal to the signal originating from the thermally polarized solvent (since the 

amount of material injected to the detection chamber each time may vary). Maximal apparent 

polarization percentage (PAPP) of ~0.23% was found for 2-hydroxyethyl propionate (HEP) when 

hydrogenation reaction of HEA was performed in methanol. Lower values were found for ethyl acetate 

and when water was used as a solvent. Hydrogenation of VPy and VTMA was also detected by SLIC, 

but their NMR signals were significantly lower (see Discussion). 

Varying the reaction time allowed detecting the build-up and decay of the hyperpolarized signal (Fig. 

3c,d). We found that the signal decayed with the time constant TS ranged between 5-15 seconds 

depending on the studied molecule and the solvent. The TS values obtained correlate well with prior 

results in the literature. For example, TS of 6.4±1.2 s was measured for EA at Earth’s magnetic field in 

ALTADENA conditions,18 while the present study yielded TS of EA to be 7.2±0.5 s in methanol (see 

Table 1 for the TS values for all studied substrates in methanol and in water). One may also estimate the 

effective hydrogenation reaction kinetic constant kr by fitting the experimental data with suitable 

analytical expression (eq. S1) describing the build-up and decay of hyperpolarized signal (Fig. 3c,d and 

SI). 

Table 1. Kinetic and relaxation parameters extracted from fitting of the build-up and decay curves for 

studied molecules: 2-hydroxyethyl propionate (HEP), ethyl acetate (EA), (ethyl)trimethylammonium 

chloride (ETMA), 2-ethylpyridine (EPy). Catalyst concentration was 5 mM. 

Methanol HEP EA ETMA EPy
kr (s-1) 11.8±1.8 11.5±2.3 14.1±2.5 2.8±0.5 
TS (s) 5.5±0.2 7.2±0.5 17.1±1.2 --- 
Water HEP EA ETMA EPy
kr (s-1) 12.8±3.9 14.4±5.9 21.9±4.2 --- 
TS (s) 8.3±0.8 4.3±0.5 13.2±1.4 ---
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10

Figure 3. 1
H NMR spectroscopy of HEP at 47.5 mT. a) Left – 

1
H NMR signal of reaction mixture 

injected into the detection chamber at equilibrium nuclear spin polarization; the NMR signal originates 

primarily from methanol solvent; right – 
1
H HP NMR signal obtained after SLIC pulse applied to the 

reaction mixture (~0.08 M of 2-hydroxyetyl propionate (HEP) in methanol). b) Left – 
1
H NMR signal 

of reaction mixture injected into the detection chamber at equilibrium nuclear spin polarization; the 

NMR signal originates primarily from water solvent; right – 
1
H HP NMR signal obtained after SLIC 

pulse applied to the reaction mixture (~0.08 M of HEP in water). c) Dependence of the SLIC signal 

(normalized to the thermal signal of the solvent) on the reaction time for HEP in methanol. 

d) Dependence of the SLIC signal (normalized to the thermal signal of the solvent) on the reaction time

for HEP in water. 

In principle, usage of an automated PHIP polarizer with a high-pressure injection reactor is not 

mandatory, i.e. high-pressure NMR tubes with p-H2 bubbling can be employed (similar to the recent 

studies of 
13

C-VA hydrogenation and hyperpolarization with Signal Amplification by Reversible 

Exchange).
18, 51

 Nevertheless, the use of automated PHIP polarizer benefited the present study, because 

a series of experiments could be performed routinely and identically, which allowed us to quickly find 
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11

optimal conditions for performing a singlet-to-magnetization transformation, i.e. optimal RF pulse 

amplitude, frequency offset and duration of the SLIC pulse (Fig. 4). 

Figure 4. a) Dependence of the SLIC signal of HEP in methanol (normalized to the thermal signal of 

the solvent) vs. B1 amplitude at the SLIC duration ( τSLIC) of 0.6 s; black squares correspond to 

experimental results*, blue line corresponds to simulation assuming ±5 Hz RF pulse offset (i.e. 

simulating B0 inhomogeneity). b) Dependence of the SLIC signal vs. SLIC duration (time) at B1 

amplitude of 15 Hz*; black squares correspond to experimental results, and blue line corresponds to 

simulation. 
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Discussion 

The true singlet state of two spins i.e. the state with total spin 0, is not NMR detectable, because the 

singlet state has no magnetic moment.52 The best example is the nuclear spin singlet state of p-H2 that 

produces no NMR signal. Another way to explain the absence of the observable NMR signal is the 

realization that the transitions between exchange anti-symmetric singlet state and exchange-symmetric 

triplet states are forbidden. However, once the magnetic equivalence of the two H atoms is broken, (e.g., 

by introducing two hydrogen atoms from the same p-H2 molecule into a non-symmetric molecular 

environment), the spin order of the singlet state can be manifested as a nearly 100% nuclear spin 

polarization.53 Hydrogenation reactions can be employed in a way that both hydrogen atoms from the 

same p-H2 molecule are transferred to the product as a pair (pairwise addition) resulting in canonical 

PHIP effect.11, 53-54 However, the singlet state is considered to be truly broken (i.e., resulting in two 

well-resolved resonances in the NMR spectrum) only if the chemical shift difference between p-H2-

nascent protons (δHA and δHB) is greater than the spin-spin coupling constant JHA-HB between them 

(corresponding to the condition of a weak coupling regime).55 Otherwise—in a strong coupling regime 

(sometimes referred to as inverse weak coupling regime56), i.e. (δHA – δHB) < JHA-HB—the two nascent 

protons reside in a pseudo-singlet state even after the act of pairwise addition of p-H2.35 For example, 

for the case where (δHA – δHB) is 3 ppm and J-coupling is 7 Hz, the strong coupling regime occurs for 

magnetic fields below 0.055 T. Ethyl moiety (-CH2-CH3) is a chemical motif found in a wide range of 

organic molecules which has a typical J-coupling constant of ~7 Hz between methylene and methyl 

groups and the corresponding chemical shift difference (δMETHYLENE – δMETHYL) ranging from 0.5 to 

3 ppm (Table S1). Since hydrogenation of a vinyl group produces an ethyl group, all four molecules 

studied form strongly coupled spin systems if hydrogenation by p-H2 is carried out in the fields below 

0.055 T. 

Although the pseudo-singlet state is not directly detectable by NMR in the strong coupling regime,38, 

56-58 the spin order from the pseudo-singlet spin state can be transformed into the observable 
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magnetization using the SLIC sequence introduced by DeVience and co-workers.40, 59 They 

demonstrated that low-power continuous wave (CW) decoupling (with alternating magnetic field B1 

amplitude on the order of JHA-HB and with frequency set at (δHA+δHB)/2) enables coherent transfer of 

population between the singlet state |"# = %|&'# − |'&#)/√, and the state |-.# = %|&&# − |&'# −

|'&# + |''#)/,. The latter term corresponds to magnetization aligned along the –x axis in a rotating 

frame, and it is readily observable by NMR.52 The optimum duration of SLIC RF irradiation depends on 

the combination of NMR resonance frequency, JHA-HB, and (δHA—δHB). Advantageously, this 

transformation does not require any other RF pulses making it relatively straightforward to implement 

from the hardware perspective. 

However, we found that while the analytical model presented by DeVience et al. works well for the 

simple case of a two-spin system, it cannot properly describe the observed patterns obtained in the 

experiment with the 5-spin systems of ethyl groups studied here. For example, our results show that 

instead of a relatively narrow maximum at B1 = JHA-HB as predicted by the simple theory, there is a 

broad maximum at B1~2·JHA-HB and the optimal SLIC pulse duration is about √,/∆1 (where ∆1 is the 

chemical shift difference (δMETHYLENE – δMETHYL) expressed in Hz), i.e. two times longer than that 

predicted for the two-spin model40 (Fig. 4). Here, detailed spin dynamics simulations were carried out 

(see ESI) resulting in the graphs (Fig. 5) where SLIC signal is plotted vs. SLIC B1 amplitude, SLIC B1 

offset and SLIC duration, where NMR signal maxima form concentric waves with radii of 

approximately 3·JHA-HB/2, 2·JHA-HB, and 5·JHA-HB/2. The pattern of the map also changes with SLIC 

duration, although there is a clear indication of an optimal pulse duration ( τSLIC) yielding the global 

maximum of the produced signal. We note that the spin dynamics is much more complex for 5-spin 

systems than that for 2-spin systems, but yet relatively easily predictable using density matrix 

formalism. 
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Figure 5. Simulation of 1H NMR signal dependence in -CH2CH3 system on SLIC parameters: B1 

amplitude (Hz), pulse offset (Hz) (position of zero offset corresponds to the center frequency between 

CH3 and CH2 resonances) and SLIC pulse duration (τSLIC). Relaxation effects were not included in the 

simulation. See Electronic supporting Information (ESI) for animated gif files and the corresponding 

signal dependences for two-spin system. 

Although low-field PHIP hyperpolarizers have been used previously to prepare HP molecules via 

pairwise p-H2 addition,43, 49 prior attempts to perform direct 1H NMR signal detection of nascent HP 

protons resulted in a very weak anti-phase NMR signal.60 Without SLIC or other singlet-to-

magnetization pulse sequences,61 direct proton detection at low fields is unlikely to yield high SNR to 

study reaction conversion and pairwise selectivity. Building on our previous experience with SLIC 

detection of HP propane gas prepared via heterogeneous PHIP,38 SLIC proton detection of HP liquid 

was employed in a low magnetic field of 47.5 mT, and the 1H NMR signal obtained was approximately 

2 orders of magnitude greater than 1H NMR signal obtained using conventional hard (i.e., short duration 

and high-amplitude) RF pulses (Fig. 2c). To the best of our knowledge, the fact that the action of hard 

RF pulses on a spin system leads to significantly lower NMR signal than that obtained by low-frequency 

irradiation is somewhat unique in the field of NMR spectroscopy. Moreover, one can entertain an 

analogy with a safe, which is hard to open using brute force (e.g., a hammer), but a tiny key with 
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appropriate symmetry can easily crack the lock. It should also be emphasized that unlike the vast 

majority of hyperpolarization techniques, where the preparation of singlet states requires additional 

preparation steps, direct creation of pseudo-singlet states is an inherent and unique feature of the PHIP 

technique. 

By varying the “reaction” time (i.e., the time period that the reaction solution remains in the reactor 

following the injection), we measured singlet state lifetime (TS) (Fig. 3c,d). It was found that the NMR 

signal decays with a time constant of about 5-15 seconds depending on the solvent nature (i.e. methanol 

vs. water) (Table 1, ESI). These values indicate that despite the spin systems being in pseudo-singlet 

states, their lifetimes were not significantly longer compared to T1-s, i.e. they were not several fold 

greater. This is, however, not surprising, because the existence of long-lived spin states (LLSS) requires 

specific symmetry properties, which may not be present in the systems studied here.62-64 One should 

note, however, that such examples can occur in principle, e.g. previously reported long-lived HP 

propane states.38, 65 Future studies are certainly warranted to identify other examples of long-lived HP 

spin states that could find use in biomedical and material science applications.66 

The efficiency of a singlet-to-magnetization conversion by SLIC may be analysed using the boundary 

transformation methodology presented by Levitt.67 In the case of the two-spin system it is possible to 

“extract” nearly 100% of singlet spin order and transform it into observable magnetization (~91% when 

using the SLIC pulse sequence). At the same time for a 5-spin system, such as –CH2-CH3, it is 

fundamentally possible to transform up to only 55% of spin order (ESI). Our calculations for SLIC 

show ~27% transformation efficiency (Fig. 5), indicating that there could be a more efficient RF pulse-

sequence alternative to the SLIC implementation employed here.68-69 This inefficiency partially explains 

the relatively low apparent polarization level of ~0.23% obtained for HEP and even lower values for 

other studied molecules. Other factors that likely had a significant negative impact on the efficiency of 

SLIC spin transformation include spin relaxation processes and B0 magnetic field inhomogeneity. 

Indeed, our calculations show that the efficiency of spin order transfer depends dramatically on the B1 

RF frequency offset (Fig. 5). Static B0 magnetic field drifts and imperfections across the sample can 
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therefore cause significant shifts away from the optimal transfer conditions, thus, leaving a potentially 

large fraction of the population hidden in the “dark” unobservable nuclear pseudo-singlet state. The use 

of more homogeneous B0 and B1 fields can likely significantly improve SLIC efficiency and 

consequently PAPP in the future. Strong dependence of singlet-to-magnetization transformation on the 

magnetic field inhomogeneity is a substantial limitation of the presented SLIC-based low-field detection 

method. 

Simple analysis also determines the limits of the B0 magnetic field strength, which should be optimal 

for parahydrogen-based SLIC sensing presented here. First of all, the magnetic field should not be too 

high (the weakly coupled regime); otherwise, the singlet spin state is no longer an eigenstate of the 

nuclear spin Hamiltonian. The strong coupling condition can provide a quick estimate of the upper limit 

of the low magnetic field range, !" < 2%&'()'* +∆-⁄ , where + is the proton gyromagnetic ratio. At the 

same time, very low magnetic fields can result in prohibitively long SLIC pulse duration (since, 

generally, /0123~1/∆-) resulting in significant relaxation losses and/or decoherences during an 

excessively long SLIC pulse. Thus, the magnetic field of 0.0475 T employed here lies in the “SLIC-safe 

range” for the studied spin systems, however, the optimal field should be calculated for a particular spin 

system under study. 

We used 1H and 13C high-field (400 MHz) NMR spectroscopy to determine reaction conversion levels 

by taking aliquots of stock solutions before and after the reaction. One can see that measured conversion 

values were relatively high for all studied molecules (Fig. 6). Lower levels for conversion of VPy and 

VTMA (25-40%) compared to nearly 100% conversion for HEA and VA can be explained by the 

presence of nitrogen in the former molecules. In case of VPy, the electron-donating N-site can 

potentially compete with the double bond for a binding event to the Rh center, thereby lowering the 

probability of forming the active catalytic species and, consequently, decreasing reaction yields. For 

VTMA, the nitrogen atom possesses positive charge, which can lead to repulsion of the molecule from 

the positively charged cationic Rh center due to electrostatic interactions of charged ions. The 

determined conversion can be compared with the intensity of SLIC signal for the same experiments 
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(Fig. 6). The SLIC signal from reaction products does not linearly correlate with the conversion and 

decreases in the following order of substrates used in hydrogenation: HEA > VA > VTMA > VPy. 

One should not find surprising that the different substrates show different SLIC signal. This is a result 

of different chemical dynamics and pairwise addition behavior in hydrogenation reactions. It is known 

that the interplay between the substrate and the catalyst is very important and variations of the substrate 

or catalyst structure that seem insignificant at the first glance, may have drastic consequences on a 

pairwise addition performance.70 A good recent example supporting this statement is the homogeneous 

batch-mode hydrogenation of propylene in methanol using two Rh-based catalysts: 

[Rh(COD)(dppb)]BF4 and [Rh(NBD)(dppb)]BF4 (where COD = 1,5-cyclooctadiene, NBD = 

norbornadiene, dppb – 1,4-bis-(diphenylphosphino)-butane).71 Despite the fact that their structure is 

very similar and differ only in the structure of the ligand, PHIP effects observed for propane are 3-8 

times higher when the latter catalyst is used. While non-correspondence between the conversion and the 

SLIC signal can be treated as a disadvantage for a general applicability of the presented method for low-

field monitoring of hydrogenation reactions, this observation is advantageous for probing the pairwise 

nature of p-H2 addition (i.e., reaction selectivity) for HP NMR and MRI. This means that large libraries 

of compounds can be screened to identify promising candidates for PHIP HP contrast agents and for 

optimization of PHIP processes and hyperpolarization equipment. Moreover, since such selectivity 

probing does not require chemical shift dispersion (which is generally lacking at low magnetic fields), 

the low-field NMR modality presented here can be used to monitor the production of HP products in 

larger, more complex reactors operating with high pressures and temperatures; for example, the reactor 

used here already operated at >17 atm of gas pressure, and >55 °C. We foresee that low-field NMR (and 

MRI) of large-scale industrial hydrogenation processes—hydrogenation of vegetable oils, 

hydrodesulfurization of petroleum and other large-scale applications of hydrogenation in the industry—

can become a useful spectroscopic and imaging tool. 
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Figure 6. Hydrogenation reaction conversion and SLIC signal (normalized to the signal of the solvent) 

for substrates in water. Conversion was measured using high-resolution high-field 1H 400MHz NMR of 

aliquots before and after the reaction. 
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Conclusions 

In conclusion, we have shown that low-field NMR and low amplitude RF irradiation termed spin-lock 

induced crossing (SLIC) can be used to detect the signal originating from HP molecules produced via 

hydrogenation reactions with p-H2. Signal enhancement of more than 10000 allowed detecting the 

build-up and decay of HP reaction products upon hydrogenation of several organic molecules (2-

hydroxyethyl acrylate, vinyl acetate, 2-vinylpyridine, (vinyl)trimethylammonium chloride). Moreover, 

since the signal from ≤ 80 mM HP reaction products was significantly greater than the signal of 

thermally polarized solvents, direct proton detection was demonstrated in protonated solvents such as 

methanol and water, which can provide a significant potential application for molecular sensing of 

industrial scale processes in the presence of large concentrations of background species. While it was 

shown that chemical conversion and SLIC signal are not directly correlated, this finding can be very 

useful for quick analysis of selectivity of hydrogen addition in catalysis, and for production of HP 

contrast agents by PHIP technique: i.e. despite the efficient overall hydrogenation, some compounds 

may exhibit lower degree of p-H2 pairwise addition. Moreover, the presented method allows for a 

quality assurance of the HP state of the molecules before performing experiments with more expensive 

isotopically enriched (e.g., 13C) compounds29, 72 using polarization transfer schemes. Lastly, we showed 

that spin dynamics during the SLIC pulse for five-spin systems (e.g., molecules such as presented here, 

containing CH3-CH2- moiety) is much more complex than SLIC for 2-spin systems. However, it is 

possible to adequately predict optimal detection parameters, such as B1 amplitude, offset and SLIC time. 

Low-field NMR signals are generally far less sensitive to susceptibility-induced magnetic field gradients 

(because these gradients scale linearly with B0 strength), which is a useful property for studies of 

heterogeneous reactions (e.g. liquid/gas, liquid/solid, gas/solid) frequently practiced in industrial 

hydrogenation processes. Combined with greater penetration depth, which also scales inversely with B0, 

low-field SLIC sensing may potentially provide a complementary analytical technology for analysis of 

hydrogenation reactions on a large scale. 
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Supporting Information 

Supporting Information Available. It includes additional experimental details and theoretical 

calculations for singlet-to-magnetization conversion efficiency. 
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Understanding the interplay between the chemical kinetics and the nuclear spin dynamics for the efficient 
hyperpolarization by PHIP and SABRE techniques 

Danila A. Barskiy1, Andrey N. Pravdivtsev2,3, Konstantin L. Ivanov2,3, Oleg G. Salnikov2,3, 
Kirill V. Kovtunov2,3, Igor V. Koptyug2,3, Roman V. Shchepin1, Aaron M. Coffey1, Eduard Y. Chekmenev1 

1Vanderbilt University Institute of Imaging Science (VUIIS), 1161 21st Avenue South, 
Medical Center North, AA-1105, Nashville, TN 37232-2310, USA 

2International Tomography Center, 3A Institutskaya st., Novosibirsk 630090, Russia 
3Novosibirsk State University, 2 Pirogova st., Novosibirsk 630090, Russia 

Parahydrogen-induced polarization (PHIP) and signal amplification by reversible exchange (SABRE) are powerful nuclear 
spin hyperpolarization techniques which are able to increase NMR signal intensity by several orders of magnitude 
compared to thermally polarized samples [1-3]. PHIP and SABRE are fast and inexpensive means to boost the sensitivity 
of heteronuclear detection (e.g. 13C, 15N, 31P) when using various polarization transfer schemes from parahydrogen. While 
the major theoretical aspects of PHIP and SABRE are well understood (more often relying on the magnetic field 
dependence of polarization transfer efficiency), the polarization dependence on the chemical system parameters (such as 
concentrations, reaction rate constants etc.) still remains unclear. 

Here we show that relatively simple approach which relies on the introduction of so called “hyperpolarized species” may 
be used for a combined analysis of chemical kinetics and evolution of the hyperpolarized nuclear spin system. By using 
this analysis, we have demonstrated the analytical formula for the description of the signal enhancement (!) in the SABRE 
process: 

! = # $%&'(
)

* +,
- ,

./01/2,
30 ./01435 435./01 * / - (1), 

where 	# is the maximal theoretically attainable enhancement factor, 89 is the fraction of parahydrogen; C , H<  and S
are concentrations of catalyst, hydrogen and substrate, respectively; >-? and >+, are substrate and hydrogen dissociation 
rate constants; @- and @* are relaxation rates for the substrate and the complex and A is polarization transfer efficiency 
factor [4]. Although the presented theoretical approach is relatively straightforward, it is in a good agreement with the data 
published to date by us and others (Fig. 1). Moreover, the derived expression for a signal enhancement provides rationale 
for deciding which system parameters (i.e. J-couplings, relaxation rate and reaction rate constants) have to be optimized 
foremost in order to improve the overall efficiency of SABRE hyperpolarization process. The concept of “hyperpolarized 
species” can also be exploited for examining factors lowering the maximum attainable polarization in PHIP. For example, 
using similar approach in the description of heterogeneous hydrogenation of propylene with parahydrogen, we found that 
the maximum attainable 1H polarization (%PH) in propane is ~6% while the maximum observable %PH is only ~1% [5]. We 
anticipate that the presented analysis will be useful for optimization of experimental conditions in PHIP and SABRE for the 
development of new and optimization of already identified NMR and MRI applications. In particular, finding the optimum 
conditions for production of highly polarized contrast agents by using PHIP and SABRE will also be beneficial for in vivo 
investigations of structure, metabolism and function. 
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Figure 1. Experimental demonstration of theoretical validation of (1) in the context 
of SABRE. (a) 1H polarization dependence on the catalyst concentration (pyridine 
concentration is the same for all data points, [S] = 103 mM), data from ref. 1; (b) 
1H polarization dependence on the substrate concentration, filled circles show data 
for pyridazine, empty circles show data for phthalazine (catalyst concentration was 
the same but was not specified by the authors), data from ref. 2; (c) 15N 
polarization dependence on the substrate concentration (catalyst concentration [C] 
= 0.2 mM was the same for all data points); data from ref. 3. The data sets shown 
were chosen because they provide polarization dependence on [C] or [S] 
concentration, with other parameters kept constant.	



Exploring Rapid Bulk Heteronuclear Hyperpolarization “On the Cheap” Using PHIP/SABRE-Based Methods 
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Hyperpolarization1 refers to any process that can dramatically enhance the nuclear spin polarization of a system to some 
high, non-equilibrium value—thereby greatly increasing the NMR/MRI sensitivity. PHIP (parahydrogen-induced 
polarization) refers to the family of approaches where the pure spin order from parahydrogen (pH2) is transferred to a 
molecular substrate. Although typically limited by the types of molecules that can be hyperpolarized, PHIP-based 
approaches are attractive because of their (very) low cost, low instrumentation demands, potential for scalability and 
continuous production, and their ability to produce hyperpolarized agents very rapidly (i.e., in seconds, compared to 10s of 
minutes or hours for other hyperpolarization techniques). While “traditional” PHIP2 involves hydrogenation of unsaturated 
bonds with pH2 to create the hyperpolarized agent, a relatively new approach called SABRE3,4 (signal amplification by 
reversible exchange, pioneered by Duckett, Green, and co-workers) allows spin order to be transferred from pH2 without 
requiring permanent chemical change to the substrate. Instead, SABRE uses iridium-based catalysts to transiently bind 
both pH2 and the target substrate within the central Ir atom's ligand sphere; thus, spin order may be spontaneously 
transferred via scalar couplings during the lifetime of the complex, provided that the external field is sufficiently low to 
allow the difference in frequencies between the source (hydride) and target (substrate) spins to be roughly matched by the 
differences in the scalar 
coupling values in the spin 
network.5   

For heteronuclear 
spins like 15N, the field must 
be ≤1 µT.5 In collaboration 
with the Warren & Theis at 
Duke, it was recently shown 
that utilization of a simple 
magnetic shield during pH2 
delivery to a sample can 
yield very large nuclear spin 
polarizations in 15N spins 
(up to 7-10% so far) of 
dilute species5, a technique 
dubbed “SABRE-SHEATH” 
(for SABRE in SHield 
Enables Alignment Transfer to Heteronuclei); very recently we showed this approach can be used to polarize bulk liquids 
as well.6 We continue our explorations of this approach as a quick and extremely inexpensive way to generate bulk 
hyperpolarization in heteronuclei, in part by translating the effort to another lab (at SIUC) and integration with cheap and 
simple home-built setups (with commercially available components) for pH2 generation and sample administration—in a 
setting populated with undergraduate researchers.  For example, a simple pH2 generator (Fig. 1A) was constructed from 
~5 ft of coiled 1/4" copper pipe loaded with iron oxide hydroxide catalyst crushed but filtered to ensure containment by 
200-mesh (74 micron pore) copper screens capping the two ends (an approach which can generate ~50% enrichment of
pH2 when cooled with liquid N2; Fig. 1A). The “shield” (Fig. 1B) is a commercial mu-metal shield6 (for which we used a
high-current, low-voltage 60 Hz AC field along an inserted coil of wire was run for a few minutes to de-Gauss the device,
confirmed with a Gaussmeter). Combination with a simple pH2 “bubbler” (similar to that in Ref. 7) allowed a bulk
enhancement of the 15N signal from “neat” pyridine of roughly two orders of magnitude on the first attempt, enabling
single-shot observation (Fig. 1B). Involved catalysts include the "standard" Ir SABRE catalyst4 (Fig. 1C) and
heterogeneous analogs (e.g. Fig. 1D).  Ongoing efforts include optimization of the approach (to yield higher heteronuclear
polarizations), and extending SABRE-SHEATH to aqueous and/or heterogeneous conditions.  These efforts support the
conclusion that SABRE-SHEATH is by far the “easiest gateway” to creating bulk hyperpolarization in heteronuclear spins
and as such, is also highly amenable to experiments involving undergraduate students beginning their research careers.

Funding: We thank NSF (CHE-1416432, CHE-1416268, & REU DMR-1461255) NIH (1R21EB018014 & 1R21EB020323), 
DoD (CDMRP BRP W81XWH-12-1-0159/BC112431, & PRMRP W81XWH-15-1-0271 & W81XWH-15-1-0272). EYC, 
AMC, & BMG respectively acknowledge the Exxon Mobile Knowledge Build, NIH NIBIB T32 EB1628-12, & SIUC MTC. 
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Fig. 1A 1H NMR from flowing H2 gas showing characteristic pH2 formation (50%) when the coil is cooled with l 
N2. Inset shows scaled-up coil. B Enhanced 15N signal from “neat” pyridine (naturally abundant, ~0.4% 15N); 2 
orders of magnitude enhancement estimated by comparison with 15N-labeled sample (not shown); Inset: mu-
metal shield. C the “standard” iridium SABRE catalyst; D nanoscale heterogeneous analog.9  
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Clinical-Scale, Stopped-flow 129Xe Hyperpolarizer Development
Aaron M. Coffey , Panayiotis Nikolaou , Kaili Ranta , Iga Muradyan , Matthew S. Rosen , Samuel Patz , Michael J. Barlow , Boyd M. Goodson , and Eduard Y. Chekmenev

Radiology, Vanderbilt University Institute of Imaging Science, Nashville, TN, United States, Southern Illinois University, Carbondale, IL, United States, Brigham & Women's Hospital, Boston, MA, United States, Harvard

University, Cambridge, MA, United States, University of Nottingham, Nottingham, United Kingdom

Synopsis

We report on the development of a first and second generation Xe hyperpolarizers, capable of producing high (~25-90%) Xe
hyperpolarization at high Xe densities (up to 2000 Torr partial pressure), suitable for clinical and materials MRS/MRI applications.
Overview

Owing to the detection sensitivity provided by their high, non-equilibrium nuclear spin polarizations, hyperpolarized (HP) noble gases (e.g. Xe and
He) are utilized in a growing number of MRS/MRI applications—ranging from biomedical imaging and spectroscopy to probing molecular and

materials surfaces. Lung imaging with HP Xe is of particular interest. Although He has a nearly 3-fold greater gyromagnetic ratio, Xe has 26%
natural abundance and higher solubility in blood and tissues. Moreover, Xe’s proclivity for interacting with substances and its wide chemical shift
range make it a more sensitive MR probe of biological environments.

HP Xe is usually created by spin-exchange optical pumping (SEOP). It is traditionally expected that high Xe polarizations (P ) can only be
obtained with low in-cell Xe densities because (i) higher Xe densities increase the destruction of the alkali metal polarization from non-spin-
conserving collisions and (ii) higher total pressures tend to quench the more efficient van der Waals contribution to Rb-Xe spin exchange. Indeed,
many polarizer designs tend to go to great lengths to produce large amounts of HP Xe while still satisfying this condition within the cell. Such
polarizers also tend to be complex, expensive, and strictly regulated by their controlling entities—factors that hinder large-scale HP Xe generation
for many unaffiliated laboratories.

Building upon our previous work exploring batch-mode or “stopped-flow” Rb/Xe SEOP under conditions of high resonant laser flux, we constructed
a first-generation large-scale (>1 L/hr) “open-source” xenon polarizer for clinical, pre-clinical, and materials NMR/MRI applications comprised mostly
of off-the-shelf components (including a 200 W VHG-narrowed LDA laser) [1–2]. This hyperpolarizer was cleared for preclinical work and approved
by the FDA (IND #116,662) for operation at Brigham & Women’s Hospital. Unlike most clinical-scale Xe polarizers, this first-generation device runs
with Xe-rich gas mixtures in single-batch mode. In-cell P  values during SEOP of up to ~90%, ~57%, ~50%, and ~28% have been measured for
Xe partial pressures of ~300, ~500, ~760, and ~1570 Torr, respectively [1–2].

Experience gained in building this first-generation Xe polarizer lead to construction of our second-generation Xe polarizer (dubbed “XeUS”) [3–
5]. The new design encompasses a variety of improvements and new technologies. For example, the water-cooled 200 W VHG-narrowed LDA laser
possesses a novel integrated air-cooled optical train assembly. Implementation of a thermoelectric cooler (TEC) and incorporation of a quiet air
compressor eliminates the need for external gas or liquid-N  supplies for heating/cooling of the OP cell oven or for pneumatic valve operation. The
polycarbonate oven for the OP cell is manufactured via 3D printing and houses the TEC module. Further integration of the requisite instrumentation
and optics into this 3D-printed oven in conjunction with the laser telescope greatly simplified system construction and laser alignment with the
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optical pumping cell. A high-pressure gas manifold using premixed gases also greatly simplifies the first-generation gas manifold design. Taken
together, these various improvements have lead to the second-generation hyperpolarizer achieving higher performance, with P  of ~74% at 1,000
Torr [3] and P  of ~90% at 500 Torr [5] as well as the improvements in the production rate [3-5].
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Figure 1. First-generation Xe hyperpolarizer schematic (left) and quality assurance NMR spectroscopy measurements (right).

Figure 2. False-color 2D slices from a 3D Xe gradient echo chest image from a healthy subject following inhalation of HP Xe prepared using the XeNA polarizer (anterior to posterior, reading left to right, top to bottom).

Figure 3. a) Design of XeUS polarizer; b) H in situ reference NMR signal from water (100,000 scans), b) Xe in situ NMR signal from natural abundance Xe P  = 74% (1 scan) at 1000 Torr Xe pressure, d) IR spectroscopy reporting on P  in situ.
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Figure 4. Temperature-ramped SEOP. (a) Exponential fit buildup (72 °C) and decay curves of OP cell cool down to 42 and 55 °C, respectively, of 500 Torr Xe. (b) T  decay of hyperpolarized Xe (500 Torr partial pressure) at room temperature with laser off.129 1 129
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In Situ NMR Investigation of Clinical-Scale Co-Production of Hyperpolarized 131Xe and 129Xe via Stopped-Flow 
Spin-Exchange Optical Pumping 

Kaili Ranta1, Megan Murphy1, Justin Porter1, Drake Anthony1*, Shawn Stephenson1, 
Matthew S. Rosen2 and Boyd M. Goodson1 

1Department of Chemistry and Biochemistry, Southern Illinois University, Carbondale, IL 62901; 2Athinoula A. Martinos 
Center for Biomedical Imaging, Boston, MA, 02129, USA 

Spin exchange optical pumping (SEOP) has become a 
popular method of preparing hyperpolarized noble gases 
for use in biochemical and materials research, biomedical 
imaging1, and fundamental physics experiments.2 In 
SEOP, electron spins of an alkali metal (AM) vapor (e.g. 
Rb) are polarized via depopulation pumping with a laser, 
and nuclear spins of the noble gas are subsequently 
polarized during spin-exchange collisions with those AM 
atoms. 129Xe is a typical target for polarization, and 
consequently massive NMR/MRI signal enhancements 
have been achieved—with nuclear spin polarization now 
reaching values near unity.3 However, although much more 
difficult to hyperpolarize, xenon’s other NMR-active 
isotope—131Xe—has found application in surface studies4 
and has additionally been identified as a potential target of interest for polarized neutron-
transmission experiments to study potential violations of fundamental symmetries (e.g. time-
reversal invariance5). 

Unlike 129Xe (I=1/2), 131Xe (I=3/2) has a strong quadrupole moment—thereby giving 
rise to many more contributions to relaxation, and thus greatly limiting both the value and 
storage potential for any hyperpolarization that might be achieved. Self-relaxation (from 
collisions with other xenon atoms) typically dominates; for example, the binary collision 
relaxation pathway has been measured6 to be 3.95x10-2 amg-1�s-1, so that time constants for 
polarization build-up (and decay during storage/experiment) would be optimized at Xe 
densities significantly lower than what we typically utilize for 129Xe. Persistent Xe dimers add 
to the short relaxation rates,4 as do wall collisions: correspondingly, the use of hydrophobic glass 
coatings often employed to preserve 129Xe polarization must be reconsidered as well.4 

In the present work, co-production of hyperpolarized 131Xe and 129Xe is investigated 
under conditions of clinical-scale stopped-flow HP Xe production, high xenon density, and high 
resonant photon flux (Fig. 1).  Comparison with both thermally polarized 1H NMR from water at 
low field (~15-60 G) and near-IR spectroscopic measurements of transmitted laser profiles (e.g. 
Fig. 2) allows polarization of 131Xe, 129Xe, and alkali metal electron spins to be estimated and 
mapped under various conditions (e.g. Fig. 3)—including incident laser powers, cell temperatures, and gas mixtures. 
Nitrogen is included to quench depolarizing radiative emission/re-absorption processes in the Rb vapor, and helium is 
investigated to see if its high thermal conductivity can help transfer the resulting heat to the cell walls (thus stabilizing 
conditions for higher cell temperatures that may permit faster 131Xe SEOP and higher polarizations). For example, successful 
low-field detection of the 131Xe resonance at 58 G allowed an initial estimate of P131Xe of ~0.1% with a Xe density of 0.4 amg; 
higher polarizations are anticipated with higher temperatures, higher laser powers, different gas mixtures (e.g. less Xe and 
more He), and/or different cell designs. 
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Fig. 1. SEOP setup using a 125 W narrowed laser (QPC), 
collimating-polarizing optics (black), 3D-printed forced-air 
oven7 (white) with interior NMR detection coil, 2” diam. OP 
cell in red Helmholtz pair magnet, and low-frequency NMR 
spectrometer (Magritek Aurora, not shown).  

Fig. 2. Transmitted laser 
spectra used to estimate 
PRb with no absorption 
(cold cell), polarized 
absorption (Magnet on), 
and unpolarized absorption 
(Magnet off); here 
PRb~40%. 

Fig. 3a. 131Xe spectrum acquired at 
20.2 kHz after 300 scans (estimated 
P131Xe~0.1%) with ~60 W incident laser 
power, ~80 ºC, 6 psi Xe (nat. abund.) 
and 18.7 psi N2. 3b. 129Xe spectrum 
acquired (1 scan) at 68.2 kHz 
(estimated P129Xe~80%) 3c. 1H water 
signal acquired at 68.2 kHz after 100k 
scans with Boltzmann polarization of 
~5.6x10-7%.  
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47.5mT Permanent Magnet and Gradient Coil 

Acceptance Testing 

October 15, 2015 

 

 
Above is a photo of the magnet and gradient coil under factory test. This is the rear of 

magnet. Note the gradient din rail connector in the lower right in the photo. The din 

rail connector accepts 6 to 1/0 AWG wire.  

 

See Drawing: JX475-926C-MG-00_Rev_B.PDF 

  



MAGNET TEST DATA 

 

The magnet was measured with a MetroLab Precision NMR Teslameter (PT2025) and 

an XYZ stage with 500mm travel (Accuracy 125 µm, Repeatability < 2.5 µm). 

 

Magnetic Field 0.0487 T at 70 deg F. 

 

Homogeneity over 400mm FOV is 18.7 ppm, Peak to peak. The following is a 24 angle 

x 25 plane, high resolution field map: 

 
 
  



GRADIENT TEST DATA 

 

The gradients were measured with 12 angle x 13 plane plot while running about 2 

amps into the gradient. The field measurements were done with the same Metrolab 

PT2025 and the same XYZ stage. The results are as follows: 

 

Gradient Field performance 

  X Gradient Y Gradient Z Gradient 
Linearity 
400mm FOV 

+6.03%, 
-6.35% 

+6.09%, 
-6.01% 

+2.32%, 
-2.06% 

Linearity 
300mm FOV 

+2.89%, 
-3.03% 

+2.60%, 
-2.96% 

+1.08%,  
-0.89% 

Linearity 
200mm FOV 

+1.23%, 
-1.27% 

+1.09%, 
-1.22% 

+0.49%, 
-0.41% 

Gradient 
Strength 
(mT/m/100A） 

7.42 7.45 9.30 

Amperage for 
20mT/m 269 amps 268 amps 215 amps 

 
 
 Gradient Electrical Characteristics 

  Inductance   
(uH） 

Resistance Ohms 
(20℃) 

Resistance Ohms 
(40℃) 

X/Y 1472 0.1170 0.1263 
Z 1364 0.0721 0.07784 

 
Each gradient plate was Hypot tested at 4000V for 60 seconds and passed.  

 

Gradient interconnect wiring is 600V rated 6 AWG. Gradient DIN rail connection are 

rated at 600V.  
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VUMC’s Chekmenev elected to Russian Academy of
Sciences
by Bill Snyder (http://news.vanderbilt.edu/author/billsnyder/) | Thursday, Mar. 3, 2016, 9:25 AM

Vanderbilt researcher Eduard Chekmenev, Ph.D., has been elected to the Russian Academy of Sciences (RAS) for
his efforts to develop imaging markers for cancer and lung disease using hyperpolarized magnetic resonance
imaging (MRI).

(http://news.vanderbilt.edu/2016/03/chekmenev­

elected­to­russian­academy­of­

sciences/checkmenev_eduard/)

Eduard Chekmenev, Ph.D.

Chekmenev, who holds dual citizenship in Russia and the United States, said that, to his knowledge, he is the first
American scientist to receive the honorary title of Professor of the RAS. The official award ceremony will be held in
Moscow on March 21.

A native of Perm, Russia, Chekmenev earned his Ph.D. in Physical Chemistry at the University of Louisville and
joined the Vanderbilt faculty in 2009. He currently is associate professor of Radiology and Radiological Sciences
and Biomedical Engineering.

He and his team are developing hyperpolarized MRI probes that can produce significantly enhanced signals in
high-throughput and low-cost molecular imaging. One day the probes may be used for population screening and to
monitor the response of tumors to drug treatment, for example.
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Chekmenev said the academy’s honor comes with great responsibility.

As an RAS Professor, he joins a new generation of young scientists who provide expertise of the highest caliber to
the Russian National Academy and other government agencies. He also will promote science to the general public.

Media Inquiries:  
Bill Snyder, (615) 322-4747 
william.snyder@Vanderbilt.Edu (mailto:william.snyder@Vanderbilt.Edu)
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Momentum  
Bringing Cancer to Light: Radiology’s invisible energies play lead role in cancer care
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